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PULSED FEEDBACK TECHNIQUES FOR SEMICONDUCTOR 
DETECTOR RADIATION -SPECTROMETERS 

llCRL-201Sl 

D. A. Landis,F. S.Go~lding, R. H. Pehl and J. T. Walton 

Lawrence Radiation Laboratory 
University of California 

Berkeley, california 

SUMMARY 

Methods of applying pulsed-charge feedback to the charge-sensitive 

preamplifiers used wi th semiconductor detectors are disCussed. All 

have in cammon the accumulation' of radiation-induced charge pulses on 

a feedback capacitor to produce a vol tage ramp at the" output of the ' 

feedback stage, which is reset at an appropriate point by pulsing a 

charge feedback path. Advantages of pulsed feedback over the conven

tional dc feedback techniques are discussed, together with the pre

cautions required to reduce the effect of the large reset pulse on 

the later electronics. 

The application of pulsed-light feedback to law energy X-ray spec

trometers is discussed and results are presented. We also discuss 

some aspects of this system that tend to limit its high-rate perfonn

ance. A brief account of the use of a transistor ~current-switch feed

back system to reduce overload problems in high-energy y-ray spec-, 

trometers is also given. 
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DC FEEDBACK SYSTEMS 

The charge-sensitive capacitive feedback loop shown in Pig. la, 

with aparallel resistive-feedback path (Pig. lb), is conunonly used 

wi th semiconductor detectors. The virtues of a charge-sensitive con

figuration compared with the older voltage-sensitive circuit include 

relative ins ens i ti vi ty .of the output signal to capacity changes in the 

detector, stabilization of output signal against changes in the elements 

wi thin the loop, and ease of testing by application of a voltage step 

via a small capacitor to the virtual ground point at the input of the 

preamplifier. 

A penalty in the ratio of signal to noise results from the feed

back capacity Cp increasing the total capaci ty in the input ci rcui t, 

but the degradation can be made insignificant by using a relatively 

small capacitor. The parallel resistive feedback path (Rp) serves 

two purposes; it provides dc feedback to stabilize the operating point 

of the elements in the feedback loop, and acts as a path for charge 

deposi ted on Cp to leak away. The decay time-constant of the feedback 

path is nominally Rp Cp ' so charge impulses from the detector produce 

voltage steps at the output of the preamplifier that decay with this 

time cons tan t. 

It has also become conunon in recent years to dc connect the detector 

to the preamplifier, thereby keeping stray capacities at the input to 

a minimum. This method has also eliminated damage problems in the PET 

input stage resulting from voltage breakdown in the coupling capacitor. 

Wi th dc coupling, the detector leakage current flows into the input of 

the preamplifier producing a voltage drop across the feedback resistor-

which can be used as a convenient monitor of detector leakage current. 

When the detector is in a high radiation field, insufficient time is 

available between the individual radiation-induced pulses for the volt-

age steps across Cp to decay, so voltage is present across ~ continuously. 
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Fundamental noise sources include the FET channel noise, detector 

leakage current noise, and thermal noise of the feedback resistor. 

Also an addi tional source of noise (current noise) may be expected 

to be present in the high-valued feedback resistor when the voltage 

across i texceeds thermal fluctuation values. * This becomes important 

only at high counting rates where appreciable average currents flow 

in the feedback resistor. 

The feedback resistor is a source of many additional problems. 

Due to its large physical size, a substantial amolIDt of capacity is 

added to grolUld on. the input of the preamplifier, thereby degrading 

the signal-to-noise ratio. Furthermore, high-valued resistors rarely 

behave as well as would be indicated by ftmdamental considerations. 

They act as sources of noise far larger than would be expected theoret

ically, and their value changes both as a flUlction of voltage and 

frequency in the range of interest. The poor frequency behaviour of 

~ produces a complex decay in the voltage across ~ that is not 

amenable to correction by pole-zero cancellation techniques. 2 This 

is a major factor in the degradation of high-resolution systems at 

high counting rates. 

3 4 The optoelectronic feedback system' was devised to overcome 

the frequency sensi tivi ty of high-valued resistors. As shown in 

Fig. lc, the feedback resistor is replaced by a light-emitting diode 

(LED) feeding light into a photodiode connected to the input of the 

preamplifier. In practice,. the gate junction of the FET is used as 

* This fact is not usually taken into accolUlt in noise calculations, 

and is difficult to explain in detail for high-valued resistors of 

the film type. However, it is calculable for photoconductors and 
. d I seffi1con uctors. 

,. 
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the photodiode, thereby avoiding any degradation of resolution due to 

the photodi()de leakage current and its capacity. t The combination of 

LED and photodiode behaves as a pure resistor up to quite high fre

quencies, but nonlinearity in the input current, vs light output charac
teristic of the LED causes the effective value of the feedback resistor 

to change in sympathy with the average voltage level at the output of 

the preamplifier. The feedback time-constant therefore changes, pole
zero cancellation is made ineffective and the high counting-rate per

fonnance is degraded. Furthenrore, random fluctuations in the current 
in the photodiode* act as a noise source that becomes significant at 

high counting rates. 

Therefore, despite the advantages of the optoelectronic system at 

relatlvely low counting rates-~where the resolution is much improved 

compared with resistive feedback--the poor counting rate behaviour is 

a major drawback. For this reason, we must use pulsed-feedback methods 

as described in the following sections. 

PULSED~FEEDBACK SYSTEMS 

A number of workers have appreciated that the noise and counting

rate problems associated wi th the dc feedback path can be eliminated 
by using a pulsed feedback system similar to that shown in Fig. ld. 

Here a measurement of the output level of the preamplifier (or of a 

t This involves removing the FET from its conventional package. We 

thereby, incidentally, remove an important practical source of noise 
in the FET header. 5 

* The average current in this photodiode must equal the total detector 

current--Ieakage plus radiation-induced pulses--and must exhibit nonnal , 
statistical fluctuations. 
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later point in the amplifier) is made, and when the voltage excursion 

at this point exceeds prescribed limits, charge is fed to the input 

point to ,restore the output to its fiducal level. 

. In the example sham in Fig. 1, the current flow in the detector 

circuit causes the output to move in a positive direction. When the 

output voltage crosses an upper discriminator level, the charge pulser 

is turned on to feed charge into the input, thereby driving the output· 

point in a negative direction. The charge pulser is turned off when 

the output reaches a lower discriminator level. During the recharge 

operation, analysis of the pulses in the later electronics is stopped, 

thereby imposing a dead time- -which can be made suitably small by 

recharging qUickly. 

Variants in this basic scheme are possible. For example, the 

recharge pulses can be initiated at fixed times, or can be generated 

at a variable rate to maintain the average preamplifier voltage at a 

reasonable value, or may even be applied following each radiation

induced pulse. Also, for the opposite polarity of detector connection-

or if the FET drain-gate leakage is excessive--a parallel reverse

polarity feedback path may be substituted for, or added to that in 

Fig. ld. All systems have three common features: 

(i) , The purpose of the pulsed feedback path is to maintain the 

stages WIthin the feedback loop in their npnnal operating range. The 

circui tdesign must be such as to maintain constant gain over this , 

operating range. 

(ii) After differentiation of the preamplifier output in the main 

amplifier, the integrated area of radiation-induced pulses must be 

equal to the area of the reverse-polarity pulses produced by the re

charge operation. Thus, if a ccrnpletely dc coupled system is used . * 
after thedifferentiator, no baseline shift occurs. However, detector 

leakage current will produce a small shift in the baseline in the same 

direction as radiation-induced pulses. 

* This is true for normal RC differentiation but not if a time-variant 

RC differentiator is used. 

.' 

(1' i 

~J : 
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(iii) The charge reset path is operative only for brief periods 

of time ,and during these periods the later signal processing system 

can be made insensitive. 

Several workers have integrated pulse feedback into overall signal 

processing and dig'i tizing systems, 6 , 7 but for the purpose of this paper 

we will restrict our attention to pulsed-feedback applied around the 

preamplifier, followed by a conventional amplifier containing a time

invariant filter. The results quoted later in the paper are given for 

filters consisting of a single RC differentiator and multiple RC 

integrators (or the equivalent active integrators) that produce nearly 

Gaussian-shaped pulses. This approach is justified by the following 

arguments: 

(il Existing amplifiers can often be used or modified for use 

with a pulsed-feedback preamplifier. 8 

(ii) At the present time, no improvement in perfonnance in practical 

high-resolution spectrometers has been demonstrated using time-variant 

systems or the integrated systems such as that described in Ref. #6. 

(iii) Experimenters are familiar with the general operational 

blocks used in existing systems, and wi th adjustment of the controls 

in these systems. Pulsed-feedback in the preamplifier alone does not 

radically alter the basic mode of operation of a system. 

The most important single choice to be made in a pulsed~feedback 

system is that of the technique used to inject the resetti~g~charge 
into the input point of the preamplifier. The ideal recharging element 

would: 

(i) Introduce no additional noise in the system. 

(ii) Reset the system in a very short time. 

(iii) Produce no additional signals due to the switching operations, 

and, in particular: 

(iv) Produce no long-tennaftereffects to interfere with real 

signals following the recharge period. 
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(v) Operate satisfactorily at liquid nitrogen temperature to be 

c~mpatible with the cooled detector-PET systems used in high-resolution 

spectroscopy. 

We will nOw survey various recharging methods in the light of these 

requirements. 

A. Diode current-switching (Fig. 2) 

The simplest recharging schemes involve sensing when the p're

amplifier output rises above its upper limit, then injecting current 

in the appropriate direction to the input of the preamplifier until 

the output falls to its lrn'ler limit. ' The limits may be detennined by 

a single discriminator with suitable backlash or by two discriminators. 

The diode current swi tch ~wn in Fig. 2* is one method of switching 

current in the input circuit; the positive pulse, generated by suitable 

circuitry during the required recharge period, transfers the current I, 

normally flowing in D2, into diode DI. This causes the voltage at the 

preamplifier output to fall as I recharges ~. 

In this circuit, additional noise results fran the leakage current' 

in DI, and some degradation in signal-noise ratio of the preamplifier 

is caused by the capacity of diode DI added to the input capacity of 

the preamplifier. For high -capaci ty detector sys terns, where the detector 

leakage is appreciable, the degradation of signal-noise resulting from 

DI is negligible compared to that caused by a feedback resistor in a 

standard feedback system. The leakage current of a signal diode can be 

* Note that the reverse polarity circuit can be used for detectors 

connected in the reverse direction. With a few exceptions, as noted 

in the text, this is true for all recharge systems. 
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very small « IO-13A) when it is operated at liquid nitrogen temper

ature, and diodes exhibiting capacities less than 1 pF are readily 

available. 

Examining the output wavefonn in Fig. 2, we see some of the 

problems with this arrangement. A pulse of several volts amplitude 

must be supplied to D2 to ensure switching, as the dc level VA at the 

preamplifier input is dependent on the. particular FET employed at the 

input to the preamplifier. While an adjustable baseline for the re

charge pulse could be provided to p~nnit operation with a smaller volt

age pulse, we prefer to avoid preset adjustments where possible. The 

effect of the large input pulse, feeding through the capaci ty of diode 

D1, appears in the two edges (a) and (c) in the output wavefonn. It 

is easy to make the slope (b) suitably fast with this circuit, but 

charge storage in diode DI results in the slow recovery Cd). Even 

fast signal diodes, in which the carrier lifetime in the bulk semi

conductor is only a few nanoseconds, exhibits low recovery when very 

small amounts of charge are detectable. This probably results from 

Charge storage in slow surface states that are capable of releasing 

charge fOT many milliseconds. Following differentiation of the pre

amplifier output signal in the main amplifier, the slow recovery after 

a recharge pulse pro~uces a baseline offset which distorts real signals. 

Resolution is seriously degraded by this effect at high counting rates, 

where the recharge rate increases. 

B. Transistor current-switching (Fig. 3) 

This circuit behaves in the same general way as diode current

switching but a number of advantages are realized. Again, a diode 

(the collector-base diode of Ql) is added to the input circuit with 

same consequent degradation in the signal-noise ratio, but this is 

tolerable in many applications. Capacities less than I pF, and very 
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small leakage currents (at liquid nitrogen temperature) can be realized. 

However, since switching is now accomplished at the emitter ofa trans

istor, a very small waveform is adequate, and this couples to the col- . 

lector only through very small capacity. Consequently, the edges (a) 

and (c) in the output wavefonn are almost non-existent. Furthermore, 

charge injected by the emitter into surface states flows out via the 

base-emi tter path and produces no effect in the collector ci rcui t. 

Consequently, virtually no long-tenn recovery occurs in the preamplifier 

wavefonn after the recharge period. 

A similar circuit has been used by Radeka9 , but with an FET instead 

of the transistor. We have chosen to examine the use of transistors 

for this purpose as they pennit operation with a much smaller switching 

wavefonn, and therefore less feedthrough to the output than would be 

encOlmtered using an FEr. NPN and PNP transistors are available that 

exhibi t adequate current gains for this purpose even at liquid nitrogen 

temperature. 

C .. Diode purrp (Fig. 4) 

Here the posi ti ve edge of the recharge wavefonn dumps charge from 

Cl into CF via diode Dl, and Cl is recharged via diode D2 on the nega

tive edge. A small current flows in R to maintain D2 in conduction 

except during the recharge pulse. Diode Dl is maintained out of con~ 

duction, except during the recharge period, by making the potential VB 

more negative than the input dc level VA. The step in output vol tage 

that occurs on recharge is detennined by the values of CI and Cp and 

by the circuit voltages, so no lower level discriminator is needed in 

this ci rcui t. 

The same basic difficulties arise with this circuit as those that 

occur with the diode current-switch in that capacity feedthrough of 

the recharge wavefonn, and charge storage in diode Dl, produce the 

same effects. 

.....",,' 

,. 
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D. Charge PlUIlJ? via detector capacity (Fig. 5) 
. . . . 10 

This scheme, proposed by Radeka ,operates in a similar way to 

the diode PlUIlJ?, but requiring no additional components in the input 

circuit, involves no obvious degradation of resolution. The detector 

capacity Cn acts cis the PlUIlJ? capacitor, which is charged via the FET 
gate-source diode on the positive edge of the recharge wave fo Tm , then 

discharged into the feedback capacitor CF on the negative edge. Dur

ing the recharge pulse the preamplifier is driven into saturation 
(output negative) .. 

While this method possesses the advantage of adding no components 
to the input circuit, it suffers from a number of disadvantages. First, 

if a proven type of FET is used as the input element of the preamplifier 

(all presently-available low-noise types are n-channel), the system can 

deal only with the polarity of detector connection shown in Fig. 5. 

This is unfortunate as the,p-side of totally depleted lithium-drifted 

detectors is the entry window for low-energy X rays, cind must face the 

entrance window of the detector holder. Consequently a high capacity 

exists to ground in nearly all practical cases, and with this detector 

connection, the capacity appears at the input to the preampli fie r , 
causing a degradation in the signal-to-noise ratio. Second, the large 

negative overload pulse places an unusually severe burden on the later 

circui try although the use of a very short reset pulse reduces this 

burden. Third, we must expect recovery of the preamplifier elements 
(driven into saturation) ,and the FETgate diode (driven into forward 

conduction), to produce slow decay components similar to those described. 
for the earlier systems. 

• 
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E. Pulsed~light feedback to a photodiode (Fig. 6) 

This scheme was used by Kandiah6 , and is similar to dc opto-
. 3 4 

electronic feedback' except that the feedback path is pulsed on only 

during the recharge period. Like the diode current-switch, and the 

diode-pump, the system signal-to-noise ratio is degraded by the effects 

of the photodiode connected to the input circuit. If this diode is 

maintained in a reverse-biased condition, and if the whole bulk of ~e 

diode cons is ted of depleted material, stored charge prob lerns, wi th the 

consequent slow decay after recharge, would be negligible. The photo

diodes tested by us do not meet these requirements, and slow decay 

after recharge is a very serious problem. This must be attributed to 

charge diffusion from undepleted material into the depletion layer, and 

to charge storage in surface states. 

F. Pulsed-light feedback to the input PET (Fig. 7) 

This is similar to the previous case except that the gate junction 

of the FET is used as· the photodiode. Like the scheme shown in Fig. 5, 

no components are added to the input circuit, and the best ratio of 

signal-to-noise is preserved. Moreover, measurements have shown that 

the gate junction of typical FEr's exhibit only very small charge

storage effects compared wi th standard photodiodes. 

As indicated in this brief survey, the pulsed-light feedback system 

in Fig. 7 offers the best promise for very high resolution work. In 

the following section we describe details of a system of this type and 

illustrate its perfonnance. As the available light coup~ing in such 

systems is inadequate to recharge the feedback capacitor at a rate suit

able for high-energy gamma-ray spectrometers used in pulsed-machine 

applications, we have also investigated the transistor current-switch 

(Fig. 3) for these purposes. The penalty in noise due to the transistor 

collector capacity ,and its leakage, is tolerable as large detectors 

are used in these applications. Some aspects of the transistor current

swi tch reset system are discussed in the final section of this paper. 
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PULSED-LI GHT FEEDBACK. SYSTEM 

Figures 8 and 9 respectively are block diagrams of the preamplifier 

and amplifier used in an low-energy photon spectrometer employing pulsed

light feedback. The amplifier lDlit, containing a pile-up rejector and 

a biased amplifier, performs amplification and. signal processing opera

tions, and provides a 2 ]JS wide output pulse sui table for a pulse-height 

analyzer. Most of the functions are performed using linear integrated 

circuits, allowing the whole amplifier unit, in all its comp.lexity, to 

be contained within a standard double-width NIM module. 

The preamplifier operation is essentially as described in the 

earlier part of this paper except that a small delay is provided after 

the firing of the SChmitt output-level discriminator, before the feed

back light is turned on. niis allows the Schmitt trigger reset wave

form to be used to inhibit certain flDlctions in the later electronics 

prior to their receiving the reverse-polarity effects of the reset part 

of the preamplifier output. A suitable backlash is designed into the 

Schmitt discriminator to define the difference between the upper and 

lower limits for the voltage excursion at the preampli fier output. The 

Schmitt trigger is also used to drive an indicator lamp; its flashing

rate serves as an' useful measure of detector leakage current in the 

absence of radiation, and as an indicator of radiation intensity at 

othe r times. 

The design of the cir~uits in the preamplifier is such as to main

tain high loop gain over the whole operating range of the output wave

form, despi te a very low value (.15 pF) of CF. This is . an impo rtan t 

requirement to prevent gain changes as the output level moves. 

The main signal path in the amplifier unit passes through the 

following functional elements: 

a) The linear amplifier--containing a single RC differentiator and 

three active integrators that produce an almost symmetrical positive 

Gaussian-shaped pulse at the output. Gain switching is accomplished by 
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ganged controls at three points in the amplifier chain to maintain 

the main amplifier 'noise contribution low compared with preamplifier 

noise, and also to achieve adequate overload perfonnance under all 

condi tions . 

Apart from the single RC differentiator, the amplifier is dc 

coupled to avoid the high~rate effects associated with multiple dif

ferentiators. Shaping time-constants can be changed by a plug-in card. 

b) Baseline restorer--this is necessary to remove dc drift effects 

at the amplifier output. As pointed out earlier, the area balance of 

radiation-induced pulses and reset pulses is perfect if the detector 

leakage is very small, and a dc restorer is not a fundamental necessity 

in this type of sys tern. 

'The particular restorer used in the llllit is capable of establish

ing a good baseline even when signals are present almost all the time. 

To avoid the baseline being established on the negative reset pulses, 

the action of the restorer is inhibited by the reset wavefonnfrom the 

Schmitt discriminator in the preamplifier. After the dc restorer, the 

complete signal path is dc coupled through the remainder of the unit. 

c) Pulse stretcher (and accompanying discriminator)--this stretches 

the peak level of an input pulse only if the associated discriminator 

is fired, and the stretched level is retained until the discriminator 

resets. For the discriminator to fire, and remain set, the signal into 

the stretcher must cross the ''bias-cut'' level, and no' pile-up of signal 

pulses must have been detected. The discriminator nonnally resets when 

the signal level falls below a lowpredetennined level thereby tennin

ating the stretching action. 

d) Differential-input linear gate- -after the stretched signal 

achieves its peak, the difference between it and the bias-cut level is 

sampled for 2 ~s to produce a square output pulse. 

-: 
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e) Output amplifier--the signal from the linear gate, which repre

sents the difference between the signal amplitude and bias-cut, is 

amplified by a variable factor from 1 to 8, and fed to an output driver 

capable of driving positive 10 volt pulses into a 125 ~ cable. This 

signal is suitable for processing by a pulse-height analyzer. 

In addition to the elements in the main signal path, the unit also 

contains the following items:· 

f) A variable-gain fast amplifier in which the signals are dif

ferentiated by a clipping line 100 ns long then discriminated at a 

fixed level. The gain can be set to eliminate triggering of the dis

criminator on noise. 

g) A pile-up rejector that inspects the fast discriminator output 

to sense pulse pile-up in the main signal channel. The inspection 

time of the pile-up circuitry is changed by the same plug-in board as 

is used to change the amplifier pulse-shaping circuits. 

h) Inhibit circuit--this circuit accepts the reset waveform from 

theSchmi tt trigger in the preamplifier, and produces an wavefonn to 

inhibit the action of the pile-up rejector and baseline-restorer. The 

inhibit period is extended for ,a sui table time after the preamplifier 

reset period to allow recovery of the system fran any long-term after

effects of the reset (to be discussed later) . 

At low counting rates, the performance of this system is only 

slightly better than that of dc-coupled optoelectronic feedback system. 

An example of this performance is shown. in Fig. 10. This shows the 

excellent separation of Mg, Al and Si Ka X rays, and demonstrates the 

electronic resolution possible with the system. A GaussiW1;-pulse-shape 

peaking in about 50 llS was used in these measurements. 

As expected, the main advantages of the system are exhibited at 

high counting rates. To demonstrate the high-rate performance we have 

chosen a m.llnber of examples: 
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(i) Figure 11 shows the variation of energy resolution with counting 

rate measured on Mn X rays produced by an SSFe source. Gauss ian pulse 

shaping was used with various peaking times as indicated on the curves. 

Figure 11 also shows the output pulse-rate variation; the difference 

between it and the input counting rate represents those pulses rejected 

by the pile-up rejector. 

(ii) Figure 12 shows a spectrum taken with combined 24lAm and SSFe 

sources, at a total input counting rate of 22,000 counts per second. 

The Mn X-ray resolution is somewhat better than 200 eV in this spectrum 

and the Np X rays demonstrate outstanding resolution despite the high

counting rate. This spectrum was taken using a Gaussian peaking time 

of l7~s, and the analyzed rate was 6,SOO counts per second. 

(iii) Figure 13 is an illustration of the perfonnance at very high 

input-'counting rates (260,000 per second) from SSFe, with and without 

the use of the pile-up rejector. In this case the Gaussian peak was 

at 4.S ~s.The output rate when using the pile-up rejector was 4,000 

counts per second, while it was 32,000 counts per second with no pile

up rejector (the action of the stretcher discriminator is responsible 

for lost counts in this case). The accidental double, triple and even 

quadruple coincidences between the Mn - X rays , within the discrimination 

time of the pile-up rejector (- 2S0 ns), are clearly seen when the pile

up rejector is operating, but these features are almost hidden by back

ground when the pile-up rejector is not used .. Moreover, the primary 

peak, and even secondary pile-up peaks, exhibit very good resolution at 

this high-counting rate when the pile-up rejector is employed. It is 

interesting to note that even the very weak silicon K X-ray escape peak 

is clearly visible in the pile-up as well as in the singles spectra. 

Outstanding high counting-rate perfonnance is of great importance 

in the use of X-ray fluorescence spectrometers with electron microscopes, 

and for other electron-beam excitation applications. The system on 

which our present res ul ts were obtained was des igned f 01' use wi th an 

~l,: 
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electron microscope, and a similar system is used in the very low-energy 

X-ray work reported by Jak1evic. lO 

While the performance demonstrated here is satisfying, we would now 

like to direct attention tCMard some of the problems and peripheral 

observations made in this work Which may affect the ultimate perfqpmance 

capability of the system. The major limitation arises from long-:,:tenn 

aftereff~cts of light ptl1sing.' 'Figure 14 illustrates the baseline 

recovery following light-pulsing in a system using a silicon detector. 

These results are largely explained in tenns of a light-leak from the 

light (which is intended only to illuminate the FET) onto the surf~ce 

of the detector where it stores charge in surface states. This charge 

then produces a short-tenn increase in the detector leaI<age current. 

The recovery time constants are substantially shorter for gennanilnn 

detectors than for silicon, but the amplitude of effect is much larger 

(as would be expected). Sto~age times are long enough for a substantial 

fraction of the stored charge to remain present from one reset pulse to 

the next. Consequently, a counting-rate dependent equi lib rilnn surface 

charge is produced, in addition to the transient effect immediately 

following each reset pulse. This increases the detector leakage, the 

increase depending on the counting-rate in the detector. 

To illustrate the magnitude of the time-constants involved in these 

processes, two tests were performed on a silicon detector system: 

a) A light directed at the surface of a detector was turned on 

for various times. The total charge-flow through the detector was 

measured by detennining the number of reset pulses produced in the pre

amplifier . The light was suddenly turned off, and .the detector leakage 

was'determined thereafter using the reset pulse-rate as a measure of 

the leakage current. 
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b) The same test was perfonned by moving a radiation source up 

to the detector, then suddenly removing it. We believe that the effect 

in this case is largely due to light leaking from the FET-lamp enclosure 

onto the surface of the detector, although it is possible that some of 

radiation-induced charge from the _bulk of the detector may become trap

ped in surface states. 

Figure 15 shows the results of these tests. We see that the re

covery is not a simple exponential decay but major time constants of 
over five minutes (!) are present. We also observe that the magnitude 

of the effect is non-linear, indicating some saturation of surface 
states. Furthennore, almost the same recovery shape occurs in the 

"source-induced" case as in the "light-induced" case--although the 
effect is same 20 times smaller (this factor presumably results from 

poor coupling of the FET lamp to the detector surface) . 

These tests indicate the importance of eliminating light coupling 

from the pulsed-light to the detector surface. While this somds 

relatively easy to achieve, our experience shows that extreme measures 

are necessary to reduce coupling to a sufficiently low level to achieve 

the best system perfonnance. Marked deterioration in resolution is 
observed at high counting rates in systems where light leakage to the 

detector is present. Some improvement can be realized if the later 
electronics is inhibited for a long period following each reset pulse, 

but this is a very tmdesirable expedient since valuable cOlmting time 
is thereby lost. When light coupling to the detector is eliminated, a 

relatively small aftereffect can be observed in the gate junction photo

diode. This effect decays in much less than 50 llS, and has been no 
problem in our work. Ultimately, however, it may prove to be a limiting 

factor in the high-rate perfonnance of these systems. 
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TRANS ISJDR . qJRRENT - SWITGf FEEDBACK 

Our first interest in the dc optoelectronic feedback system, and 

in the pulsed..,light system, was stimulated by the deficiencies of very 

hi~-valued resistors used in low~energy X-ray systems. Here, using 

the conventional resistor feedback, very large-resistor values (» 1000 Mn) 

were necessary to minimize' thennal noise in the resistor. The poor fre- . 

quency behaviour of these resistors' appeared to be exaggerated ccmpared 

wi th that of lower values, with consequent severe de-gradation in high-

rat~ perfonnance of. these systems. Purthennore, in very high-resolution 

systems ,the various nois,e cqntributions of the resistor became completely 

intolerable. These.considerations led to the light-feedback methods. 

These factors seemed less important in high-energy systems using 

large detectors. Here the high detector capaci ty (> 10 pP) and leakage 

(_lO-:lOA) made the use of somewhat lower value ( -200 Mn) feedback 

resistors possible, and these resistors were less troublesome. than those 

of higher value. Also, 'the charge-production statistics in the detector 

form the major limitation to resolution at higher energies, and degrada

tion in electronic noise is less important than in low-energy systems. 
. . 

Despite these considerations we recognized tl).at the resistor feed-

back caused degradation in resolution, particularly at lower energies, 

and also worsened performance at high cOl.IDting rates. Moreover, a 

number of applications of these detectors involved ei ther very large 

overload pulses (e.g. observing mesic X rays in the presence of pions 

producing -so MeV sign~s), or pulsed operation (e.g. a pulsed-beam 

striking a target to produce -105 cis of sao keV gammas, at the end 'of 

which :i.nurediate obs'ervation of low-rate gammas is required). In these 
I 

cases, the preamplifier was driven far into saturation, and the slow 

recovery of the feedback RpCp combination resulted in long dead-times 

following overload. Pulsed-feedback schemes clearly offer very signifi

cant advantages in these respects since the preamplifier can be main

tained in its nonnal operating range, and all charge stored on Cp can 

be removed inmediately after overload. 
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The choice of a particular pulsed-feedback method for any applica

tion of this type requires consideration of the particular situation. 

For relatively small detectors with a mixture of overload and normal 

pulses at relatively low rates (a case actually encountered in observ

ing kaonic X rays <100 keV), the pulsed-light feedback method described 

in the previous section is very satisfactory. However, its ability to 

handle large amounts of average detector current is limited by the small 
* light coupling that can be achieved in practice. Where the light-feed-

back system cannot cope with the average detector current, the transistor 

current-switch feedback method (or possibly the equivalent FET system) 

provides the best solution. 

Figure 3 shows the arrangement employed in a transistor current- . 

switch feedback preamplifier. For this technique to operate, it is 

clear that a significant fraction of the current fed to the emitter of 

the feedback transistor must reach its collector even though the transis
tor is operated at liquid nitrogen temperature. We have tested a 

number of types of transistors that exhibit low collector capacitance 

and low leakage to determine the current-gain (a) at low temperatures. 
. , . 

The following types of transistor gave satisfactory yields for this 

application: 

NPN - 2N3932 (10% of our samples exhibit a > 0.5) 

PNP - 2N3307 (20% of our samples exhibit a > 0.5) . 

* Using GaP light sources (i.e. red light) directed onto 2N44l6 FET's, 

a pulse-recharge current of about 10-SA can conveniently be supplied 

by the drain-gate diode. This is almost equal to the average current 

in a germanium detector irradiated by 500 keY garrnnas at a rate of 5 x 

105 per second. Therefore, under these conditions, the feedback light 

would turn on continuously. 
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AI though the yields are low, it seems reasonable to select lUli ts for 

this specialized application; also the operating temperature can be 

increased somewhat· if necessary to increase yields. 

These systems find their main application in pulsed-beam experi

ments, and represent one important example where a time-variant filter 

gives improved performance. To prevent the amplifier differentiator

capacitor retaining charge after the end of the beam pulse, the resistor 

in the RC differentiator may be shorted out by an FET-swi tch which is 

opened irmnediately after the end of the beam pulse. Just prior to 

this operation, the preamplifier is reset (in addition to its constant 

cycling during the beam pulse) so the charge acet.mlulated on the feed

back capacitor from the many.garronas detected during the beam pulse is 

removed. Garrona rays produced by radioactive decay in the target can 

then be observed with good energy-resolution wi thin a few microseconds 

of the . end of the beam pulse. 
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FIGURE CAPTIONS 

Generalized feedback configurations used in charge-sensitive 

preamplifiers. 

Diode current-switch feedback circuit. 

Transistor current-switch feedback circuit. 

Diode-punp feedback. 

Charge-punp via detector capacity. 

Pulsed-light feedback via a photodiode. 

Pulsed-light feedback via FET drain-gate diode. 

Pulsed-light feedback preamplifier block diagram. 

Pulsed-light feedback amplifier system block diagram. 

X-ray spectrum of Mg, AI, Si at low-counting rates. 

Fig. 11. Showing the effect of counting rate on resolution on Mn X rays 

for different Gaussian peaking times. The output counting 

rate is also shown. 

Fig. 12. Spectrum of 24lAm and ssFe source at an input counting rate 

of 22,000 cps. 

Fig. 13. Illustrating the effect of pile-up rejection on a Mh X-ray 

spectrum taken at an input rate of 260,000 counts per second. 

Fig. 14. The aftereffects of light pulses seen at the amplifier output 

in a silicon detector system . 

Fig. IS. Showing the decay of a silicon detector leakage current after 

the detector is exposed to light and radiation. 
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