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Abstract. Young patients with dense breasts have a relatively low-positive biopsy rate for breast cancer
(∼1 in 7). South Korean women have higher breast density than Westerners. We investigated the benefit of
using a functional and metabolic imaging technique, diffuse optical spectroscopic imaging (DOSI), to help
the standard of care imaging tools to distinguish benign from malignant lesions in premenopausal Korean
women. DOSI uses near-infrared light to measure breast tissue composition by quantifying tissue concentrations
of water (ctH2O), bulk lipid (ctLipid), deoxygenated (ctHHb), and oxygenated (ctHbO2) hemoglobin. DOSI spec-
tral signatures specific to abnormal tissue and absent in healthy tissue were also used to form a malignancy
index. This study included 19 premenopausal subjects (average age 41� 9), corresponding to 11 benign
and 10 malignant lesions. Elevated lesion to normal ratio of ctH2O, ctHHb, ctHbO2, total hemoglobin
(THb ¼ ctHHbþ ctHbO2), and tissue optical index (ctHHb × ctH2O∕ctLipid) were observed in the malignant
lesions compared to the benign lesions (p < 0.02). THb and malignancy index were the two best single predic-
tors of malignancy, with >90% sensitivity and specificity. Malignant lesions showed significantly higher metabo-
lism and perfusion than benign lesions. DOSI spectral features showed high discriminatory power for
distinguishing malignant and benign lesions in dense breasts of the Korean population. © The Authors. Published

by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of this work in whole or in part requires full attribution

of the original publication, including its DOI. [DOI: 10.1117/1.JBO.21.7.074001]
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scattering.
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1 Introduction
Breast cancer is the second most commonly diagnosed cancer
among South Korean women. The incidence of breast cancer
has been continuously and rapidly increasing over the past
20 years in South Korea. From 1993 to 2012, the crude inci-
dence rate rose from 15/100,000 to 68.2/100,000 per year.1–3

Interestingly, the median age of breast cancer diagnosis in
South Korean women is 49, which is about a decade younger
compared to women in the United States (61 years of age).1

The current National Cancer Screening Program Guidelines
in Korea recommends a screening mammogram for women
>40 every 2 years. However, mammography is well known
for its low sensitivity in younger women and individuals with

dense breasts.4,5 This limitation becomes more problematic in
South Korea because of the high prevalence of dense breast
in its overall population.6 Supplemental screening ultrasonogra-
phy has been found to play a substantial role in additional cancer
detection in women with negative mammograms due to high
breast density. However, one of the main barriers to the imple-
mentation of supplemental screening ultrasonography is its high
false-positive findings, leading to many benign biopsy results.7

A North American study has shown that out of all breast biop-
sies, which are performed in 2% to 3% of screened women, only
34.1% are diagnosed as malignant tumors in the overall popu-
lation. In women under 50 years of age, this positive biopsy rate
drastically decreases to only 14.2%.8 This underscores a clear
need for a tool that could help the current standard of care
(SOC) imaging techniques to distinguish benign from malignant
masses and reduce the number of unnecessary biopsies in young*Address all correspondence to: Bruce J. Tromberg, E-mail: bjtrombe@uci.edu
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patients. Because of the high occurrence of premenopausal
breast cancer patients in South Korea, it is critical to address
these limitations in South Korean women.

Diffuse optical spectroscopic imaging (DOSI) measures
functional and metabolic information of centimeter-thick tissue
using near-infrared (NIR) light. Spectroscopy provides concen-
trations of the main tissue absorbers (i.e., deoxy-hemoglobin,
oxy-hemoglobin, water, and lipid), and informs about tissue per-
fusion and metabolism.9 The spectral features of DOSI can
reveal additional information about the molecular disposition
of these and additional components that have been shown to
be linked to the level of malignancy of a lesion.10 These “spe-
cific tumor components (STC)” have been shown to identify
tumors in dense breasts,11 and to differentiate between benign
and malignant breast lesions with 91% sensitivity and 94%
specificity in a mixed cohort of pre- and postmenopausal
women.12

In this study, we validate the performance of DOSI to distin-
guish benign and malignant lesions in 19 premenopausal South
Korean subjects (21 breast lesions). While similar work has been
done in North American populations, this is the first study of its
kind to take place in South Korea and with a population limited
to premenopausal women. The long-term goal of this work is to
improve imaging-based differential diagnosis of breast lesions
in dense breasts by introducing a complimentary technology
based upon functional, rather than anatomic characteristics of
tissue. The addition of optical spectroscopy may help reduce
the need for biopsy in many false-positive cases, especially in
young patients.

2 Materials and Methods

2.1 Patients and Study Design

Premenopausal, nonpregnant subjects >18 with a clinical find-
ing of Breast Imaging Reporting and Data System (BI-RADS)
assessment category 2 and higher13,14 were offered participation
in this prospective study. All participants provided informed
consent that was approved by the institutional review committee
of Dankook University Hospital. All DOSI measurements took
place between May 2014 and August 2015 at Dankook Univer-
sity Hospital, Cheonan.

All subjects underwent SOC ultrasound (US) imaging. The
subjects were referred to the radiologist for US imaging because
of a suspicious mammographic screening or because of a newly
palpated breast mass. Patients with a finding of BI-RADS cat-
egory 4 and higher underwent MRI and biopsy. If requested by
patients, biopsies were also performed on BI-RADS category 3
findings. Study participants were measured by the same DOSI
operator and, if applicable, at least 8 days after biopsy.

2.2 Instrumentation

The DOSI instrument combines frequency domain photon
migration (FDPM) and broadband steady-state (SS) NIR spec-
troscopy for quantitative, model-based broadband measure-
ments of tissue absorption and reduced scattering spectra from
650 to 1000 nm. The full technical details of the system are
described elsewhere.15,16 Briefly, the FDPM component uses
4 laser diodes (Blue Sky Research, Sanyo, Mitsubishi) at the
wavelengths 660, 680, 785, 810 nm. The breast is illuminated
sequentially by each laser diode. When active, each laser diode
is intensity modulated at 451 modulation frequencies swept

from 50 to 500 MHz (∼200 ms). The diffusely scattered light
that propagates through tissue is detected by an avalanche pho-
todiode (Hamamatsu module C5658) mounted inside a temper-
ature-controlled hand-held probe. The SS component uses a
high-intensity tungsten-halogen source (Mikropack model HL-
2000-HP-FHSA) to illuminate the tissue, and the diffusely scat-
tered light that propagates through the tissue is detected by a
grating-based spectrometer that collects light from 650 to
1000 nm (1024 pixels, BWTek model 611E). The FDPM and
SS sources are coupled by independent optical fibers mounted
into the hand-held probe. The source–detector separation was
28 mm (breast measurement) for both FDPM and SS compo-
nents with fibers placed in an overlapping geometry.

FDPM and SS data are combined using a diffusion theory
model to provide broadband absorption (μa) and reduced scat-
tering (μ 0

s) spectra from 650 to 1000 nm. In the FDPM meas-
urement, the phase and amplitude of the detected light are
recorded as functions of source modulation frequency and fit
to a diffusive model of light transport with semi-infinite boun-
dary conditions to recover μa and μ 0

s at each of the four laser
wavelengths. SS broadband reflectance spectra were converted
into absolute absorption spectra using two steps. First, the spec-
tral shape of the reduced scattering spectrum is assumed to fol-
low a power law of the form μ 0

s ¼ A · λ−b, where A is the scatter
amplitude and b is the scatter power, or the exponent of the
reduced scattering spectrum. The power-law fit to the FDPM
discrete laser diode spectrum provides a scatter correction for
the SS reflectance spectrum. We then fit the SS reflectance
intensity at each of the laser diode wavelengths to the reflectance
calculated from the FDPM-measured absolute absorption val-
ues. Thus, the SS reflectance spectrum intensity is quantitatively
scaled using the FDPM discrete μa measurements. The absolute
absorption spectrum is then extracted by fitting the corrected
reflectance spectrum to a diffusion reflectance model.15,16

2.3 Measurement Procedure

DOSI measurements were performed using a standard
protocol.17 With the patient supine, the DOSI probe was placed
against the breast tissue and sequential measurements were
taken in a rectangular grid pattern using 10-mm spacing. The
opposite breast was measured for comparison. The dimensions
of the grids ranged from 4 × 7 to 9 × 9 cm2. The grid size was
chosen to fully encompass the lesion’s anatomic extent (by US
or palpation) and to capture at least ∼1 cm surrounding normal
tissue. The grid on the contralateral breast (normal side) was
mirrored from the grid on the lesion-containing breast (lesion
side). An example of DOSI imaging grid locations and the
resulting DOSI images are provided in Fig. 1.

2.4 Spectral Analysis

Concentrations of oxy-hemoglobin (ctHbO2), deoxy-hemoglo-
bin (ctHHb), water (ctH2O), and bulk lipid (ctLipid) were
calculated by fitting a linear combination of their known
molar extinction coefficient spectra to the tissue absorption.18

From these quantities, the total blood volume (THb ¼ ctHHbþ
ctHbO2), percent oxygen saturation (StO2 ¼ ctHbO2∕THb),
and tissue optical index (TOI ¼ ctHHb × ctH2O∕ctLipid) were
calculated. TOI has been shown to provide high contrast and
sensitivity to chemotherapy response.9 Quantitative images of
the local tissue concentrations, the scattering parameters, and
contrast functions were formed for visualization.
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Each specific tumor component (STC) spectrum was
assessed by calculating the residual of the fit of the lesion
absorption (corrected for normal tissue absorption) to the four
principal chromophore extinction spectra. Details of this method
have been reported.10 Briefly, the difference between tumor and
healthy tissue absorption spectra tissue is calculated. This first
differential provides a spectrum that removes spectral compo-
nents common to both tissues. The difference between the afore-
mentioned first differential and its fit to the four chromophores
basis spectra forms the STC spectrum.

The STC spectrum represents the contributions of other chro-
mophores not accounted for in the basis spectra fit (e.g., other
by-products of hemoglobin such as met-hemoglobin or carboxy-
hemoglobin). In addition, the STC contains information on
shifts of the water and lipid peaks that correlate with different
molecular states between lesions and normal tissue.

2.5 Malignancy Index

A previously published malignancy index is used to classify
lesions as malignant or benign according to their STC spectral
features.12 In brief, the algorithm identifies spectral features
specific to malignant and benign lesions and maximizes the
differences by weighting different wavelength regions.
Weighting factors are determined by using computer processing
through an iterative process for each wavelength region to deter-
mine what combination of values for each wavelength region
would best separate the benign from the malignant lesions. It
then translates the distance of the weighted spectra to the aver-
age weighted spectra of benign and malignant lesion into an
index. The malignancy index ranges from −1 to 1. (A more neg-
ative value indicates a benign classification and a more positive
value indicates a malignant classification.) Details about the
algorithm can be found in the appendix of Kukreti et al.12

Kukreti et al.,12 who introduced the malignancy index,
reported that a dataset of 20 cases was sufficient to ensure reli-
able classification of benign and malignant lesions. Our study
includes 21 lesions.

2.6 Statistical Analysis

From the DOSI images, a region of interest (ROI) representing
the lesion was defined using the US lesion size and was centered
on the TOI lesion enhancement. In case the DOSI lesion
enhancement was not clearly apparent, the lesion location by
palpation or US (for the nonpalpable cases) was used to help
localize the lesion in the TOI image. A normal tissue ROI
was selected in the normal breast to mirror the lesion ROI.
Only the original point measurements (not the interpolated)
were included in the ROI. Lesion and normal DOSI variables
were determined by calculating the mean and standard deviation
(SD) of the measurement locations within the ROIs. In this
work, we report the lesion to normal ratio (L/N), which accounts
for the high inter-subject biological variations.19,20 L/N was
obtained in all DOSI variables, i.e., ctHHb, ctHbO2, ctH2O,
ctLipid, ln(A), b, THb, StO2, and TOI, except the malignancy
index (normal tissue already taken into account in its calcula-
tion). Note that we use the natural logarithm of A because of
its wide range of values.

Box plots were used to show the distribution of the L/N
DOSI variables: the box represents the 25th to 75th percentiles
and median of the depicted values, the whiskers represent the
SD, and the square represents the average value.

The Shapiro–Wilk test was performed to examine the nor-
mality of the distribution of all variables. The two-sample
t-test and Wilcoxon Rank Sums test were used to compare
benign and malignant lesions for the normally and nonnormally
distributed variables, respectively. Statistical significance was
assumed for a p-value <0.05.

Univariate logistic regression was performed to assess the
relationship between the DOSI predictor and diagnosis out-
come. The area under the curve (AUC) and 95% confidence
interval were reported. Accuracy, sensitivity, specificity, nega-
tive predictive values (NPVs), and positive predictive values
(PPVs) were also reported for an optimal threshold that would
generate the minimum difference between the sensitivity and the
specificity. All statistics were performed using statistical analy-
sis system v9.4.

Fig. 1 Benign 23 mm × 11 mm fibroepithelial lesion in a 41-year-old subject. (a) DOSI measurement
grids and corresponding scattering amplitude maps. (b) Mammogram in the LCC view. The arrow points
at the lesion location. (c) US image of the lesion.
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2.7 Clinical Findings

Breast density is reported using the BI-RADS of breast tissue
composition from the American College of Radiology.13 It is
classified into four categories that are qualitatively based on
the relative amounts of fat and dense fibroglandular tissue
observed in a mammogram. Category “a” refers to almost
entirely fatty tissue, category “b” to scattered fibroglandular
densities that could potentially obscure a lesion, category “c”
to heterogeneously dense breast type and the sensitivity of mam-
mography may be lowered, and category “d” to extremely dense
breast type that will lower the sensitivity of mammography.

Histopathology was determined from biopsy specimens for
16 out of the 21 lesions. The five remaining lesions were diag-
nosed as BI-RADS category 2 and 3 using US imaging with or
without mammography. Per clinical guidelines, BI-RADS cat-
egory 2 does not require any treatment/follow-up, and BI-RADS
category 3 requires only short-interval follow-ups.14

3 Results

3.1 Patient and Tumor Characteristics

Table 1 presents the characteristics of the subjects enrolled in
this study. The average (SD, range) age of subjects was 41
(9, ranging from 20 to 53). Note that the subjects with a malig-
nant lesion were on average older than the ones with a benign
lesion; 46 (4, ranging from 37 to 53) versus 35 (9, ranging from
20 to 45), respectively. Because mammography is not routinely
performed on young patients, especially in case of benign find-
ings, the breast density was available in only 13 out of the 19
subjects overall, and in 3 out of the 9 subjects with a benign
lesion. As expected, high breast density (categories c and d)
was observed in 11 out of the 13 subjects who underwent
mammography.

Table 2 reports the lesion characteristics at the subject level.
All malignant lesions were invasive ductal carcinoma (IDC).
Fibroadenoma accounted for ∼64% of the benign lesions.
Histopathology of all malignant lesions was determined by

biopsy and confirmed at surgery. Seven out of eleven benign
lesions were diagnosed by biopsy. One benign lesion was diag-
nosed as fibroadenoma using US imaging, and required 6-month
follow-up appointments. One benign lesion that had been diag-
nosed as fibroadenoma two years prior to the study did not show
any change in size during the 6-month follow-up visits. One
benign lesion was diagnosed as an oil cyst using US imaging.
One benign lesion was diagnosed as fibro-cystic change using
US imaging and mammography.

The average (SD, range) lesion size measured by US imaging
(greatest dimension) was 2.0 cm (1.3 cm, 0.7 to 5.6 cm). The
average (SD, range) lesion depth measured by US imaging was
0.8 cm (0.4 cm, 0.1 to 1.6 cm). Notably, while the malignant and
benign lesions were located at similar depth in the breast, their
average sizes differed substantially: malignant lesions were on
average larger than the benign lesions, with average (SD, range)
sizes of 2.6 cm (1.5 cm, 1.2 to 5.6 cm) and 1.7 cm (0.8 cm, 0.7 to
2.8 cm), respectively. All malignant masses were found to be
palpable, while only 5 out of 11 benign masses could be
palpated.

DOSI enhancement of the lesion was not clearly apparent for
8 out of the 21 cases. For two benign lesions, the DOSI enhance-
ment was similar to normal tissue. For six lesions, five benign
and one malignant, the enhancement was partially mixed with
the areolar enhancement. For these eight cases, the lesion loca-
tion by palpation or US (for the nonpalpable cases) was used to

Table 1 Subject characteristics.

Variable All cases Malignant cases Benign cases

# of subjects 19 10 9

Age

Median 42 47 39

Mean (SD) 41 (9) 46 (4) 35 (9)

Range 20 to 53 37 to 53 20 to 45

Breast density

a 0 0 0

b 2 2 0

c 9 7 2

d 2 1 1

Unknown 6 0 6

Table 2 Lesion characteristics.

Variable All cases Malignant cases Benign cases

# of lesions 21 10 11

Max US size (cm)

Mean (SD) 2.0 (1.3) 2.6 (1.5) 1.7 (0.8)

Median 1.7 1.9 1.6

Range 0.7 to 5.6 1.2 to 5.6 0.7 to 2.8

US depth (cm)

Mean (SD) 0.8 (0.4) 0.6 (0.4) 0.8 (0.4)

Range 0.1 to 1.6 0.1 to 1.3 0.3 to 1.6

Palpability

Yes 12 10 5

No 6 0 6

Lesion type

IDC 10 —

Fibroadenoma — 7

Fibrocystic change — 1

Adenomyoepithelioma — 1

Fibroepithelial — 1

Oil cyst — 1
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help localize the lesion in the TOI image to calculate the
lesion ROI.

3.2 DOSI and SOC Imaging

Figures 1 and 2 present two typical examples of benign and
malignant lesions measured using DOSI and using SOC
imaging.

3.3 Comparison of DOSI Parameters in Malignant
and Benign Lesions

Figure 3 compares the averaged STC spectra for the benign
lesions, malignant lesions, and normal tissue on the contralateral
side. As expected, due to the specificity of the STC to tumors,
we observe little to no spectral features in the STC spectra of the
normal tissue. For malignant lesions, the spectral content shows
greater magnitude than for the benign lesions. Distinctive spec-
tral differences also exist between the STC spectra of the benign
and malignant lesions.

Figure 4 and Table 3 compare the distribution of lesion to
normal (L/N) in all DOSI parameters between the benign and
malignant cases. Based on the Shapiro–Wilk test, only StO2

and the malignancy index were found to be normally distributed
(data not shown). As a result, the two-sample t-test was applied
to StO2 and the malignancy index, and the Wilcoxon Rank
Sums test to the rest of the variables to assess the statistical dif-
ference between benign and malignant lesions. As observed in
Fig. 4 and Table 3, the malignant group exhibited on average
greater L/N values than the benign group for all DOSI param-
eters except for the lipid. These differences were found to be

statistically significant in all parameters except for the lipid
and StO2 (p-value provided in Fig. 4 and Table 3). A complete
list of absolute DOSI parameters for benign and malignant
lesions is provided in Table 4. Malignant lesions exhibited
greater ctTHb, ctHbO2, ctH2O, TOI, ctHHb content than benign
lesions; however, a detailed statistical comparison was not
performed.

3.4 Performance of DOSI for Differential Diagnosis

Tables 5 and 6 summarize the power, assessed by area under the
ROC curve (AUC), of L/N to predict a malignant lesion from a

Fig. 2 Malignant 14 mm × 14 mm IDC in a 47-year-old subject. (a) DOSI measurement grids and cor-
responding TOI maps. (b) Mammogram in the LMLO view. The arrows point at the lesion location. (c) US
image of the lesion. (d) Axial cross section of the MRI image of the chest.

Fig. 3 Average STC spectra for 10 malignant lesions (solid black),
11 benign lesions (dashed black), and 21 contralateral normal
tissue regions (solid gray). Error bars show the distribution of the
population.
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cohort of malignant and benign lesions in all DOSI parameters.
The total hemoglobin and the malignancy index were the two
best unique predictors among the DOSI parameters with an
AUC of 0.96 (95% CI 0.86 to 1.00) and 0.99 (95% CI 0.97
to 1.00), respectively. At the specific threshold specified in
Table 6, this resulted in accuracy, sensitivity, specificity, PPV,
and NPV of more than 90% for both the malignancy index
and THbL∕N. Overall, all DOSI parameters except stO2−L∕N
exhibited statistically significant prediction of malignancy, with
AUCs > 0.77.

3.5 Influence of Discrepant Averaged Lesion Size
Between the Two Groups on the Differential
Diagnosis Power of DOSI

As shown in Table 2, the average size of malignant lesions was
much larger than that of the benign lesions (2.6 versus 1.7 cm,
respectively). Furthermore, while all malignant lesions were pal-
pable, only 5 out of 11 benign lesions were also palpable.

In order to assess the impact of the difference in the average
lesion size between the two groups to the analysis, we evaluated

Fig. 4 Distribution of L/N in the groups of benign (plain) and malignant (striped) lesions in (a) scattering
power b, ln(A), HbO2, HHb, water, lipid, THb, StO2, (b) TOI, and (c) malignancy index. Mean value in
each group is indicated with a square. Boxes show the median and the 25th and 75th percentiles.
Whiskers show the SD. The blue star indicates a statistically significant difference between the two
groups (Wilcoxon Rank Sums test, p-value provided).

Table 3 Mean, SD, and range of the L/N optical parameters in the malignancy and benign groups.

Parameters

Malignant Benign

p-valueMean (SD) (min to max) Mean (SD) (min to max)

ctTHbL∕N 1.80 (0.67) (1.0 5 to2.97) 1.01 (0.12) (0.84 to 1.19) 0.0021

ctHbO2−L∕N 1.75 (0.66) (1.03 to 2.76) 0.97 (0.16) (0.74 to 1.19) 0.0041*

ctH2OL∕N 2.06 (1.00) (1.06 to 4.14) 1.10 (0.15) (0.86 to 1.33) 0.0051*

TOIL∕N 8.63 (10.62) (1.06 to 31.21) 1.29 (0.40) (0.73 to 2.03) 0.0061*

ctHHbL∕N 2.03 (0.9) (1.09 to 3.94) 1.14 (0.18) (0.87 to 1.37) 0.0121*

bL∕N 1.42 (0.36) (1.04 to 2.13) 1.03 (0.19) (0.79 to 1.33) 0.016*

ln ðAÞL∕N 1.45 (0.39) (1.04 to 2.22) 1.03 (0.2) (0.77 to 1.34) 0.0131*

ctLipidL∕N 0.85 (0.17) (0.59 to 1.04) 1.00 (0.09) (0.84 to 1.18) 0.0511

stO2−L∕N 0.97 (0.09) (0.81 to 1.15) 0.95 (0.07) (0.80 to 1.09) 0.6862

Malignancy Index 0.24 (0.13) (0.04 to 0.40) −0.27 (0.19) (−0.54 to 0.07) <0.00012*

Note: L/N indicates the lesion to normal ratio.
p-value of statistical difference between the two groups: 1 indicates a Wilcoxon Rank Sums Test for the nonnormally distributed variables; 2
indicates a two-sample t -test for the normally distributed variables.
*Statistically significant difference between the two groups.
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the power of DOSI to differentiate benign from malignant
lesions in a subset of lesions with similar size and depth. As
depicted in Fig. 5, 12 patients (6 benign and 6 malignant)
were selected based on their similar tumor size and depth.
The resulting average (SD, range) lesion sizes were 1.8 cm
(0.6 cm, 1.2 to 2.8 cm) and 2.3 cm (0.5 cm, 1.5 to 2.8 cm)
for the malignant and benign lesions, respectively. Out of the
six benign lesions, five were palpable. Lesions from both groups
were located at similar depths (SD, range) into the breast tissue:
0.7 cm (0.3 cm, 0.2 to 1 cm) and 0.6 cm (0.3 cm, 0.3 to 0.9 cm)
for the malignant and benign lesions, respectively.

In this subset of data, we observed again greater lesion to
normal values in the malignant group compared to the benign
group for all DOSI parameters except for the lipid and oxygen

saturation (data not shown). These differences were found to be
statistically significant in THb, ctH2O, TOI, and malignancy
index (p-value < 0.022), and to be near-significant in ctHHb
and ctHbO2 (p-value ¼ 0.054). The performance of DOSI
for differential diagnosis in this subset of patients is presented
in Table 7. Comparable with the findings using the whole data-
set, the malignancy index and total hemoglobin were the best
unique predictor of malignancy, with AUCs of 1.00 (95% CI
1.00 to 1.00) and 0.94 (95% CI 0.82 to 1.00), respectively.

4 Discussion
In this study, we identified and characterized differences in func-
tional optical characteristics of 11 benign and 10 malignant

Table 4 Mean, SD, and range of the optical parameters in the malignancy and benign lesions.

Parameters

Malignant Benign

Mean (SD) (min to max) Mean (SD) (min to max)

ctTHb 34.35 (12.64) (18.6 to 61.41) 25.69 (10.4) (16.07 to 48.97)

ctHbO2 24.30 (10.02) (11.65 to 47.08) 18.20 (9.15) (9.97 to 39.66)

ctH2O 47.67 (20.15) (24.14 to 82.25) 42.31 (14.98) (22.29 to 71.37)

TOI 12.15 (11.54) (1.5 to 36.79) 6.13 (4.33) (1.64 to 15.27)

ctHHb 10.04 (3.16) (5.3 to 14.34) 7.48 (1.77) (4.66 to 10.11)

b 1.13 (0.35) (0.68 to 1.77) 1.06 (0.29) (0.61 to 1.5)

ln(A) 7.19 (2.35) (4.27 to 11.59) 6.77 (1.95) (3.72 to 9.63)

ctLipid 62.54 (13.33) (42.78 to 85.34) 64.49 (10.8) (43.79 to 78.2)

stO2 69.91 (4.99) (62.5 to 76.49) 68.84 (7.27) (56.5 to 80.97)

Table 5 Performance of the DOSI parameters for differential diagno-
sis: AUC and 95% confidence interval for all DOSI parameters.

Parameter p-value AUC (95% CI)

Malignancy index <0.0001* 0.99 (0.97 to 1.00)

ctTHbL∕N <0.0001* 0.96 (0.86 to 1.00)

ctHbO2−L∕N <0.0001* 0.93 (0.82 to 1.00)

ctH2OL∕N 0.0001* 0.92 (0.79 to 1.00)

TOIL∕N <0.0001* 0.90 (0.75 to 1.00)

ctHHbL∕N 0.0003* 0.86 (0.70 to 1.00)

bL∕N 0.002* 0.85 (0.68 to 1.00)

ln ðAÞL∕N 0.002* 0.86 (0.69 to 1.00)

ctLipidL∕N 0.014* 0.77 (0.56 to 0.99)

stO2−L∕N 0.667 0.56 (0.29 to 0.82)

Note: L/N indicates the lesion to normal ratio.
p-value of the likelihood ratio test.
*Statistically significant finding.

Table 6 Performance of the DOSI parameters for differential diagno-
sis (follow-up of Table 4): accuracy, sensitivity, specificity, PPV, and
NPV at the specified threshold for all DOSI parameters.

Parameter Threshold Accuracy Sensitivity Specificity PPV NPV

Malignancy
index

0.07 90.5 90 90.9 90.0 90.9

ctTHbL∕N 1.19 95.2 90 100 100 91.7

ctHbO2−L∕N 1.14 81.0 80 81.8 80 81.8

ctH2OL∕N 1.21 85.7 80 90.9 88.9 83.3

TOIL∕N 1.71 81.0 80 81.8 80.0 81.8

ctHHbL∕N 1.28 76.2 70 81.8 77.8 75.0

bL∕N 1.25 66.7 60 72.7 66.7 66.7

lnðAÞL∕N 1.28 66.7 60 72.7 66.7 66.7

ctLipidL∕N 0.96 66.7 60 72.3 66.7 66.7

stO2−L∕N 0.97 57.1 50 63.6 55.6 58.3

Note: L/N indicates the lesion to normal ratio.
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lesions in the premenopausal South Korean population. Lesion
to normal ratios of ctH2O, ctHHb, ctHbO2, total hemoglobin,
tissue optical index, and tissue scattering parameters were sig-
nificantly increased in malignant lesions compared to benign
lesions. In terms of breast composition, total hemoglobin was
the DOSI parameter that best predicted malignancy in the cohort
of benign and malignant lesions, with an AUC of 0.96 (95% CI
0.86 to 1.00). The malignancy index, which is the result of a
classification tool trained to separate STC spectral signatures
of benign and malignant lesions at specific absorption bands,
exhibited greater performance for differential diagnosis; it
had an AUC of 0.99 (95% CI 0.97 to 1.00). These results were
then controlled for the lesion size by reproducing the analysis in
a subset of lesions with comparable size.

Significantly higher water, hemoglobin, and scattering
parameters were measured using DOSI in malignant lesions
compared to benign lesions. Malignant lesions contain elevated
levels of blood and water due to increased perfusion, metabo-
lism, and cellularity. Benign lesions, which have weaker prolif-
erative and metabolic states than malignant lesions, are expected

to have lower blood and water content. Scattering power (b) and
amplitude (A), which are partly related to the size and density of
intracellular structures (e.g., nuclei and mitochondria), are
expected to be higher in malignant lesions due to the high cel-
lular proliferation, which results in an increase in organelle
population.21 The structural changes of the extracellular matrix
during tumor progression are also expected to impact the scat-
tering parameters. The microenvironment is reorganized by
increased deposition and remodeling of extracellular matrix
components (fibronectin, proteoglycans, and collagens),22,23

which should result in greater scattering power and amplitude
at the tumor site.

Similar results have been previously observed by other
groups using different diffuse optical imaging technologies in
the overall population including pre- and postmenopausal
women. Zhu et al.24 measured the total hemoglobin concentra-
tion of 73 benign and 8 malignant lesions using a combined US
and optical imaging system. Using a certain threshold level of
total hemoglobin in the lesion, they were able to discriminate
benign from malignant lesions with 100% sensitivity, 96%
specificity, 73% PPV, and 100% NPV. Choe et al. investigated
the optical contrast of 41 malignant and 10 benign lesions using
a parallel plate frequency-domain diffuse optical tomography
system. They found that tumor to normal reduced scattering
and total hemoglobin were optimum optical parameters to dis-
criminate between benign and malignant lesions, with an AUC
of 0.99 and 0.98, respectively.25 Kukreti et al.12 used DOSI to
characterize the STC spectra of 22 malignant and 18 benign
masses. Using the malignancy index, they classified the 40
lesions into benign and malignant groups with only one false-
positive and two false-negative classified lesions. Quarto et al.26

used a parallel plate time domain diffuse optical tomography
system to image 33 malignant and 29 benign lesions. They
reported significantly higher oxyhemoglobin and collagen con-
tent in malignant masses compared to benign masses. Contrary
to our findings, they did not report any statistical difference in
deoxyhemoglobin, water, and lipid concentrations. This could
be due to the difference in studied population. These published
studies, which included subjects independent of their breast den-
sity and age, did not account for these parameters.

The novelty of this work is its focus on premenopausal dense
breast and the South Korean population. One of the major lim-
itations of all breast imaging techniques, including optical meth-
ods, is the low intrinsic contrast between lesions and normal
dense breast tissue. Dense breast tissue has high vascular and
water content, and is metabolically active. As a result, it exhibits
similar DOSI enhancement as that of malignant lesions. This
work, which focuses on premenopausal South Korean females,
is particularily affected by this issue. Breast density has been
shown to be relatively high in South Korea: using automated
volumetric assessment, Youn et al.6 reported that over 90%
of South Korean females under 50 exhibited dense breasts.
Despite this biological limitation, lesion to normal total hemo-
globin, oxy-hemoglobin, water, and TOI obtained using DOSI
showed high power for predicting malignancy in this cohort
(AUC of 0.96, 0.93, 0.92, and 0.90, respectively).

This work employs a DOSI method that has substantial quan-
tiative broadband spectral content (650 to 1050 nm) compared to
other approaches. This potentially provides deeper insight into
the biological properties of tissue versus methods that employ
a few wavelenghts for chromophore analysis.10,27 Broadband
DOSI has been shown to be sensitive to an endogeneous spectral

Fig. 5 Subsets of patients used in testing the impact of the average
lesion size on the different diagnosis power of DOSI.

Table 7 Performance of the DOSI parameters for differential diagno-
sis in the subset of patients: AUC, 95% confidence interval, and
p-value for all DOSI parameters.

Parameter p-value AUC (95% CI)

Malignancy index <0.0001* 1.00 (1.00 to 1.00)

ctTHbL∕N 0.001* 0.94 (0.82 to 1.00)

ctHbO2−L∕N 0.009* 0.89 (0.69 to 1.00)

ctH2OL∕N 0.008* 0.89 (0.69 to 1.00)

TOIL∕N 0.005* 0.89 (0.69 to 1.00)

ctHHbL∕N 0.005* 0.89 (0.69 to 1.00)

bL∕N 0.040* 0.83 (0.58 to 1.00)

ln ðAÞL∕N 0.032* 0.86 (0.63 to 1.00)

ctLipidL∕N 0.284 0.69 (0.34 to 1.00)

stO2−L∕N 0.719 0.53 (0.15 to 0.90)

Note: L/N indicates the lesion to normal ratio.
p-value of the Likelihood Ratio Test.
*Statistically significant finding.
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signature (STC) that correlates with the level of malignancy
that is absent in normal tissue.11,12 These STC signatures,
depicted in Fig. 3, are hypothesized to originate from changes
in molecular disposition measured as spectral shifts in water and
lipid peaks, and from contributions of minor absorbers (such as
met-hemoglobin, carboxy-hemoglobin, and collagen).10 The
spectral features observed in benign and malignant STC spectra
were statistically combined into a malignancy index. The malig-
nancy index showed the best predictive power, with an AUC of
0.99 (95% CI 0.97 to 1.00). These results suggest that absorber
concentrations, scattering parameters, and spectral absorption
features contain valuable information for differential diagnosis.

One of the limitations of this work is the difference in lesion
size between the malignant and benign groups. The malignant
lesions were on average larger than the benign lesions; 2.6 and
1.7 cm, respectively. Due to the partial volume effect, a larger
lesion size may result in greater lesion to normal contrast than a
smaller lesion. Furthermore, at similar depths, a larger lesion is
more likely to be probed by the diffuse light field compared to a
smaller lesion. To evaluate this effect, a subset of 12 lesions (6
benign, 6 malignant) with similar sizes and depths were selected
from the cohort and analyzed separately. As was the case for the
complete dataset, all DOSI parameters except lipid and satura-
tion were found to be higher in the malignant group than in the
benign group. These differences were statistically significant in
L/N THb, water, and malignancy index, and nearly significant in
deoxyhemoglobin and oxyhemoglobin concentrations. In the
analysis of the entire population, statistical significance was
also achieved for L/N contrast in deoxyhemoglobin, oxyhemo-
globin, scatering power, and scattering amplitude. The loss in
statistical differentiation is likely due to the smaller subgroup
dataset. L/N THb and the malignancy index were found to
be the best single predictors of malignancy, with AUCs of
0.94 (95% CI 0.82 to 1.00) and 1.00, respectively, in this subset.
The findings were comparable between the subset with con-
trolled lesion size and the complete population dataset.

Another limiting factor of this study is the difference in sub-
ject age between the malignant and benign groups. Subjects
with a malignant lesion were more likely to be older than sub-
jects with a benign lesion. While there is no statistical evidence,
age has been reported to be slightly correlated with decreased
breast absorption.19 While this effect is more likely to occur at
menopause, during which a loss of connective tissue and remod-
eling of breast parenchyma occur, we cannot eliminate the pos-
sibility that this could influence our results. This effect would
result in greater intrinsic lesion contrast in older subjects (mostly
in the malignant group) compared to younger subjects (mostly
in the benign group). As more subjects are being recruited for
this study, we hope that we can achieve a more homogeneous
distribution of subject age and lesion size.

A biological limitation of this work includes the limited
range of benign breast pathologies. Some benign lesion
types, such as benign papillary lesions, may present high levels
of vascularization, which can be confounded with vascularity of
malignant lesions.28 For these cases, total hemoglobin may fail
to identify benign lesions and/or to distinguish them frommalig-
nant lesions. It would be of interest to investigate the discrimi-
native power of DOSI spectral features assessed by the
malignancy index in these highly vascularized benign lesions.

In summary, quantitiative, broadband DOSI was used to
characterize the composition of 21 benign and malignant lesions
in dense breasts of premenopausal South Korean women. The

rich spectral content of the technique was used to develop sev-
eral optical imaging endopoints that provide sufficient contrast
for distinguishing between malignant and benign lesions with
high accuracy, sensitivity, and specificity. Our results suggest
that DOSI is a promising approach for noninvasive differential
diagnosis in women with dense breast tissue, and has potential
to improve the performance of standard-of-care methods.
Further studies should include additional lesion types as well
as continued emphasis on matching patient characteristics
such as age, lesion size, and depth in order to more fully under-
stand the origins of contrast in benign and malignant breast
tumors.
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