
Lawrence Berkeley National Laboratory
Recent Work

Title
Soft X-ray Spectromicroscopy and its Application to Semiconductor Microstructure 
Characterization

Permalink
https://escholarship.org/uc/item/1g6419db

Journal
in Proceedings of the 3rd ISSSRNS Jaszoweic '96, Proceedings of, 91, No. 4

Author
Gozzo, F.

Publication Date
1997

eScholarship.org Powered by the California Digital Library
University of California

https://escholarship.org/uc/item/1g6419db
https://escholarship.org
http://www.cdlib.org/


LBNL-38899 
UC-410 

ERNEST ORLANDO LAWRENCE 
BERKELEY NATIONAL LABORATORY 

Soft X-Ray Spectromicroscopy and 
Its Application to Semiconductor 
Microstructure Characterization 

F. Gozzo, K. Franck, M.R. Howells, Z. Hussain, 
A. Warwick, H.A. Padmore, and B.B. Triplett 
Accelerator and Fusion 
Research Division 

May 1996 
Presented at the 
Thirdlnter:national School and .. 
Sy;ipo;zu~ on Synehrotron Radkttion. 
in Natural SCience (ISSRN:96). ·· .:·.,· , :· ~· · 

::0 
ITI 

("') , 
-'· C 1T1 ,o::o 
Ollii'TI 
c:~nz ...... ("') 
Ill Z 1T1 
t+O 
11) t+ ("') 

0 
OJ ~ ...... 
0.---
IQ . 

r
OJ z 
' ("') I 

0 w 
-c en 
'< en 

10 
..... 10 



DISCLAIMER 

This document was prepared as an account of work sponsored by the United States 
Government. While this document is believed to contain correct information, neither the 
United States Government nor any agency thereof, nor the Regents of the University of 
California, nor any of their employees, makes any warranty, express or implied, or 
assumes any legal responsibility for the accuracy, completeness, or usefulness of any 
information, apparatus, product, or process disclosed, or represents that its use would not 
infringe privately owned rights. Reference herein to any specific commercial product, 
process, or service by its trade name, trademark, manufacturer, or otherwise, does not 
necessarily constitute or imply its endorsement, recommendation, or favoring by the 
United States Government or any agency thereof, or the Regents of the University of 
California. The views and opinions of authors expressed herein do not necessarily state or 
reflect those of the United States Government or any agency thereof or the Regents of the 
University of California. 



LBNL-38899 
LSBL-328 

UC-410 

SOFT X-RAY SPECTROMICROSCOPY AND ITS APPLICATION TO 
SEMICONDUCTOR MICROSTRUCTURE CHARACTERIZATION* 

F. Gozzo, K. Franck, M.R. Howells, Z. Hussain, A. Warwick, H.A. Padmore 
Advanced Light Source 

Ernest Orlando Lawrence Berkeley National Laboratory 
University of California, Berkeley, California 94720 

B.B. Triplett 
Intel Corporation 

3065 Bowers Ave., Santa Clara, CA 95052 

*This work was supported by the Director, Office of Energy Research, Office of Basic Energy Sciences, 
Materials Sciences Division, of the U.S. Department of Energy, under Contract No. DE-AC03-76SF00098. 



0 Recycled Paper 



Soft X-Ray Spectiomicroscopy and its A 

--·············· 
Ught Source No~.c;. 

Author(s) lnitials!....,;"i~;a..:.~;~,t.=~ 
lic~tion 
p~s~~~~~~¥ 

Semiconductor Microstructure Charactenzation 

F.Gozzo, K.Franck, M.R.Howells, Z.Hussain, A.Warwick and H.A.Padmore 

Advanced Light Source, Lawrence Berkeley National Laboratory, 

1 Cyclotron Rd., Berkeley, CA 94720, USA 

B.B. Triplett 

Intel Corporation, 3065 Bowers Ave., Santa Clara, CA 95052, USA 

The universal trend towards device miniaturization has driven the 

semiconductor industry to develop sophisticated and complex 

instrumentation for the characterization of microstructures. Many significant 

problems of relevance to the semiconductor industry cannot be solved with 

conventional analysis techniques, but can be addressed with soft x-ray 

spectromicroscopy. An active spectromicroscopy program is being developed 

at the Advanced Light Source, attracting both the semiconductor industry and 

the materials science academic community. Examples of spectromicroscopy 

techniques are presented. An ALS Jl-XPS spectromicroscopy project is 

discussed, involving the first microscope completely dedicated and designed 

for microstructure analysis on patterned silicon wafers. 

PACS numbers: 79.69.-i, 61.16.-d, 07.80.+x 



1. Multilevel Metallization Technology: An 

Overview 

With the term metallization we refer to the electrical connection of 

microchip devices between themselves and to the external world. [1] We 

concentrate on metallization, recognized as one of the keys to success of 

continued miniaturization of devices and circuits, in relation to problems 

which can be addressed with soft X -ray spectromicroscopy. 

Figure 1 is an SEM (Scanning Electron Microscope) cross section of a 4 level 

metal microchip with a minimum feature size of 0.35 Jlm. The wiring 

architecture is extremely complicated and develops in both horizontal and 

vertical directions. Reaching this level of complexity has required an 

enormous effort. Scaling towards smaller features continues and there are 

many challenging problems which need to be solved in order to maintain this 

scaling track. Decreasing dimensions have caused serious concern regarding 

electromigration, stress-voiding, adhesion failure, corrosion, and 

interdiffusion. These are some of the key fundamental issues of the reliability 

of metallization.[1] 

Figure 2 shows the transition through 1.0 Jlm minimum feature size 

technology. Above 1 Jlm, the metal (typically aluminum) was PVD (Physical 

Vapor Deposition) deposited on the transistor active region. As devices scaled 

below 1 Jllll, tapered contacts and vias designs occupied too much space and, as 
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the transistor p-n junctions became smaller, the AI migration into the Si 

substrate induced junction spikings.[l] Tapered contacts and vias design was, 

then, replaced by straight wall contact and via filling. Aluminum-PVD was 

replaced by tungsten-CVD (Chemical Vapor Deposition) technology for local 

interconnections (Fig.2b) or high temperature AI reflow technology.[2] 

Diffusion barriers (Ti, TiN or TiW) were added to stop problems such as the 

diffusion of AI into Si during and after the Al reflow processing and WF 6 

attack during W plug filling. Diffusion barriers were also found to provide 

better adhesion and mechanical contact. The tungsten contact resistivity in W 

plug filling was decreased by adding a silicide layer. 

In the transition between 0.8 and 0.35 JJ.m, Al was replaced by Al-alloys for 

higher reliability against electromigration[3] and via etch depth control 

required the use of etch stops. 

For the 0.25 J.lm and especially 0.18 J!m generation and below, the problems 

which today make the processes extremely complicated and expensive, are 

expected to become true limitations. Low contact resistivity and shorter delay 

time requirements for faster transistors, demand the integration of new low 

resistivity and/or low dielectric constant materials.[4] 

Soft X-ray spectrornicroscopy is expected to have a big impact on problems 

which require chemical analyses on a microscopic scale. Although presently 

used microscopes offer very high spatial resolution (e.g. TEM, Transmission 
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Electron Microscope), or elemental analysis (e.g. SEM, Scanning Electron 

Microscope, TOF-SIMS, Time of Flight-Secondary Ions Mass Spectroscopy), 

many critical problems require knowledge of the chemistry of materials in the 

surface or near surface regions. Examples are adhesion and corrosion where 

the physical processes are related to the interface chemical structure. Soft X-ray 

spectromicroscopy will have a dramatic effect on this kind of problems by 

combining traditional surface science techniques with microscopic capabilities 

made possible by ultrahigh brightness third generation soft X-ray synchrotron 

radiation sources. Size related problems were observed in via and contact 

etching and filling, as well as in the diffusion barrier properties. Soft x-ray 

spectromicroscopy will allow a non-destructive analysis of multiple interfaces 

and give chemical composition information on microscopic scale. 

3. Soft X-Ray Spectromicroscopy 

With the term spectromicroscopy we refer to all the experimental 

techniques which combine conventional spectroscopy methods with high 

lateral resolution microscopy.[S] Spectromicroscopy experiments produce two 

dimensional micrographs and/or spectra over microscopic areas. Images 

provide chemical and topographical information if a contrast mechanism is 

present. 

· X-ray spectromicroscopy can operate in scanning and imaging modes. 

Figure 3 and table I show a schematic representation of these two modes and 

examples of the existing spectromicroscopes.[6-16] 
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In the scanning mode, micrographs are obtained by scanning a focused 

monochromatic photon beam on the sample surface, while collecting the 

electrons or photons emitted by the sample. The spatial resolution then, 

depends on the specific characteristic of the focused photon beam.[16,17] A 

compromise must be reached between the size of the X-ray spot on the sample 

1 surface and the photon beam intensity necessary to obtain both an acceptable 

signal-to-noise ratio and the high energy resolution required for spectroscopy. 

The recent development of new ultrahigh brightness synchrotron radiation 

sources like the Advanced Light Source in Berkeley and Elettra in Trieste, has 

made spectromicroscopy a practical technology. 

In the imaging mode of operation, micrographs are obtained by using 

electron or photon optics. The sample is flooded . with X-rays and the 

resolution of the image is limited by the aberrations of the optical systems. 

We focus on soft X-ray scanning photoemission spectromicroscopes, based 

on the detection and study of photoelectrons whose emission is stimulated by 

soft X-rays. In particular, we describe here the MAXIMUM, SPEM, and K-B J.L

XPSM spectromicroscopes, and present some results. 

3.1. MAXIMUM (Multiple Application X-Ray Imaging Undulator 

Microscope) 
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MAXIMUM is a scanning soft X-ray photoemission spectromicroscope that 

focuses undulator radiation using a multilayer coated Schwarzschild objective 

r (50).[18] The image is formed by scanning the sample at the focal point and 

collecting photoelectrons. The microscope has been developed by Cerrina and 

his group in Wisconsin and has been recently moved at the ALS. The use of 

the ALS ultrahigh brightness source is expected to improve the microscope 

performances to the theoretical resolution limit.[12] 

The SO has the advantage of a relatively large numerical aperture (===0.2) 

and the opposite curvatures of the surfaces assign opposite signs to the 

geometrical aberrations of the two mirrors. Multilayer coatings are needed for 

reflectivity enhancement at normal incidence. These limit the operation of 

the microscope to a fixed photon energy. The present system at ALS operates at 

130 eV. MAXIMUM's upgraded version, at ELETTRA in Trieste, overcomes 

this limitation by us~ng a multiple objective system.[19] However, a photon 

energy upper limit of 250 eV, determined by the available multilayer coating 

materials, limits its application to the shallow core levels and valence band 

spectroscopy. Figure 4 shows a layout of MAXIMUM.[12] 

One of the first applications of MAXIMUM to the study of semiconductor 

· surfaces and interfaces was the search for possible lateral variations of 

semiconductor interface parameters in both metal/ semiconductor and 

semiconductor/semiconductor interfaces.[20,21] Lateral variations of 

approximately 0.1 eV in band bending were found by Gozzo et al. in a 
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GaSe/ Au interface.[20] For a GaSe/Ge interface, the observed lateral variations 

of the band lineup were approximately 0.4 eV.[21] 

The image shown in Fig.S was obtained by focusing the photon beam on a 

cleaved GaSe surface covered with a 0.5 monolayer of Ge and scanning the 

sample while detecting the photoemission signal from the Ge3d states.[21] The 

image revealed substantial inhomogeneities in the signal, and in particular a 

line-shaped feature (region B) in the top portion of the analyzed area of the 

sample. The observed relative shift of the substrate and overlayer core levels 

in the two regions A and B (not shown here), indicated a rigid shift of the 

entire GaSe band structure and suggested a change from point A to point B in 

the energy lineup of the GaSe and Ge electronic states. The analysis of the 

valence electronic states in A and B near the edge (see Fig.S) indeed showed 

that the valence band discontinuity .6.Ev changed from place to place by 

approximately 0.4 eV, well beyond the experimental uncertainty. 

3.2. SPEM (Scanning Photoemission Electron Microscope) 

In the Scanning Photoemission Microscope (SPEM), the focusing optical 

system is a Fresnel Zone Plate (FZP).[22] FZPs are diffractive elements made up 

of concentric circular zones of constant area. Compared to Schwarzschild 

objectives, they have a wider wavelength operation range, but the focal length 

is dependent on the wavelength and the numerical aperture is smaller. 

However, they are capable of focusing high energy X-rays, allowing access to 

deeper core levels. 

7 



•· 

A new project involving the construction of two scanning zone plate 

microscopes, is now under development on beamline 7.0 at the ALS.[23] 

Figure 6 shows the microscopes layout. One of the microscopes is a UHV

SPEM. The second is a Scanning Transmission X-ray Microscope {STXM) with 

photon detection either downstream of the sample or with detection of front 

surface electron yield. The ALS-SPEM is designed to form images by scanning 

the zone plate and not the sample,[13-15] thus allowing heating and cooling 

systems to be attached to the stationary sample. The system will be 

commissioned in August 1996. 

3.3. KB Jl-XPSM (Kirkpatrick-Baez Jl-X-ray Photoemission 

SpectroMicroscope) 

The Kirkpatrick.-Baez IJ.-X-Ray Photoemission SpectroMicroscope (KB J.l

XPSM) is a scanning soft X-ray photoemission microscope that focuses bending 

magnet radiation using a pair of concave mirrors mounted in a Kirkpatrick

Baez configuration.[24] Operating at 30:1 demagnification, this optical system is 

designed to refocus the X-ray beam from a 30 J.lm to a 1 J.lm image. The 

estimated flux in the microfocus is better than 1010 ph/sec. The KB J.l-XPSM 

microscope is part of a new ALS spectromicroscopy project which directly 

involves the semiconductor manufacturing industry. Figure 7 shows a 

schematic layout of the new ALS beamline designed to house the KB 
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microscope and a planned upgraded version of a PhotoElectron Emission 

Microscope (PEEM2). 

The originality of the KB JJ.-XPSM project is not in its ultimate spatial 

resolution, but in the ability to combine spectromicroscopy capabilities with 

s~miconductor industry requirements: 

• Capability to quickly and accurately navigate over large silicon wafers and 

analyze specific regions previously identified with respect to fiducial 

reference points. (The present project will be able to handle 2 inches sections 

of silicon wafers, but is designed to scale to stages for full 8 inches wafers). 

• Large beamtime allocation satisfied by the construction of a dedicated 

bending magnet beamline. A bending magnet, instead of an undulator 

beamline, sensibly limits the cost of the entire project, while providing the 

necessary photon flux for 1 JJ.m resolution experiments. 

• Compatibility with the equipment required for wafer analysis (e.g. heating 

and cooling system, depth profiling, SEM detector, flood gun). 

• User-friendly character of the entire system for a prompt support ·to 

development and fabrication tasks. 

The inset in Fig.8 shows the principle of operation of the KB 

microscope.[16,25] A simple spherical grating in a SGM (Spherical Grating 

Monochromator) g~ometry is needed to monochromatize light for both the 

PEEM and the KB JJ.-XPSM lines. 0.2 mrad at the horizontal radiation fan is 
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split off from the main beam by a spherical mirror and focused to a pinhole. 

This 20x40 J..Lm pinhole provides the source of illumination for the following 

Kirkpatrick-Baez (K-B) mirror system. This consists of two crossed elliptical 

cylindrical mirrors operating at 20:1 and 40:1 demagnification factor. The 

system is designed to collect the maximum aperture, commensurate with 

obtaining good reflectivity from the mirrors. [25] The photon energy range is 

250-1300 eV, with an expected spatial resolution of 1 J..Lm. The system will be 

commissioned in October 1996. 

4. Conclusions 

Photoemission spectromicroscopy has already produced remarkable results 

in the study of fundamental semiconductor interface problems. The challenge 

to the synchrotron radiation community is, now, to use the available 

spectromicroscopy techniques to solve problems of real significance to the 

semiconductor manufacturing industry. This requires not only spatial 

resolution capabilities, but also the integration of existing standard industry 

techniques in an efficient and user friendly environment. 
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Figure and Table Captions 

Table I- The imaging and scanning modes of operation with examples on 

existing spectromicroscopes. 

Fig. 1- SEM cross section of a Slevel metallization structure [courtesy of Intel]. 

Fig. 2 - Contact region cross section: (a) tapered and ; (b) straight wall contact. 

Fig. 3- Imaging and scanning modes of operation (compare with Table I). 
' ~ 

Fig. 4- Layout of MAXIMUM m~croscope (courtesy of Waiman Ng). 

Fig. 5- (a) Scanning photoemission micrograph of a cleaved 50x50 J.1m 2 GaSe 

surface with a 0.5 ML Ge overlayer , taken at 61.2 eV kinetic energy; (b) 

Valence-band edge spectra; the clean substrate edge coincides for regions A and 

B, whereas the Ge-derived edges of the curves differ by approximately 0.4 eV. 

Fig. 6 - AL5-SPEM/STXM microscopes layout. 

Fig. 7 - Layout of the KB J.l-XPSM and PEEM2 beamline and microscopes. 
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Table I 

Imaging: 

Electron optics: 
[

Photoemission: 

Absorption near an edge: 

X-Rays optics: (Transmission: 

Photoemission: 
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