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clinical article

IntraoperatIve MRI has been used for a range of neuro-
surgical procedures such as tumor resection monitoring, 
biopsy, and laser ablation.6 Over the past 10 years, we 

have pioneered the use of interventional (i)MRI techniques 
to implant deep brain stimulation (DBS) electrodes.10,11,16 
Precise electrode placement within a selected brain region 
is necessary to achieve efficacy, which is traditionally done 
with frame-based or “frameless” neuronavigation-guided 
stereotaxy supported by invasive physiological testing in-
cluding microelectrode recording. Physiological methods 
can be used to mitigate the accuracy limitations of stereo-
tactic methods that use a skull-mounted frame or other ex-
ternal markers for spatial registration of brain structures to 
preoperatively acquired images.2

The iMRI DBS electrode implantation technique uti-
lizes bur hole–mounted trajectory guides oriented toward 
targets that are defined intraoperatively. The entire proce-
dure is performed within the bore of an MR magnet, with 
the patient’s head positioned at the rear magnet opening 
for surgical exposure and at the magnet isocenter for target 
identification, device alignment, and insertion monitoring. 
The primary benefits of the iMRI technique are high tar-
geting accuracy, reduced operative time, and an ability to 
directly confirm electrode placement during the proce-
dure. In contrast to conventional stereotactic methods, the 
iMRI approach is performed with the patient under gener-
al anesthesia and does not require intraoperative testing of 
motor symptoms. For the most common DBS indication, 

abbreviations DBS = deep brain stimulation; iMRI = interventional MRI; IPG = implantable pulse generator; MSSA = methicillin-susceptible Staphylococcus aureus.
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Deep brain stimulator implantation in a diagnostic MRI 
suite: infection history over a 10-year period
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monica volz, rn,3 Jill l. ostrem, md,3 and philip a. starr, md, phd2

Departments of 1Radiology and Biomedical Imaging, 2Neurological Surgery, and 3Neurology, University of California, San 
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obJective The objective of this study was to assess the incidence of postoperative hardware infection following inter-
ventional (i)MRI–guided implantation of deep brain stimulation (DBS) electrodes in a diagnostic MRI scanner.
methods A diagnostic 1.5-T MRI scanner was used over a 10-year period to implant DBS electrodes for movement 
disorders. The MRI suite did not meet operating room standards with respect to airflow and air filtration but was prepared 
and used with conventional sterile procedures by an experienced surgical team. Deep brain stimulation leads were 
implanted while the patient was in the magnet, and patients returned 1–3 weeks later to undergo placement of the im-
plantable pulse generator (IPG) and extender wire in a conventional operating room. Surgical site infections requiring the 
removal of part or all of the DBS system within 6 months of implantation were scored as postoperative hardware infec-
tions in a prospective database.
resUlts During the 10-year study period, the authors performed 164 iMRI-guided surgical procedures in which 272 
electrodes were implanted. Patients ranged in age from 7 to 78 years, and an overall infection rate of 3.6% was found. 
Bacterial cultures indicated Staphylococcus epidermis (3 cases), methicillin-susceptible Staphylococcus aureus (2 cas-
es), or Propionibacterium sp. (1 case). A change in sterile practice occurred after the first 10 patients, leading to a reduc-
tion in the infection rate to 2.6% (4 cases in 154 procedures) over the remainder of the procedures. Of the 4 infections in 
this patient subset, all occurred at the IPG site.
conclUsions Interventional MRI–guided DBS implantation can be performed in a diagnostic MRI suite with an 
infection risk comparable to that reported for traditional surgical placement techniques provided that sterile procedures, 
similar to those used in a regular operating room, are practiced.
http://thejns.org/doi/abs/10.3171/2015.7.JNS15750
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Parkinson’s disease, the iMRI method obviates the need 
for medication withdrawal prior to surgery.

The technique has proven to be accurate and requires 
only a single brain penetration in a high proportion of 
cases.16 The technical success of the method must be bal-
anced against its complication rate. Hardware infection is 
one of the more common complications following DBS 
surgery.1,5 Recent studies have reported hardware infec-
tion rates ranging from 2% to 10% following conventional 
DBS surgery.1,5,14,17,18 Utilization of the iMRI surgical ap-
proach has the potential to increase the rate of hardware 
infection, especially when performed in a diagnostic MRI 
suite that does not meet all the sterile characteristics of an 
operating room. We report our incidence of hardware in-
fections from iMRI-guided DBS electrode implantations 
using a diagnostic MRI scanner in a radiology suite.

methods
Interventional MRI–guided DBS electrode implanta-

tions were performed in a diagnostic MRI suite over a 
period spanning from April 2004 to October 2014. All 
procedures were performed using institutional review 
board–approved protocols during the 10-year study 
period. The data used in this study were obtained dur-
ing the clinical trial registered with clinicaltrials.gov 
(NCT00792532).

characteristics of the mri suite 
The iMRI facility features a 1.5-T MR system (Achie-

va, Philips) with a bore measuring 60 cm in diameter and 
175 cm in length. The magnet is centered in a radiofre-
quency-shielded room measuring 7.7 m in length and 5.7 
m in width (43.9 m2). The room features a suspended tile 
ceiling, vinyl flooring, painted drywall, and a number of 
wood veneer cabinets along the walls. The room volume 
measures 108 m3 and was evaluated for its airflow char-
acteristics. The air supply was not HEPA filtered, and the 
room included 2 central air supplies and 2 return air por-
tals at opposite ends of the room. The air supply near the 
rear magnet opening, where the surgical procedures were 
performed, was modified by mounting a simple sheet of 
plastic over the opening to direct this unfiltered air away 
from the surgical field. The room had a slight positive 
pressure of 0.87 Pa, and air exchanges were measured to 
be 12.6/hour (Technical Safety Services Inc.). Airborne 
nonviable particle counts established the room as Inter-
national Standardization Organization (ISO) 8.7 These 
properties did not meet the operating room requirements 
of HEPA filtration and > 25 air exchanges/hour and were 
slightly below the 15 air exchanges/hour recommended 
for procedure rooms.13 The suite did meet the standards 
established for diagnostic and treatment radiology suites 
and emergency room trauma bays.

sterile practices
In addition to the redirection of unfiltered airflow 

away from the operative field, a number of supplementary 
sterile practices were followed. Prior to the procedures, 
all unnecessary equipment was removed from the mag-
net room, and the room surfaces, including the magnet, 
cabinets, and floors, were wiped with germicidal dispos-

able wipes (Sani-Cloth AF3, PDI Inc.). The room was 
then considered sterile, and personnel entering the suite 
had to wear surgical scrubs and cap. A face mask was 
required beginning at the time of opening sterile surgi-
cal supplies. Patients were introduced into the MRI suite 
while under general anesthesia and with the hair over the 
immediate surgical area clipped. Patients were advanced 
through the magnet bore on the MR table top, such that 
their head extended beyond the rear magnet opening. The 
surgical site was scrubbed with an iodinated scrub brush, 
then swabbed with an iodinated solution (7.5% povidone-
iodine or iodine povacrylex with isopropyl alcohol) and 
allowed to dry for a minimum of 3 minutes. A layer of ad-
hesive antimicrobial film (Ioban, 3M Inc.) was affixed to 
the surgical area of the scalp. A custom sterile drape (MR 
Neuro Drape Tapered, MRI Interventions) was then estab-
lished (Fig. 1) to cover the rear magnet face and create an 
expandable tunnel so the patient could be moved between 
the surgical position and the magnet isocenter. A prophy-
lactic dose of 1–2 g of intravenous cefazolin (or other anti-
Staphylococcus antibiotic) was administered prior to skin 
incision and repeated again if the surgical time exceeded 
4 hours. Prophylactic antibiotics were continued postop-
eratively in all patients according to standard practice at 
the time. Early in this patient cohort, antibiotics were typi-
cally continued for 24 hours after surgery. In more recent 
years, however, the standard practice has changed to a 
single dose postoperatively.

surgical team and procedure
The surgical team always included an experienced 

DBS surgeon, who was supported by scrub and circulat-
ing nurses with extensive operating room experience and 
specific expertise in conventional DBS surgery. Staffing 
also included an MR technologist, a neurosurgical fellow, 
and an MR physicist. The surgical procedure has been de-
scribed in detail elsewhere.15,16 Briefly, skin incision was 
followed by drilling unilateral or bilateral 15-mm frontal 
bur holes. Bilateral or unilateral trajectory guides (Nex-
Frame, Medtronic, or ClearPoint SmartFrame, MRI Inter-
ventions) were fixed over the resulting opening by using 
temporary bone screws, and the patient was moved to the 
magnet isocenter. Magnetic resonance imaging was then 
performed to identify the desired deep brain target, orient 
the trajectory guides, and monitor the insertion process. 
Medtronic DBS electrodes (model 3389-28 or 3389-40) 
were used for all studies in all patients. After the DBS 
electrode(s) were successfully positioned, the patient was 
returned to the rear magnet opening (Fig. 1), the DBS 
leads were anchored to the skull with the Stimloc device 
(Medtronic), and the trajectory guides were removed. 
Scalp closure was performed using conventional sutures 
and staples. The implantable pulse generator (IPG) and 
extender wire were placed in a separate surgical proce-
dure performed in a regular operating room, typically 1–3 
weeks following DBS electrode implantation.

patients and Follow-Up
Patient diagnoses included idiopathic Parkinson’s dis-

ease, primary or secondary dystonia, Tourette’s syndrome, 
and nonparkinsonian tremor disorders. All diagnoses were 
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made by a movement disorder neurologist and were deemed 
appropriate for DBS therapy. Inclusion and exclusion cri-
teria were comparable to DBS candidates being screened 
for conventional DBS implantation. For adults, selection of 
the iMRI-guided DBS procedure over standard physiologi-
cally guided DBS implantation in a regular operating room 
was based on patient preference. For pediatric patients (age 
< 18 years), the recommended method was the iMRI meth-
od for all patients after July 2010. This study was limited 
to patients undergoing initial DBS placement; no reopera-
tive DBS patients were included. After surgery, patients re-
turned for routine follow-up and IPG programming. Hard-
ware infection occurring within 6 months of implantation 
was attributed to the surgical procedure. Intraoperative 
microbial culture was performed in all patients who un-
derwent hardware removal for suspected infection. Minor 
superficial skin erythema or other findings suspicious for 
infection that resolved with local care or empirical oral an-
tibiotics alone were not systematically tracked.

statistical analysis
Probability assessments were used to probe confidence 

values for the upper bound of our infection rates based on 
the number of infections seen (r) and the number of proce-
dures performed (n). The probability of seeing “r” or fewer 
infections in “n” procedures was calculated as

where nCx is the number of different unordered combina-
tions of “x” events in “n” opportunities and P is the true 
probability of infection. nCx can be calculated as

nCx = n!/(x!(n – x)!)s

In this analysis, a range of “true” infection rates were test-
ed, and the probability of seeing the number of infections 
reported in our study was assessed for each putative true 
rate. The upper boundary of the underlying true rate was 
the rate at which the probability of observing the actual 
number of infections dropped below 5%.

results
Two attending surgeons performed all 164 iMRI-guid-

ed surgical procedures over the 10-year study period. A 
total of 272 electrodes were implanted in 108 bilateral and 
56 unilateral procedures. Patients ranged in age from 7 to 
78 years (mean ± SD, 57 ± 15 years) and included 141 pa-
tients with Parkinson’s disease, 19 with dystonia, 2 with 
Tourette’s syndrome, and 2 with nonparkinsonian tremor 
disorders. Ten patients were younger than 18 years of age. 
Forty-nine implantations were performed with the Nex-
Frame system (33 bilateral, 16 unilateral), and 115 were 
performed with the ClearPoint platform (75 bilateral, 40 
unilateral). The transition between these systems occurred 
in mid-2010. Six (3.6%) hardware-related infections oc-
curred during the 10-year enrollment period (Table 1). All 
infections occurred in patients undergoing bilateral elec-
trode implantations.

There was an important change in our clinical practice 
after our first 10 surgical procedures. In these early cases 
we did not have an MR-compatible drill; thus, the bur hole 
had to be prepared outside the magnet room in a separate 
sterile field. The patient was then transferred into the mag-
net suite, a new sterile field was created, and the iMRI-
guided procedure was performed. This technique was as-
sociated with 2 early infections that both presented within 
2 weeks of surgery. Bacterial cultures indicated Staphylo-
coccus epidermis in 1 case and Propionibacterium in the 
other. Both featured redness over the frontal incision site 
(Fig. 2) and required the removal of all implanted hard-

Fig. 1. The iMRI suite with sterile drapes at the rear magnet opening. The sterile drape utilizes an elastic cord system that holds 
the drape open when the patient moves between the surgical position (shown here) and the magnet isocenter. Figure is available 
in color online only.
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ware. The patient in 1 of these cases developed cerebritis 
and had a long intensive care unit stay before eventually 
making a full recovery. These experiences led to a halt 
in the iMRI-guided implantation approach until an MR-
compatible drill could be obtained.

The single sterile field approach (Fig. 3) was used for 
all subsequent procedures, which reduced the infection 
rate for our more current surgical practice to 4 (2.6%) of 
154. All infection symptoms in this subset of patients orig-
inated at the IPG site and not the frontal incision. This led 
us to hypothesize that the source of these infections was 
not the DBS electrode implantation, but rather the IPG im-
plantation procedure that was performed 1–3 weeks later. 
In 1 of these infections only the IPG and lead extensions 
were explanted and subsequently replaced, with a success-
ful outcome. In the 2 cases in which there was a several-
month delay between surgery and infection symptoms, 
the patients were initially treated with antibiotics, but this 
ultimately proved ineffective, and explantation of all hard-
ware was required. The 4 infections occurring after we 
altered our clinical practice produced bacterial cultures 
indicating either S. epidermis (2 cases) or methicillin-
susceptible Staphylococcus aureus (MSSA; 2 cases). We 
have recently begun to obtain nasal swabs from patients 
prior to surgery to screen for Staphylococcus spp., and our 

most recent infection (9/2014) revealed the presence of 
MSSA 4 months prior to surgery. The patient in this case, 
however, had not received special antibiotic treatments 
leading up to surgery.

statistical interpretation
In this study we found 4 infections in the 154 proce-

dures (2.6%) performed using our current surgical prac-
tice. Probability analysis was used to evaluate upper 
bounds to our infection rate based on these initial data. 
This analysis indicated that there is a > 95% chance that 
our true infection rate is < 6%. This upper boundary is 
lower if we postulate that all infections in the cases per-
formed using our current surgical practice arose from the 
pulse generator implantation, which was performed in 
a regular operating room and was not part of the iMRI-
guided lead implantation. The observation of 0 infections 
in the iMRI-guided procedure is then associated with a > 
95% chance of a true infection rate < 2%.

discussion
In this study we analyzed the incidence of infection af-

ter implanting DBS electrodes using iMRI in a diagnostic 
MRI suite. The suite differed from a standard operating 

table 1. summary of hardware infections over a 10-year period of imri-guided dbs electrode implantations

Op Date
Patient 

Age (yrs)
Time Btwn Infection 

Symptoms & Op (days) Infection Description Culture Findings Outcome
Hypothesized 

Origin

12/2004 45 9 Redness of scalp incision site Staphylococcus epidermis Explanted full system Scalp incision
3/2005 76 13 Redness of scalp incision site Propionibacterium sp. (rare) Explanted full system Scalp incision
9/2007 66 105 Redness over lt chest incision Staphylococcus epidermis Explanted full system IPG
8/2008 67 16 Redness & swelling over IPG Staphylococcus epidermis IPG & extender wires  

 replaced
IPG

12/2010 61 92 Redness over IPG site MSSA Explanted full system IPG
9/2014 52 16 Pain & swelling over IPG MSSA Explanted full system IPG

MSSA = methicillin-susceptible Staphylococcus aureus.

Fig. 2. Nonhealing frontal wound with drainage from the bur hole cover. 
Figure is available in color online only.

Fig. 3. The patient is at the magnetic isocenter, with bilateral trajectory 
guides fixed to bur holes. The sterile drape conforms to the magnet bore 
to maintain open sterile access. Figure is available in color online only.
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room in that it did not meet operating room requirements 
with respect to air filtration and airflow. The study covered 
a period of 10 years during which 164 surgical procedures 
were performed and 272 DBS electrodes were implanted. 
Hardware infection within 6 months of surgery occurred 
in 6 patients, for an overall postoperative hardware infec-
tion rate of 3.6%. This rate dropped to 2.6% when we ex-
cluded early procedures in which the bur hole had been 
drilled outside of the MRI room followed by transport into 
the magnet room.

rationale for performing dbs implantation outside of an 
operating room

Interventional MRI–guided DBS electrode implanta-
tion is a promising technique. It has demonstrated high 
targeting accuracy16 and clinical outcomes comparable to 
those for conventional implantation approaches.15,16 The 
method allows patients to avoid an awake surgical pro-
cedure, making the therapy available to a wider range of 
cases including pediatric patients. The number of MRI 
scanners in the United States was 3265 in 1995 and 7810 
in 2007,12 indicating wide system availability for these 
types of procedures. However, only a very small fraction 
of these systems exist in an operating room environment, 
and many of these are not ideal for high-resolution basal 
ganglia imaging. Thus, the requirement that an MRI suite 
meet operating room standards would place a significant 
barrier to the adoption of the iMRI-guided technique.

infection risk in imri technique versus standard dbs 
techniques

The incidence of infection we found for iMRI-guided 
procedures is comparable to that reported for DBS surger-
ies performed in traditional operating rooms.1,5,14,17 Prior 
studies have used variable postoperative windows during 
which an infection can be attributed to DBS implantation. 
We used a postoperative window of 6 months to include 
more slowly evolving infections. The National Surgical 
Quality Improvement Program (NSQIP) standard requires 
an infection to appear within 30 days to qualify as a surgi-
cal infection. Tolleson et al. reported a substantially lower 
infection rate (2.0%) when applying the NSQIP standard, 
as compared with that found if a longer window was used 
(5.8%).17 Sillay et al. established a 6-month window for 
postoperative hardware infection—because hardware in-
fections occurring beyond 6 months were associated with 
delayed device erosion following a period of complete 
healing14—and found a hardware infection rate of 4.5%. 
The Veterans Affairs cooperative study of 6-month out-
comes in 121 patients who had received bilateral DBS 
electrodes reported an infection rate of 9.9%.18 Thus, the 
6-month infection rates in the present study are well with-
in the reported range for DBS implantation procedures 
performed in conventional operating room environments. 
This remains true even if we consider upper bounds for 
our infection rates, at the 95% confidence level, based on 
probability theory.

Factors Influencing the Risk of Infection
Effective execution of sterile practice plays a critical 

role in reducing infection risk. This assertion was borne 
out in our early studies, in which our workflow involved 
a complex 2-stage draping procedure, with an interven-
ing transfer of the patient to the adjacent MRI room, and 
resulted in 2 infections in our first 10 cases.16 These infec-
tions were associated with the frontal incision site. Since 
adopting our current 1-stage draping procedure entirely 
within the MR bore, all infections have been consistent 
with a point of origin near the IPG. Prior studies have also 
revealed that the IPG is the most common site for infec-
tion, followed by the parietal lead extender connection, 
then the frontal incision.14 With the iMRI technique, the 
extender wire and IPG are implanted in a second surgi-
cal procedure 1–3 weeks after electrode implantation, a 
separate and distinct source for potential infection. Thus, 
it appears that the utilization of a diagnostic MRI suite, in 
combination with prudent sterile practices applied by ex-
perienced personnel, does not increase the infection inci-
dence in patients undergoing DBS electrode implantation.

A potential reason for the relatively low incidence of in-
fection during these procedures may relate to surgical du-
ration. Prior studies of infection incidence have correlated 
longer operating times with higher infection rates during 
tumor resection9 and CSF shunt placement.8 Intervention-
al MRI–guided DBS implantations are time efficient as 
compared with conventional DBS implantation with phys-
iological monitoring. Our NexFrame cases (2010 and ear-
lier) had skin incision to skin closure times that averaged 
224 ± 28 minutes for bilateral procedures and 211 ± 59 
minutes for unilateral procedures. Our ClearPoint cases 
(2010 and later) improved on these times and have aver-
aged 184 ± 28 minutes for bilateral procedures and 137 ± 
25 minutes for unilateral procedures. These times are sub-
stantially shorter than those reported for physiologically 
guided DBS implantation approaches. However, the small 
sample size prevents any meaningful statistical analysis 
correlating risk factors. Indeed, a Norwegian study that 
analyzed 588 surgical DBS procedures and reported 33 
infections still failed to identify any significant risk fac-
tors.3 Thus, whether the shorter duration of iMRI-guided 
DBS implantation contributes to a reduction in the risk of 
infection remains conjecture.

An operating room nursing team (scrub nurse and cir-
culating nurse) assisted with all of our procedures. It is 
possible that the infection rate would have been higher if 
procedures had been performed with nursing assistants 
who did not routinely work in an operating room envi-
ronment. Finally, in 1 recent patient there was evidence 
of MSSA on a nasal swab taken several months prior to 
surgery. The same bacterium was ultimately present in the 
postoperative infection. At our center we screen patients 
for methicillin-resistant S. aureus on nasal swabs as part 
the preoperative workup, and if the swab is positive, decol-
onization treatment is prescribed. Recently we have begun 
screening for MSSA as well. Justification for decolonizing 
prior to surgery is emerging,4 which may help to reduce 
the incidence of infection in patients with bacterial colo-
nization.

conclusions
Infection risk when implanting DBS electrodes in a di-
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agnostic MRI suite is comparable to that reported for large 
series of DBS electrodes implanted in a regular operating 
room environment. The use of standard sterile techniques 
similar to those used in a regular operating room, prac-
ticed by surgical and nursing teams highly experienced in 
device implantation, may be important in achieving an ac-
ceptable infection risk.
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