
UC Irvine
UC Irvine Previously Published Works

Title
Comparison of different real time VOC measurement techniques in a ponderosa pine 
forest

Permalink
https://escholarship.org/uc/item/21h497qh

Journal
Atmospheric Chemistry and Physics, 13(5)

ISSN
1680-7316

Authors
Kaser, L
Karl, T
Schnitzhofer, R
et al.

Publication Date
2013-03-25

DOI
10.5194/acp-13-2893-2013

Copyright Information
This work is made available under the terms of a Creative Commons Attribution License, 
availalbe at https://creativecommons.org/licenses/by/4.0/
 
Peer reviewed

eScholarship.org Powered by the California Digital Library
University of California

https://escholarship.org/uc/item/21h497qh
https://escholarship.org/uc/item/21h497qh#author
https://creativecommons.org/licenses/by/4.0/
https://escholarship.org
http://www.cdlib.org/


Atmos. Chem. Phys., 13, 2893–2906, 2013
www.atmos-chem-phys.net/13/2893/2013/
doi:10.5194/acp-13-2893-2013
© Author(s) 2013. CC Attribution 3.0 License.

EGU Journal Logos (RGB)

Advances in 
Geosciences

O
pen A

ccess

Natural Hazards 
and Earth System 

Sciences

O
pen A

ccess

Annales  
Geophysicae

O
pen A

ccess
Nonlinear Processes 

in Geophysics

O
pen A

ccess

Atmospheric 
Chemistry

and Physics
O

pen A
ccess

Atmospheric 
Chemistry

and Physics

O
pen A

ccess

Discussions

Atmospheric 
Measurement

Techniques

O
pen A

ccess

Atmospheric 
Measurement

Techniques

O
pen A

ccess

Discussions

Biogeosciences

O
pen A

ccess

O
pen A

ccess

Biogeosciences
Discussions

Climate 
of the Past

O
pen A

ccess

O
pen A

ccess

Climate 
of the Past

Discussions

Earth System 
Dynamics

O
pen A

ccess

O
pen A

ccess

Earth System 
Dynamics

Discussions

Geoscientific
Instrumentation 

Methods and
Data Systems

O
pen A

ccess

Geoscientific
Instrumentation 

Methods and
Data Systems

O
pen A

ccess

Discussions

Geoscientific
Model Development

O
pen A

ccess

O
pen A

ccess

Geoscientific
Model Development

Discussions

Hydrology and 
Earth System

Sciences

O
pen A

ccess

Hydrology and 
Earth System

Sciences

O
pen A

ccess

Discussions

Ocean Science

O
pen A

ccess

O
pen A

ccess

Ocean Science
Discussions

Solid Earth

O
pen A

ccess

O
pen A

ccess

Solid Earth
Discussions

The Cryosphere

O
pen A

ccess

O
pen A

ccess

The Cryosphere
Discussions

Natural Hazards 
and Earth System 

Sciences

O
pen A

ccess

Discussions

Comparison of different real time VOC measurement techniques in
a ponderosa pine forest

L. Kaser1, T. Karl 2, R. Schnitzhofer1, M. Graus3,4, I. S. Herdlinger-Blatt 1, J. P. DiGangi5,*, B. Sive6,7, A. Turnipseed2,
R. S. Hornbrook2, W. Zheng2, F. M. Flocke2, A. Guenther2, F. N. Keutsch5, E. Apel2, and A. Hansel1

1Institute of Ion Physics and Applied Physics, University of Innsbruck, Innsbruck, Austria
2Atmospheric Chemistry Division, National Center for Atmospheric Research, Boulder, CO, USA
3Chemical Sciences Division, NOAA Earth System Research Laboratory, Boulder, CO, USA
4Cooperative Institute for Research in Environmental Sciences (CIRES), University of Colorado, Boulder, CO, USA
5Department of Chemistry, University of Wisconsin-Madison, Madison, WI, USA
6Department of Chemistry, Appalachian State University, Boone, NC, USA
7Environmental Science Program, Appalachian State University, Boone, NC, USA
* now at: Civil & Environmental Engineering, Princeton University, Princeton, NJ, USA

Correspondence to:A. Hansel (armin.hansel@uibk.ac.at)

Received: 17 August 2012 – Published in Atmos. Chem. Phys. Discuss.: 24 October 2012
Revised: 20 February 2013 – Accepted: 21 February 2013 – Published: 11 March 2013

Abstract. Volatile organic compound (VOC) mixing ratios
measured by five independent instruments are compared at a
forested site dominated by ponderosa pine (Pinus Ponderosa)
during the BEACHON-ROCS field study in summer 2010.
The instruments included a Proton Transfer Reaction Time of
Flight Mass Spectrometer (PTR-TOF-MS), a Proton Trans-
fer Reaction Quadrupole Mass Spectrometer (PTR-MS), a
Fast Online Gas-Chromatograph coupled to a Mass Spec-
trometer (GC/MS; TOGA), a Thermal Dissociation Chem-
ical Ionization Mass Spectrometer (PAN-CIMS) and a Fiber
Laser-Induced Fluorescence Instrument (FILIF). The species
discussed in this comparison include the most important bio-
genic VOCs and a selected suite of oxygenated VOCs that
are thought to dominate the VOC reactivity at this particu-
lar site as well as typical anthropogenic VOCs that showed
low mixing ratios at this site. Good agreement was observed
for methanol, the sum of the oxygenated hemiterpene 2-
methyl-3-buten-2-ol (MBO) and the hemiterpene isoprene,
acetaldehyde, the sum of acetone and propanal, benzene and
the sum of methyl ethyl ketone (MEK) and butanal. Mea-
surements of the above VOCs conducted by different instru-
ments agree within 20 %. The ability to differentiate the pres-
ence of toluene and cymene by PTR-TOF-MS is tested based
on a comparison with GC-MS measurements, suggesting a
study-average relative contribution of 74 % for toluene and

26 % for cymene. Similarly, 2-hydroxy-2-methylpropanal
(HMPR) is found to interfere with the sum of methyl vinyl
ketone and methacrolein (MVK + MAC) using PTR-(TOF)-
MS at this site. A study-average relative contribution of 85 %
for MVK + MAC and 15 % for HMPR was determined. The
sum of monoterpenes measured by PTR-MS and PTR-TOF-
MS was generally 20–25 % higher than the sum of speci-
ated monoterpenes measured by TOGA, which includedα-
pinene,β-pinene, camphene, carene, myrcene, limonene, ci-
neole as well as other terpenes. However, this difference is
consistent throughout the study, and likely points to an off-
set in calibration, rather than a difference in the ability to
measure the sum of terpenes. The contribution of isoprene
relative to MBO inferred from PTR-MS and PTR-TOF-MS
was smaller than 12 % while GC-MS data suggested an av-
erage of 21 % of isoprene relative to MBO. This compari-
son demonstrates that the current capability of VOC mea-
surements to account for OH reactivity associated with the
measured VOCs is within 20 %.

1 Introduction

The oxidation of volatile organic compounds (VOCs) plays
a central role in atmospheric chemistry by fueling ozone
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chemistry (Atkinson, 2000) and generating organic aerosols
(Hallquist et al., 2009). Uncertainties regarding emission po-
tentials and oxidation mechanisms associated with biogenic
sources have been identified in previous studies (Di Carlo et
al., 2004; Goldstein et al., 2004). The Bio-hydro-atmosphere
interactions of Energy, Aerosols, Carbon, H2O, Organics
& Nitrogen (BEACHON)-Rocky Mountain Organic Carbon
Study (ROCS) was conducted to achieve a better understand-
ing of the exchange of biogenic VOCs and their influence on
the oxidative capacity of the atmosphere.

A variety of instruments for measuring VOCs in the at-
mosphere exist; all of them having advantages and disadvan-
tages. For example, instruments based on gas chromatogra-
phy have the potential to analyze and quantify a large va-
riety of molecules concurrently, with high sensitivity and
specificity. However, some chromatographic techniques can
be subject to sampling artifacts during pre-concentration of
the sampled air. As well, chromatographic methods gener-
ally have a relatively low time resolution. Spectroscopic tech-
niques can achieve high time resolution and low limits of
detection but are specific to one or few molecules per instru-
ment. Chemical ionization techniques can achieve high time
resolution but difficulties can arise in the identification and
separation of some molecular species. Some of these disad-
vantages can be improved by using higher-resolution mass
analyzers, for example time of flight mass spectrometers, but
even with these advanced instruments, isomers can remain
unresolved and ionic fragments of species cannot be unam-
biguously assigned to their parent compounds.

An important prerequisite for understanding gas-phase
chemistry of VOCs is the ability to quantitatively measure the
relevant VOCs. Comparing co-located measurement tech-
niques can be a highly useful method for evaluating different
measurement systems and assessing the uncertainty in the
measurements. Several comparison studies were conducted
in the last decade ranging from measurements at highly an-
thropogenic influenced sites (Kuster et al. 2004; Fortner et
al., 2009) to highly controlled environments such as a labo-
ratory chamber (Apel et al., 2008) or airborne (Kleb et al.,
2011) intercomparisons.

During BEACHON-ROCS the presence of a suite of com-
plementary gas-phase instrumentation allowed a rigorous
comparison of several measurement techniques in a real-
world forest environment. The real-time VOC measurement
instruments consisted of a Proton Transfer Reaction Time
of Flight Mass Spectrometer (PTR-TOF-MS) based on a
recently developed technology (Graus et al., 2010; Jordan
et al., 2009), a Proton Transfer Reaction Quadrupole Mass
Spectrometer (PTR-MS) (Hansel et al., 1995), a fast online
gas chromatograph coupled to a mass spectrometer (TOGA:
Trace Organic Gas Analyzer) (Apel et al., 2003, 2010; Horn-
brook et al., 2011), an optical technique to measure formalde-
hyde using the Fiber Laser-Induced Fluorescence instrument
(FILIF) (DiGangi et al., 2011) and a thermal decomposi-
tion Chemical Ionization Mass Spectrometer (PAN-CIMS)

(Zheng et al., 2011). In addition to the real-time VOC mea-
surements, whole air canisters were sampled at the site reg-
ularly throughout the study and analyzed post-study using a
multi-column, multi-detector laboratory GC technique (Zhou
et al., 2008; Russo et al., 2010).

To our knowledge this is the first time that this set of dif-
ferent VOC techniques are compared under natural condi-
tions above a ponderosa pine forest for several days. Novel
online instruments such as the FILIF and the PTR-TOF-MS
were compared with already established instruments such as
TOGA, PTR-MS and PAN-CIMS.

In this work we compare measurements of directly emit-
ted biogenic VOCs, common oxidized VOCs as well as an-
thropogenic VOCs transported to this field site. We discuss
the observed agreement as well as discrepancies between the
different measurements for co-measured VOC species. This
comparison adds to our knowledge and understanding of bi-
ases involved in the VOC measurement techniques and iden-
tifies the cause of some measurement uncertainties. It will
ultimately serve to improve our ability to measure VOCs in
a forested environment.

2 Experimental

During the BEACHON-ROCS field campaign in summer
of 2010 a suite of instruments for VOC, nitrogen species,
and oxidant measurements were combined with differ-
ent sampling systems to probe soil and branch emissions,
as well as ecosystem scale flux emissions. A full list
of instrumentation can be found at the BEACHON data
repository and webpage (https://wiki.ucar.edu/display/mfo/
Manitou+Forest+Observatory). During the period of 10–21
August 2010 simultaneous VOC measurements were con-
ducted by different instruments. A list of all instruments used
for this comparison is given in Table 1 as well as information
on calibration procedures, measurement accuracy and preci-
sion. A detailed description of the field site, inlet systems and
the instruments can be found in the Sects. 2.1–2.6.

2.1 Field site

The BEACHON-ROCS study was located at the Manitou
Forest Observatory in the US Forest Service Manitou Exper-
imental Forest near Woodland Park, Colorado, USA (2370 m
elev., lat. 39◦6′2′′ N, long. 105◦6′9′′ W) in August 2010. The
Manitou Forest is representative of the montane ponderosa
pine zone in the Front Range, which extends from south-
ern Wyoming to northern New Mexico. The site is part of
the semi-arid (annual total of 505 mm of precipitation mea-
sured at the site from 1 October 2009 through 30 Septem-
ber 2010) Western US where biosphere and atmosphere ex-
change processes of energy, water, carbon and nitrogen are
particularly sensitive to changes in precipitation (Kim et al.,
2010). The canopy is open and of varying density, with mixed
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Table 1.List of instruments.

Abbreviation Institute Instrument Accuracy Precision Limit of Standard Sampling time Frequency of
Name type @ 1 ppbv detection used for comparison background

measurements

PTR-TOF-MS University of
Innsbruck

PTR-TOF-MS ± 15 % 2 % (7 % for PAN)a 1–20 pptv
(50 pptv for
PAN)a

NOAA 6 min Every 7 h for
30 min

PTR-MS NCAR PTR-MS (Ionicon) ± 15 % 5 %b 0.2–1 pptvb NOAA 15 min Every 2.5 h for
7 min

TOGA NCAR GC/MS ± 15 % 5 %c 0.2–20 pptvc NIST, NCAR,
NOAA

10 min Twice a day for
10 min (5
samples)

PAN-CIMS NCAR CIMS ± 12 % ± 2 %d 5 pptd In-situ, based on
NIST

6 min Every 30 min for
30 s

Traceable NO
standard

FILIF University of
Wisconsin

LIF ± 30 % 10 %e 200pptve formaldehyde
permeation

6 min Every 5 min for
10 s

device

a Precision and 2σ detection limits are calculated for an integration time of 1 min.
b 2σ detection limit is calculated for an integration time of 15 min.
c Precision and 2σ detection limits are calculated for an integration time of 40 s.
d Precision and 2σ detection limits are calculated for an integration time of 1 s.
e Precision and 2σ detection limit are calculated for a 1 s integration time.

age ponderosa pine up to 100 yr old and a surface cover
of grasses, sage, crocus, forbs and exposed cryptogrammic
soils. The average tree height surrounding the measurement
tower is 18.5 m. Further details about the site can be found
elsewhere (Kim et al., 2010; DiGangi et al., 2011).

Details on the atmospheric conditions such as wind di-
rection and history of the air mass are presented in Fry et
al. (2013) for this site during July and August 2011. The
synoptic wind patterns were the same during the BEACHON
ROCS study in August 2010. Nighttimes were influenced by
drainage flows down the valley from south and southwest.
During the day wind shifts either to the west, which usu-
ally brings very clean air to the site or comes from an up-
slope flow from the east (NE to SE) which typically brings
pollution from the Front Range. Typically days were sunny
in the morning and some clouds build up in the afternoon.
During this comparison most of the days were dry with a
small amount of precipitation on 19 August. Relative humid-
ity changed from 10–20 % during the day to 70–90 % dur-
ing the night. The change of sign in the temperature differ-
ence measured at 25 and 2 m above ground gives an indica-
tion on the stability of the atmosphere. Unstable conditions
were observed during the day between 8 a.m. and 4 p.m. and
stabile conditions during the night. Measurements of pho-
tosynthetic active radiation show the sunrise at 6 a.m. and
sunset around 6 p.m. A 30-m tower equipped with a pro-
filing system and turbulence measurement capabilities was
supported by the National Center for Atmospheric Research
(NCAR). Three sampling inlet systems were used by the real-
time VOC instruments, all of them were not heated. The first
was a gradient inlet system used by the PTR-MS, it consisted
of six continuously flushed Teflon (PTFE) lines (OD: 1/4 in.)
mounted at 1, 2.3, 7, 10, 15.5 and 23 m above ground. An

automated valve system controlled the sampling by switch-
ing between inlets every 5 min. A second (eddy-covariance,
EC) inlet, was used by PTR-TOF-MS, PTR-MS, TOGA and
PAN-CIMS and consisted of an approximately 35-m inlet
line (OD: 3/8 in.) mounted at 25.1 m on the tower. The FILIF
instrument used a third gradient inlet system described in de-
tail by DiGangi et al. (2011). In this work, measurements
from the EC inlet at 25.1 m (∼20 SLPM flow) and the top
level of the FILIF inlet system at 25.1 m (∼80 SLPM flow)
are compared. PTR-MS measured from at the gradient inlet
as well as on the EC inlet. For this comparison we use only
PTR-MS data from the EC inlet. A fourth inlet, located at
10.7 m, was used for the whole air canister sampling. All
inlet lines had a length of about 35 m.

2.2 PTR-TOF-MS and PTR-MS

Two Proton Transfer Reaction Mass Spectrometer systems
measured VOCs during BEACHON-ROCS. One instrument
used a quadrupole mass-analyzer (QMS) and the other em-
ployed a time of flight mass analyzer (TOF-MS). The QMS
instrument was operated by NCAR and will be referred to
as PTR-MS as is common practice. The TOF-MS instrument
was operated by the University of Innsbruck and will be re-
ferred to as PTR-TOF-MS. PTR-MS instruments use hydro-
nium ions (H3O+) as reagent ions to ionize organic com-
pounds with little or no fragmentation. PTR-MS combines a
PTR drift tube and the quadrupole mass spectrometer, which
allows for fast detection of different VOCs at typically one
compound per second with a low limit of detection. (Ionicon,
Austria) (Lindinger et al., 1998; Hansel et al., 1995). The
recently-developed high resolution PTR-TOF-MS (Müller et
al., 2010; Jordan et al., 2009; Graus et al., 2010) couples the

www.atmos-chem-phys.net/13/2893/2013/ Atmos. Chem. Phys., 13, 2893–2906, 2013
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PTR ionization method with a time of flight mass spectrome-
ter, which provides full mass spectra (in this study up to about
m/z 315) within a fraction of a second at a high mass resolv-
ing power, allowing for the separation of isobaric species and
determination of sum formulas.

PTR-TOF-MS: This instrument, developed at the Univer-
sity of Innsbruck (Graus et al., 2010), sampled continuously
from the EC inlet during the study. Individual mass spec-
tra up tom/z 315 were recorded every 0.1 s. For the com-
parison and improved limit of detection, the 10-Hz data
were integrated to generate 6-min. mixing ratio averages.
Data evaluation including mass scale calibration via contin-
uous addition of di- and trichlorobenzene, was conducted
on the 6-min. averages using MATLAB (Mathworks, USA)
based functions described in detail by Müller et al. (2010).
The drift tube was operated at 580 V drift voltage, 2.3 mbar
drift tube pressure and heated to 60◦C. This corresponds
to an E/N ratio of 125 Td (E is the electric field strength
and N the gas number density; 1 Td = 10−17 V cm2). Ev-
ery seven hours a 25-min background measurement cycle
was conducted by drawing the sample air through a cus-
tom catalytic converter, which was heated to 350◦C (Envi-
Cat®VOC 5538, S̈ud-Chemie AG, Germany). Compound-
specific limits of detection (LOD) were determined from
the 2σ uncertainty of background measurements and range
from 2 to 20 pptv (50 pptv for PAN) for a 1 min integra-
tion time. The instrument was calibrated once per week
using a calibration gas standard, which was gravimetri-
cally prepared and provided by NOAA according to proto-
cols outlined by Montzka et al. (1993). The standard con-
tains methanol (1.89 ppmv), acetonitrile (2.00 ppmv), ac-
etaldehyde (3.53 ppmv), acetone (1.99 ppmv), methyl vinyl
ketone (1.1 ppmv), limonene (2.1 ppmv), 2-methyl-3-buten-
2-ol (2.2 ppmv), pyrrole (2.1 ppmv), benzene (1.49 ppmv),
toluene (2.3 ppmv) and methyl ethyl ketone (2.2 ppmv), with
an uncertainty of± 5 %. The standard was dynamically di-
luted into purified ambient air to obtain typical calibration
gas mixtures ranging from 1 to 10 ppbv (part per billion by
volume). Compound-specific sensitivities were determined
from the slopes of four-point calibrations. An accuracy of
15 % was calculated when accounting for the uncertainties of
the gas standard (5 %) and the dilution system (10 %), which
corresponds to the 13 % variance in the seven calibrations
conducted during the measurement campaign. The absolute
humidity ranged from 10–25 mmol mol−1 during the com-
parison period. The six on side calibrations cover an abso-
lute humidity range of 14–25 mmol mol−1. The sensitivity
variation within this humidity range was smaller than 4 %
and therefore clearly within the stated accuracy which jus-
tifies the use of an average sensitivity over the whole hu-
midity range. The precision measured at 1 ppbv for a 1 min
integration time is 2 %. The calibration standard available
during this study included methyl vinyl ketone (MVK) but
no methacrolein (MAC). As shown by Liu et al. (2012) the
sensitivities for MVK and MAC are very similar. Further-

more Zhao and Zhang (2004) calculated that the reaction
rate coefficients for both compounds are similar. Therefore
the calibrated sensitivity for MVK is also used for MAC.
Peroxyacetyl nitrate (PAN) was calibrated once during the
field campaign using the same gas standard as described in
Sect. 2.5. For PAN we calculated a precision of 7 %.

Formaldehyde has to be treated separately regarding the
total error estimation as formaldehyde sensitivities are highly
water dependent. In the presence of water in the drift tube the
protonated formaldehyde can react with water. This so-called
backward reaction can be accounted for by calculating water-
dependent sensitivities described by Hansel et al. (1998). As
the exact amount of water in the drift tube is unknown, the
sensitivity calculation is adjusted to calibrations conducted
before the field campaign using a calibration gas standard
(Apel Riemer Inc., USA), that was dynamically diluted sim-
ilarly as described above. A permeation tube for frequent
formaldehyde calibrations at varying humidity of the sam-
ple air throughout the study as suggested by Warneke et
al. (2011) was not available at the time. Molecular fragments
resulting in the samem/z ratio as formaldehyde are conceiv-
able; one possible candidate would be methyl hydroperox-
ide. The total measurement error for formaldehyde cannot be
calculated in the same way as for the other calibrated species
and is estimated to be± 50 % concerning the described un-
certainties.

PTR-MS: A redesigned PTR-MS instrument (Karl et al.,
2009) based on a commercial instrument (Ionicon Analytik
GmbH, Austria) was operated at 2.3 mbar drift pressure
and 540 V drift voltage. The drift-tube was held at a con-
stant temperature of 40◦C leading to anE/N of 110 Td.
The system alternated between gradient, eddy covariance
and background measurements, spending 110 min measur-
ing on the gradient inlets followed by 34 min on the EC
inlet and 7 min of background measurements sampling air
through a catalytic converter. Switching between measure-
ments was computer-controlled. The gradient data are in-
terpolated such that a full gradient cycle was obtained ev-
ery 90 min. This equates to three averaged gradient cycles at
six heights and represents a 15-min average at each height.
For this work only the data from the 23 m gradient inlet
is used. The instrument was calibrated using the same gas
standard as the PTR-TOF-MS. Additional calibrations us-
ing a second gas standard (Scott-Marrin, Riverside, CA,
USA) were conducted three times during the campaign. The
second VOC gas standard included a mixture of acetalde-
hyde (5.84 ppmv,± 3 %), acetone (5.66 ppmv,± 3 %), ace-
tonitrile (5.44 ppmv,± 10 %), methanol (4.6 ppmv,± 3 %)
and toluene (5.74 ppmv,± 3 %). Sensitivities varied be-
tween those of benzene (11± 3 ncps ppbv−1) and acetone
(26± 5 ncps ppbv−1). For a 15-min average, this resulted in
LODs between 0.2 pptv and 1 pptv respectively. The pre-
cision is estimated to be better than 5 %. The accuracy
(± 15 %) is determined from a combined uncertainty of gas
standards and the dilution system.

Atmos. Chem. Phys., 13, 2893–2906, 2013 www.atmos-chem-phys.net/13/2893/2013/
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2.3 TOGA

The NCAR Trace Organic Gas Analyzer (TOGA) uses fast
online gas chromatography coupled with mass spectrometry
(GS-MS) to analyze 40-s integrated samples taken as often as
once every 2 min. During the BEACHON-ROCS field study,
samples were taken every 5–10 min and about two thirds of
those samples have been analyzed for 37 targeted VOCs.
The instrument has been described previously by Apel et
al. (2010). Briefly, the primary system components include
a cryogenic preconcentrator, a gas chromatograph (GC), a
mass spectrometer (MS), and a zero air/calibration system.
All processes and data acquisition are computer controlled.
Three traps are used during the sampling and preconcen-
tration steps: a water trap, an enrichment trap packed with
glass wool, and a cryofocusing trap, with no adsorbents in
any of the traps. The GC is a custom-designed unit that
is lightweight and temperature programmable, fitted with
a Restek MTX-624 column (I.D. = 0.18 mm, length = 8 m).
The system was calibrated with a National Institute for
Standards and Technology (NIST) 16-component NMHC
standard, and an in-house gravimetrically-prepared mix-
ture containing a mixture of OVOCs, NMHCs and halo-
genated VOCs. Post-study calibrations were performed to
obtain response factors for four compounds that were not
in either standard; this included MBO. Calibrations for
MBO were made using the standard used by both PTR-
TOF-MS and PTR-MS. For the monoterpenes, only calibra-
tion standards forα-pinene,β-pinene and camphene have
been used to date, and the sensitivities for other monoter-
penes or monoterpene groups have been estimated based
on relative known fragmentation patterns. The 37 VOCs
observed by TOGA during BEACHON-ROCS include
NMHC (C4 and C5 alkanes, isoprene, benzene, toluene,
C8-aromatic hydrocarbons, 1,3,5-trimethylbenzene, 1,2,4-
trimethylbenzene,α-pinene, β-pinene, limonene, carene,
myrcene and camphene), oxygenated NMOCs (acetalde-
hyde (CH3CHO), methanol (CH3OH), ethanol (C2H5OH),
acetone (CH3COCH3), propanal (C2H5CHO), methacrolein
(MAC; CH2C(CH3)CHO), methyl vinyl ketone (MVK;
CH2CHCOCH3), 2-methyl-3-buten-2-ol (MBO); butanal
(C3H7CHO), methyl ethyl ketone (MEK, C2H5COCH3)
methyl tert-butyl ether (MTBE; C(CH3)3OCH3), 1,8-
cineole, halogenated NMOCs (chloromethane (CH3Cl),
bromomethane (CH3Br), dichloromethane (CH2Cl2), chlo-
roform (CHCl3), tetrachloromethane (CCl4)), acetonitrile
(CH3CN) and dimethylsulfide (DMS; CH3SCH3). This study
marks the first time monoterpenes were observed using
TOGA. Speciated monoterpene mixing ratios reported by
TOGA includeα-pinene, camphene, the sum ofβ-pinene,
carene and myrcene, the sum of limonene and 1,8-cineole,
and the sum of other monoterpenes. TOGA did not distin-
guish between limonene and 1,8-cineole, a monoterpene al-
cohol, therefore 1,8-cineole is part of the sum of monoter-
penes. For this work, the sum of all the above monoterpenes

was used in the comparisons against data from the PTR-
(TOF)-MS systems. LODs defined as signal to noise equal
to 5 of chromatographic peaks ranged between 0.2 pptv and
20 pptv for the targeted species. The precision is estimated to
be better than 5 %. The accuracy (± 15 %) was determined
from a combined uncertainty of the gas standards and the un-
certainties in the mass flow controllers in the dilution system,
but the accuracy for the sum of the monoterpenes is lower
(± 25 %) because the calibration factors for some of the ter-
penes measured are only an estimate.

2.4 FILIF

Formaldehyde was measured by the UW Fiber Laser-
Induced Fluorescence (FILIF) instrument (DiGangi et al.,
2011) using a 32-pass White-type multipass cell and∼10
mW of 353 nm light. Ambient air was sampled using 3/8-in.
I.D. PFA Teflon inlets with lengths of 30–45 m at 25.1 m,
17.7 m, 8.5 m, and 1.6 m above ground level, typically at
∼80 SLM and 10 Hz for the 25.1 m inlet and∼10 SLM and
1 Hz for the other three sampling heights. Inlet and zeroing
analyses resulted in no detectable artifacts (DiGangi, 2012).
Calibrations were performed weekly using a formaldehyde
permeation device, cross-calibrated via FTIR to have a
438 ng min−1 permeation rate (DiGangi et al., 2011), diluted
using air from a zero-air generator (AADCO 737-series). The
uncertainty in the permeation rate limited the overall accu-
racy of HCHO mixing ratios to approximately 30 %. Field
detection limits (2σ ) during the BEACHON-ROCS cam-
paign were typically∼200 pptv in 1 s.

2.5 PAN-CIMS

The PAN-CIMS is a compact chemical ionization mass spec-
trometer designed primarily for airborne measurements. It
is based on thermal decomposition of the peroxyacyl nitrate
species in a heated inlet region (typically 150◦C, but variable
depending on application) and detection of the parent peroxy
alkyl radicals with I− ion chemistry. The instrument is based
on an original design by Slusher et al. (2004) and has been
described in detail by Zheng et al. (2011). PAN (peroxyacetyl
nitrate) and a number of longer-chain homologues can be ac-
curately measured with the PAN-CIMS. The instrument is
based on a 3/8-in. MBB Extrel quadrupole mass spectrome-
ter system and can measure PAN with a maximum time res-
olution of 4 Hz, depending on the number of PAN species
measured. Typically, calibration gas (13C-labeled PAN made
in-situ in a photo-reactor) is added to the sample stream con-
tinuously, and measured concurrently with ambient PAN and
selected homologues.

During BEACHON-ROCS, the PAN-CIMS sampled con-
tinuously from the EC inlet line and in the interest of high
time resolution, only PAN and PPN were measured. The 1-
s data was averaged over 6 min for comparison purposes.
Background measurements were taken every 30 min. and a
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Fig. 1. 11-day time series of(a) the sum of MBO and isoprene and(b) the sum of monoterpenes during the BEACHON ROCS campaign in
summer 2010 measured by three different instruments: PTR-TOF-MS (blue), TOGA (red) and PTR-MS (green) measured at 25.1 m.

limit of detection of about 5–10 pptv was achieved. The in-
strument accuracy is calculated by error propagation of mea-
sured uncertainties of the flow tube pressure, the (reported)
flow controller accuracy, the measured decomposition tem-
perature, and the standard source output variability (deter-
mined in the laboratory), listed in descending importance.
The instrument precision of± 2 % is calculated from the
observed variation in the continuously measured calibration
standard.

2.6 Other measurements

Water concentrations are measured at 25.1m with a LI-7000
infrared gas analyzer (LI-COR, Lincoln NE, USA). Whole
air samples were collected throughout the study by filling 2-
L evacuated stainless steel canisters to approximately 30 psi
using a high-purity metal bellows pump, shipped to the Uni-
versity of New Hampshire and analyzed within two months
of sample collection using a multi-column multi-detector GC
system (Zhou et al., 2008; Russo et al., 2010). Generally, a
minimum of four whole air samples were collected each day
at 02:00, 08:00, 14:00 and 20:00, but at times the sampling
frequency was as high as once per hour. The inlet for the
whole air samples was located below the forest canopy at a
height of 10.7 m on the tower, and for this reason the VOC
measurements from the canisters are not rigorously com-
pared to the real-time VOC measurements made at 23-m to
25-m tower location in this work.

2.7 Statistical methods

All real-time VOC datasets were obtained at slightly dif-
ferent heights, time resolutions and analysis or collection
times. All measurements were averaged to 5–6 min bins be-

fore the comparison. Linear interpolation was used where
time stamps did not coincide. For the regressions between
measurements from two instruments, errors of both datasets
are important. To account for errors in x and y the regression
was based on a reduced major axis fit (Helsel and Hirsch,
1993). The correlation coefficient (R) was calculated as a
measure of the overall agreement between measurements.
Slope discrepancies given in % are relative deviations from
the ideal slope 1. Slopes and intercepts of the regression with
error estimates as well as the correlation coefficientR and
the number of data points (N ) available for each comparison
pair of data are given in Table 1.

3 Results

Figure 1 shows 11 days (10–21 August) of continuous mix-
ing ratio measurements of the sum of 2-methyl-3-buten-2-
ol (MBO) and isoprene (Fig. 1a) and the sum of monoter-
penes (Fig. 1b). PTR-TOF-MS, PTR-MS and TOGA mea-
sured these compounds at 25.1m during the campaign. MBO,
methanol and monoterpenes were previously found to be the
most abundant VOCs at this site (Kim et al., 2010). The
sum of MBO and isoprene and the sum of monoterpenes
depict typical diurnal mixing ratio trends for a temperature
(monoterpenes) and light and temperature (MBO, isoprene)
dominant emission pattern. Monoterpenes showed a typical
diurnal pattern with low mixing ratios (0.1–0.2 ppbv) dur-
ing daytime and maximum mixing ratio up to 3 ppbv during
nighttime hours. In contrast, the sum of MBO and isoprene
reached a maximum during the day (up to 6 ppbv) and ex-
hibited low mixing ratios, typically averaging between 0.2 to
0.4 ppbv at night. The diurnal cycle of MBO and isoprene

Atmos. Chem. Phys., 13, 2893–2906, 2013 www.atmos-chem-phys.net/13/2893/2013/



L. Kaser et al.: Comparison of different real time VOC measurement techniques 2899

 28 

 1 

Figure 1. 11-day time series of (a) the sum of MBO and isoprene and (b) the sum of 2 

monoterpenes during the BEACHON ROCS campaign in summer 2010 measured by four 3 

different instruments : PTR-TOF-MS (blue), TOGA (red) and PTR-MS (green) measured at 4 

25.1m. 5 

  

 29 

  

 1 

Figure 2. Scatter plots and linear regressions for the dominant species (the sum of MBO and 2 

isoprene and the sum of monoterpenes) as examples for the results summarized in table 2. 3 

Panels a) and b) compare PTR-TOF-MS and PTR-MS, and c) and d) compare PTR-TOF-MS 4 

and TOGA. 5 

 6 

Figure 3: A visualization of all comparisons showing correlation coefficients R in panel (a) 7 

and the slopes from the regressions in panel (b). 8 

 9 

Fig. 2.Scatter plots and linear regressions for the dominant species (the sum of MBO and isoprene and the sum of monoterpenes) as examples
for the results summarized in table 2. Panels(a) and(b) compare PTR-TOF-MS and PTR-MS, and(c) and(d) compare PTR-TOF-MS and
TOGA.

mixing ratios are characteristic for a predominantly light-
dependent emission pattern, while the sum of monoterpenes
reflects a largely temperature-dependent emission pattern, al-
lowing the accumulation of mixing ratio in the shallow stable
nocturnal boundary layer. This has been described previously
in detail for this site by Kim et al. (2010).

Figure 2 shows examples of scatter plots and regressions
between the instruments for the sum of MBO and isoprene
and the sum of monoterpenes. Figure 2a and b show the
correlation between PTR-TOF-MS and PTR-MS. These two
instruments are in good agreement for both plotted species
with slopes of 1.08± 0.14 for the sum of MBO and iso-
prene and 1.03± 0.09 for the sum of monoterpenes. Com-
parison of measurements with different time stamps can
be especially challenging when measured directly above a
strong source within a turbulent environment. This is here
the case for the sum of MBO and isoprene. Three measure-
ment points marked with blue crosses in Fig. 2a were omit-
ted from the comparison, as interpolation was not justified
for these points. Figure 2c and d compare both VOC species
for PTR-TOF-MS and TOGA displaying good agreement for
the sum of MBO and isoprene with a slope of 1.12± 0.07.

The agreement was less for the sum of monoterpenes, with
a slope of 0.77± 0.02 but still within the stated uncertainties
of the measurements. In Table 2, information on the regres-
sions between all instruments and all measured species are
given. The same information is visualized in Fig. 3 showing
correlation coefficients (Fig. 3a) and slopes of the regression
(Fig. 3b) taken from Table 2.

In the following paragraphs we describe all VOC species
that were compared. For each VOC comparison we include
the protonated ion mass measured by the PTR-(TOF)-MS
systems. The ion masses are given as a nominal mass to
charge (m/z) ratio for the QMS and the exact mass to charge
ratio for the TOF-MS. As an example, methanol is measured
at nominalm/z 33 using a QMS and has the exact mass of
33.0335. In the following discussion mass to charge ratios
will be indicated asm/z 33(.0335) to illustrate the difference
between the two mass analyzers. When only one instrument
type is discussedm/z 33 is used for QMS andm/z 33.0335
for TOF-MS.

2-methyl-3-butene-2-ol (MBO) and isoprene:It has been
shown that MBO has a characteristic fragmentation pattern
in PTR-(TOF)-MS (Fall et al., 2001). Protonated MBO is
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Table 2.Results of the measurement comparison.

Species Technique Units Slope Intercept R N

MBO + isoprene PTR-MS vs. PTR-TOF-MS ppbv 1.08± 0.14 0.06± 0.19 0.84 234
TOGA vs. PTR-TOF-MS ppbv 1.12± 0.07 −0.23± 0.08 0.88 634
TOGA vs. PTR-MS ppbv 1.11± 0.39 −0.39± 0.59 0.72 78

sum of monoterpenes PTR-MS vs. PTR-TOF-MS ppbv 1.03± 0.09 0.06± 0.09 0.90 237
TOGA vs. PTR-TOF-MS ppbv 0.77± 0.02 −0.04± 0.02 0.97 639
TOGA vs. PTR-MS ppbv 0.79± 0.10 −0.08± 0.13 0.90 78

methanol PTR-MS vs. PTR-TOF-MS ppbv 1.10± 0.09 −0.29± 0.62 0.92 237
TOGA vs. PTR-TOF-MS ppbv 0.90± 0.03 −0.74± 0.28 0.96 602
TOGA vs. PTR-MS ppbv 0.80± 0.08 −0.18± 0.96 0.93 78

acetaldehyde PTR-MS vs. PTR-TOF-MS ppbv 1.10± 0.11 −0.13± 0.12 0.89 237
TOGA vs. PTR-TOF-MS ppbv 1.03± 0.03 −0.05± 0.06 0.96 639
TOGA vs. PTR-MS ppbv 0.87± 0.08 0.22± 0.19 0.95 78

acetone + propanal PTR-MS vs. PTR-TOF-MS ppbv 0.90± 0.07 −0.05± 0.31 0.90 237
TOGA vs. PTR-TOF-MS ppbv 1.16± 0.05 −0.65± 0.18 0.95 632
TOGA vs. PTR-MS ppbv 1.17± 0.21 −0.28± 0.64 0.91 78

acetonitrile PTR-MS vs. PTR-TOF-MS ppbv 1.02± 0.11 forced to 0 0.88 237
TOGA vs. PTR-TOF-MS ppbv 0.92± 0.03 forced to 0 0.62 553
TOGA vs. PTR-MS ppbv 0.89± 0.55 forced to 0 0.74 78

MVK + methacrolein PTR-MS vs. PTR-TOF-MS NaN NaN NaN NaN NaN
TOGA vs. PTR-TOF-MS ppbv 0.63± 0.02 −0.02± 0.01 0.90 633
TOGA vs. PTR-MS NaN NaN NaN NaN NaN

MEK + butanal PTR-MS vs. PTR-TOF-MS NaN NaN NaN NaN NaN
TOGA vs. PTR-TOF-MS ppbv 0.88± 0.05 0.03± 0.02 0.81 776
TOGA vs. PTR-MS NaN NaN NaN NaN NaN

benzene PTR-MS vs. PTR-TOF-MS ppbv 1.03± 0.15 0.00± 0.10 0.79 237
TOGA vs. PTR-TOF-MS ppbv 1.00± 0.04 0.00± 0.00 0.93 621
TOGA vs. PTR-MS ppbv 1.02± 0.18 0.00± 0.01 0.88 78

toluene PTR-MS vs. PTR-TOF-MS ppbv 1.31± 0.19 0.00± 0.01 0.85 237
TOGA vs. PTR-TOF-MS ppbv 0.98± 0.04 0.00± 0.01 0.94 610
TOGA vs. PTR-MS NaN NaN NaN NaN NaN

m93 PTR-MS vs. PTR-TOF-MS ppbv 0.99± 0.09 0.00± 0.01 0.90 237
TOGA vs. PTR-TOF-MS ppbv 0.72± 0.03 0.00± 0.01 0.92 610
TOGA vs. PTR-MS ppbv 0.74± 0.10 0.01± 0.02 0.86 78

PAN TD-CIMS vs. PTR-TOF-MS ppbv 0.73± 0.01 0.08± 0.01 0.89 3069
formaldehyde FILIF vs. PTR-TOF-MS ppbv 0.50± 0.01 0.26± 0.07 0.85 3246

found atm/z 87(.0805) with typical abundances of 13–25 %
of the total MBO signal, and the corresponding fragment-
ion (water loss) atm/z 69(.0699) with typical abundances
of 87–75 %. The fragment of MBO therefore interferes with
the isoprene signal (m/z 69.0699) using a PTR-(TOF)-MS
system. For this reason the comparison is performed on
the sum of MBO and isoprene, which should theoretically
be conserved. To evaluate the contribution of isoprene to
the ambientm/z 69(.0699) ion signal for the PTR-MS and
PTR-TOF-MS measurements, the ratio ofm/z 87(.0805) and
m/z 69(.0699) in the ambient air was compared to that ob-
tained from an MBO calibration standard.

During the study, mixing ratios of the sum of MBO and
isoprene were between 0.2 ppvb during the night and 3 ppbv
during the day. PTR-MS, PTR-TOF-MS and TOGA are in
good agreement within 8–12 %, well within the reported un-
certainties for the measurements.

Since isoprene (kOH ∼10× 10−11 cm3 molecule−1 s−1

(Zhang et al., 2000)) is about twice as reactive with OH as
MBO (kOH ∼5.6× 10−11 cm3 molecule−1 s−1 (Carrasco et
al., 2007)) and has a higher secondary organic aerosol yield,
it is important to evaluate the exact ratio in order to constrain
the atmospheric chemistry (e.g. OH reactivity) at this site.
For example an average ratio of 30 % of isoprene would im-
ply that it could potentially contribute 60 % of the OH reac-
tivity. A companion paper (Karl et al., 2012) is used to evalu-
ate the accuracy of the isoprene/MBO ratio obtained by PTR-
MS and PTR-TOF-MS based on a novel ionization method-
ology that allows separation of these two species without
any interference. The results suggest that the overall ratio
calculated from PTR-MS and PTR-TOF-MS presented here
should be accurate to within 25 %.

From the PTR-MS and PTR-TOF-MS measurements, a
study average contribution of isoprene to them/z signal
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Fig. 3.A visualization of all comparisons showing correlation coefficientsR in (a) and the slopes from the regressions in(b).

69(.0699) is estimated by regressingm/z 69(.0699) and
m/z 87(.0805), and comparing to a MBO calibration gas stan-
dard. Isoprene can then be estimated by comparing the the-
oretical contribution (based on the gas standard) of MBO to
the measured signalm/z 69(.0699) in ambient air. The mea-
sured difference between theoretical and ambient ratio will
then give an estimate of the additive contribution of isoprene
to m/z 69(.0699). From this difference we estimate a study
average contribution of 7 % (range 3–11 %) of isoprene rel-
ative to MBO based on the PTR-TOF-MS data. The same
analysis based on the PTR-MS data yields 4 % (range: 0–
6 %). It is noted that the presented regression analysis is per-
formed for the entire dataset rather than for individual data
points.

Chromatographically, isoprene and MBO elute at different
temperatures, and thus TOGA measurements provide indi-
vidual mixing ratios for MBO and isoprene. Tests have been
conducted using TOGA to determine if there is evidence that
dehydration of MBO in the system results in conversion to
isoprene. Standards containing MBO but not isoprene were
analyzed under varying humidity conditions and no isoprene
formation has been observed in the system.

During the BEACHON-ROCS study, the average iso-
prene/(isoprene + MBO) ratio from the TOGA data was
0.25± 0.11, ranging between 2 % and 65 %. Similarly, al-
though these data are not being compared directly, the
whole air sample data provide individual MBO and iso-
prene data as well. From 115 individual whole air samples
in which MBO and isoprene were both observed, the average
isoprene/(isoprene + MBO) contribution is 0.17± 0.09. Iso-
prene could be either directly emitted or transported to the
site, but based on previous work involving branch enclosures
of ponderosa pine (Harley et al., 1998), it is not believed that
isoprene is emitted locally in significant quantities. From a
comparison of the TOGA and whole air samples, the iso-
prene mixing ratios observed inside the canopy in the whole
air samples on average is 30 % lower than the mixing ra-

tios observed above the canopy by TOGA. Similarly, the iso-
prene contribution to the sum of isoprene + MBO reported by
TOGA is greater than the ratio in the whole air samples. Both
of these details are consistent with isoprene being advected
to the site. Assuming that all isoprene is transported to the
site and not directly emitted, the ratio of the TOGA-measured
isoprene/(MVK + MAC) suggests a photochemical age range
of 1–5 h and an average age of 2.5 h for isoprene-impacted air
advected to the site. The photochemical age was calculated
according to Apel et al. (2002). OH concentrations at this
site discussed in detail by Kim et al. (2013) ranged from 1–
6× 106 molecules cm−3 and ozone concentrations from 5–
70 ppbv. The source(s) of isoprene and its oxidation products
MVK and MACR at this site are still unresolved and need to
be studied further.

The sum of monoterpenes: Both PTR-(TOF)-MS systems
used the monoterpene parent ionm/z 137(.134) and the
main monoterpene fragmentm/z 81.(0706) to calculate mix-
ing ratios. Since PTR-(TOF)-MS does not distinguish be-
tween different isomers, all detected monoterpenes measured
by TOGA (α-pinene,β-pinene, camphene, carene, myrcene,
limonene, cineole and a set of other unidentified terpenes)
were summed to compare with the monoterpene signal mea-
sured by the PTR-(TOF)-MS systems. Cineole is a monoter-
pene alcohol that was not separated from limonene by TOGA
and is therefore coadded to the sum of total monoterpenes.
During the field study mixing ratios for the sum of monoter-
penes were observed as high as 1–3 ppbv during the night
and 50–100 pptv during the day. The good agreement of the
PTR-TOF-MS and PTR-MS measurements is indicated by
a slope of 1.03 for the sum of monoterpenes mixing ratios.
Compared to TOGA the PTR-TOF-MS and PTR-MS sys-
tematically reported 21–23 % higher monoterpene mixing ra-
tios. During the BEACHON-ROCS about five percent of this
difference could be explained by the presence of the oxy-
genated monoterpene, linalool. The fragmentation pattern
of linalool was calibrated post the campaign:m/z 155.147
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Fig. 4.Comparison between benzene measurements from PTR-MS at the nominalm/z 79 (blue) and the sum (red) of the two relevant peaks
found at them/z 79.039 C2O3H6-H+ (green) andm/z 79.055 C6H6-H+ (black) by PTR-TOF-MS.

(5 %),m/z 137.134 (40 %),m/z 95.0881 (3 %),m/z 93.0762
(< 1 %), m/z 81.0706 (45 %) andm/z 69.0704 (7 %). Only
two of the monoterpenes observed by TOGA were calibrated
directly. The remaining monoterpenes were estimated based
on known fragmentation patterns. It is therefore likely that
the majority of the difference between the mixing ratio for
the sum of monoterpenes reported by the PTR-(TOF)-MS
systems and TOGA are due to the uncertainties in the calibra-
tion factors used for the remaining monoterpenes of TOGA.
From Table 2, the R-values for the regressions (0.97 and 0.90
for comparisons of TOGA against PTR-TOF-MS and PTR-
MS, respectively) indicate that the precision of monoterpene
data reported by TOGA is quite good, and thus additional
speciated monoterpene calibrations would no doubt lead to
overall better absolute mixing ratios.

Methanolwas measured atm/z 33(.0335), with mixing ra-
tios typically between 1 and 13 ppbv. The PTR-MS, PTR-
TOF-MS and TOGA are in good agreement exhibiting re-
gression slopes close to 1 andR values better than 0.92.

Acetaldehyde[m/z 45(.0335)] mixing ratios ranged be-
tween 0.25 and 3.5 ppbv. All instruments agreed to within
± 13 %.

Acetone[m/z 59(.0491)] cannot be distinguished from its
isomer propanal using PTR-(TOF)-MS. Therefore we com-
pare PTR-(TOF)-MS data to the sum of acetone and propanal
measured by TOGA. Based on these data, propanal typi-
cally contributed less than 5 % to the PTR-MS signals on
m/z 59(.0491). The mixing ratios of the sum of acetone and
propanal varied between 1 and 5 ppbv. All instruments agree
well, with deviations from the 1:1 line of± 17 %.

Acetonitrile[m/z 42(.0338)] mixing ratios during the com-
parison period were low with typical levels between 50 and
250 pptv. The small variation in ambient mixing ratio makes

a direct regression analysis challenging. Therefore regression
was forced through zero, which resulted in slopes close to
one. All instruments agree to better than± 11 %.

Methyl vinyl ketone (MVK) and methacrolein (MAC)are
isomers that cannot be separated by PTR-(TOF)-MS. Both
compounds are detected atm/z 71(.0491). Typical mixing ra-
tios for MVK plus MAC ranged between 50 and 700 pptv.
Here only a comparison between the PTR-TOF-MS and
TOGA is available since the PTR-MS did not measure
m/z 71. Compared to TOGA, the sum of MVK and MAC
measured by PTR-TOF-MS is overestimated by 37 % by the
PTR-TOF-MS. 2-hydroxy-2-methylpropanal (HMPR) is re-
ported as one of the major MBO OH oxidation products (Al-
varado et al., 1999; Chan et al., 2009) and is expected to
produce an ionic fragment atm/z 71(.0491), which causes
an interference with MVK and MAC. HMPR has a similar
structure as MBO and it is very likely that PTR-MS instru-
ments produce not only protonated HMPR but also the ionic
fragment (water loss) atm/z 71(.0491). The fragmentation
pattern of HMPR from calibration in the lab indicates that the
signal atm/z 71(.0491) that is coming from HMPR at this site
is in the range of 15 %. This is corroborated by our findings
that MBO is much more abundant at this site than isoprene
and the fact that HMPR is exclusively produced during the
oxidation of MBO.

Methyl ethyl ketone (MEK) and butanalare both detected
at m/z 73(.0648), therefore we again compare the sum of
both. Again only measurements from TOGA and PTR-TOF-
MS are available for this comparison. Mixing ratios ranged
between 50 and 600 pptv. TOGA measurements indicated
that daytime is dominated by butanal and nighttime by MEK.
The instruments agree within± 12 %.
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Benzene(m/z 79(.055)) mixing ratios during the measure-
ment campaign were quite low, between 10 and 200 pptv.
PTR-TOF-MS, PTR-MS and TOGA measurements agree
very well with slopes close to one. Figure 4 shows an
additional interesting finding that the PTR-TOF-MS de-
tected two significant peaks atm/z 79.039 (C2O3H6-H+)
and m/z 79.055 (C6H6-H+ protonated benzene) which are
automatically summed up using the PTR-MS measuring at
nominal resolutionm/z 79. At very low mixing ratios the
compound atm/z 79.039 influences the ability of PTR-MS
to accurately measure benzene mixing ratios. But the over-
all measurement agreement is not influenced. This peak on
m/z 79.039 is likely due to the protonated acetic acid water
cluster or the protonated glycolaldehyde water cluster. No
other mass measured by PTR-MS during this field campaign
was influenced in such a manner by isobaric species, based
on observation using the PTR-TOF-MS.

Tolueneis detected atm/z 93(.0699) by PTR-MS and was
present at mixing ratios between 10 and 250 pptv. The PTR-
TOF-MS detected a signal atm/z 135.117, which follows the
typical diurnal emission pattern of monoterpenes. This sig-
nal was attributed to the emission of cymene. Ambrose et
al. (2010) suggest a possible interference from cymene on
the toluene signal in ambient air above an alfalfa plantation
surrounded by a hardwood/pine forest. From the literature
(Tani et al., 2004) it is known that at anE/N of 124 Td the
fraction of the cymene signal found at the interfering mass
of toluenem/z 93.0699 is not at all strongly dependent on
humidity. It varies from 0.67 at 98 % RH to 0.71 at 28 % RH.
After recalibration of the fragmentation pattern of cymene in
the laboratory at 60 % RH, which lies in between the two val-
ues of Tani et al. (2004) we used the measuredm/z 135.117
signal to correct them/z 93.0699 signal measured in ambient
air at BEACHON-ROCS. The comparison between TOGA
and PTR-TOF-MS using the uncorrectedm/z 93.0669 signal
is poor with a slope of 0.72. After correcting for the influ-
ence of cymene onm/z 93.0699 a regression slope of 0.98
was achieved. This correction could not be applied to the
PTR-MS dataset sincem/z 135 was not monitored. There-
fore we give in Table 2 both comparisons for the uncorrected
as well as the corrected mixing ratios of toluene derived
by the m/z 93(.0699) signal. The comparison form/z 93
however shows good agreement between PTR-TOF-MS and
PTR-MS. The comparison betweenm/z 93 and toluene indi-
cates a similar cymene fragmentation pattern on the PTR-MS
instrument, which would lead to a 26 % bias onm/z 93, if it
is solely attributed to toluene.

Peroxyacetyl nitrate (PAN)undergoes proton transfer
with H3O+ ions resulting in a signal at protonated PAN
m/z 122.008 as well as fragment ions atm/z 43.018 and
m/z 45.993 Protonated PAN reacts further with water to form
a product ion CH3C(O)OOHH+ with m/z 77.0238. The real-
time detection of PAN with PTR-MS systems is in detail
described by (Hansel and Wisthaler, 2000). PAN was cal-
ibrated once during this field study for PTR-TOF-MS and

frequently for the PAN-CIMS. Them/z 77.0238, the major
ion from PAN, was used to calculate PAN mixing ratios us-
ing PTR-TOF-MS data. The overall correlation between the
PTR-TOF-MS and the PAN-CIMS is good with a correlation
coefficient of 0.89. The absolute mixing ratios of PAN vary
between 150 pptv and 1.5 ppbv. The PTR-TOF-MS system
seems to overestimate PAN by 27 %, which could be due to
another possible interference atm/z 77.0238 like protonated
peroxyacetic acid.

Formaldehydesensitivity in PTR-(TOF)-MS systems is
highly water dependent due to the small difference in pro-
ton affinity between water and formaldehyde. The sensi-
tivity therefore changes with the water content in sampled
air. This water dependency was described by (Hansel et al.,
1998; Vlasenko et al., 2010) and was confirmed here based
on water dependent calibrations. Water sensitivity analyses
of FILIF resulted in no detectable water interference (Di-
Gangi, 2012). After accounting for the water dependent sen-
sitivity of PTR-TOF-MS, formaldehyde mixing ratios dif-
fer by a factor of 2 with the PTR-TOF-MS measurements
being higher than the FILIF. In contrast, the overall corre-
lation between the two instruments is good with anR of
0.85. The largest uncertainty lies in the fact that both instru-
ments were calibrated using different methods and the two
methods were never cross calibrated. For both instruments
a large inaccuracy in the range of 30-50 % is given. The in-
fluence of15NO+ interfering with protonated formaldehyde
(CHOHH+) in PTR-TOF-MS can be ruled out as TOF-MS
allows separation of these two ions. The higher signal of
PTR-TOF-MS compared to FILIF can also not be explained
by interferences of the ion generated by O+

2 reacting with
methanol as the instrument was operated at a low O+

2 impu-
rity of about 1 %. PTR-TOF-MS measurements give an up-
per limit of formaldehyde as the signal could be influenced
by an ion overlapping formaldehyde atm/z 31.0177. A pos-
sible candidate for this could be a fragment ion of protonated
methyl hydroperoxide.

4 Conclusions

This comparison of five different on-line VOC measurements
during the BEACHON ROCS field campaign in 2010 gives a
realistic picture of the current ability to quantify the dom-
inant VOC species above a natural ponderosa pine envi-
ronment. Comparisons of methanol, the sum of MBO and
isoprene, acetaldehyde, the sum of acetone and propanal,
benzene and the sum of MEK and butanal and the sum
of monoterpenes show good agreement. At this site where
MBO and monoterpene emissions are dominating it is im-
portant to note that PTR-(TOF)-MS instruments have in-
terferences. HMPR a photooxidation product of MBO pro-
duces a fragment ion that interferes with the sum of MVK
and MAC. The same is true for cymene that interferes with
toluene. However, we demonstrate how these interferences
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can be corrected leading to better agreement. PAN mea-
sured by PAN-CIMS and PTR-TOF-MS generally agrees
within 27 %. It remains unclear whether this difference re-
sults from calibration differences (i.e. the PTR-TOF-MS
was only calibrated once during the study) or an interfering
species like peroxyacetic acid in the PTR-TOF-MS instru-
ment. Formaldehyde measured by FILIF and PTR-TOF-MS
differs by a factor of 2, which can only be explained by cali-
bration problems or an interference in the PTR-TOF-MS e.g.
methylhydroperoxide resulting in a signal atm/z 31.0177.
The amount of isoprene/(isoprene + MBO) could not satis-
factory be resolved at this site. The GC instruments (TOGA
and whole air samples) detect on average 25 %. In contrast
PTR-(TOF)-MS instruments detect only 5 % .

Our results demonstrate that a combination of different
VOC measurement techniques help to constrain the uncer-
tainty of VOC measurements. This is especially important to
accurately assess the photo oxidative capacity of the atmo-
sphere. For example OH reactivity measurements rely heav-
ily on an accurate assessment of ambient VOC mixing ratios.
Missing sources of OH reactivity (e.g. in form of unmeasured
BVOCs) have been reported to be on the order of 20–50 %
(Di Carlo et al., 2004). The excellent agreement of measured
[OH] and modeled [OH] during this study (Kim et al., 2013)
underlines the importance of this VOC comparison.
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