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Abstract. Malaria antigen detection through rapid diagnostic tests (RDTs) is widely used to diagnose malaria and
estimate prevalence. To supportmore sensitive next-generationRDTdevelopment andscreen asymptomaticmalaria,we
developed and evaluated the Q-Plex™ Human Malaria Array (Quansys Biosciences, Logan, UT), which quantifies the
antigens commonly used in RDTs—Plasmodium falciparum–specific histidine-rich protein 2 (HRP2), P. falciparum-
specific lactate dehydrogenase (Pf LDH), Plasmodium vivax–specific LDH (Pv LDH), and Pan malaria lactate de-
hydrogenase (Pan LDH), and human C-reactive protein (CRP), a biomarker of severity in malaria. At threshold levels
yielding 99.5% or more diagnostic specificity, diagnostic sensitivities against polymerase chain reaction–confirmed
malaria for HRP2, Pf LDH, Pv LDH, and Pan LDH were 92.7%, 71.5%, 46.1%, and 83.8%, respectively. P. falciparum
culture strains and samples from Peru indicated that HRP2 andPf LDH combined improves detection of P. falciparum
parasites with hrp2 and hrp3 deletions. This array can be used for antigen-basedmalaria screening and detecting hrp2/3
deletion mutants of P. falciparum.

INTRODUCTION

There are more than 200 million cases of human malaria
worldwide, with some countries in the control phase of
malaria and others seeking to eliminate malaria.1 Malaria
diagnosis and treatment is mostly through detection of the
parasite by microscopy or parasite antigens through rapid
diagnostic tests (RDTs).2 Many commonly used RDTs tar-
get two malaria antigens: histidine-rich protein (HRP2) and
the essential enzyme, Plasmodium LDH (pLDH).3 Histidine-
rich protein 2, a Plasmodium falciparum–specific protein,
and its homolog HRP3 are used as biomarkers to confirm
P. falciparum infection. Unfortunately, RDTs recognizing
the common epitopes found in HRP2 and HRP3 result in
failed diagnosis for clinicalP. falciparum infections because
of partial or complete deletions of hrp2 and hrp3, and con-
sequently no expression of proteins.4 Characterization of
hrp2/3 deletions by polymerase chain reaction (PCR) is time
consuming and expensive for larger scale clinical studies.4

Antibodies targeting a conservedepitope inpLDHcandetect all
human Plasmodium species Panmalaria lactate dehydrogenase
(Pan LDH). pLDH can also be used for species-specific detection
for P. falciparum and P. vivax infection using antibodies that rec-
ognize species-specific epitopes inP. falciparum-specific lactate
dehydrogenase (Pf LDH) and P. vivax–specific LDH (Pv LDH).5,6

The performance of RDTs is driven by the underlying re-
lationship between antigen concentration and parasite den-
sity. This relationship is defined by multiple factors including
antigen turnover anddecay rates, affinity characteristics of the
antigen capture reagents, whether infections are recent or
asymptomatic, and probably also by host factors such as
previous exposure to malaria.7–10 Two quantitative multiplex
tests, bead-based assay and chemiluminescence-based

ELISA, have been described.11,12 The bead-based assay de-
tects Pan aldolase, Pan LDH, and HRP2, whereas the ELISA
detects HRP2, Pv LDH, Pan LDH, and C-reactive protein
(CRP). An expanded version of this ELISA including an assay
for Pf LDH was developed for research use and is now com-
mercially available as theQ-Plex™HumanMalariaArray (5-Plex
[Quansys Bioscience, Logan, UT]). In this study, the diagnostic
performance of this new test was assessed.

METHODS

Ethics and source of specimen. Clinical samples from
asymptomatic infections in Myanmar and Uganda were col-
lected under informed consent and with institutional review
board (IRB) approvals, as described previously.13 A randomly
selectedsubset of sampleswasused in this study.Seventy-five
clinical samples with P. falciparum or P. vivax infections from
symptomatic infections in Vietnam, which were also collected
under informed consent and IRB approval, were purcha-
sed from Discovery Life Sciences (Los Osos, CA). Twenty-six
P. falciparum clinical samples were obtained with informed
consent and with IRB approval from Universidad Peruana
Cayetano Heredia (UPCH, Lima, Peru) (UPCH 52707). Plas-
modium malariae– and Plasmodium ovale–infected blood
sampleswere obtained from the Foundation for InnovativeNew
Diagnostics (FIND, Geneva, Switzerland) Specimen Bank.
FiveP. falciparum laboratory strainswere used in this study,

W2, D10, Dd2, and HB3 (BEI Resources, Manassas, VA), and
3BD5 (theNational InstituteofAllergy and InfectiousDiseases,
Bethesda, MD). The wild-type strain W2 is hrp2+/hrp3+, D10
andDd2arehrp2−/hrp3+,HB3 ishrp2+/hrp3−, and3BD5 ishrp2−/
hrp3−. All strains were cultured and harvested at the ring stage
(> 99%) after synchronization, as described previously.12 The
parasitenumberwasdeterminedbymicroscopy.Parasite-infected
red blood cell pellets were used to generate a dilution series de-
rived from a pool of uninfected blood (see Supplemental
Methods).
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Laboratory tests for HRP2/pLDH and parasite DNA.
Quantification of malaria antigens and CRP was performed
using the 5-Plex (Quansys Bioscience) (see Supplemental
Methods). The speciation of all field samples except those
from Vietnam was confirmed by quantitative PCRmethods.13

Photo-induced electron transfer real-time PCR was used to
characterize samples from Vietnam (see Supplemental
Methods). The samples from Peru were previously charac-
terized for the presence or absence of hrp2 and hrp3 by PCR
and confirmed for HRP proteins by conventional ELISA.14

Statistical analysis.All statistical analyseswere performed
using GraphPad Prism, version 6.0 (GraphPad, San Diego,
CA). The detail in data analysis is described in Supplemental
Methods.

RESULTS

Performance of 5-plex array. The analytical performance
of the5-Plexwasevaluatedbasedonantigenquantification as

determined from the pixel intensity on the array spot relative to a
standard curve (Supplemental Table 1 and Supplemental
Table 2). The 5-Plex was challenged with a validation sample
set consisting of 462 blood samples from PCR-confirmed pos-
itive and negative cases withP. falciparum and P. vivax infection
from Uganda, Myanmar, and Vietnam. All four malaria bio-
markers, HRP2, Pan LDH, Pf LDH, and Pv LDH, found in sig-
nificantly higher amounts in the respective malaria-positive
samples are compared with the negative control group (P <
0.0001) (Figure 1, Supplemental Table 3). Receiver operating
characteristic (ROC)analysiswasconducted, and theareaunder
the ROC curves (AUCs) with 95% CIs for each biomarker was
calculated in relation to the discrimination between malaria
casesandcontrols.TheAUCswere0.979 (95%CI:0.960–0.998)
for HRP2, 0.939 (95% CI: 0.911–0.968) for Pf LDH, 0.926 (95%
CI: 0.898–0.954) for Pv LDH, and 0.948 (95% CI: 0.928–0.968)
for Pan LDH (Supplemental Figure 1).
Optimal cutoff points were calculated targeting a specificity

of³ 99.5% (Table 1) against PCR-confirmednegative samples

FIGURE 1. Dot plots of the concentration for each biomarker as determined on the 5-Plex infection-negative and infection-positive samples (as
summarized in Supplemental Table 2). (A) Histidine-rich protein 2 (HRP2), (B) Plasmodium falciparum-specific lactate dehydrogenase (Pf LDH), (C)
P. vivax–specificLDH (PvLDH), and (D) Panmalaria lactatedehydrogenase (PanLDH) assays.Malaria-negative samples (noparasites,n=196) from
Uganda and Vietnamwere used as controls for the HRP2 and Pan LDH assays, whereas samples that do not have the corresponding Plasmodium
species (non–P. falciparummalaria,n=128; non–P. vivaxmalaria,n=123)were usedascontrols forPvLDHandPfLDHassays to address the false-
positive results from cross-reactivity of pLDH. The longer horizontal line in each blot indicates the mean, and the upper and lower shorter lines
indicate one standard deviation (SD). The Mann–Whitney U-test was used to calculate P-values; P < 0.05 was considered statistically significant.
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or non-cognate Plasmodium subspecies infection. From ana-
lyzing the validation sample set described in Figure 1, the HRP2
assay displayed the best diagnostic performance characteris-
tics with a sensitivity and specificity of 92.7% and 99.5%, re-
spectively.Analysiswith15validationsampleswithdual infection
of P. falciparum and P. vivax revealed that the 5-Plex identified
seven samples as coinfected, with the remaining eight samples
being only P. vivax positive because of very low P. falciparum
parasitemia in the range of 1–40 p/μL.
A dilution series of five P. falciparum strains in the range of

66.7–0.3 p/μL with variable hrp2 and hrp3 genotypes were
also analyzed on the 5-Plex. The HRP2 assay detected par-
asites from twostrains, thewild-typeW2 (hrp2+/hrp3+) and the
HB3 (hrp2+/hrp3−), to as few as 0.8 p/μL and 0.3 p/μL, re-
spectively. In parallel, the Pf LDH assay detected parasites at
66.7 p/μL and 22.2 p/μL, respectively (Supplemental Figure 2).
Screening of hrp mutants with the Pf LDH assay using hrp2
deletion strains D10 and Dd2 and 3BD5, a hrp2/3 double
mutant detected parasitemia of 7.4 p/μL, 22.2 p/μL, and 66.7
p/μL, respectively.
The 5-Plex was also evaluated with a panel of 26 parasite

count–adjusted samples derived fromclinical samples collected
in Peru and previously characterized for hrp2/3 deletions by
PCR.14All 26sampleswereaccurately identifiedasP. falciparum
by the 5-Plex by detecting either HRP2 or Pf LDH. A subset of
nine from 12 (75%) samples with hrp2/3 deletion in this panel
was correctly identified as HRP negative with the 5-Plex HRP2
assay (Table 2).
Cross-reactivity with other Plasmodium species. The 5-

Plex was further investigated with 17 P. malariae and eight
P. ovale PCR-confirmed samples. Of the 17 P. malariae–
positive samples, 14/17 (82.4%)were positive by the Pan LDH
assayandonly 5/17 (29.4%)werepositiveby thePfLDHassay
(Supplemental Figure 3). The P. malariae samples had rela-
tively high parasite densities in the range of 75.2–988.3 p/μL.
Of the eight PCR P. ovale–positive samples, 3/8 (37.5%) were
positive byPanLDHassay,with parasite densities in the range
of 0.1–8.0 p/μL. None (0/8) was positive by Pf LDH assay. The

P.malariae andP. ovale sampleswere negative with theHRP2
and Pv LDH assays.

DISCUSSION

The 5-Plex is able to differentiate P. falciparum infections,
including those with hrp2/3 deletions, P. vivax infection, and
also detect P. ovale and P. malariae. Similar multiplex assays
have been developed on the Luminex bead-based platform
but are not available as commercial kits.11,15,16

In contrast to the previously described 4-Plex array,12 the
performance of the new 5-Plex is significantly improved:
the prozone effect in the HRP2 assay is mitigated along with
the wider dynamic range (Supplemental Figure 4),17 and
through the Pf LDH, it can identify samples with suspected
hrp2/3 deletions.
At a specificity of > 99.5%, the sensitivity for detecting any

species of malaria using the Pan LDH assay was 83.8% and
for P. falciparum infection using HRP2 was 92.7%. When
identifying P. falciparum and P. vivax infections through the Pf
LDHandPvLDHassays, the sensitivitywas reduced to 71.5%
and 46.1%, respectively. ThePf LDH assay does show cross-
reactivity with P. malariae. The sequence similarity of the
related proteins from P. malariae and P. falciparum may con-
tribute to cross-reactivity. In addition, elevated levels of CRP,
an acute phase inflammatory protein, were consistently ob-
served in febrile malaria-positive individuals, in contrast to
asymptomatic malaria-positive individuals (Supplemental
Figure 5), supporting the correlation of the CRP level with
complications in malaria.18,19

The data presented in this study suggest that the Q-Plex™

Human Malaria Array can be used on whole blood samples to
operate high throughput screening tool for malaria surveillance
including the identification of hrp2/3–deleted P. falciparum
before resorting to more complex molecular tests for the gene
deletions.4 AlthoughHRP2 persists after malaria clearance, the
pLDH level rapidly declines on treatment.20 The capability of
the array to simultaneously quantify thesemalaria antigensmay

TABLE 1
Performance characteristics for eachmalaria antigen assay used in the 5-PlexHRP2,Pf LDH forP. falciparum,Pv LDH forP. vivax, and Pan LDH for
all malaria species

Analyte
Target polymerase chain

reaction-confirmed infection Threshold (pg/mL) Sensitivity (95% CI) Specificity (95% CI)

HRP2 P. falciparum 6.9 92.7 (86.6–96.6) 99.5 (97.2–100)
Pf LDH P. falciparum 553.6 71.5 (62.7–79.3) 99.7 (98.3–100)
Pv LDH P. vivax 314.8 46.1 (37.3–55.1) 99.7 (98.3–100)
Pan LDH All malaria 49.0 83.8 (78.9–88.1) 99.5 (97.2–100.0)

TABLE 2
Performance of the 5-Plex to identify P. falciparum using Pf LDH and Pan LDH assays with hrp2/3–deleted P. falciparum samples

Category

hrp2/3 deletion by polymerase chain reaction 5-Plex, positive sample number. % Accuracy

Sample number HRP2 Pf LDH Pv LDH Pan LDH Pf classification hrp2/3 deletion

hrp2+/hrp3+ 5 5 5 0 5 100 NA
hrp2+/hrp3− 6 6 6 0 6 100 NA
hrp2−/hrp3+ 3 1* 3 0 3 100 NA
hrp2−/hrp3− 12 3† 12 0 12 100 75.0
HRP=histidine-rich protein; NA= not applicable;P. falciparum=Plasmodium falciparum; Pf LDH=P. falciparum-specific lactate dehydrogenase; Pan LDH=Panmalaria lactate dehydrogenase;

Pv LDH = P. vivax–specific LDH.
* 230 ng/mL of HRP2 by the 5-Plex; no conventional ELISA data available.
† One sample was detected for 40,000 pg/mL of HRP2 by the 5-Plex but was not quantifiable by the conventional ELISA. Two other samples were 18.9 and 9 pg/mL of HRP2 by the 5-Plex; no

conventional ELISA data available.
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be of significant value to the future studies that could provide
deep insight into the malaria infection status classification as
well as the speciation of suspected malaria.

Received October 14, 2019. Accepted for publication January 13,
2020.
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Note: Supplemental file appears at www.ajtmh.org.
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