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Electron transport uniformity characterization of CdZnTe using alpha 
particles 

M. Amman, J. S. Lee, and P. N. Luke 

Ernest Orlando Lawrence Berkeley National Laboratory 
University of California, Berkeley, California 94720 

ABSTRACT 

Novel electrode configurations, such as coplanar grids, have been successful in mitigating the effects of poor hole 
transport in CdZnTe gamma-ray detectors. However, poor material uniformity remains a major problem preventing the 
widespread application of such detectors in gamma-ray spectroscopy. Uniform electron transport is critical for achieving good 
gamma-ray detection performance in the coplanar-grid configuration. We have investigated the use of alpha-particle response 
as a quick and simple electron transport uniformity screening technique for material selection, and as a method to study other 
spectral broadening mechanisms in coplanar-grid detectors. The method consists of uniformly illuminating, with an alpha
particle source, the cathode side of the CdZnTe crystal in either a planar or a coplanar-grid detector configuration. In the 
planar geometry, the variation in the measured pulse heights is dictated in large part by the uniformity of the electron 
transport. An alpha-particle spectrum that has a single sharp peak with little background indicates uniform electron transport 
and, consequently, that the CdZnTe crystal should result in a coplanar-grid detector with good gamma-ray detection 
performance. In the coplanar geometry, the measured pulse-height variation provides information on additional sources <f 
spectral broadening. In this paper we present the results of our study to measure the correlation between these simple alpha
particle measurements and the coplanar-grid gamma-ray detector response. 

Keywords: gamma-ray detector, coplanar grid, compound semiconductor, CdZnTe, electron transport characteriiation 

1. INTRODUCTION 

For many radiation detector materials, charge transport deficiencies can be the primary factor limiting the 
spectroscopic resolution of detectors fabricated from these materials. However, by properly designing the geometry of the 
detector and the charge-sensing electrodes, the sensitivity to these deficiencies can often be reduced substantially. 14 This has 
been clearly demonstrated with the coplanar-grid charge-sensing technique and its variations.5

-
9 With this technique the 

response of gamma-ray detectors based on CdZnTe has been made substantially insensitive to both the poor hole collection 
and the significant electron trapping of the material. However, for materials such as CdZnTe, spatial nonuniformity of the 
material properties remains a barrier to consistently achieving the detector performance necessary for many gamma-ray 
spectroscopic applications. Electron transport uniformity is a critical property affecting the performance of coplanar-grid 
CdZnTe detectors. Certain inhomogeneities affecting the electron transport such as grain boundaries and twins, inclusions, 
and precipitates can be readily identified using visual inspection, visible light microscopy, and infrared transmission 
microscopy.1

0-
11 Screening the material through these simple methods is unfortunately not sufficient to ensure material 

uniformity to the extent required for high-resolution gamma-ray spectroscopy applications. Furthermore, no simple method 
presently exists to efficiently accomplish this material screening task. To address this problem, we have investigated the use 
of alpha-particle response as a quick, simple, and accurate method to determine the extent of electron transport uniformity in 
CdZnTe crystals. Our approach is to form the crystal of interest into a simple planar or a coplanar-grid detector and then to 
uniformly illuminate the cathode side of the detector with an 241Am alpha-particle source. Each alpha-particle interaction 
event in the detector generates a well-defined number of electron-hole pairs near the cathode. The collection of this charge 
results in a detector signal that is almost entirely determined by the transport of the electrons through the entire detector 
depth. Any spatial variation across the detector in electron transport will be indicated by a variation in the signal pulse 
heights. Consequently, by uniformly illuminating the cathode side of the detector and measuring the alpha-particle pulse
height spectrum, the extent of electron transport uniformity can be obtained. In this paper we present the results of our alpha-

. particle response characterization of CdZnTe material. In particular we demonstrate a correlation between the alpha-particle 
spectral performance of a crystal in the planar detector geometry to the gamma-ray spectral performance of that same crystal in 
a coplanar-grid configuration. Following this, the results from alpha-particle measurements made on crystals in the coplanar
grid configuration are used to gain information concerning additional spectral broadening mechanisms that contribute to the 
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Figure 1. (a) Schematic drawing of a coplanar-grid detector. (b) Calculated inducea charge signals at the collecting grid (cg) and 
noncollecting grid (neg) of a coplanar-grid detector as a function of the position of a drifting charge -Q originating near the full-area 
cathode and ultimately collected by the collecting grid as illustrated in (a). The detector is assumed to be 1 em thick and infinite in 
size in the lateral dimensions, and the line width of the grid electrodes is 0.25 mm with a gap spacing of 0.25 mm. Charge trapping 
has not been included in the calculation. The region of the detector in which the drifting charge produces the greatest change in the 
induced charge signals is defined as the near-grid region (shaded region), whereas the remainder of the detector volume is referred to 
as the far-grid region. (c) Difference between the collecting- and noncollecting-grid signals for various values of the relative gain G. 

degradation of the gamma-ray detection performance of the detector. We begin with a brief description of the coplanar-grid 
charge-sensing technique in the following section. 

2. COPLANAR-GRID CHARGE SENSING 

The basic structure and operation of a coplanar-grid detector are illustrated in Figure 1. The detector consists of a 
radiation sensitive semiconductor crystal with a full-area electrical contact on one detector surface and on the opposing surfuce 
a contact segmented into strips that are interconnected to form two interdigitated coplanar grids. A large bias Vb is applied 
between the full contact and the grid electrodes so that the charge carriers created by radiation interactions within the detector 
crystal are collected across the detector. The bias polarity is such that the electrons drift towards the grid electrodes. A bias Vg 
is also applied between the two grid electrodes to ensure that these electrons are only collected on one of the grids, referred to 
as the collecting grid. This bias is small relative to Vb so that the field within the bulk of the detector remains substantially 
uniform. 

A number of distinct implementations of the coplanar-grid charge-sensing technique exists,6
'
7

'
9 yet the excellent 

gamma-ray detection performance achieved with each implementation results from the same two separate aspects of the 
technique. The first is that the majority of the charge induction occurs when charge carriers drift through a small volume cf 
the detector near the coplanar-grid electrodes (defined as the near-grid region, see Figure 1 ). This occurs in the conventional 
coplanar-grid irnplementation6 because charges drifting throughout much of the detector volume (far-grid region) induce the 
same amount of charge on each grid. Direct subtraction of the two signals produces no net signal in this region (relative gain 
G = 1 in Figure 1c). A net detector signal results only when the charge carriers move into the near-grid region causing the 
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Figure 2. Alpha-particle response measurement configuration for the electron transport uniformity characterization of CdZnTe 
crystals. In this technique an 241Am alpha-particle source is used to uniformly illuminate the entire cathode side of the CdZnTe 
crystal in a planar detector geometry. Each alpha particle entering the detector interacts very near the cathode and generates 
electron-hole pairs. Under the influence of the applied bias Vb, the generated electrons then drift across the entire depth of the 
detector. The resultant induced charge pulse on the anode is measured for each event, and its height characterizes the electron 
transport. Any nonuniformity across the detector in the electron transport is reflected as a variation in the measured pulse heights. 

collecting-grid signal to increase at the expense of the noncollecting-grid signal. The collection of electrons through this 
near-grid region produces a net detector signal that is proportional only to the number of electrons being collected and is 
therefore unaffected by the poor hole transport for events occurring in the far-grid region. 

The second aspect ofthe coplanar-grid technique-that leads to improved spectroscopic performance is that it provides 
a means to correct for electron trapping. With the conventional coplanar-grid implementation, this is accomplished by 
adjusting the relative gain (G) of the two grid signals prior to subtraction. This adds a small amount of charge induction in 
the subtracted detector signal for carriers drifting through the far-grid region (see Figure l c). By optimizing G, compensation 
can be made for the electron loss during the drift through the far-grid region. In the other coplanar-grid implementations, 
electron trapping compensation is made by adjusting the relative grid electrode areas,9 or by measuring the depth of the 
gamma-ray interaction and applying a correction to the measured detector signal based on the interaction depth.7 

In a previous publication, we demonstrated that the effectiveness of the coplanar-grid technique can be compromised 
by nonuniform charge induction characteristics across the detector, as governed by the detector geometry and grid design. 12 

Another key requirement for the success of the coplanar-grid charge-sensing technique is spatial uniformity in the electron 
transport. For example, in the conventional coplanar-grid implementation, if the electron trapping varies across the detector, 
then the optimum value of G to correct for this trapping in one part of the detector is not optimum for another part. This 
leads to a degradation in the detector resolution. This situation occurs in the other coplanar-grid implementations as well. 
In addition to electron trapping variation, other factors that influence the electron transport uniformity include electric field 
uniformity and electron drift length variation. In the following sections we characterize the uniformity of the electron 
transport in CdZnTe material through alpha-particle response measurements and correlate these results to the gamma-ray 
detection performance of the material. 

3. ALPHA-PARTICLE SPECTROSCOPY WITH PLANAR GEOMETRY 

Alpha-particle spectroscopy is a simple method to accurately characterize the spatial uniformity of electron transport 
in CdZnTe crystals. One possible measurement configuration for this technique is shown in Figure 2. The detector crystal 
to be characterized is first fabricated into a simple planar detector. The fabrication process that we used consists of first 
mechanically polishing the crystal with an alumina powder slurry to produce smooth surfaces. The surface damage 
introduced by the mechanical processing is then removed by chemically etching the crystal in an approximately 2 % 
bromine-methanol solution immediately prior to electrode deposition. The fabrication process is completed by depositing 
full-area Au electrodes approximately 50 nm thick on two opposing detector surfaces through thermal evaporation. The 
completed detector is then mounted into a vacuum chamber where the cathode side of the detector is illuminated with alpha 
particles from an 241 Am source. A thin windowless alpha-particle source is used and the measurements are made under 
vacuum to ensure that the alpha particles entering the detector have a narrow energy distribution. A bias Vb typical of that 
used for gamma-ray detector operation (l-2 kV for a 1 em detector thickness) is applied across the detector to cause the 
collection of the electrons and holes generated by the alpha-particle interaction events within the detector. Finally the charge 

3 



0 200 400 600 800 
Channel number 

<'-l ...... 
Q 
::s 
0 
u 

0 

(b) 
662 ke V Pulser 

~ ~ 
4.43% 
FWHM 

200 400 600 
Channel number 

800 

Figure 3. Pulse-height spectra obtained with a 1 cm3 multi-grain CdZnTe detector. (a) Measured 241Am alpha-particle pulse-height 
spectrum acquired using a simple planar detector configuration as described in Figure 2. The detector bias was 1000 V, and the 
amplifier peaking time was 8 J.l.S. (b) Measured 137Cs ganuna-ray pulse-height spectrum acquired with the same crystal in a 
conventional coplanar-grid detector configuration. The cathode and grid biases used were 1000 V and 36 V, respectively, and the 
amplifier peaking time was 4 J.lS. The relative gain G was adjusted in order to produce the best possible 662 keV ganuna-ray peak 
resolution. The 662 keV ganuna-ray peak to Compton ratio for this spectrum is 2.4 and was calculated by dividing the number of 
counts in the peak channel by the average number of counts per channel within the Compton plateau. 

pulse induced on the detector anode by the electron-hole pair collection from each alpha-particle interaction event is measured 
with a charge-sensitive preamplifier and standard pulse processing electronics chain. 

Since the alpha particles from the 241Am source (alpha-particle energy of5.5 MeV) have a small interaction depth in 
CdZnTe, all the energy from each particle is deposited within the detector near the entrance contact. Under the influence of the 
detector bias, the holes generated by each interaction event drift a very short distance before being collected at the cathode, 
whereas the electrons drift across the entire depth ofthe detector before being collected at the anode. Consequently, the 
induced charge pulse on the detector electrodes for each alpha-particle interaction event results almost exclusively from the 
drift of the electrons. The height of each pulse characterizes the electron transport along the path of the electrons. A variation 
in the measured pulse heights indicates a variation in the electron transport properties across the detector crystal. Therefore, 
by measuring a pulse-height spectrum resultant from the full-area cathode illumination with alpha particles, we are able to 
characterize the uniformity of the electron transport throughout the entire detector volume. An alpha-particle pulse-height 
spectrum that has a single sharp peak with little background indicates that the detector crystal has the spatially uniform 
electron transport necessary to produce a coplanar-grid detector with good gamma-ray spectroscopic performance. 

We performed the alpha-particle characterization as described above on a number of 1 cm3 CdZnTe crystals. Then, 
in order to correlate this alpha-particle performance to the gamma-ray performance in the coplanar-grid configuration, the 
crystals were fabricated into coplanar-grid detectors for gamma-ray response testing. The fabrication procedure is similar to 
that of the planar detector, except that the full-area anode is replaced with a contact segmented into strips defined by 
performing the Au evaporation through a shadow mask. The strip width is 0.25 mm with a gap of 0.25 mm between the 
strips, except near the edge of the detector where the strip widths have been adjusted to minimize edge effects. 12 The strips 
are then interconnected with thin Au wire to form the coplanar-grid electrodes. Each completed detector is placed inside a 
test chamber where it is illuminated with gamma-rays from a 137 Cs source and operated as a conventional coplanar-grid 
detector as described in the previous section. The operating conditions of the detector are then optimized to produce the best 
possible 662 keV gamma-ray peak resolution. 

The results from a CdZnTe crystal with a number of grain boundaries near the cathode side of the detector are shown 
in Figure 3. The alpha-particle pulse-height spectrum measured using the configuration of Figure 2 contains multiple peaks, 
a large background, and a relatively small full-energy peak (Figure 3a). This indicates that the electron transport is highly 
nonuniform in this crystal. The most probable cause of the nonuniformity is trapping at the grain boundaries near the 
cathode.6 The corresponding coplanar-grid gamma-ray performance for this crystal is shown in Figure 3b. The 662 keV 
gamma-ray peak resolution has suffered somewhat from the poor electron transport, yet is better than what might initially be 
expected based on the alpha-particle response. This is because the portion of the crystal with grain boundaries is limited to a 
small region near the cathode. Detector signals due to gamma-ray interactions outside the region are not affected since the 
electrons from these interactions never have to pass through the grain boundaries. However, the highly nonuniform transport 
of the crystal has degraded the gamma-ray detection performance in two additional ways. The background is large as 

4 



-(a) Vb= 1600V (b) Vb= 1600V 662keV Pulser - 5.5MeV Vg=33 V 
+ + <I) 

+ 
<I) 

i:l - ...... 
~ 

::s ::s 3.70% 0 - 0 
FWHM u 2.65% u 

- FWHM 

- J 1 I I h 
0 200 400 600 800 0 200 400 600 800 

Channel number Channel number 

Figure 4. Pulse-height spectra obtained with a 1 cm3 single-crystal CdZnTe detector. (a) Measured 241Am alpha-particle pulse
height spectrum acquired using a simple planar detector configuration as described in Figure 2. The detector bias was 1600 Y, and 
the amplifier peaking time was 8 J.LS. (b) Measured 137Cs gamma-ray pulse-height spectrum acquired with the same crystal in a 
conventional coplanar-grid detector configuration. The cathode and grid biases used were 1600 Y and 33 Y, respectively, and the 
amplifier peaking time was 4 ~s. The relative gain G was adjusted in order to produce the best possible 662 keY gamma-ray peak 
resolution. The 662 keY gamma-ray peak to Compton ratio for this spectrum is 3.3. 

evidenced by the high number of counts at low channel numbers, and the photo-peak efficiency is reduced. This is due to the 
fact that events taking place in the affected region near the cathode induce only a very small signal since most of the electrons 
are trapped at the grain boundaries before reaching the main charge induction region near the grids. 

The results of Figure 3 illustrate the problems that can be introduced when grain boundaries are present in the 
detector material. However, simply requiring that the detector material be composed of a single crystal is not sufficient to 
ensure that the electron transport is uniform enough to produce a high spectral resolution in gamma-ray detectors. This is 
demonstrated with the results of Figure 4 obtained with a single-crystal CdZnTe detector. The alpha-particle spectrum cf 
Figure 4a has a single peak with little background, yet the peak width is still quite large, indicating some inhomogeneity in 
the electron transport. The corresponding coplanar-grid gamma-ray spectrum shown in Figure 4b has a lower background 
and greater photo-peak efficiency than that obtained with the multi-grain detector, but the 662 keV gamma-ray peak resolution 
is mediocre at 3.7% FWHM. 

Finally, in Figure 5 we show the results from a single-crystal CdZnTe detector with relatively uniform electron 
transport. The uniformity of the electron transport is indicated by the single sharp peak and little background in the alpha
particle spectrum of Figure Sa. The uniform transport leads to the good coplanar-grid gamma-ray detection performance cf 
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Figure 5. Pulse-height spectra obtained with a I cm3 single-crystal CdZnTe detector. (a) Measured 241Am alpha-particle pulse
height spectrum acquired using a simple planar detector configuration as described in Figure 2. The detector bias was 1500 Y, and 
the amplifier peaking time was 8 ~s. The anode of this detector was actually composed of two grid electrodes, and the grid electrodes 
were tied together in order to produce a planar detector response. (b) Measured 137Cs gamma-ray pulse-height spectrum acquired 
with the same crystal in a conventional coplanar-grid detector configuration. The cathode and grid biases used were 1500 Y and 
53 Y, respectively, and the amplifier peaking time was 8 ~s. The relative gain G was adjusted in order to produce the best possible 
662 keY gamma-ray peak resolution. The 662 keY gamma-ray peak to Compton ratio for this spectrum is 4. 

5 



Figure 5b. 

These examples demonstrate a good correlation of the alpha-particle spectral response of a CdZnTe crystal in a 
planar detector geometry to the gamma-ray spectral response of the same crystal using the coplanar-grid charge-sensing 
technique. Based on these and other results we have obtained, we feel that this simple alpha-particle measurement can be 
used as a quick and accurate method to screen CdZnTe material based on electron transport uniformity. 

4. ALPHA-PARTICLE SPECTROSCOPY WITH COPLANAR-GRID GEOMETRY 

The resolution of the alpha-particle peak measured using the coplanar-grid charge-sensing technique typically is 
worse than that measured with the same detector crystal with full-area contacts. A number of mechanisms can lead to this 
additional broadening including: increased sensitivity to electron transport nonuniformity and trapping, electron collection 
outside the collecting grid, poor electron collection due to weak field regions in the near-grid region, and electron drift length 
variation. The extent to which these mechanisms lead to broadening of the alpha-particle peak provides an indication as to 
their significance in limiting the gamma-ray spectroscopic performance of the coplanar-grid detector. A method by which 
these mechanisms can be studied is illustrated in Figure 6. The crystal to be analyzed is first fubricated into a coplanar-grid 
detector using the procedure described in the previous section. The completed detector is mounted into a vacuum chamber 
and operated as a conventional coplanar-grid detector, while the cathode side of the detector is uniformly illuminated with 
alpha particles from an 241Am source. This measurement configuration is similar to that used in the previous section in that 
the detector pulse-height information from the alpha-particle interactions can be used to characterize the electron transport rf 
the material. However, with this coplanar-grid geometry, we are also able to vary both the detector charge induction 
characteristics and the amount of electron drift length variation, in addition to the detector biases, in order to determine how 
they impact the resolution of the alpha-particle peak. The adjustment of the charge induction profile is schematically 
illustrated in Figure 6b. The method consists of applying a grid bias of sufficient magnitude to ensure complete electron 
collection at the collecting-grid electrode and then to change the relative gain of the two grid signals prior to subtraction. 
The charge induction profile of the subtracted signal can be adjusted from that .of a simple planar detector ( G = -I) to one in 
which charge induction takes place only in the near-grid region (G =I). The control of the electron drift length variation is 
shown in Figure 6c. Here, the charge induction profile is first set to that of a planar detector ( G = -I). Then the extent of the 
variation in the electron drift lengths is contrQlled by adjusting the grid bias, as schematically illustrated in the lower part rf 
Figure 6c. A small drift length variation results when both grids collect the drifting electrons at zero grid bias, whereas the 
variation is increased to a maximum when the grid bias is large enough to force all of the electron collection to take place at 
the collecting-grid electrode. 

We have performed the above described measurements with a good detector quality, I cm3
, CdZnTe crystal. The 

effect that the adjustment of G (and consequently, the charge induction profile) has on the alpha-particle spectrum is shown in 
Figure 7. Typical subtracted preamplifier signals are plotted in Figure 7a for a number of values of G. These signals 
demonstrate the control of the detector charge induction profile from one that increases uniformly throughout the electron 
drifting process (G =-I) to one that is essentially zero until near the end of the drift process where the induced charge 
increases rapidly as the electrons drift through the near-grid region (G =I). Shown in Figure 7b are the corresponding alpha
particle peaks obtained with the different values of G. The peak position is observed to shift to a lower channel number, and 
the peak width increases as G is adjusted from -I to I. Both these effects lead to the degradation of the alpha-particle peak 
resolution with increasing G as is shown in Figure 8 where the peak position, FWHM peak width, and peak resolution have 
been plotted as functions of G. The peak shift can be understood based on the following argument. If no electron trapping 
exists in the detector crystal, a charge -Q, drifting from the cathode to the grid electrodes and ultimately collected on the 
collecting-grid electrode, induces a charge -Q in the collecting-grid measurement circuit and zero charge in that of the 
noncollecting grid once the charge has been completely collected (see Figure I). If, however, electron trapping is present, 
some of the original-Q charge will remain trapped along the trajectory of the drifting charge even after the charge collection at 
the collecting grid has taken place. The induced charge in the collecting-grid circuit is then equal to the amount of charge 
physically collected by the collecting grid plus the charge induced by the trapped electrons within the crystal. Additionally, 
the induced charge in the noncollecting-grid circuit is no longer zero but is equal to the charge induced by these trapped 
electrons. The adjustment of G is then simply changing the amount of this non-zero noncollecting-grid signal that is 
subtracted from the collecting-grid signal in order to form the final detector signal. This argument then predicts a linear 
relation between the peak position and G, which is the dependence observed in our measurements (Figure Sa). Furthermore, 
we have obtained good quantitative agreement between the measured peak position shifts and those predicted with a simple 
charge induction model that has been described in a previous publication.9 An equivalent explanation for the peak shift is 
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Figure 6. (a) Alpha-particle response measurement configuration for the electron transport uniformity characterization of CdZnTe 
crystals with a coplanar-grid detector geometry. In this technique an 241Am alpha-particle source is used to uniformly illuminate the 
entire cathode side of the coplanar-grid detector. Under the influence of the applied bias Vb, the electrons generated by each alpha
particle interaction near the cathode drift across the entire depth of the detector and are collected by the grid electrodes. The 
resultant induced charge pulses on the grids are subtracted from each other with a relative gain G to furrn the detector signal. Any 
nonuniformity across the detector in the electron transport is reflected as a variation in the pulse heights of the subtracted signal. 
This measurement configuration can be used to determine the effects of the charge induction profile or electron drift length variation 
on energy resolution. (b) Schematic illustration of the induced-charge signals (upper picture) and electron trajectories (lower 
picture) for a method to determine the impact of the charge induction profile on the signal pulse-height variation. By applying a grid 
bias large enough to ensure complete electron collection at the collecting-grid electrode, the change in the charge induction profile 
with G can be correlated with the change in the measured pulse-height variation. (c) Similar pictures as in (b) except these illustrate 
a method to determine the impact of the electron drift length variation in the near-grid region. Here the charge induction profile 
remains constant by setting G = -1, while the electron trajectory variation is controlled with the grid bias Vg. 

that with electron trapping present, the amount of drifting charge resultant from an alpha-particle interaction event decreases 
along the charge trajectory towards the grids. As G is adjusted from -1 to I, the charge induction profile becomes more 
concentrated near the grids, where the amount of drifting charge for each event is minimum. Consequently, a reduced detector 
signal results. 

The peak width broadening when G is adjusted from -1 to 1 can be understood as a consequence of electron transport 
nonuniformity. For simplicity, assume that each alpha-particle interaction event produces the same number of electrons. 
When the charge from a particular event drifts through the crystal to be collected at the grids, the amount of trapping that the 
charge experiences may differ from that of other events depending on the region of the crystal through which it passes. 
Therefore, near the cathode there is little variation in charge between each interaction event. However, near the end of the 
charge drift process, this variation will typically increase as a result of the nonuniformity in the electron trapping. This 
variation leads to a broadening of the alpha-particle peak width. For the case of G = I, the detector signal is completely 
developed by charge drifting through the near-grid region. Since the variation in the amount of drifting charge between each 
event will typically be greatest in this region, the G = I case is particularly sensitive to the variation and results in a larger 
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Figure 7. (a) Superimposed differential preamplifier pulse 
signals, each of which results from the collection of the charge 
generated by a single alpha-particle interaction event occurring 
near the cathode of a CdZnTe coplanar-grid detector. The 
measurement configuration is that described in Figure 6. Each 
pulse was obtained using a different value of the relative gain G. 
These gain values were -1, 0, 0.2, 0.4, 0.6, 0.8, and I, and the 
detector biases were Vh = 1500 V and Vg = 53 V. The detector 
crystal is 1 cm3 in size and has an electron mobility-lifetime 
product of about 4xl o-3 cm2N. (b) Superimposed alpha-particle 
pulse-height spectra obtained with the same detector and 
operating conditions used to acquire the data in (a). Only the 
region of the spectra near the alpha-particle peak has been 
plotted. The amplifier peaking time used was 8 flS. Each 
spectrum was accumulated for the same length of time. 
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Figure 8. Alpha-particle peak characteristics acquired with the 
detector and measurement configuration described in Figure 7 
plotted as a function of the relative gain G. The measurements 
were obtained using three different cathode biases: 500 V, 
1000 V, and 1500 V. The grid bias was adjusted in each case to 
be 0.035 times the cathode bias. (a) Peak position. This is the 
channel number within the peak that contains the greatest 
number of counts. (b) FWHM peak width. (c) Percent FWHM 
peak resolution. 

alpha-particle peak width. In contrast, for the G = -1 case, the detector signal is developed uniformly over the entire length cf 
the charge trajectory, leading to a smaller sensitivity to the increased variation in charge near the end of the charge trajectories 
and, as a result, a smaller peak width. 

Plotted in Figure 8 are the results from measurements made at three different detector biases. These measurements 
illustrate that improved alpha-particle resolution is achieved as the bias applied across the detector is increased. This is due 
to reduced electron trapping, which increases the peak position and therefore improves the fractional resolution. There also 
appears to be a small improvement in the absolute peak width at higher bias that may result from a decreased sensitivity to 
electron transport nonuniformity. In Figure 9 we show 137Cs gamma-ray pulse-height spectra obtained using the bias 
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Figure 9. Measured pulse-height spectra of a 137Cs gamma-ray source using the coplanar-grid detector described in Figure 7. A 
spectrum is shown for each of the bias conditions used to obtain the data shown in Figure 8. The relative gain G was adjusted for 
each bias condition in order to produce the best possible 662 keY gamma-ray peak resolution. The amplifier peaking time used was 
8 J.LS. Each spectrum was accumulated for the same length of time. 

conditions of Figure 8. Similar to the alpha-particle response measurements, the improved 662 keV gamma-ray resolution at 
larger detector biases is predominately a result of the decreased electron trappin~ leading to a larger peak position. 

We have also investigated the effect that the grid bias has on electron transport and signal generation using the 
alpha-particle characterization technique. The results are shown in Figure I 0 where the peak resolution and the summed 
counts within the peak width have been plotted as functions of G for three different grid biases. First note that there is little 
difference in peak resolution between the two larger grid biases. However, there is a significant degradation in resolution at 
the lower grid bias of 23 V for values of G other than -1. The full-energy peak efficiency as characterized by the counts· within 
the peak width (Figure lOb) also indicates that the low grid bias produces a lower peak efficiency for values of G other than 
-1. When the grid signals are added together to form the detector signal ( G = -I), there is no degradation in the performance 
at the low grid bias. This indicates that the charge is collected to the grid surfuce with the same efficiency regardless of the 
grid bias. Therefore, the degradation at the low grid bias for values of G other than -1 must be a result of some charge 
collection outside the collecting grid. For this detector, we then conclude that a grid bias of 23 V is no longer sufficient to 
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Figure 10. Alpha-particle peak characteristics acquired with the detector and measurement configuration described in Figure 7 
plotted as a function of the relative gain G. The characteristics have been measured using a fiXed cathode bias of 1500 V and three 
different grid biases: 23 V, 53 V, and 83 V. (a) Percent FWHM peak resolution. (b) Normalized counts within the FWHM peak 
width. This is the summed counts within the FWHM peak width divided by the largest summed value of any of the measurements. 
This value characterizes the full-energy peak efficiency. 
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Figure 11. Measured pulse-height spectra using the coplanar-grid detector described in Figure 7. A spectrum is shown for each of 
the bias conditions used to obtain the data shown in Figure 10. The amplifier peaking time used was 8J.Ls. (a) Spectra from an 241Am 
alpha-particle source. The source was used to illuminate the cathode side of the detector as shown in Figure 6a. · The relative gain G 
was chosen to be similar to that necessary to optimize the ~amma-ray detection performance shown in (b). Each spectrum was 
accumulated for the same length of time. (b) Spectra from a 13 Cs gamma-ray source. The relative gain G was adjusted for each bias 
condition in order to produce the best possible 662 keV gamma-ray peak resolution. Each spectrum was accumulated for the same 
length of time. The 662 keV gamma-ray FWHM peak resolutions with the electronic noise contributions subtracted are 2.15 %, 
1.95 %, and 2.15% for the grid biases of23 V, 53 V, and 83 V, respectively. 

ensure complete electron collection at the collecting grid, and that some of the charge for certain interaction events is collected 
by the noncollecting grid or at the gap between the grids. 

The G = -1 data of Figure 10 also provides information concerning the effect of electron drift length variation on the 
spectral broadening in this detector. As schematically shown in Figure 6c, the electron drift length variation is largest with a 
large Vg and smallest when Vg = 0. A degradation in the alpha-peak resolution as Vg increases from zero would indicate that 
the drift length variation has a significant impact on the detector performance. As shown in Figure 10, the alpha-peak 
resolution at G = -1 is independent of the grid bias used. Furthermore, the performance was unchanged when the grid bias 
was set to zero. Therefore, the drift length variation introduced by forcing collection at the collecting grid does not appear to 
be a significant broadening mechanism in this detector. 

Finally, in Figure 11 we compare the 241Am alpha-particle spectra obtained at the grid biases corresponding to those 
of Figure 10 and the 137Cs gamma-ray spectra acquired using similar operating conditions. As expected from the above 
discussion, the alpha-particle spectra measured with the two larger grid biases are nearly identical, whereas the small grid bias 
spectrum has a broadened alpha-particle peak with a substantial low-energy tail that presumably is a result of charge 
collection outside the collecting grid. With the gamma-ray spectra there is little change in the 662 keV peak resolution 
among the three grid biases once the electronic noise contribution to the peak width has been subtracted. However, the 
number of counts within the FWHM peak width of the Vg = 23 V gamma-ray spectrum is approximately half that of those cf 
the higher grid biases. The degradation due to charge collection outside the collecting grid, as identified with the alpha
particle measurements, is apparently reflected in the gamma-ray performance not as a degradation of the 662 ke V peak 
resolution but as a loss of peak efficiency. 

5. SUMMARY 

To summarize, we have shown examples illustrating that while a CdZnTe crystal with a poor planar-detector alpha
particle response may not necessarily produce a poor gamma-ray energy resolution in a coplanar-grid detector, the poor alpha
particle response does imply that the electron transport of the material is deficient in some way. This deficiency will then 
lead to a coplanar-grid gamma-ray detector with either degraded resolution, high background, decreased efficiency, or a 
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combination of these characteristics. Furthermore, a planar detector alpha-particle pulse-height spectrum with a single sharp 
peak and little background does indicate that the crystal has the uniform electron transport necessary to achieve good gamma
ray detection performance with the coplanar-grid technique. This provides a simple method to screen material for coplanar
grid detector fabrication. 

Alpha-particle response measurements made with coplanar-grid detectors have allowed us to study some of the 
device-related mechanisms that lead to resolution broadening in the detectors. We have shown that the charge induction 
profile that leads to an insensitivity to the poor hole transport in the CdZnTe material may also result in an increased 
sensitivity to any non uniformity in the electron transport of the material. This sensitivity to the nonuniform transport would 
typically be greatest when the detector charge induction takes place only for charge drifting through the near-grid region of the 
-detector, as is the case when G = 1. The G = 1 operation also produces a smaller pulse height since the charge induction 
does not take place until after the charge has drifted to the near-grid region and has suffered charge loss from trapping. These 
measurements, however, have only characterized the detector response- resultant from electron transport. A competing 
broadening mechanism is the sensitivity to hole transport which plays an increasing role as G is reduced from 1 and could 
potentially lead to a loss of resolution. 

The coplanar-grid alpha-particle response measurements are also useful in analyzing the performance degradation 
resulting from a reduced grid bias. Based on measurements made as a function of G and as a function of the grid bias, we 
were able to determine that for our detector and operating conditions, charge collection outside the collecting grid led to the 
observed performance degradation as the grid bias was reduced. This degradation was manifested as a reduced photo-peak 
efficiency in the gamma-ray detector response. Finally, based on these measurements, it also appears that the electron drift 
length variation introduced by forcing collection at the collecting grid did not lead to a significant performance degradation in 
the tested detector. 
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