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DISCLAIMER 

This document was prepared as an account of work sponsored by the United States 
Government. While this document is believed to contain conect inf01mation, neither the 
United States Government nor any agency thereof, nor the Regents of the University of 
California, nor any of their employees, makes any wananty, express or implied, or 
assumes any legal responsibility for the accuracy, completeness, or usefulness of any 
information, apparatus, product, or process disclosed, or represents that its use would not 
infringe privately owned rights. Reference herein to any specific commercial product, 
process, or service by its trade name, trademark, manufacturer, or otherwise, does not 
necessarily constitute or imply its endorsement, recommendation, or favoring by the 
United States Government or any agency thereof, or the Regents of the University of 
California. The views and opinions of authors expressed herein do not necessarily state or 
reflect those of the United States Government or any agency thereof or the Regents of the 
University of California. 
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ABSTRACT 

This paper presents a method for the rapid characterization of gamma-ray-emitting 
radioisotopes in large samples of earth-like materials: concrete shielding blocks in this case. 
Active regions are identified with a sensitive radiation-survey instrument and then examined 
in detail with a high-efficiency lead-shielded Ge spectrometer. Naturally-occurring gamma
ray emissions from the decays of uranium, thorium, and potassium are used to calibrate the 
spectrometer. A simple relationship exists between the observed counting rate in a 
characteristic gamma ray and the activity in the block. This method, taking only tens of 
minutes per sample at the nano-Curie/gram sensitivity level, replaces much of the expensive 
coring and laboratory analysis methods needed otherwise. 

This work was supported by the Director, Office of Energy Research, Office of High 
Energy and Nuclear Physics, Division of Nuclear Physics, U.S. Department of Energy 
under contract No. DE-AC03-76SF00098. 



INTRODUCTION: 

Following many years of productive work, the SuperHILAC and Bevalac accelerators at 
Lawrence Berkeley National Laboratory were closed, leaving thousands of concrete 
shielding blocks available for reuse or disposal. The process history of these blocks as 
shielding precludes free release pending radiological characterization. 

For the first half of its nearly 40 year lifespan, the Bevalac accelerator ran beams of protons 
at energies as high at 6.2 GeV. (Subsequent heavy-ion beams contributed small amounts 
of additional activation.) Interactions of these primary-beam protons on targets and 
machine components generated secondary particles, predominantly neutrons with long 
mean-free-paths, that activated parts of the shielding. As detailed in References 1 and 2, 
the dominant process by which accelerator shielding blocks are activated involves capture 
by thermal neutrons. The isotopes 46Sc, 59Fe, 60Co, 65zn, 134Cs, 152Eu and 154Eu are 
produced this way. To a lesser extent, fast neutron activation accounts for the production 
of 22Na and 54Mn. As discussed in References 1 and 2, thermal-neutron activation may 
increase slightly with depth, reaching a maximum several em into the concrete. Fast 
neutron-activation, on the other hand, is at a maximum at the surface. Activities fall off 
approximately exponentially after the maximum with a half-thickness on the order of 10 
em. The very few blocks at 0° to Ge V beams could have very different distributions. 
Since most of the high-intensity light-ion runs at the Bevalac occurred prior to 1971, only 
the longest lived products remain, namely 60Co and 152Eu. 

A large number of Bevalac shielding blocks have been examined with a 2.54 em diameter x 
2.54 em thick Nai survey instrument and found to exhibit surface activities over a range 
from severalJlRihr above background to over 1000 JlRihr above background. Subsequent 
to this survey, several examples of blocks were examined with a high-efficiency lead
shielded Ge spectrometer to identify and quantify the activity. This spectrometer can easily 
distinguish natural activity (U, Th, and 40K) from added activity (mainly 22Na, 60Co, and 
152Eu). The natural activity may be used to calibrate the detector for the quantification of 
added activities. Following calibration, this technique makes most coring and laboratory 
analysis unnecessary. 

THEORY: 

As shown in Figure 1, the detector views a volume of the sample defined by the solid angle 
of the lead collimator and a depth determined by the gamma-ray attenuation in the sample. 
Each unit volume contributes gamma rays that may be detected in a lead-shielded detector 
located next to the slab. For an activity of Av Disintegrations/minute/unit volume, and a 
fraction (BR) of disintegrations that produce a particular characteristic gamma ray, Av x BR 
gamma rays at the energy E of the characteristic gamma ray are emitted per unit volume. 
The observed count rate in the detector in counts/minute (CPM) is: 

-
Av X BR X LJ!(Z,E,p, r;) X e(E,Q) X !1 vi= CPM 

i=l 

where Jl(Z,E,p,ri) is the gamma-ray absorption in a thickness ri, (Z is the effective atomic 
number, E is the gamma-ray energy, and p is the density.) e(E,Q) is the detector 
efficiency. (Dependent on gamma-ray energy E and detector solid angle Q, and the sum 
extends over all elements· !1 Vi. Note that e(E,Q) depends on Q, and not on the distance 
between the sample and the detector face. · 
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Converting to disintegrations/gram: A p = Av 

-
Ax BR X L.U(Z,E,p, ri) X e(E,.Q) x p x ll Vi= CPM 

i=l 

AxBRxt:=CPM 

where E is, essentially, the absorption- and efficiency-weighted mass of the sample 
examined and is determined by comparing the CPM observed with the activity determined 
by measuring the activity of a core sample in the laboratory. 

The activity A is determined by: 

A CPM . . f d. . . I . I = m umts o IsmtegratiOns mmute g 
EXBR 

A CPM . . f Ci/ or = m umts o p g 
2.22XEXBR 

PROCEDURES: 

Part 1: Determination of intrinsic activity by laboratory analysis 

The intrinsic activity of the bulk concrete is determined by gamma-ray analysis of kg-sized 
samples obtained by drilling 2.5 em diameter holes into the concrete. Typically 6 holes I5 
em deep were used to obtain enough material. The hammer-drill used pulverized the 
material into a fine powder which was collected in a plastic bag. The contents were 
transferred to a Marinelli beaker and counted for ==I day on a calibrated 30% p-type 
germanium spectrometer at the LBNL Low Background Facility. Concentrations of 
uranium, thorium, and potassium were determined for various samples of normal- and 
high-density concrete. 

Part II: Detector Calibration 

Prior to drilling, a lead-shielded 80% Ge spectrometer was used to measure activity in-situ 
at the same sites as the core samples were taken. (This procedure, shown in Figure 2, will 
be described more fully in the next section.) The detector response E is determined by 
comparing the observed count-rate (CPM) from characteristic gamma-rays from U, Th, and 
K observed in-situ with the U, Th, and K activities (A) determined via laboratory analysis 
as described above. 

CPM 
E=------

2.22xAxBR 

Bevalac shielding blocks are made of two different kinds of concrete having different 
physical and radiological properties. Normal-density concrete, specific gravity ==2.4, and 
high-density concrete, typically containing iron-ore aggregates of specific gravity ==3.5 
were used in different parts of the shielding. Normal-density concrete contains the natural 
decay products from U, Th, and 40K at levels ==I 0 times higher than high-density concrete. 
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Part III: In-situ measurements 

The spectrometer used consisted of an ORTEC 80% p-type germanium detector mounted in 
a low-background cryostat and powered by an ORTEC Nomad™ system. The 8192 
channel analog-to-digital converter and internal memory accumulated and stored data for 
read-out via an attached lap-top PC. Resolution was 1.9 keV @ 1333 keV. The 
spectrometer shielded with 5-10 em of lead (5 em in the early measurements and 10 em in 
later measurements) and mounted on a cart as shown in Figure 2. The cart is positioned 
next to the block for measurements. Note that the distance between the spectrometer and 
the block is not critical as long as the field of view from the detector sees only the sample. 

Characteristic gamma rays from naturally-occurring radionuclides over the energy interval 
238-2614 keV were used to generate detector response curves as shown in Figure 3. The 
response to characteristic gamma-rays from added activities were determined by 
interpolation. The curve from Figure 3 was used to generate a table relating the observed 
CPM in a characteristic line to activity. This table was used to determine added activities. 

Most of our observations involved counting times on the order of 1 day, with the exception 
of background counts (with an additional 5-10 em lead shielding over the front face of the 
detector) which lasted several days. With these counting times, we were able to measure 
activities <0.01 pCi/g for 60co, <0.1 pCi/g I52Eu, and <0.2 pCi/g 22Na. For activities in 
the nCi/g range, counting times of only a few minutes are required. Figure 3 shows a 
spectrum from a sample containing = 10 pCi/g of 60Co, adjusted to represent a 5 minute 
counting time. 

Part IV: Comparison with a survey meter 

The naturally-occurring radioactivity in concrete can easily provide surface dose rates of 
several micro-R/hr above background, rates at which a survey meter with a 2.54 em 
diameter x 2.54 em thick Nal crystal can easily measure. Such a meter can be used to 
survey large areas in short times. For 60Co in high-density concrete, an empirical 
relationship between dose measured with the survey meter and activity was determined: 

Dose rate (J.LR!hr) = 1.7 *Activity (pCi/g) 

For example, 10 pCi/g of 60Co provides approximately 17 J.LR!hr reading on the survey 
instrument, an amount easily detectable above the several J.LR!hr background in the region 
where we did our measurements. Thus, release criteria of 10 pCi/g for 60Co, for example, 
can be determined reasonably well with a survey meter. Readings <1 0 J.LR!hr, uniform 
over the surfaces, are probably from naturally-occurring radionuclides alone. Readings 
above 20 J.LR!hr, particularly if they are not uniform over the surfaces, almost certainly 
indicate manmade isotopes. Criteria such as these, combined with judicious application of 
the detailed characterization described in Part Ill, can provide inexpensive and sufficient 
charaCterization of large samples, such as concrete blocks, for disposition. 
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CONCLUSIONS: 

The combination of survey-meter readings and the detailed characterization techniques 
described above, provide inexpensive and thorough characterization of concrete blocks for 
reuse or disposal. Following detector calibration, The characterization technique is simple 
enough that a technician can be trained to perform in-situ measurements in tens of minutes 
per sample, including analysis. On-the-spot decisions regarding the suitability of a sample 
for transportation or disposal can then be made. Spectra are retained as permanent records 
of the radioisotopes in the block. 
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FIGURE CAPTIONS: 
' 

Figure 1: Diagram showing the determination of detector response·. 

Figure 2: Diagram of the lead-shielded detector used for in-situ measurements. 

Figure 3: The detector response E for normal concrete. 

Figure 4: A spectrum showing 5 minutes of counting for a sample with 10 pCi/g 
concentration of 60Co. . 
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