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ABSTRACT 

This paper describes the magnetic measurements program for the new 
sector-focused cydotron at Texas A &: M University. In preliminary measure
ments a simple analog system was used to measure symmetry distortions in 
the magnetic field. The main portion of the test program employed the Lawrence 
Radiation Laboratory's Rapid Mapper digital data-acquisition system in which a 
search coil and integrator are used to measure the magnetic field. In a period 
of two weeks 3/4 million measurements were made. In this paper the authors 
discus s the planning and preparation for the se measurements, and the steps in 
data gathering and data analysis. A cost analysis is presented. 

Initial re suits indicate that the T AMVEC magnetic field is of very good 
quality and compares closely to the field of the LRL 88-inch cyclotron, a near 
twin of TAMVEC. 

Features of the Rapid Mapper system which were particularly appropriate 
for this measuring task are discussed. They include: a peak data-logging rate 
of 5 measurements per second; a data resolution of less than 1 gauss; a meas
uring uncertainty of less than 3 gauss; extensive data-identification features; 
and versatile computer programs for data analysis. 
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INTRODUCTION 

In collaboration with the Lawrence Radiation Laboratory (LRL), Texas 
A & M University has recently completed magnetic measurements of a new 88-
inch variable-energy sector-focused cyclotron (TAMVEC) at College Station, 
Texas. Magnetically the cyclotron is virtually identical to the 88-inch cyclotron 
at LRL, a machine that has been in suc,cessful operation since 1961. 

During a 2 -week period in May 1967, 3/4 million magnetic field measure
ment~ were made in the Texas cyclotron by use of the LRL Rapid Mapper sys-
tem. The digital measurements consisted of detailed "maps" of the mid-gap 
field within a 9 -foot-diameter circle centered at the magnet's origin. These 
measurements were for the purpose of determining the separate and combined 
effects of the main coils, the 17 pairs of circular trimming coils (trim coils), 
and the five sets of harmonics -correcting valley coils at various central field 
levels in the range 0 to 19 kilogauss. 

Preliminary analog measurements were made in February 1967 to test 
the quality of the main coil field prior to the installation of trim coils and valley 
coils. In these tests the magnitude of the magnetic first harmonic was meas
ured at selected radii and field levels with a simple analog system. 2 

This paper describes the preparations for the analog and digital measure
ments, and gives details of the measuring procedures, preliminary results, 
and conclusions on the measuring system and the test program. 

PRELIMINARY WORK 

Background 

In 1965 a decision was made to construct at Texas A & M University a 
slightly modified version of the LRL 88 -inch cyclotron. Arrangements were 
made with LRL to provide engineering and technical assistance. In February 
1966 a meeting was held with representatives of Texas A & M, Bechtel Engi
neering Corporation, and LRL to discuss two phases of magnetic field meas
urements. The following program was proposed. 
1. In phase I, following the assembly of the magnet core and main coils, the 

quality of the basic magnet structure was to be evaluated by measuring the 
first harmonic of the magnetic field, by use of an array of three search 
coils plac~d120degapart in the field. (Later simplified to a two-coil 
array. ) 

2. In phase II, following installation of the valley coils and trim coils, the 
LRL Rapid-Mapper data-acquisition system was to be used to obtain dig
ital data for use with orbit codes and to compare the Texas cyclotron with 
its camterpart at LRL. 

3. Positioning systems were to be fabricated at LRL for use in phases I and II. 

In addition, LRL was to provide engineering and technical assistance in 
preparation of the test plan, in modifications of the LRL data-processing pro
grams, and in operation and maintenance of the measurement system at Texas 
A&M. 

Measurement Preparations 

The organization of the LRL 88-inch cyclotron measuring program in 
1961 was used as a guide in planning the measurement program for T AMVEC. 
Measurements were planned for the same main-coil, valley-coil, and trim
coil levels to allow direct comparison of the two machines. Some simplifica
tions in the program were made because of the similarity between the two 
cyclotrons. However, with the high-speed measuring system used it was ex
pedient to make more measurements than were made in the 1961 Berkeley pro
gram. To assist in performing the measurements, check lists were prepared 
in advance in which step-by-step instructions were given for operating the sys
tem and setting control switches for each type of measurement planned. 
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It was felt that data processing would best be done at Texas A & M, 
therefore LRL supplied copies of the LRL 88 -inch data together with Magnet 
Testing Data Processing programs 3 and 88-inch-data.,.analysis programs. 
These programs were modified to run on Texas A & M's IBM 7094 computer. 

Mechanical Preparations 

Two azimuthal probe-positioning carriages were designed to work with 
the aluminum indexing disk from the 1961 LRL cyclotron measuring program. 
The disk is 8 ft in diameter and 1 in. thick, and has Z40 equally spaced dowel 
pins at a 46-in. radius from a centering hole. A Z-in. -diameter post passed 
through this hole and was attached to the magnet pole tip. The carriages 
pivoted about this post and were supported by wheels near the indexing pins. 
A three-tooth "gear" engaged the indexing,pins and was used for position read
out in phase I and for position control during phase II. 

The phase I carriage, Fig. 1, positioned two search coils 1Z0 deg apart, 
in holders placed atselected radii in holes in two radial arms. 

The phase II carriage assembly, Figs. Z and 3, positioned the, Rapid 
Mapper "guide tube" across the center of the magnet. Azimuthal indexing was 
by stepping motor and cogged belt drive of the three-tooth gear. ,This mech
anism positioned the guide tube in azimuth with an uncertainty of less than 
1 X 10-4 radians. ' 

Preparations at Texas A & M 

Preparations at T AMVEC consisted of calibrating the various power sup
plies, positioning the indexing disk in the magnet, and checking the computer 
programs with sample data prepared with the Rapid Mapper. Special attention 
was given to checking the power supplies for regulation, ripple, and current 
calibration. Each power supply was run for at least 72 hours prior to the 
measurements. The indexing disk was positioned horizontally to within 0.0035 
in. of the geometric center of the cyclotron and vertically so as to place the 
search coils within 0.010 in. of the median plane of the cyclotron. 

The computer programs were run by using sample data maps furnished 
by LRL. These maps simulated actual cyclotron data and allowed the cheCking 
of tape formats. 

PHASE I MEASUREMENTS 

As stated earlier, the first phase of magnetic measurements was pri
marily for the purpose of measuring the first harmonic effects resulting from 
deviations from thre'efold symmetry in the magnetic field produced by the main 
coils and by the position of the ion source mechanism. An analog system was 
chosen for phase I primarily because of limited availability of the Rapid Map
per. The analog method was very appropriate to the studies in this phase and, 
in fact, can be more convenient than a digital method in determining the effect 
of the ion -source position on the fir st harmonic. 

A complete description of the theory and use of this system is given else
where. Z Very briefly, the method is as follows: Two identical search coils, 
each with a turns area' of about 105 cmZ, are placed on a fixture so that they 
are at the same radius but 1Z0 deg apart in the magnetic field. As the fixture 
is rotated about the origin, the integrated difference signal from the two coils 
contains only terms in Ai' A Z' A 4 , A 5 , A 7, A 8 , ... from the field expansion 
B(R,8) = AO(R) + A 1(R) cos(tJ - 0'1) + AZlR) cos(Z8 - O'Z) + A

3
(R) cos(38 - 0'3) 

+ .. '. In practice A 3, A6, A9' .. , terms also appear, but their signals are 
greatly attenuated in amplitude. For this reason it is possible to resolve Ai 
and A Z amplitudes of a few gauss when A3 has an amplitude of 3000 gauss. 
The reference also describes a method for graphically recording the data in 
such a way that the terms A1 and AZ can be directly evaluated with a resolution 
of Z gauss. 

.' 
~/ 
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For this ITlethod to be c;:apable of good resolution it is very.iITlportant that 
the two arITlS be exactly 120 deg apart and that they intersect at R = O. In a 
last-ITlinute rush to cOITlplete fabrica,tion of the fixture, an asseITlbly error 
occurred whereby the two arITlS were set 119.5 deg apart and one arITl was dis
placed 0.03 sec radially. The resultingA3 "noise" signal was greater than 20 
gauss in aITlplitude. To get sufficient resolution of Ai without a cOITlplex har
ITlonic analysis it was nece'ssary to adjust one of the search coils. With each 
change to a new radius of ITleasureITlen t the search coil position was readjusted 
until the A noise signal was less than 2 gauss. Despite this handicap the de
vice prove~ its worth by providing directly interpretable graphs that quickly 
revealed ITlagnetic anoITlaliesand asyITlITletries of sITlall ITlagnitude. 

HarITlonic ITleasureITlents were ITlade at seven radii' for each of six values 
of ITlain coil current. The first harITlonic did not exceed 5 gauss at any of the 
radii or current levels checked. FurtherITlore, in cOITlparing the first and 
second harITlonics at a radius of 44 in. with corresponding LRL data,it was 
decided that no shiITls were needed to correct for ITlain-coil lead effects, as 
had been necessary in the LRL cyclotron. 

PHASE II MEASURING PROGRAM 

The purposes of the Phase II ITleasureITlents were (a) to evaluate beaITl
disturbing ITlagnetic -field harITlonics at various field levels, when the ITlain 
coils were energized by theITlselves, and when energized in cOITlbination with 
triITl coils to produce isochronous fields, (b) to ITleasure the harITlonic effects 
of five sets of harrrlOnic -correcting valley coils, and (c) to gather an adequ'ate 
body of data on ITlain-coil and triITl-coil effects so that isochronous fields ITlay 
be established for the entire range of energies and particles within the accel
erating capability of the cyclotron. 

To ITleet these goals the following types of data were collected: three
sector (360 deg) and one -sector (120 deg) ITlaps of the ITlain-coil effect, ITleas
lUeITlents of the triITl-coil and the valley-coil effects, and ITleasureITlents of the 
cOITlbined effects of the ITlain coils and the 17 triITl-coil pairs ( "Grand Tests"). 

The three-'sector ITlain-coil effect ITlaps were ITlade at six field levels, 
called principal field levels. These ITlaps 'provided data for harITlonic analysis, 
and were used to establish that the one-sector ITlain-coil data accurately repre
sent the three -sector averages. The one -sector ITlaps of the ITlain-coil effect 
were ITlade at 30 additional field levels so that interITlediate field level ITlaps 
could be calculated with an interpolation error of les s than 0.1% of the ITlaxiITluITl 
field. 

MeasureITlents of triITl-coil and valley-coil effects, were ITlade only at the 
principal field levels. To separate these relatively sITlall effects froITl the large 
effect produced by the ITlain coils, ITleasureITlents were ITlade with triITl-coil pairs 
or valley -coil sets operated first in one polarity and then in reverse polarity. 
The difference between the two sets of ITleasureITlents was the effect being eval
uated. 

A significant saving in effort resulted frOITl an exaITlination of the 1961 
LRL ITleasureITlents of triITl-coil effects. It was found that the aziITluthally 
averaged effect could be accurately approxiITlated by ITleasuring the effect at 
two suitably chosen aziITluths 180 deg apart. The error introduced was never 
ITlore than 2% of the ITlaxiITluITl triITl-coil effect. A single ITleasuring run across 
the ITlagnet centers was sufficient for each current configuration. 

In t~e ITleasureITlent of valley-coil effects the 1961 LRL procedure was 
followed. A valley-coil set is cOITlposed of three pairs of coils syITlITletrically 
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located in the valleys of the upper and lower pole tips. There are five sets 
numbered in order of increasing radius in the magnet. Each pair of coils in 
a set is separately energized. A current distribution was chosen that produced 
a first harmonic effect of desired phase and amplitude without altering the azi
muthally average field, namely, +A in one pair and -1/2 A in each of the other 
two pairs in each set. The harmonic effects are sufficiently localized in radius 
so that the effects of sets 1 and 4 and of sets 2 and 5 could be measured at the 
same time. The effect of set 3 was measured separately. 

Tests of the combined effect of the main coils and the 17 trim coils simul
taneously energized to produce ·an isochronized field were given the name "Grand 
Tests." The purposes of these tests were to study harmonic content of the re
sulting field and to study superposition errors when large changes in field pro
file are produced by many trim coils. The TAMVEC Grand Tests duplicated 
Grand Tests at LRL. 

Table I summarizes the Phase II measurements. 

Table I. Phase II magnetic measurements. 

Number of 
Azimuthal Azimuthal measure -

range increment Levels ments 
Types of measurement (deg) ( deg) measured made 

Three -sector main- 360 3 6 158000 
coil tests 

One - sec tor main -coil 120 3 30 255000 
tests 

Trim-coil tests (see text) 6 45000 

Valley -coil harmonic 360 15 6 190000 
tests 

Grand tests 360 3 5 132000 

Total measurements 780000 

Three weeks of two-shift operation were required to complete the phase 
II measuring program, Most of the first week was used for setup, alignment, 
and debugging. The remaining time was used for data collecting, and proceeded 
with only minor interruptions. 

PHASE II MEASURING PROCEDURE 

The measuring procedure was largely dictated by the operation of the 
Rapid Mapper, which is described in a separate report. 1 In essence, the sys
tem positions a field-sensing probe and records digital data from the probe 
and other inputs for later processing b? a computer. , The field-sensing mech
anism is a search coil and integrator. In each data run the search coil travels 
the length of a 2 -in. - square aluminum guide tube and returns to its starting 
point. Every 1.0032 in. the search coil pauses and its integrated output is digit
ized. Measurements are made during both directions of travel so that each point 
is measured twice. Performing these measurements swiftly (at 5 readings per 
second) reduces measuring errors due to integrator drift. Because of this 
speed, and because readings at corresponding positions from the two halves of 
each run are compared and averaged, the measuring error at each radial posi
tion is Ie ss than 2 gaus s relative to the measurement at the magnet center. A 
run of 219 measurements take s 45 seconds. 

To measure the TAMVEC field we chose to mount the guide tube across 
the center of the magnet. Thus, for a radial run of 109 in. the search coil 
traveled from R = -55 toR = +54 and back again. The original plan was to use 
both the negative-radii and positive-radii portions of runs so as to reduce the 
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azimuthal range needed for most of the measurements. Because of a slight 
bend in the guide tube this measuring plan proved less practical than simply 
taking twice as much data and using the negative-radii values only as a check 
of radial registration with respect to the origin. An exception to this was in 
the measurement of trim-coil effects at two azimuths 180 deg apart. For 
these measurements runs .across center we're used .. 

The Rapid Mapper measures field magnitudes relative to the field at the 
starting point of each run. For.the TAMVEC measurements we modified the 
data-processing program CERTFY to "level" each run to the field value at the 
magnet's center, a point common to all·runs of a map. This value was estab
lished by the reading of an NMR probe placed over the center of a hill, and one 
run of the map that passed through the NMR location. 

PHASE II DATA PROCESSING 

The plan for computer processing of the magnetic data consisted of two 
parts: first, verification of the raw data and harmonic and symm.etry analysis 
of the m.ain field levels, and second, m.anipulation of the various m.ain-field 
and trim-coil data into a form.at for convenient entry into the cyclotron develop
ment program., CYDE, and for direct comparison with the LRL data. The first 
part was accomplished concurrent with the data taking. The second part was 
started after the cornpletion of the measurem.ents, and is being continued at the 
tim.e of this writing. 

A flow chart of the concurrent data processing is shown in Fig. 4. Data 
taken by the Rapid Mapper were written on a tape called "the m.apper tape. " 
The m.apper tape is IBM-compatible and is written at ZOO-bpi density. After 
a day's data taking was com.pleted the m.apper tape was processed by the 6600-
7094 converter program., CONVERTER, and the TAMDOB program.. The 
printed results of each map were then visually inspected for data-recording 
errors or om.issions and for data validity. The processing to this point was 
done prior to starting the next day's data taking. In the event an uncorrectable 
error w~s detected the affected map was retaken the next day. This short turn
around time proved its worth on several occasions. 

As the next step, the data tape was processed by the program CERTFY, 
which produced the auxiliary tape and printed results of the normalizing and 
leveling ope rations performed. 

The harmonic and sym.metry options of program POLAR were used to 
analyze the data on the auxiliary tapes and print the results. 

The flow chart of the second part, Fig. 5, outlines the various steps that 
are being employed to prepare the data from the orbit codes. Even though this 
part has not been com.pleted, preliminary results indicate close agreem.ent with 
the LRL cyclotron. 

Detailed descriptions of the computer program.s used are given elsewhere. 8 
A brief description of these programs (with additional references where appli
cable) follows: 

1401 Programs. Two 1401 program.s were written at Texas A & M: 
CONVERTER for form.atting the Rapid Mapper tape for direct entry in the 
7094, and TAMDOB for listing of the raw data tape for visual inspection. 

CERTFy. 3 The prim.ary purposes of CERTFY are to reduce the effect 
of random. and system.atic errors, to provide m.atrix-form.atted printouts show
ing data quality, and to produce an output tape for subsequent processing. 
Measured data were also leveled in CERTFY to an NMR field reading m.ade at 
the start of each m.ap. 

FILMER. 3 The purpose of this program. is to com.bine the contents of 
one or more input tapes while editing the data by deleting, adding, or replacing 
blocks of data. 

POLAR. The purposes of POLAR are to transform. the data from. the 
measuring coordinate system. to the m.agnet's coordinate system. and to perform. 
computations pertinent to cyclotron data. The com.putations include sym.m.etry 
com.putations, harm.onic, analysis, .evaluation of trim.-coil effects, and calcula
tion of the azimuthally averaged field at each radius. 

r· 

( ) .. 
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Fig. 4. Flow chart of data processing during Phase II measurements. 
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COMPCO. 7 This program is used to compute coefficients from which a 
map can be generated at any magnet current. The method used is to represent 
the magnetic field at each coordinate pair (r, 8) by a polynomial in I (magnet 
current) over localized regions of I, and to store the polynomial coefficients 
in a prescribed format on magnetic tape 'used as an input to CYDE . 

. MAINCO. This program computes dB/dI of the azimuthally averaged 
main coil magnetic field at the six principal field levels. These values 'are 
combined with the azirrlUthally averaged main field values and the trim coil 
effects at the six principal field levels to produce the trim-coil effect tape, 
a second inp u6 to CYDE. 

CYDE. This collection of Fortran II Cyclotron Development codes 
combines the lueasured effects of the main coils and the 17 trim-coil pairs to 
determine an isochronous field while satisfying certain parameter limits. 

PHASE II RESULTS 

Harmonic analysis of the digital measurements in Phase II confirmed the 
analog re sults of Phase I. A preliminary comparison of TAMVEC data with 
LRL data of 1961 showed close agreement.· The internal consistency of the 
measurements was v,ery good. Data corrections were only necessary for 3 
runs out of a total of 375 O. A report on the Texas A & M re sults is now in 
preparation. 9 

The success of the measuring program will ultimately be determined by 
the accuracy with which beam-producing fields can be calculated from the mag
netic field data. In the Berkeley machine a satisfactory beam was produced on 
the first try with no adjustments to the calculated current configuration. 

COST ANALYSIS 

The approximate costs of the TAMVEC test program are given in Table II. 
These costs are significantly less than those of the 1961 LRL cyclotron measur
ing program. Direct cOITlparison between the two prograITls is possible in the 
areas of data acquisition and data processing. 10 The Phase II data acquisition 
of TAMVEC required ZO ITlan-weeks, compared with 154 ITlan-weeks at Berkeley. 
TAMVEC data processing is approximately 900/0 complete 6 weeks after the meas
uring program was completed, whereas data processing at Berkeley was still in 
progress 8 months after the measureITlerits were completed. Similar differences 
in costs exist in other phases of the program. These cost reductions are largely 
attributable to using the high-speed data-acquisition system and data-processing 
programs developed at LRL since 1961. The relatively high costs of mechanical 
design and fabrication were necessary to provide the required positioning accu
racy. The extra effort in this area resulted in lower costs in data acquisition 
and data processing. 

Table II. Distribution of expenses for TAMVEC test prograITl. 

Participating 
or~anization 

Activity LRL
a 

TAMU Totals 

Planning and coordination 3800 4400 8 ZOO 

Computer programITling 1400 4000 5400 

General prep<:tration - Mechanical 14400 1 700 16' 100 
design and fabrication 

Capital equipITlent purchase 4000 4000 

Shipping of test equipment and 1100 500 1600 
supplies 

Setup in ITlagnet and test program 3700 5700 9400 

Data Analysis 10800 10800 

Totals Z4400 31100 55500 

a. Expenses incurred by LRL and paid by Texas A & M. 

v 

~ 

, 
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CONCLUSIONS 

The measuring program for TAMVEC has been successfully completed. 
The gene-ral form of the test plan is very suitable for sector ";focused cyclotrons. 
The Rapid Mapper has been adapted to the measurement of large cylindrical 
magnets, and computer programs for data processing and analysis have been 
written. The system is readily adaptable to other cyclotron measuring projects 
and, in fact, will be used in August 1967 for testing the University of Maryland 
102 -inch cyclotron. 

ACKNOWLEDGMENTS 

The authors wish to acknowledge the efforts, at TAMVEC, of Mr. W. A. 
McFarlin, Associate Director of Operations, for the coordination of the test 
program; Dr. R. A. Kenefick for assistance in analyzing the analog data; Mr. 
M. R. Richter for assistance in writing the computer programs and Mr. M. N. 
June for equipment alignment and mechanical assistance; at LRL to Mr. Elon 
Close for his work on the CYDE orbit codes, to Mr. Frank Middleton for his 
mechanical design work, and to Mr. Budd Thompson and his mechanical tech
nicians for many of the mechanical modifications and assemblies., 

This work was done under auspices of the U. S. Atomic Energy Commis
sion [contract no. AT (40-1) 3229 at Texas A &: M University]. 

REFERENCES 

1. Frederick W. Macondray, The Rapid Mapper: A Data-Acquisition System 
for Large -Scale MagnetiC Field Measurements, Lawrence Radiation Labora
tory Report UCRL-19642, July 1967. 

2. Peter G. Watson, An Analog Method for Measuring Magnetic Field Har
monics in Sector-Focused Cyclotron, Lawrence Radiation Laboratory Report 
UCID-3059, July 1967; David J.Clark, J~. Reginald Richardson and Byron 
T~ Wright-, The Crlter~ia -and Techniques of Magnetic Field Measurement 
Used on the UCLA 50-MeV Spiral-Ridge Cyclotron, Physics Department, 
University of California--Los Angeles, Aug. 1961. 

3. Donald H. Nelson, Recording, Analyzing, and Representing Large-Scale 
Digital Measurements of Magnetic Fields, Lawrence Radiation Laboratory 
Report UCRL-17641, July 1967. 

4. Donald H. Nelson, Valley-Coil First Harmonics of the 88-Inch Cyclotron, 
Lawrence Radiation Laboratory Report UCID-2064, August 1963. 

5. Peter G. Watson and Ronald F. DiGregorio, Techniques of Magnetic-Field 
Measurement, Lawrence Radiation Laboratory Report UCRL-1635 7, 
August 1965. 

6. Elon Close, CYDE--A Collection of Cyclotron Development Codes for Use 
on the IBM 7094, Lawrence Radiation Laboratory Report UCID-2869, 
April 1967. 

7. Donald H. Nelson, 88-Inch Cyclotron Main-Coil Magnetic Field as a 
Continuous Function of Current, Lawrence Radiation Laboratory Report 
UCID-2463, February 1965. 

8. Alfred Kirst and M. R. Richter, Automated Data Processing for the 
TAMVEC Magnet Test Program, Texas A&: M University, Cyclotron 
Institute, Report EN-101f, July 1967. 



-12 -

9. Whitney A. McFarlin, Results and Analysis of TAMVEC Magnet Tests, 
Texas A&: M University, Cyclotron Institute, Report EN-10B, July 1967. 

10. Joseph H. Dorst, Full-Scale Magnetic Measurements on the Berkeley 
88-Inch Cyclotron, Nucl. Inst. Methods 18,. 19, 135-147 (1962); Sector
Focused Cyclotrons, in Proceedings of the International Conference on 
Sector-Focused Cyclotrons, University of California. Los Angeles, 
17-20 April 1962 (North-Holland publishing Company, Amsterdam, 
1962) (Lawrence Radiation Laboratory Report UCRL-10074, April 1962). 



This report was prepared as an account of Government 
sponsored work. Neither the United States, nor the Com
mission, nor any person acting on behalf of the Commission: 

A. Makes any warranty or representation, expressed or 
implied, with respect to the accuracy, completeness, 
or usefulness of the information contained in this 
report, or that the use of any information, appa
ratus, method, or process disclosed in this report 
may not infringe privately owned rights; or 

B. Assumes any liabilities with respect to the use of, 
or for damages resulting from the use of any infor
mation, apparatus, method, or process disclosed in 
this report. 

As used in the above, "person acting on·behalf of the 
Commission" includes any employee or contracto/ of the Com
mission, or employee of such contractor, to the extent that 
such employee or contractor of the Commission, or employee 
of such contractor prepares, disseminates, or provides access 
to, any information. pursuant to his employment or contract 
with the Commission, or his employment with such contractor. 






