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DISCLAIMER 

This document was prepared as an account of work sponsored by the United States 
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assumes any legal responsibility for the accuracy, completeness, or usefulness of any 
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infringe privately owned rights. Reference herein to any specific commercial product, 
process, or service by its trade name, trademark, manufacturer, or otherwise, does not 
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Abstract 

We have constructed a Uranium liquid Argon calorimeter 
which serves as the end calorimeter electromagnetic mod
ule for the DO experiment at Fermilab. We present details 
of the construction and the results of the tests made using 
electron beams ranging from 10 GeV to 150 GeV. We find 
the energy resolution is 15.5%/ vfE(GeV) with a small con
stant term of "' 0.5% and the response is linear to better 
than ±0.5%. 

1 Introduction 

DO is an experiment presently under construction for the 
Fermilab Tevatron collider. The detector is in the final 
stage of the assembly and will begin taking data in mid-
1991. The detector features fine-grained Uranium liquid 
Argon calorimeter modules which provide good energy res
olution and hermetic coverage for electrons, photons and 
jets. The calorimeter system consists of three separate 
cryostats, central (CC) and ends (EC), each of which con
tains electromagnetic and hadronic calorimeter modules. 
Figure 1 shows the layout of central and end calorimeters. 

We have operated a test beam facility at Fermilab in 
order to test and calibrate the various calorimeter mod
ules. In a 1987-88 run(l] we tested full prototypes of 
two calorimeter modules, central electromagnetic(CCEM) 
and end middle hadronic (ECMH) modules, and confirmed 

*This work was supported by the Director, Office of Energy Re
search of the U.S. Department energy under Contract No.DE-AC03-
76SF00098. 

I DO collaboration includes members from University of Ari
zona, Brookhaven National Laboratory, Brown University, University 
of California Riverside, Columbia University, Fermi National Accel
erator Laboratory, Florida State University, University of Florida, 
University of Hawaii, Indiana University, Lawrence Berkeley Labora
tory, University of Maryland, University of Michigan, Michigan State 
University, New York University, Northern Dlinois University, North
western University, University of Rochester, CEN Saclay France, In
stitute for High Energy Physics SerPukhov USSR, State University 
of New York- Stony Brook, Tata Institute of Fundamental Research 
Bombay India, Texas A&M University and Yale University. 
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Figure 1: Layout of the Calorimeters. Only one half of the 
calorimeter system is shown. 

their capability to perform to design specifications. During 
the period between June and August 1990 we made tests 
on two final modules of the end calorimeter, electromag
netic (ECEM) and inner hadronic (ECIH) modules. 

The goal of this test was to measure the performance 
and calibrate the final modules with electrons and pions, 
prior to the installation in the DO cryostat. In this article 
we present the results from this test of the ECEM module. 

2 Construction of the module 

The ECEM module provides full azimuthal(¢) coverage in 
the forward region (1.4 < 1J < 4.0)t . The basic sampling 
cell of the module consists of a 4 mm depleted Uranium 

t'l is the psedorapidity defined as '7 = -lntan(B/2), where 8 is 
the polar angle from the beam axis. 
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Figure 2: The basic sampling cell of the ECEM, showing 
Uranium plates, liquid Argon gaps and a multilayer PC 
signal board. 

absorber plate, a 2.3 mm liquid Argon gap, a NEMA G-
10 signal board and another 2.3 mm liquid Argon gap, as 
is shown in Fig.2. The module contains about 20 radia
tion lengths (Xo) of material in 18 cells. The module is 
read out in four separate longitudinal sections of 0.3, 2.6, 
7.9 and 9.3 X0 . Transverse segmentation is provided by 
the readout pads on the signal boards, each covering an 
TJ, ¢ interval of b.'f/ x b.¢ = 0.1 x 7r/32(~ 0.1). In the 
third longitudinal section, which typically contains 65% of 
the electromagnetic shower, the transverse segmentation is 
doubled in both directions (0.05 x 0.05) to determine the 
position of the shower. These pads are arranged to make 
a semi-projective tower geometry. 

Figure 3 shows the cross section of the ECEM. Both ab
sorbers and signal boards are disks with a typical outer 
radius of 1 m. The first two absorber disks are thin (1.5 
mm) stainless steel disks to form massless gaps to monitor 
the energy flow through the cryostat wall which has a to
tal of about 2X0 • Each Uranium disk is made by joining 
3 smaller plates side by side at their edges. The thickness 
of each disk was measured and the variation in thickness 
was"" 2.3% and"" 1% in Uranium disks and signal disks, 
respectively. All absorber and signal disks are supported 
from a 2 em thick stainless steel strongback in the middle 
of the module by an aluminum central tube and titanium 
tie rods. The tie rods also serve to flatten the Uranium 
plates. Platinum resistor temperature devices (RTDs) are 
attached to the module to monitor the thermal stress dur
ing cooldown and warmup. 

A signal disk consists of sixteen 22.5° wedge shaped 
printed circuit (PC) boards laminated with NEMA G-
10 face sheets coated with high resistivity (...., 50Mf2/D) 
epoxy. Each PC board is a 5-layer board with copper pads 
on the outer surfaces and signal traces on the inner layer 
which bring the signals to the connectors mounted at the 
perimeter of the disk. Two shielding ground planes reduce 
crosstalk to a negligible level. The cross section of a PC 
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Figure 3: Cross section of the ECEM. Only a portion of 
the ECEM is shown. 

board is shown in Fig.2. 
Positive high voltage is applied to the resistive coat on 

the face sheets. Ground connections to the Uranium plates 
were made using welded Niobium pins. The normal oper
ating voltage is +2.5 kV, corresponding to a drift field of 
1.1 kV /mm in the gap. 

The module has 7488 readout channels. Low impedance 
(300) coaxial cables are used within the cryostat to carry 
signals to the multilayer feed through boards which reorder 
the signals so that all the signals in a particular tower 
become adjacent. The outputs from the charge-sensitive 
preamplifiers mounted on the cryostat are connected to 
the shaping and sampling hybrids circuits by twisted pair 
cables. The shaped signals are sampled twice with an inter
val of 2.5 J.LS for baseline subtraction. The resulting signals 
are multiplexed (16 signals to 1 line) and double-buffered 
to reduce dead time,-and fed to the ADCs through x 1/ x 8-
switchable amplifiers which provide 15-bit equivalent dy
namic range with a 12-bit ADC. The ADCs reside in a 
VME crate and a backplane VME bus is used to read the 
ADC outputs into a VME buffer, which in turn sends the 
data to the dual-port memories of a set of Micro VAX
II computers. One ADC crate digitizes 4608 calorimeter 
signals in approximately 160 J.Ls[2]. 

3 Test beam setup 

The test beam facility has been built in the Neutrino-West 
beam line at Fermilab. Triggering was provided by a set 
of scintillation counters. A system of proportional wire 
chambers (PWCs) and Cherenkov counters provided the 

' '~· 
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Figure 4: Arrangement of modules in the test beam cryo
stat. A liquid Argon excluder, ECEM, ECIH and ECMH 
are shown. 

particle momentum and identification on an event-by-event 
basis. The spread of the beam momentum was typically 
1.5% and the pion contamination in the electron beam was 
negligible (less than IQ- 5 ). Arrangement of modules in the 
test beam cryostat is shown in Fig.4. An ECMH module 
was placed behind the ECIH to monitor the leakage of 
hadronic showers. The cryostat has a thin window for 
the region illuminated by the beam. The setup includes a 
liquid Argon excluder, a 4.4 em thick aluminum plate and 
a 2.5 em thick stainless steel plate to simulate the material 
in front of the ECEM in the final DO detector. The test 
beam cryostat is equipped with a transporter so that the 
beam can sweep the module over ±15 degrees in¢ and the 
full TJ extent. 

The region illuminated by the beam was instrumented 
with the readout electronics which will be used in the final 
DO detector. The electronics was periodically (typically 
once a day) calibrated with a precision pulser which in
jects charge into each preamplifier channel. The channel
to-channel variation in gain was found to be"' 2.6%(rms). 
The intrinsic noise of the electronics was measured to be 
[3) O'elect = (2000 + 3100 X Cd(nF)) electrons, cd being 
the capacitance of the electronic channel. The overall sen
sitivity [2] of the electronics is "' 0.57 fC per ADC count 
or 3600 electrons per count. One ADC count also corre
sponds to"' 4 MeV of electromagnetic energy deposited in 
the ECEM. 

4 Data analysis 

ADC pedestals and gains were corrected for each chan
nel based on pulser calibration data. The spread in the 
beam momentum was corrected event-by-event using the 
momentum measured by the PWC system. Electrons 
which showered in the upstream material in the beam line 
were removed offline using the information from a PWC 
mounted on the face of the cryostat. 

The energy of the electromagnetic shower was recon
structed by summing all 4 longitudinal sections (20X0) in 
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Figure 5: High voltage plateau curve of the ECEM taken 
with 100 GeV electrons. Also shown is the plateau curve 
of the liquid Argon purity monitor (/3 cell). The curves are 
normalized to unity at 2.5 kV 

the ECEM and the first section (30X0 ) of the ECIH. The 
signal in each longitudinal section was calculated by divid
ing the number of ADC counts by the effective sampling 
fraction (the energy in the liquid Argon gap divided by 
the total energy in a sampling cell). The effective sam
pling fractions were obtained by minimizing the width of 
the energy response of a separate set of data. These val
ues are consistent with calculated sampling fractions. The 
analyses presented here used a single set of energy inde
pendent effective sampling fractions. 

The results were obtained by adding together the energy 
in the 9 towers enclosing the shower maximum. We found 
"' 99% of the incident energy was contained in these tow
ers. The effect of variation in thickness of the Uranium 
plates and signal boards was corrected tower-by-tower by 
using thickness maps obtained during the construction. 

5 Performance 

5.1 High voltage plateau 

Figure 5 shows the high voltage plateau curve obtained 
with 100 GeV electrons. Our operating voltage (2.5kV) is 
well within the plateau. Also shown is the plateau curve 

of the liquid Argon purity monitor (/3 cell§ ) which agrees 
well with the ECEM data. The purity of liquid Argon was 
maintained at ~ 0.6 ppm oxygen-equivalent contamination 
over the entire period of data taking, and the response of 
the ECEM was stable to better than ±1 %. 

5.2 Response as a function of energy 

The pulse height distributions of electrons obtained ac
cording to the analysis described above are shown in Fig.6 

§,a cell is a double liquid Argon gap with Ru(106) ,a source. (4) 
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Figure 6: Pulse height distributions of electrons for 10, 
25, 50, 75, 100, 125 and 150 GeV fc. Gaussian fits are 
superimposed. The distributions are normalized to the 
same number of events. 

for beam momenta of 10, 25, 50, 75, 100, 125 and 150 
GeV fc. All distributions are well represented by Gaus
sian functions and therefore the mean (J-t) and width (u) 
were determined by the Gaussian fit. Figure 7 shows the 
mean pulse heights vs beam momenta with a straight line 
fit. Also shown is the deviation from the fitted straight 
line, defined as (data-fit )/fit. The deviation from linearity 
is less than ±0.5% over the entire momentum range. The 
fit gives 

E(GeV) = J-t(ADCcounts)/(259.0±0.1)-0.09±0.01(GeV). 

5.3 Energy resolution 

The fractional resolution was calculated as u / J-t from a 
Gaussian fit described in the previous section. We as
sume the energy dependence of the resolution is (u/J.L? = 
C 2 + S 2 fE + N 2 fE 2 , where E is the beam energy in GeV, 
C is a constant contribution from systematic errors such 
as remaining channel-to-channel variation in gain, Sis due 
to the statistical error in sampling, and N represents en
ergy independent contributions to u such as electronic and 
Uranium noise. Figure 8 shows the values of u / J.L super
imposed with the result of the fit. The results of the fit 
are: 

c = 0.005 ± 0.001, 

s = 0.155 ± 0.003(v'GeV), and 

N = 0.226 ± 0.023(GeV). 

The value of the noise term, N, agrees well with the di
rectly measured value. The results are in good agreement 
with the specifications in the DO design report(5] and the 
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Figure 7: (a)The mean pulse heights vs beam momenta 
with a straight line fit superimposed. (b )Fractional differ
ences between measured response and a straight line fit. 

results reported in the previous test beam run[1]. 
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Figure 8: The fractional energy resolution u / J-t as a func
tion of electron beam energy superimposed with the fit 
described in the text. 
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6 Conclusion 

The performance of the DO end calorimeter electromag
netic module was tested using electrons with energy 
ranging from 10 to 150 GeV. The energy resolution is 
15.5%/ JE (GeV) with a small constant term of....., 0.5% 
and the response is linear to better than ±0.5%. 

We thank the Fermilab Accelerator Division and the 
staffs at our individual institutions for their exceptional 
performance. This work was supported by the Director, 
Office of Energy Research of the U.S. Department of En
ergy under Contract No. DE-AC03-76SF00098. 
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