Title
Factors in contact lens symptoms: evidence from a multistudy database.

Permalink
https://escholarship.org/uc/item/5c27p2kb

Journal
Optometry and vision science : official publication of the American Academy of Optometry, 91(2)

ISSN
1040-5488

Authors
Truong, Tan N
Graham, Andrew D
Lin, Meng C

Publication Date
2014-02-01

DOI
10.1097/opx.0000000000000138

Peer reviewed
Factors in Contact Lens Symptoms: Evidence From a Multistudy Database.

Article in Optometry and vision science: official publication of the American Academy of Optometry · December 2013
DOI: 10.1097/OPX.0000000000000138 · Source: PubMed

3 authors, including:

Meng Ching Lin
University of California, Berkeley
56 PUBLICATIONS 463 CITATIONS

Some of the authors of this publication are also working on these related projects:

Understanding Ocular Discomfort and Dryness Using the Pain Sensitivity Questionnaire View project

All content following this page was uploaded by Meng Ching Lin on 19 June 2014.

The user has requested enhancement of the downloaded file. All in-text references underlined in blue are added to the original document and are linked to publications on ResearchGate, letting you access and read them immediately.
Factors in Contact Lens Symptoms: Evidence from a Multistudy Database

Tan N. Truong*, Andrew D. Graham†, and Meng C. Lin‡

ABSTRACT
Purpose. This study aimed to examine the effects of demographic, lens performance, and ocular surface response measures on contact lens-related discomfort and dryness, using a large contact lens study database.

Methods. A total of 4164 records were extracted from a database of 220 subjects participating in 46 silicone hydrogel contact lens studies. Subjects discontinued lens wear for 24 hours and were then fit with either comfilcon A or enfilcon A lenses. The fit and performance of the lenses, along with subjective comfort and dryness, were assessed on insertion and after 3 and 6 hours of wear. After 6 hours of wear, ocular surface health was also assessed by fluorescein slitlamp examination.

Results. Decreased comfort at 3 hours after insertion was associated with excessive lens movement (p < 0.001), front surface deposits (p = 0.004), poor wettability (p = 0.014), and Asian ethnicity (p < 0.001). After 6 hours of wear, decreased comfort remained associated with greater lens movement (p = 0.032) and Asian ethnicity (p < 0.001), along with inferior corneal staining (p < 0.001). Dryness after 3 hours of wear was associated with greater lens movement (p < 0.001), Asian ethnicity (p < 0.001), increased deposits (p < 0.001), and poor wettability (p < 0.001). Dryness after 6 hours of wear remained associated with greater lens movement (p < 0.001) and Asian ethnicity (p < 0.001), along with inferior corneal staining (p < 0.001) and inferior lens decentration (p = 0.001).

Conclusions. Excessive lens movement, inferior lens decentration, poor surface wettability and deposits, inferior corneal staining, and Asian ethnicity are associated with discomfort and dryness. Clinicians should consider all these factors to achieve the most comfortable and successful contact lens fit.

Key Words: silicone hydrogel contact lenses, comfort, lens-induced dryness, lens performance, cornea, conjunctiva, race, ethnicity

Although there have been continual advances in soft contact lens design since the inception of soft lens materials approximately 50 years ago, clinical techniques for evaluating the safety and performance of soft lenses have remained virtually unchanged. Clinical acceptance of soft lens fit is based on the evaluation of both the performance of the lens on the eye and the ocular response to lens wear. For example, fitting characteristics such as lens centration, movement, and tightness are commonly evaluated during a slitlamp examination. Bulbar conjunctival and corneal staining with sodium fluorescein are commonly assessed indicators of the effects of lens wear on the health of the ocular surface.

Although these measures are widely used to determine acceptable lens fit and safety, little is known about their relative influences on patient discomfort and dryness sensation during lens wear. Many researchers have investigated subsets of factors thought to be associated with contact lens-induced discomfort or dryness. Often these studies are limited in scope or provide results generalizable only to narrowly defined study populations. It has been shown, for example, that subjective comfort was not strongly associated with tight-fitting lenses but did have some diagnostic utility for identifying loose-fitting lenses, particularly those with high water content. There have also been studies of the relationship between contact lens-induced ocular health changes and symptoms, as well as studies of lens designs, materials, and manufacturing methods to determine whether these factors may have any influence on either subjective comfort or ocular health outcomes. Recently, there has been a growing interest in how a patient’s demographic characteristics, including age, sex, and ethnicity, might influence patient satisfaction and ocular health with lens wear.
While many studies into these factors have been conducted, little is known about how all of these lens performance measures, ocular health outcomes, and subject characteristics are interrelated and how these relationships may collectively influence subjective comfort. For instance, the ocular surface response and lens behavior on the eye may influence subjective symptoms not only directly but also via a pathway in which lens-fitting characteristics result in an adverse ocular response that, in turn, results in discomfort. Furthermore, any of these relationships may differ depending on the demographic and ocular characteristics of the patient, and these characteristics may themselves directly influence how subjective symptoms are perceived and reported. The directed acyclic graph (DAG) in Fig. 1 depicts the complex interrelated factors that may affect contact lens–associated discomfort and dryness.\textsuperscript{16,17} For example, Asians and non-Asians may differ in their perceptions of dryness and/or in their reporting of symptoms; they also differ in ocular anatomy that, in turn, could cause the lens to move differently on the eye; differing lens movement could lead directly to different subjective symptoms or could result in differential keratopathy, which, in turn, could affect symptoms.

To our knowledge, the impact of these many interrelated factors on discomfort and dryness symptoms has not been comprehensively studied in a large-sample size, multivariate analysis. Therefore, in the current study, we used data from a large silicone hydrogel contact lens study database to elucidate the relationships among subjects’ ocular and demographic characteristics, contact lens fit and performance measures, clinical grading of ocular surface health outcomes, and subjective ratings of comfort and dryness. The large sample size and multivariate modeling allowed us to overcome some limitations of previous studies that were designed to investigate only specific subsets of these variables and to obtain a better determination of the factors that affect comfort and dryness in silicone hydrogel contact lens wear.

**METHODS**

**Study Design**

Altogether, 4164 records were extracted from a database of 220 subjects participating in one or more of 46 contact lens studies conducted at a single research site from 2005 to 2007. All studies were randomized, double-masked, contralateral contact lens studies conducted under identical protocols, for the purpose of developing new silicone hydrogel contact lens materials and designs. The lenses used in these studies were made from two investigational silicone hydrogel materials (Table 1). After discontinuing lens wear for a minimum of 24 hours, subjects reported to the research center wearing their spectacles and were screened for eligibility (see below). Subjects were asked to evaluate the comfort of each lens on insertion and after 3 and 6 hours of wear. Dryness sensation was also evaluated at 3 and 6 hours after lens insertion. Contact lens fitting and surface characteristics were evaluated at the same time points as the subjective evaluations. Sodium fluorescein examinations of the ocular surface were conducted at baseline before lens insertion and immediately after lens removal at the 6-hour visit but not at the 3-hour visit to avoid interrupting lens wear, which could bias the subsequent lens performance evaluation and subjective comfort and dryness assessments.

**Subjects**

All subjects were recruited from the campus of the University of California, Berkeley, and the surrounding community. Prospective subjects were successful spherical soft contact lens wearers who were free from ocular disease or any ocular abnormality that contraindicated lens wear. The sample group consisted of 44.1% Asian subjects and 55.9% non-Asian subjects. The Asian group included subjects of Taiwanese, Chinese, Japanese, Korean, Vietnamese, and Pacific Islander descent. The non-Asian group consisted of all other ethnicities, with a large majority of Caucasians (78.2%) and Latinos (14.5%), the remainder (7.3%) being African American, East Indian, or multiethnic heritage. The ethnic makeup of our sample closely resembled the demographics of the study population from which our subjects were recruited.\textsuperscript{18} A full explanation of the study goals, procedures, risks, and benefits was given to each prospective subject, and informed consent was obtained. This study observed the tenets of the Declaration of Helsinki, was approved by the University of California, Berkeley, Committee for Protection of Human Subjects, and was HIPAA compliant.

**Ocular Surface Examination**

A baseline slitlamp (SL 120; Carl Zeiss Meditec AG, Jena, Germany) examination of the ocular surface was performed initially with white light, followed by instillation of sodium fluorescein (Bio Glo; HUB Pharmaceuticals, LLC, Rancho Cucamonga, CA)

---

**TABLE 1.**

<table>
<thead>
<tr>
<th></th>
<th>Investigational Comfilcon A</th>
<th>Investigational Enfilcon A</th>
</tr>
</thead>
<tbody>
<tr>
<td>Total diameter (mm)</td>
<td>13.0 to 14.5</td>
<td>13.9 to 14.4</td>
</tr>
<tr>
<td>Back vertex power (D)</td>
<td>+0.25 to −3.00</td>
<td>−1.00 to −4.00</td>
</tr>
<tr>
<td>Water content (%)</td>
<td>48</td>
<td>46</td>
</tr>
<tr>
<td>Modulus (MPa)</td>
<td>0.8</td>
<td>0.5</td>
</tr>
<tr>
<td>Oxygen permeability (Dk × 10^−11)</td>
<td>128</td>
<td>100</td>
</tr>
</tbody>
</table>
and examination of the cornea and conjunctiva under cobalt blue illumination with a Wratten no. 12 yellow barrier filter. All slitlamp findings were graded on a 0 to 4 scale according to the Brien Holden Vision Institute (formerly CCLRU) grading scales.\textsuperscript{19} Conjunctival staining was graded separately in the nasal, temporal, superior, and inferior quadrants; peripheral and limbal corneal staining was also graded separately in these four quadrants and in the central 4-mm zone. The examination was repeated after 6 hours of lens wear.

Lens Performance Evaluation

A slitlamp biomicroscope with a diffuser and eyepiece graticule was used to measure lens conjunctival overlap, postblink lens movement, and primary and upgaze lens lag. The measurements were viewed at 8× magnification and recorded to the nearest 0.1 mm. In vivo front surface wettability and deposits were also graded by clinicians using the slitlamp with diffuser. Wettability was graded on a scale of 0 (very poor, immediately displaying nonwetting areas, and rapid drying of the lens surface) to 4 (excellent, lens surface completely wettable, and exhibiting no nonwetting areas during interblink periods). Front surface deposits on the contact lens were graded on a scale of 0 (absent, no deposits) to 4 (severe, deposits covering >75% of surface). Lens tightness was assessed by digital push-up test and rated on a continuous scale from 0% (very loose, falls from cornea without lid manipulation) to 100% (very tight, does not dislodge on lid manipulation). Although this test is highly subjective, it has been shown to be a reproducible and sensitive indicator of lens fit.\textsuperscript{3,20}

Subjective Evaluation

Subjects rated lens comfort on a numerical rating scale from 0 (poor comfort, intolerable) to 100 (excellent comfort, cannot be felt) on lens insertion and after 3 and 6 hours of lens wear. Dryness sensation was also rated on a scale from 0 (no sensation of dryness whatsoever) to 100 (extremely dry, intolerable) after 3 and 6 hours of lens wear.

Statistical Methods

Linear mixed-effects models were used to account for the nested, multilevel data structure and the correlations between eyes within subjects and between repeat measurements on subjects enrolled in multiple studies. A compound symmetric covariance structure was assumed such that all within-subject repeated measurements have a common covariance, with independence between subjects. In addition, because the test lenses in each study varied slightly in design, the lens type was examined as a potential factor in each model. Because most subjects participated in more than one study, the repeat study visits were also examined in the models. The baseline, 3-hour, and 6-hour visits within each study were modeled separately because it was believed that different sets of factors were likely to influence subjective symptoms at these different time points after lens insertion. The models included fixed effects for the demographic, lens performance, and ocular response variables described above. Initially, each potential fixed explanatory variable was examined in a model with a random effect for eyes-within-subjects. All possible additive combinations of the fixed effects having individual p values <0.15 were then examined in multivariable models, followed by examination of numerous interactions between selected variables. The remaining models with F test p values all <0.05 were then examined to select the models whose effect sizes were clinically relevant (e.g., an effect may be statistically significant, but if it estimates a difference in comfort rating of <3 units on the 100-point scale, over the range of that variable observed in our data, that effect would not be considered to be of importance to clinicians). Final models were selected based on consideration of F test p values, clinical interpretability and importance of effect sizes, residual and other diagnostic plots, and comparison of the log likelihood between nested models and Akaike Information Criterion for non-nested models.

RESULTS

The primary outcomes for this analysis are the subjective ratings of comfort and dryness. Comfort ratings were given by the subjects at 10 minutes after lens insertion and after 3 and 6 hours of lens wear; dryness ratings were given after 3 and 6 hours of lens wear but not immediately after lens insertion. In the following sections, we will first describe the demographic and ocular characteristics of our subjects and then present the modeling results showing how subject characteristics, ocular response variables, and lens performance measures are related first to comfort and then to dryness ratings. Descriptive statistics are provided in Tables 2 and 3. Both direct effects of significant explanatory variables on the outcomes, as well as significant interactions among the explanatory variables will be identified.

### TABLE 2.

Descriptive statistics for subjective outcomes and potential lens performance explanatory variables

<table>
<thead>
<tr>
<th></th>
<th>Min</th>
<th>Max</th>
<th>Median</th>
<th>Mean</th>
<th>SD</th>
</tr>
</thead>
<tbody>
<tr>
<td>Comfort rating</td>
<td>10</td>
<td>100</td>
<td>95</td>
<td>91.37</td>
<td>10.26</td>
</tr>
<tr>
<td>Dryness rating</td>
<td>0</td>
<td>90.91</td>
<td>5</td>
<td>9.62</td>
<td>14.92</td>
</tr>
<tr>
<td>Wettability</td>
<td>0.5</td>
<td>4</td>
<td>3.5</td>
<td>3.19</td>
<td>0.69</td>
</tr>
<tr>
<td>Deposits</td>
<td>0.0</td>
<td>2.5</td>
<td>0.0</td>
<td>0.23</td>
<td>0.38</td>
</tr>
<tr>
<td>Horizontal Decentration (mm)</td>
<td>1.0-nasal</td>
<td>0.5-temporal</td>
<td>centered</td>
<td>0.06-nasal</td>
<td>0.14</td>
</tr>
<tr>
<td>Vertical Decentration (mm)</td>
<td>0.9-inferior</td>
<td>0.6-superior</td>
<td>0.1-inferior</td>
<td>0.11-inferior</td>
<td>0.22</td>
</tr>
<tr>
<td>Movement (mm)</td>
<td>0</td>
<td>1.2</td>
<td>0.2</td>
<td>0.21</td>
<td>0.15</td>
</tr>
<tr>
<td>Tightness (%)</td>
<td>25</td>
<td>90</td>
<td>50</td>
<td>48.44</td>
<td>7.87</td>
</tr>
<tr>
<td>1° gaze lag (mm)</td>
<td>0</td>
<td>2</td>
<td>0</td>
<td>0.05</td>
<td>0.16</td>
</tr>
<tr>
<td>Upgaze lag (mm)</td>
<td>0</td>
<td>3</td>
<td>0</td>
<td>0.10</td>
<td>0.28</td>
</tr>
</tbody>
</table>
Subject Characteristics

Of our 220 subjects, 44.1% were Asian and 55.9% non-Asian. The majority of our subjects were female (72%), with 28% being male. Ages ranged from 18 to 44 years, with a mean ± SD of 23.0 ± 4.6 years. Mean ± SD horizontal and vertical corneal curvatures were 43.41 ± 1.32D and 44.27 ± 1.35D, respectively, and ranged from 39.12 to 48.25D in the horizontal meridian and from 40.25 to 48.50D in the vertical meridian. Horizontal visible iris diameter (HVID) ranged from 10.2 to 13.0 mm, with a mean ± SD of 11.7 ± 0.5 mm. Vertical palpebral aperture size (PAS) ranged from 7.0 to 15.0 mm, with a mean ± SD of 10.3 ± 1.5 mm. Table 2 presents these subject characteristics stratified on race and sex. The non-Asian group had significantly steeper corneas, on average, in both meridians (p = 0.001 for horizontal, p = 0.020 for vertical); however, the group average differences were of minimal clinical importance, being less than 0.5D. Non-Asians also had significantly wider HVID.

HVID, horizontal visible iris diameter; PAS, palpebral aperture size (vertical).

Comfort Rating

Higher comfort ratings 10 minutes after lens insertion were found to be significantly related to greater subject age (p < 0.001). No lens performance measures showed any significant or clinically relevant associations with postinsertion comfort rating, which was not unexpected after such a short duration of lens wear. In contrast to comfort immediately after lens insertion, which older subjects tended to rate higher and was not influenced by lens performance variables, comfort after 3 hours of lens wear was related to a number of different factors. A lower grade of lens surface deposits (p = 0.004), greater wettability (p = 0.014), and less lens lag (p = 0.039) were all associated with significantly improved subjective comfort rating. The estimated differences in comfort ratings corresponding to the ranges of these variables that we observed in our subjects were approximately 8.0, 3.4, and 7.7 units on the 0 to 100 comfort scale for deposits, wettability, and lag, respectively. The factor with highest significance in subjective comfort after 3 hours of lens wear can be quantified either as millimeters of lens movement (p < 0.001) or lens tightness as graded by push-up test (p = 0.003), with less lens movement or a tighter lens being associated with improved lens comfort (see Discussion). The estimated differences in comfort rating corresponding to our observed ranges of movement and tightness were 8.7 and 6.9 units on the 0 to 100 comfort scale, respectively. Asian subjects rated comfort significantly lower (p < 0.001) on average, although the difference between ethnic groups was not large (an estimated 3.1 units on the 0 to 100 comfort scale). There also seemed to be a significant (p = 0.014) interaction between ethnicity and the impact of lens deposits on subjective comfort, such that Asian subjects with higher lens deposit grading tended to have more discomfort than non-Asians with an equivalent deposit grading. Lens type was not found to be significant in any model. Table 4 presents the final multivariate models for comfort rating at 3 hours after lens insertion.

TABLE 3.

Table: Mean ± SD age and ocular characteristics by race and sex

<table>
<thead>
<tr>
<th></th>
<th>Asian</th>
<th>Female</th>
<th>Non-Asian</th>
<th>Female</th>
</tr>
</thead>
<tbody>
<tr>
<td>No. subjects</td>
<td>Male</td>
<td>Female</td>
<td>Male</td>
<td>Female</td>
</tr>
<tr>
<td></td>
<td>26</td>
<td>71</td>
<td>36</td>
<td>87</td>
</tr>
<tr>
<td>Age (y)</td>
<td>23.3 ± 5.4</td>
<td>21.9 ± 3.4</td>
<td>23.9 ± 5.5</td>
<td>23.0 ± 3.9</td>
</tr>
<tr>
<td>Keratometry horizontal (D)</td>
<td>42.85 ± 1.24</td>
<td>43.38 ± 1.54</td>
<td>44.39 ± 1.30</td>
<td>43.92 ± 1.18</td>
</tr>
<tr>
<td>Keratometry vertical (D)</td>
<td>43.71 ± 1.30</td>
<td>44.40 ± 1.55</td>
<td>44.34 ± 1.38</td>
<td>44.63 ± 1.15</td>
</tr>
<tr>
<td>PAS (mm)</td>
<td>9.7 ± 1.7</td>
<td>10.5 ± 1.2</td>
<td>10.6 ± 1.5</td>
<td>10.3 ± 1.4</td>
</tr>
<tr>
<td>HVID (mm)</td>
<td>11.6 ± 0.6</td>
<td>11.5 ± 0.4</td>
<td>12.0 ± 0.5</td>
<td>11.8 ± 0.5</td>
</tr>
</tbody>
</table>

Non-Asians had significantly steeper corneas in both meridians, although the difference was of minimal clinical importance. Non-Asians also had significantly wider HVID.

TABLE 4.

Table: Parameter estimates and p values for models of comfort rating at 3 hours after lens insertion

<table>
<thead>
<tr>
<th></th>
<th>Model 1</th>
<th>Model 2</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Estimate</td>
<td>p</td>
</tr>
<tr>
<td>Intercept</td>
<td>89.807</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>Race</td>
<td>1.742</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>Movement (mm)</td>
<td>−7.244</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>Tightness (%)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Deposits</td>
<td>−3.199</td>
<td>0.004</td>
</tr>
<tr>
<td>Race: deposits</td>
<td>3.360</td>
<td>0.014</td>
</tr>
<tr>
<td>Wettability</td>
<td>0.978</td>
<td>0.014</td>
</tr>
<tr>
<td>Lag (mm)</td>
<td>3.844</td>
<td>0.038</td>
</tr>
</tbody>
</table>

The two models are identical, except in that Model 2 includes push-up test tightness as an explanatory variable instead of millimeters of lens movement, with which it is highly correlated. The arbitrary reference group for Race in the models was Asian.

Copyright © American Academy of Optometry. Unauthorized reproduction of this article is prohibited.
TABLE 5.
Parameter estimates and p values for model of comfort rating at 6 hours after lens insertion

<table>
<thead>
<tr>
<th></th>
<th>6 hours of wear</th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Estimate</td>
<td>p</td>
<td></td>
</tr>
<tr>
<td>Intercept</td>
<td>89.417</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Race</td>
<td>3.645</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Movement (mm)</td>
<td>−4.411</td>
<td>0.032</td>
<td></td>
</tr>
<tr>
<td>Corneal staining inferior</td>
<td>−2.068</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Conjunctival staining temporal</td>
<td>1.033</td>
<td>0.001</td>
<td></td>
</tr>
<tr>
<td>Conjunctival indentation temporal</td>
<td>1.278</td>
<td>0.051</td>
<td></td>
</tr>
</tbody>
</table>

The arbitrary reference group for Race in the models was Asian. Corneal staining is graded in extent.

In addition to subjective ratings and a lens fit and performance evaluation, the ocular response to lens wear was assessed by fluorescein slitlamp examination after 6 hours of wear. Less lens movement (p = 0.032) and non-Asian ethnicity (p < 0.001) continued to be significantly associated with higher comfort ratings after 6 hours of lens wear, with higher estimated comfort ratings of approximately 5.3 and 3.6 units on the 0 to 100 comfort scale corresponding to our observed range of movement and non-Asian ethnicity, respectively. Inferior corneal staining over the range we observed in our subjects was significantly associated with an estimated lower comfort rating of approximately 8.3 units on the 0 to 100 comfort scale (p < 0.001). Staining was graded in terms of type, depth, and extent (area), and although all three measures were significant, a greater extent of inferior staining was most closely associated with decreased comfort in the multivariate models. Although the type, depth, and extent of corneal staining represent different aspects of the ocular surface response and are clinically distinguishable, they tend to be collinear; type, depth, and extent of corneal staining were significant, each in a separate model (not together in one model) due to this collinearity. Staining (p < 0.001) and indentation (p = 0.051) of the temporal conjunctiva were also significantly associated (or nearly so) with comfort rating. Interestingly, a higher grade of temporal conjunctival staining and indentation resulted in an estimated higher comfort rating, with estimated higher comfort ratings of 4.1 and 3.8 units on the 0 to 100 comfort scale for conjunctival staining and indentation, respectively. Lens type was not found to be significant in any model. Table 5 presents the final multivariate model for comfort rating at 6 hours after lens insertion.

Dryness Rating

Subjects rated lens-associated dryness after 3 and 6 hours of lens wear. As with comfort rating, greater lens movement was an important factor associated with dryness rating at 3 hours after lens insertion (p < 0.001), with an estimated 11.3-unit higher dryness rating on the 0 to 100 scale across our observed range of lens movement. Asian subjects rated dryness after 3 hours of lens wear significantly higher than did non-Asians (p < 0.001) by approximately 3.3 to 4.3 units depending on the model (Table 6). Two statistically similar models showing increased dryness rating included Asian ethnicity and increased lens movement, along with either lower lens surface wettability (p < 0.001) or greater front surface deposit grade (p < 0.001). Lens deposits at the highest level we observed in our subjects (grade 2.5), compared with zero deposits, resulted in an estimated 9.4-unit higher dryness rating, whereas the poorest lens surface wettability we observed (grade 0.5), compared with complete wettability (grade 4.0), was associated with an estimated 11.3-unit higher dryness rating. Lens type was not found to be significant in any model. Table 6 presents the final multivariate models for dryness rating at 3 hours after lens insertion.

Lens movement continued to be significantly related to dryness rating after 6 hours of wear (p < 0.001), with an estimated 12.2-unit greater dryness rating over our observed range of movement. Greater vertical lens decentration in the inferior direction was associated with significantly higher dryness rating (p = 0.001) by an estimated 8.8 units on the 0 to 100 dryness scale. Interestingly, a higher grade of inferior corneal staining—particularly in extent of staining—seemed to have the strongest impact on higher dryness ratings (p < 0.001). The difference in estimated dryness rating over the 0 to 4 grade range we observed in inferior corneal staining extent was approximately 20.8 units on the 0 to 100 dryness rating scale. Asian ethnicity was also associated with increased dryness ratings (p < 0.001). A significant interaction was found between ethnicity and sex such that, among males, estimated dryness rating for Asians was approximately 6.5 units higher than for non-Asians, whereas among females, the difference was only 1.3 units on average. Table 7 presents the final multivariate model for dryness rating at 6 hours after lens insertion.

DISCUSSION

Dryness and discomfort are two primary subjective factors that are responsible for contact lens dissatisfaction and discontinuation.21,22 A plethora of past studies highlights the complexities inherent in elucidating relationships among the numerous interrelated factors that can influence contact lens–related discomfort and dryness.4–9 A number of studies have addressed small subsets of these factors, often with relatively small sample sizes or sampling from narrowly or ill-defined study populations. To the best of our knowledge, this study is the first to evaluate a wide range of factors that include subject demographics, ocular biometrics, contact lens clinical performance, and ocular health outcomes in a large-sample size, multivariate analysis of contact lens–related discomfort and dryness.

TABLE 6.
Parameter estimates and p values for models of dryness rating at 3 hours after lens insertion

<table>
<thead>
<tr>
<th></th>
<th>3 hours of wear</th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Estimate</td>
<td>p</td>
<td></td>
</tr>
<tr>
<td>Intercept</td>
<td>8.078</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Race</td>
<td>−4.333</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Deposits</td>
<td>3.752</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Wettability</td>
<td>−3.221</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Movement (mm)</td>
<td>9.766</td>
<td>&lt;0.001</td>
<td>9.379</td>
</tr>
</tbody>
</table>

The two models differ in that Model 1 estimates higher dryness rating with more lens deposits, and Model 2 estimates lower dryness rating with better lens wettability. The arbitrary reference group for Race in the models was Asian.
The arbitrary reference group for Race was Asian. Corneal staining is graded in extent. The interaction between race and sex estimates lower dryness ratings for non-Asians than for Asians in male subjects.

The strength of this analysis is that all studies that contributed to our database recruited from the same study population and adhered to the same study protocol, thus providing an opportunity to examine the relationships to subjective ratings of many potential explanatory variables in a large-sample size analysis, more comprehensive in scope than has been possible to date. However, the study design and protocol do present some potential limitations to the generalizability of the multivariate analysis. In these studies, only two silicone hydrogel lens materials fabricated on a proprietary lens design platform and a narrow power range were evaluated, thus making the results of the analysis less generalizable to lenses of different materials manufactured on different lens design platforms and/or outside the study lens power range. Another study design limitation is the 6 hours of contact lens wearing time, which is less than the daily wearing schedule of a typical contact lens patient. In addition, it should be kept in mind that the amount of unexplained variance in our models precludes them from being considered predictive of causative models, but rather providing information on significant associations of commonly assessed clinical parameters with subjective symptoms. Finally, the sets of models we examined were limited to linear models, and although linearity seemed to be an acceptable assumption based on our model diagnostics, it is possible that other nonlinear models could be found which provide a better fit, reducing any model selection bias.

To highlight the important findings that practicing clinicians should consider when fitting patients with contact lenses or when diagnosing the underlying problems of returning patients who express contact lens–related discomfort and dryness, the principal results of the current study are discussed below in four sections: demographics, contact lens fit, surface properties of the contact lens in vivo, and anterior segment ocular response to contact lens wear.

**Demographics**

The subject population for these contact lens studies consisted of successful contact lens wearers who are able to wear study lenses for at least 6 hours. Older participants are likely to have had more years of contact lens experience than younger subjects. This inherent sampling bias partly explains the finding that increased age is associated with increased ratings of comfort on lens insertion. It has been previously reported that symptoms of dryness decrease with advancing age among lens wearers and that the diminishing proportion of older symptomatic lens wearers most likely stems from self-selection. However, it is possible that changes in ocular physiology with age could also contribute to changes in subjective symptoms. It has been shown that there is a natural decrease in corneal and conjunctival sensitivity with age and that prolonged contact lens wear further decreases corneal sensitivity. It should be kept in mind that this study recruited from a university campus and surrounding area and thus is likely to have a subject sample skewed toward younger ages than might be typical in the contact lens–wearing population at large.

In the current study, subjects of Asian ethnicity tended to have lower comfort and higher dryness ratings than non-Asian subjects after 3 or more hours of lens wear. This was a surprising finding given the fact that differences in average PAS, corneal curvatures, and HVID between the two racial groups were minimal. In post hoc analyses, it was found that a larger PAS (p < 0.001) and a larger HVID (p = 0.001) were significantly associated with the greater lens movement that was shown in our models to be the primary factor in contact lens–related discomfort. Since non-Asian subjects had slightly larger PAS and HVID on average, we would expect them to have somewhat greater lens movement and hence lower subjective comfort and higher dryness ratings than Asian subjects. However, it was found that non-Asian subjects had less significant lens movement (p < 0.001) on average than did Asian subjects; it was also found that subjects with steeper corneas had significantly less lens movement (p < 0.001), and non-Asian subjects did have slightly higher keratometry readings on average (p = 0.020). Nevertheless, the fact that even after adjusting for lens movement in the multivariate models, Asians still had significantly lower estimated comfort and higher estimated dryness ratings than non-Asian subjects. However, it was found that non-Asian subjects had less significant lens movement (p < 0.001) on average than did Asian subjects; it was also found that subjects with steeper corneas had significantly less lens movement (p < 0.001), and non-Asian subjects did have slightly higher keratometry readings on average (p = 0.020). Nevertheless, the fact that even after adjusting for lens movement in the multivariate models, Asians still had significantly lower estimated comfort and higher estimated dryness ratings than non-Asian subjects suggests that there are inherent differences between the two populations of subjects that were not captured with the ocular biometrics and lens performance measurements. For example, it has been proposed that Asians have greater lid tightness compared with non-Asians, which could easily affect the behavior of the lens on the eye during the blink cycle, thus impacting sensations of discomfort or dryness.

There have been studies in the past that have found differences between the two subpopulations in ocular response to contact lens wear. One study using optical pachometry on a population of experienced lens wearers found that the post-lens tear film in Asian eyes was significantly thinner than that in non-Asian eyes. A separate study evaluating endothelial bleb formation, an indicator of corneal response to stress, showed that Asian subjects had significantly higher grades of bleb formation than did Caucasian subjects. A recent study has also shown that, compared with non-Asians, Asian subjects have a significantly greater increase in corneal epithelial permeability on awakening after 30 days of continuous wear with silicone hydrogel lenses. Although not yet confirmed by a large-scale epidemiological study, there is some evidence that Asians present with more positive ocular findings with the slitlamp biomicroscope than do non-Asians. Although these studies did not evaluate subjective responses, it is reasonable to conclude that these differences in ocular response to contact lens wear may have a negative impact on contact lens comfort and dryness.
Contact Lens Fit

There is a general acceptance by many contact lens practitioners that excessive postblink lens movement is a common underlying cause of lens-related discomfort. The current study provides strong evidence that excessive lens movement is a valuable indicator of the likelihood of subsequent lower comfort and higher dryness ratings after periods of lens wear exceeding 3 hours. Movement is the only lens fitting characteristic that consistently remained a significant factor in all the multivariate models of both comfort and dryness ratings after 3 or more hours of contact lens wear. It is reasonable to suggest that minimizing lens movement would minimize its mechanical stimulus to the cornea, conjunctiva, and eyelids, although too tight a fit with virtually no lens movement could result in increased dryness symptoms due to poor tear exchange. Post hoc analyses revealed a clear range of preferred lens movement, with the highest percentage of subjects having comfort ratings above 90, or dryness ratings below 10, occurring in subjects with 0.1 to 0.4 mm of movement.

In one model for comfort rating at 3 hours after lens insertion, push-up test tightness could be substituted for millimeters of lens movement with minimal change in the fit of the model. Movement and tightness are highly collinear, and as with movement, there seems to be an ideal range for lens tightness. Post hoc analyses revealed that the highest percentage of subjects having comfort ratings above 90 occurred among those with push-up test tightness values above 40, up to 55. A linear regression of movement on tightness was significant; however, diagnostic plots reveal greater variance in movement at the lower end of the tightness scale. This means that, for a very tight-fitting lens, little postblink movement is consistently observed; however, for a lens fit that is low on the tightness scale, postblink movement may range from excessive to none. Thus, although push-up test tightness may act as a proxy for lens movement, it is not a good predictor of movement for looser fitting lenses, and therefore clinicians, should measure millimeters of lens movement directly to assess a lens fit for optimum comfort.

We also found in this study that vertical lens decentration is a significant factor in dryness sensation after 6 hours of lens wear, with greater inferior decentration associated with higher average dryness ratings. Interestingly, inferior lens decentration was not associated with lower comfort ratings. We speculate that dryness symptoms arise from the lens dropping inferiorly during the interblink period sufficiently to expose the upper lens edge, which causes the upper lid wiper to repeatedly cross over the lens edge with each blink. There is evidence from the literature linking symptoms of dryness with lid wiper epitheliopathy in contact lens wear. The upper eyelid marginal conjunctiva plays a crucial role in wiping the bulbar surface and distributing the precorneal tear film. Alteration of the upper eyelid epithelium, a condition known as lid wiper epitheliopathy, was first characterized in soft contact lens wearers in a study that found that 80% of subjects who had dry eye symptoms displayed lid wiper epitheliopathy compared with only 13% of asymptomatic subjects. The primary sensory mechanism for lens awareness and dryness sensation associated with an undamaged and well-softed fit lens seems to be the blink-related action of the upper eyelid margin lid wiper over the CL surface, possibly exacerbated by repeated contact with the edge of an inferiorly centered lens. Future studies are needed to confirm the relationship between lid wiper epitheliopathy and inferior decentration of a CL.

In Vivo Contact Lens Surface

After 3 hours of lens wear, lens surface wettability and deposits can influence comfort and dryness sensation. Higher lens surface wettability and less surface deposits are both independently associated with higher comfort ratings after 3 hours of wear. However, wettability is interchangeable with deposits in the model for dryness ratings. Either a higher wettability or lower surface deposit grade was associated with lower dryness ratings. The compartmentalization of the tear film in the presence of a CL into two layers, prelens and postlens, interferes with its normal structure and function. Tear film evaporation rate has been shown to increase significantly with contact lens wear. Studies have also found that the presence of a lens on the eye destabilizes the tear film and that the prelens tear thickness decreases significantly within half an hour of lens wear. In fact, both a rapid prelens tear film thinning time and reduced tear film breakup time are important factors commonly observed in symptomatic contact lens wearers. In our study, wettability and lens surface deposits were found to be moderately negatively correlated (Pearson $\rho = -0.43$), suggesting that lenses with worse deposits are somewhat more likely to have poor wettability. It may be that poor lens wettability causes thinning and destabilizing of the tear film leading to dryness symptoms and that lens surface deposits merely act as a proxy variable in the model through collinearity. On the other hand, with the more generalized comfort ratings, poor wettability leads to decreased comfort through a similar mechanism to dryness, whereas front surface deposits contribute to an independent effect on comfort through some other mechanism, such as interaction of the lids with the front surface of the lens. Further study is needed to differentiate the effects of contact lens wettability and surface deposits on symptoms of discomfort and dryness.

Anterior Segment Ocular Health Response to Contact Lens Wear

This analysis found that corneal staining, considered one of the most important clinical outcome measures for evaluating the safety of contact lenses, is also significantly associated with increased discomfort and dryness. More specifically, it was the extent of corneal staining in the inferior quadrant that had a large influence on discomfort and dryness sensation. Studies in the past have shown that lens material properties and design are factors that impact the level of corneal staining, although few studies have established a link between staining and subjective symptoms. There has been a growing interest in the relationship between the interaction of contact lenses and lens care solutions resulting in solution-induced corneal staining. One study reported the characteristic corneal staining over a 6-hour time course with various lens—multipurpose lens care product combinations but found no correlation between ocular comfort and corneal staining. A separate study that also reported increased corneal staining with certain lens material—solution combinations, in contrast, found subject preferences generally followed objective staining results. However, other findings suggest that contact lens factors such as water content, material, wearing time, and deposition are more strongly associated with corneal staining than are lens care solutions. Regardless of the mechanism of
contact lens–associated corneal staining, the frequency of corneal staining with lenses is high and has been reported to be approximately 54% of lens wearers sampled in a cross-sectional study.\textsuperscript{4} Noteworthy was the moderate-to-severe staining extent (grade 3 or more on the Brien Holden Vision Institute grading scales) that was detected on 26% of the patients in the study. Although the current study did not evaluate the interaction between lens materials and care solutions and did not address the mechanisms of lens-induced corneal staining, the study findings do provide additional evidence that contact lens–associated corneal staining—particularly in the inferior quadrant—may be associated with symptoms of discomfort and dryness. This has important clinical implications because the highest incidence and severity of corneal staining occur in the inferior corneal region.\textsuperscript{40}

We also found an inverse relationship between comfort rating and temporal conjunctival staining and indentation. A recent study investigating the edge designs of different silicone hydrogel lenses also reported this finding.\textsuperscript{41} That study found that a rounded edge that produced the lowest circumlimbal staining was associated with low comfort, whereas a knife-edge lens that induced the highest circumlimbal staining was associated with higher comfort levels. It was proposed that the knife-edge design was in close apposition to the ocular surface, whereas the thicker, rounded edge design had an apex pointing away from the ocular surface. Interestingly, all lenses in the current study used the same rounded edge profile. We also found in a post hoc analysis that conjunctival staining and indentation were not significantly associated with push-up test tightness, suggesting that the effect of the lens on the conjunctiva was not simply due to an ill-fitting lens. Together, these results suggest that, although a greater interaction of the lens with the ocular surface may cause more conjunctival staining, close conformity to the surface in fitting a lens provides better subjective comfort. It is possible to achieve this in ways other than altering edge design. Steepening the base curve is the most common and effective method of conforming the lens edge to the eye. This also alters the way in which applied pressure is absorbed by the eye. Steepening the lens results in increased transmittance of the pressure load to the rim of the lens rather than to the central portion of the lens, as is found with flatter lenses.\textsuperscript{42} It is known that the conjunctiva is less sensitive than the cornea.\textsuperscript{43} It is therefore possible that increased comfort is the result of the redistribution of the mechanical forces generated during a blink away from the cornea to the less-sensitive conjunctiva. The redistribution of this reaction pressure is manifested as conjunctival staining. Although there is evidence suggesting that better comfort can be achieved by having close apposition to the ocular surface and the lens edge, it is unclear how this close conformity affects postlens tear mixing. Maintaining sufficient tear mixing is important to inflammatory mediators accumulating underneath a CL being flushed out. Therefore, future studies are needed to suggest strategies for striking a balance between lens-wearing comfort and postlens tear mixing.

Interestingly, models of subjective comfort and dryness after 6 hours of lens wear, at which point ocular surface response was also evaluated, were a better fit than models for initial and 3-hour lens wear. Thus, evaluating ocular surface integrity along with contact lens fit is crucial in determining the underlying causes of contact lens–related discomfort and dryness. In addition, our diverse study population allowed us to examine racial or ethnic differences in subjective symptoms. Whether these differences are due solely to cultural differences in symptom perception and/or how symptoms are reported to clinicians or whether there are underlying physiological differences leading to differential symptoms is currently being investigated. Nevertheless, it is clear that a better understanding of these racial or ethnic differences would assist clinicians in achieving optimum ocular surface health and subject comfort as contact lens wear becomes more pervasive outside the United States and Europe.

In conclusion, this multivariate analysis has identified key factors associated with subjective comfort and dryness symptoms that practicing clinicians should keep in mind during a contact lens exam. A patient’s age and ethnicity are important indicators of whether he or she will have contact lens–related complaints. Older subjects in this study population, who most likely had more years of contact lens wearing experience, had higher comfort and lower dryness ratings than younger subjects did. This study found that Asian subjects will tend to have lower comfort and higher dryness ratings on average. In addition, several contact lens performance measures significantly impacted subjective ratings. Excessive lens movement, inferior lens decentration, and lower surface wettability or more lens surface deposits are all measures associated with decreased comfort and increased dryness. Through evaluating the ocular health response to contact lens wear, we have shown that the location and extent of corneal staining significantly influenced subjective ratings. Subjects with a greater extent of inferior corneal staining were more likely to have lower comfort and experience more dryness. However, greater contact lens–related temporal conjunctival staining and indentation were inversely related to dryness ratings. Lastly, it is important to note that models of subjective comfort and dryness after 6-hour lens wear were a better fit than models for initial and 3-hour lens wear. Thus, considering patient demographics and evaluating ocular surface integrity along with contact lens fit are crucial in achieving a successful, comfortable contact lens fit with the best chance of maintaining optimal ocular surface health.

**ACKNOWLEDGMENTS**

This research project was supported in part by the University of California at Berkeley Clinical Research Center with unrestricted funds from Carl Zeiss Vision, Cooper Vision, Robert J. Smith research fund, and the Morton Sarver Foundation. Sponsors had no role in the design or conduct of this research.

Commercial relationship interest: None.

Received November 6, 2012; accepted October 15, 2013.

**REFERENCES**


Optometry and Vision Science, Vol. 91, No. 2, February 2014
15. Tagliaferri A. Risk factors for contact lens induced papillary conjunctivitis associated with silicone hydrogel contact lens wear [Master’s thesis]. Case Western Reserve University; 2012.

Meng C. Lin
Clinical Research Center
School of Optometry
University of California, Berkeley
Berkeley, CA 94720-2020
e-mail: mlin@berkeley.edu