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A Low Background-Rate Detector for Ions in the 5 to 50 keY Energy Range to be Used for 

Radioisotope Dating with a Small Cyclotron 

Peter Gray Friedman 

Abstract 

Accelerator mass spectrometry in tandem Van de Graaff accelerators has proven 

successful for radioisotope dating small samples. Small, inexpensive cyclotrons serving 

this purpose would make the technique accessible to more researchers and inexpensive 

enough to compare many small samples. To this end we are developing a 20 cm diameter 

30 to 40 ke V cyclotron dedicated to high-sensitivity radioisotope dating, initially for 14C. 

At this energy, range and dE/dx methods of particle identification are impossible. Thus 

arises the difficult problem of reliably detecting 30 to 40 ke V 14C at 10-2 counts/sec in the 

high background environment of the cyclotron, where lower energy ions, electrons, and 

photons bombard the detector at much higher rates. 

To meet this challenge we have developed and tested an inexpensive, generally useful 

ion detector that allows dark-count rates below 10-4 counts/sec and excellent background 

suppression. With the cyclotron tuned near the 13CH background peak, to the frequency 

for 14C, the detector suppresses the background to 6 x 10-4 counts/sec. For each 14C ion 

the detector's grazing-incidence Al20 3 conversion dynode emits about 20 secondary 

electrons, which are independently multiplied in separate pores of a microchannel plate. 

The output signal is proportional to the number of secondary electrons, allowing 

pulse-height discrimination of background. We have successfully tested the detector with 

positive 12C, 23Na, 39K, 41K, 85Rb, 87Rb, and 133Cs at 5 to 40 keY, and with 36keV 

negative 12C and 13CH. It should detect ions and neutrals of all species, at energies above 

5 keV, with good efficiency and excellent background discrimination. Counting efficiency 

and background discrimination improve with higher ion energy. The detector can be 

operated at least up to 2 x 10-7 Torr and be repeatedly exposed to air. The maximum rate 

is 106.4 ions/sec in pulse counting mode and 109.7 ions/sec in current integrating mode. 
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A Low Background-Rate Detector for Ions in the 5 to 50 keY Energy Range to be Used for 

Radioisotope Dating with a Small Cyclotron 

1. Introduction 

What seest thou else 
In the dark backward and abysm of time? 

Prospero, in Shakespeare's The Tempest 

The time each of us spends upon earth is but a fleeting instant. Indeed, the human 

race has inhabited the earth for a mere million years of its 4.5 billion year lifetime. For 

only the last few thousand years have we kept written records to tell future generations 

what has gone before them. Fortunately nature has provided us with means of probing the 

past to find our origins, both recent and cosmic. Radioisotopes are powerful tools for 

discovering temporal information about archaeology, evolution, climate, oceanography, 

geology, the history of the sun, the solar system, meteors, and cosmic rays.! The 

abundance ratio of an unstable isotope to a related isotope yields information about time 

scales that depend on the half-life of the unstable isotope. The relationship between the 

isotopes may be a chemical similarity, as for radiocarbon dating, or a shared decay chain, 

as for potassium-argon dating. 

1.1. Accelerator mass spectrometry 

The standard method for detecting many radioisotopes used for dating is decay 

counting. But the long half-lives that make these isotopes useful for dating old samples 

also make very small the fraction of such atoms that decay and can be counted in a 

reasonable time. Direct detection of the radioisotope by means of mass spectrometry is a 

much more efficient method, allowing both smaller samples and shorter counting times. 
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However, standard mass spectrometry cannot distinguish between trace levels of an 

isotope and background ions of similar mass. Even when it is possible to res·olve nearby 

mass peaks of similar amplitude (in a histogram of the number of counts as a function of 

mass), the tail rejection is insufficient. That is, the tails of a mass peak are not steep 

enough to allow measurement of a trace-level isotope peak containing few counts near a 

background peak containing many counts. 

In 1976, following work with Luis Alvarez on a quark search using the LBL 88" 

cyclotron as a mass spectrometer,2 Richard Muller realized that one could use a cyclotron 

for direct detection of trace isotope abundances for dating.3 Tests at the 88" cyclotron4 

showed that it was possible to reject backgrounds with mass differences of 1 %, by a factor 

of 10-17• However, when the cyclotron was tuned to accelerate 14C, spurious background 

appeared, interfering with accurate carbon dating. This was apparently due to 

contamination of the cyclotron dees with 14C from decades of use. Workers elsewhere 

have successfully used tandem Vande Graaff accelerators for carbon dating milligram size 

samples, a thousand times smaller than can be dated by decay counting.5 Accelerators 

dedicated to dating overcome contamination problems. In January 1983 the 

NSF-University of Arizona tandem accelerator mass spectrometer facility6 began dating 

real milligram carbon samples, as well as other isotopes, used in a large variety of research 

areas. 

1.1.1. Radioisotope dating with a small cyclotron 

As dating methodologies have become more sophisticated researchers have realized 

the benefit of dating many samples or many parts of a sample to reduce sources of 

systematic uncertainties such as contamination.7 Accelerator mass spectrometry has made 

this possible by reducing the sample size required to obtain a date. This makes sample 

collection easier and allows one to date many things that could not previously be dated and 

.... "-. 
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to date small parts of a sample individually. The technique has greatly increased the 

number of samples that it is technically feasible to date. However, the Arizona facility 

requires a large staff. This and the initial investment make such a facility costly, and there 

is a limited number of samples it can date each year. Also, bringing samples to a central 

facility is not as convenient as measuring them at a researcher's home institution, as was 

possible with decay counting. 

In 1981 the LBL Astrophysics Group began developing a small cyclotron,S which we 

nicknamed the cyclotrino, to do radioisotope dating by accelerator mass spectrometry. The 

object is to make the technique more accessible, allowing more researchers to date more 

samples less expensively and more conveniently. We expect to achieve this with a small 

machine that is simple enough to be run by a single technician and inexpensive enough to 

be owned, for instance, by an archaeology department. We are initially developing the 

cyclotrino for carbon dating because, of the various isotopes useful for dating, the nearby 

background masses are most easily eliminated in the case of 14c. After we understand 

how to use the cyclotrino for 14C, minor modifications and different sources should allow 

the same machine to date samples using lOBe and other isotopes. 

To date a sample using 14C one measures the abundance ratio of the unstable isotope 

14C to the stable isotope 12c. This ratio is 1.2 x 10-12 in carbon that is in equilibrium 

with the biosphere. The 14C is produced when cosmic ray collisions in the atmosphere 

liberate neutrons, which make 14C in the reaction, n + 14N -4 14C + p. The 14C 

reaches the rest of the biosphere in the form of 14C02. When a sample ceases exchanging 

carbon with the biosphere, the abundance ratio 14C/12C begins decreasing as the 14C 

J3-decays with a half-life of 5730 years. 

The cyclotrino, shown in figure 1.1, functions as a many-pass mass spectrometer to 
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Figure 1.1 The detector is located close to the cyclotron dees in the presence of 

photons, electrons, and ions of energies up to a few keY. Quarter-inch thick cold-rolled 

steel shields the detector from the cyclotron's magnetic fringe field. We discuss the need 

for shielding in section 4.6. 
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detect the remaining 14C directly. We tune it to accelerate ions of a particular mass by 

adjusting the frequency of the accelerating voltage between the cyclotron dees to match the 

cyclotron frequency for the corresponding charge-to-mass ratio. Ions with different 

masses fallout of phase with the radio-frequency accelerating voltage and are decelerated 

back to the center of the cyclotrino. Only ions with the correct mass are accelerated to the 

full 36 keY energy and pass through the curved electrostatic extractor without hitting the 

side. 

The nearby backgrounds, which must be eliminated to measure 14C, are 14N, 13CH, 

and 12CH2• They differ from 14C by 8mlm of 1183000, 111800, and 111100 

respectively.9 Nitrogen has no stable negative ion so we eliminate it by accelerating 

negative ions in the cyclotrino.We require resolution sufficient to separate 14C from 13CH. 

The cyclotrino mass resolution is,8 

m V 
R=-=_z21CHN, 

8m 8V 

where m is the mass, the radio frequency V applied to the dees is about 15 MHz, the 

number of orbits N is about 30, and the harmonic H of the radio frequency with respect to 

the cyclotron frequency of the ion is about 15, so R z 3 X 103• However, good enough 

resolution is necessary but not sufficient. The molecular backgrounds are more abundant 

than the 14C by 8 to 11 orders of magnitude. Tail rejection of background masses is the 

crucial determinant of the cyclotrino's success . 

Necessity being the mother of invention, we have used several innovations that are 

unusual in cyclotrons to achieve tail rejection in the cyclotrino. In addition to the low 

maximum energy and the acceleration of negative ions noted above, the source, injection, 

focusing, and detection of the ions are novel. The subsequent chapters describe the ion 

detector designed to meet the requirements detailed in the next section. In the present 



- 5 -

internal cesium sputter source, a 3 ke V Cs+ beam bombards the solid carbon sample. It is 

believed that the cesium and carbon form a metastable neutral molecule. Because cesium 

has a low ionization potential, when the molecule dissociates, the carbon robs an electron 

from the cesium. A grid accelerates the resultant C- to a 3 ke V beam before it reaches the 

dee gap. In the near future lO we will install a similar, off-the-shelf external sourcell to 

meet our need for easy sample changing and higher current. Figure 1.2 shows one 

possible configuration. In this source the Cs+ beam hits a gas sample as it emerges from a 

porous tungsten plug producing about 10 to 100 JlA of carbon current. This 5 keY 

beam will travel through a magnetic analyzer, after which Faraday cups scrape off the mass 

12 and 13 amu constituents used to monitor the source current and calibrate the 12c and 

13C abundances. The mass 14 constituents will be focused and possibly bunched to the 

optimum radio-frequency phase before the beam is injected radially into the cyc1otrino. 

This requires bouncing the beam 180· off an electrostatic mirror12 as shown in figure 1.2. 

In the cyc1otrino the beam is focused to the midplane of the dees using electrostatic 

focusing. 13 At high harmonic, this focusing is in fact due mostly to the reduction of 

fringe-field strength as the ions cross the gap between the dees. An ion is deflected toward 

the cyclotron midplane as it enters the fringe field and away-but less strongly-as it 

leaves. This is much simpler to analyze and construct than magnetic sector focusing, and it 

maintains the proper orbital phase unlike focusing that depends on a radially decreasing 

magnetic field. Electrostatic focusing strength typically decreases with radius. In the 

absence of magnetic focusing this overfocuses and blows up the beam at small radii. In 

the cyc1otrino the ion is injected at a large enough radius to avoid this. Running at a high 

harmonic also reduces the focusing at lower radii because of averaging of the 

radio-frequency electric field, which changes sign several times while the ion is in the 

fringe field. 
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Figure 1.2 The figure shows a possible configuration for external beam injection as 

discussed in section 1.1.1. 
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Future generations of cyc1otrinos may use permanent magnets and fit on a bench top. 

The size of the cyc1otrlno is now dominated by the approximately one cubic meter of space 

required by the yoke of the surplus NMR magnet we use to generate the field of about 

lQ4 gauss. The cyc1otrino's low energy requires no radiation protection. 

1.2. Ion-detection requirements 

In general the advantage of dating with accelerator mass spectrometry over decay 

counting is sensitivity, rather than precision. Thus accelerator mass spectrometry is 

typically applied to problems where the small number of trace isotope atoms available to 

count is the limiting factor. In such samples however, background isotopes with similar 

masses are present at levels many orders of magnitude higher than the trace isotope level. 

Thus a detection system for accelerator mass spectrometry dating must be sensitive enough 

to efficiently detect the trace isotope, yet be insensitive to background ions. Previous 

accelerators used for dating have been operated in the 5 to 50 Me V energy range. These 

energies are high enough to allow range and dE/dx methods of particle identification to 

eliminate background ions, However, the range of a 36 keY 14C from the cyc1otrino is on 

the order of 100 to 1000 A in aluminum,14,15,16 so these methods are not currently 

possible. 

In the case of the cyc1otrino, low 14C/12C ratios in old samples and limited source 

current yield low count rates. The lower limit on count rate is set by two things. First, the 

magnetic field strength must remain constant to about one part in lQ4 for the duration of a 

measurement. The magnet is that stable for about lQ4 sec. Second, we want to make 

10% or better measurements of the number of 14C atoms. This requires counting more 

than 100 atoms in less than about lQ4 sec. Thus 10-2 counts/sec is minimum count rate 

we need to design for with the present system. Unlike in high-energy physics 

experiments, we can measure the background count rate with no beam present by detuning 



- 7 -

the radio frequency. We then subtract this background rate from the total detector count 

rate to find the beam-ion count rate. In order to subtract the background reliably we want 

to keep the total detected background rate below 10-3 counts/sec. 

The obvious source of background that the detector need suppress is 13CH and 

12C~ ions that are partially accelerated and then are scattered by residual gas molecules to 

reach the detector with less than about 2keV. There is no direct path through the 

extractor. Reaching the detector with less than full energy would take a minimum of about 

four scatters. For any given ion this is less likely than an accidental four-bounce pool shot 

into the far comer pocket. However, since there is a factor of 108 to 1011 more 13CH and 

12CH2 than 14C, the detector must be able to distinguish between 36 ke V 14C and the 

other ions which will reach it with less than 2 ke V energy. In addition, the cyclotrino 

produces electrons, UV, and soft x rays, some of which reach the detector, and electronics 

noise from high-voltage discharge and radio-frequency pickup. These too must be 

distinguished from 36keV 14C ions. 

Since the cyclotron selects for mass and the extractor selects for energy, the detector 

need only count the 36 ke V ions that reach it while discriminating low-energy 

background. It is not necessary that the detector discriminate between ions on the basis of 

mass or small differences in energy. 

In addition to the need for background suppression, use in developing the cyclotron 

places other requirements on the detector. The detector must operate at 10-7 to 10-6 Torr 

and withstand frequent exposures to air. We also required that the detector fit in the 

existing cyclotron pressure vessel and through the air-lock probe (54 x 35 mm) of the 

mass spectrometer we used to test it. 



- 8 -

1.2.1. Limitations of other detectors 

None of the detectors commonly used to detect 5 t050keV ions meet these design 

requirements. Faraday cups cannot count individual ions. Detectors that use 

discrete-dynode electron multipliers require reactivation after exposure to air and their 

dark-count rate is too high. Adding a high-yield first-stage dynode for conversion of the 

ion to secondary electrons does allow discrimination of much dark noise and background. 

However, the lowest dark-noise rate achieved is still about lO-2counts/sec.17,18,19 In 

Daly, or doorknob, detectors20,21 ions are postaccelerated so ions of widely varying 

energies generate the same size pulses. This makes background discrimination impossible. 

Channel electron multipliers and microchannel plates are often used as ion detectors. They 

may be exposed to air without requiring reactivation. However, they too produce an 

output signal for background ions, electrons, and photons that is the same size as that for 

higher energy ions. Solid state detectors have background and dark-noise rates that are too 

high even when cooled to liquid nitrogen temperature. Their small output pulses make 

them particularly susceptible to the electronic noise generated by a cyclotron. Also, the 

thinnest surface barrier (the metal electrode through which radiation enters the detector) 

available on state-of-the-art detectors is a few hundred A, comparable to the range of a 

36 ke V carbon ion .. 

1.3. This detector 

To meet the design requirements we have combined the background-discrimination 

capability of a high-yield conversion dynode with the air compatibility and narrow 

pulse-height distribution of a saturated microchannel-plate electron multiplier. The dynode 

preamplifies the ion signal before that signal, as well as unwanted dark noise and 

background, is amplified by the electron multiplier. This allows us to set a discrimination 

threshold to accept the large pulses from 36 ke V ions while rejecting the smaller pulses 

from the various background sources. We expect this detector will be generally useful for 
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detecting ions above 5 keVin applications requiring low count rates or background 

suppression. The detector should also be useful in mass spectrometry because'its response 

should be insensitive to beam position. 

We have built the detector and tested it in a well-understood mass spectrometer both 

to calibrate it for use in the cyclotron and to explore its parameter space for more general 

use. To help other experimenters decide whether this design would be of use to them we 

tested as many parameters as possible. We tested it with positive and negative ions of 

various species, 12C through 133Cs, at 5keV through 40keV. As a rule, higher energies 

allow higher counting efficiencies and lower backgrounds. Finally we tested the detector 

in the cyc1otrino and found that the background suppression surpassed the design goal. 



-10-

2. Design 

2.1. Theory of operation 

The purpose of the detector design described below is to generate a large signal pulse 

in response to a full-energy ion while keeping the rate of large dark-noise and background 

pulses as low as possible. The detector uses a two-stage amplification scheme. In the fIrst 

stage, the conversion dynode preamplifies the ion signal by emitting more· secondary 

electrons when more energetic ions hit it. The dynode emits few secondary electrons in 

response to background ions, photons, and electrons. In the second stage the 

microchannel plate independently multiplies each secondary electron by about 107. The 

anode collects the total charge, which is proportional to the number of secondary electrons 

emitt~d by the dynode. The total charge arrives at the anode within the time constant of the 

amplifier and discrimination electronics so the ion signal is detected as a single large pulse. 

There are two tricks that allow the detector to give proportional output. First, the 

holes, or pores, in the microchannel plate form a two-dimensional array of thousands of 

independent electron multipliers, each of which produces a fixed-size pulse when fired. 

Second, the dynode emits the electrons with a few eV of transverse energy. They move 

away from each other as they drift toward the microchannel plate and fIre different pores. 

In contrast to signal ions, dark noise and background usually cause no more than a 

single secondary electron to reach the microchannel plate and fire a single pore. 

Nonetheless, for reasons discussed in section 3.4.3, there is a low rate of background 

pulses above any given pulse-height threshold. The detector design attempts to achieve 

consistently large signal pulses in order to allow use of the highest possible discrimination 

threshold for any given beam-ion counting effIciency. A high threshold minimizes the rate 

of dark-noise and background pulses that will be counted. 
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2.2. Mechanical description of detector 

The detector consists of two parallel plate electrodes, 35 x 47 nun, with a drift field 

in the gap between. One electrode holds the dynode and the other holds the microchannel 

plate. Figures 2.1 and 2.2 show the detector. The dynode (missing in figure 2.2) is 

dovetailed into a slot at the center of the dynode holder and may be easily replaced, as 

shown in figure 2.3. The 13 x 19 mm dynode (3 nun thick) is made of flat, polished 

aluminum.' The dynode holder mechanically supports the rest of the detector by a 

10 nun-thick glass-ceramic insulating standoff connected to the electron-multiplier holder. 

Directly opposite the dynode, the electron-multiplier holder has a similar-size hole through 

which secondary electrons approach the microchannel plate. Ten gold-coated 1 mil 

tungsten field wires span this hole and a sliding door covers the hole when the detector is 

" out of vacuum to protect the microchannel plate from dust.· Because the microchannel plate 

proved to be quite robust, the sliding door turned out to be an unnecessary complication. 

The detector is mounted on a cradle, so that its angle may be adjusted about an axis just 

behind and parallel to the dynode. 

2.3. Microchannel-plate electron multiplier 

A microchannel plate is a disk of high-resistivity semiconducting glass, pierced by 

many tiny pores, each of which is a continuous-dynode electron multiplier.22,23,24,25 The 

remaining web of glass on each side of the disk is covered by a metal electrode used to 

apply a voltage. For our purposes, the important feature of a microchannel plate is its 

ability to independently multiply electrons incident on different pores. Although nearby 

pores are temporarily affected by having some of their stored charge robbed, the entire rest 

of the plate is available for simultaneous, independent multiplication of other incoming 

secondary electrons. The recovery time for fired pores is on the order of 50 to 100 msec 

(section 4.2). 
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Figure 2.1- An ion beam (positive ions shown) hits the A120 3 conversion dynode at 

grazing incidence. The ion ejects a few tens of secondary electrons with a few e V of 

transverse energy. The electrons move away from one another as they are accelerated 

through 1 kV across the 1 cm drift gap toward the microchannel-plate face. Each electron 

fires a separate microchannel-plate pore, which independently multiplies the electron and 

generates a pulse of -107 electrons. The anode collects the total charge. 
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(XBB 836-5160) 

Figure 2.2. This photograph of the detector shows the electron multiplier, in its proper 

orientation, before we unpacked it from the glass and metal vacuum vessel in which it was 

delivered. The replaceable dynode is removed. To the left of the dynode holder is the 

cradle used during tests in the mass spectrometer to adjust the orientation of the detector for 

different ion-incidence angles. A different mount was used to hold the detector in the 

cyc1otrino. 
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We use an ITT F4129 Z-stack microchannel-plate open-window x-ray detector26 

(serial number 098104) for the electron multiplier. We chose this electron multiplier 

because it was relatively inexpensive ($1200 in 1982) since the manufacturer uses.it in 

their F4129 microchannel-plate phototube.27 It consists of three microchannel plates, an 

anode, and a guard ring in a ceramic and glass housing as shown in figure 2.1. The 

microchannel plates are stacked with no spaces between them and alternating 5° bias angles 

on the pores of each plate to prevent ion feedback (hence the name Z-stack). There are 

voltage leads for both ends of the microchannel-plate stack, the anode, and the guard ring. 

Typically, a pore fired in the input plate fires three adjacent pores in the middle plate and 

six or seven in the output plate. Each plate contains 1.3 million pores, 12.5 Il in diameter 

and 151l on center, within its 18 rom diameter active area. The upper limit on the number 

of independent electron mUltipliers is the total number of pores in one microchannel plate 

divided by the 6.5 pores typically fired in the output plate, or about 2 x lOS. Eberhardt26 

provides an extensive list of values for various parameters of the F4129 multiplier. 

We operate the electron multiplier in the pulse-counting mode, in which the voltage 

across the plates is high enough that the pulse height saturates, limiting the output 

charge.22.24.27a Saturation occurs in a pore when the number of electrons in an avalanche 

becomes large enough that it leaves a deficit of charge on the walls farther up the pore. 

This reduces the local electric field and thereby reduces the impact energy of electrons in 

the avalanche, which lowers the average gain per collision asymptotically to unity. Thus 

for a given voltage across the microchannel-plate stack the output is about the same size 

each time a pore is fired in the input plate. 

The wall thickness between pores is 2.5 Il at its narrowest. This is a typical range 

for ions of a few MeV. Up to at least that energy, ions hitting the microchannel plate 

directly will fire only one pore in the input plate. Thus the background pulses they 
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generate will be about the same size as those from an incident electron. 

2.4. Electronics 

The detector requires that the dynode, the microchannel-plate input and output, and 

the anode be held at four different relative potentials spanning 3 or 4 kV. For 

convenience, these relative potentials may be floated with respect to ground. To allow 

independent adjustment of each potential during testing, we used three or four high-voltage 

supplies to run the detector. In typical use only one or two supplies and a voltage divider 

would be required. Figure 2.4 shows typical operating voltages. Each supply feeds 

voltage through a simple RC low-pass filter to remove ripple and noise. The 9 V battery 

between the field wires and the microchannel-plate input prevents secondary electrons 

emited at the field wires or electron-multiplier holder from reaching the microchannel plate. 

We were concerned that a single secondary electron from a background event could hit a 

field wire and eject more secondary electrons that could fire several pores in the 

microchannel plate. We later found that we need not have worried about this since the 

mean secondary-electron yield for an electron on gold reaches its maximum of only 1.46 at 

750 V.28 Nonetheless, the 9 V potential increase may prevent some background electrons 

from reaching the microchannel plates. 

The output pulse of electrons from the microchannel-plate stack collects on the anode 

in a pulse with a FWHM of about half a nanosecond.27 At typical gains used during 

testing, this negative signal pulse was too large for the standard charge sensitive 

preamplifiers we had available so we capacitive1y coupled the signal directly into a voltage 

amplifier. (In the cyc1otrino we use a lower gain with a preamplifier.) From the amplifier 

we fed the signal into a pulse-height analyzer/multichannel scaler, a discriminator, rate 

meter, counter, and oscilloscope. To be compatible with the pulse-height analyzer the 

amplifier inverts and shapes the pulse with a full width at tenth maximum of about 
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Figure 2.4 This diagram shows typical operating voltages and equipment that were 

used during testing. 
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1.5 ~sec. We measure the electron multiplier's integrated output current by floating a 

digital hand-held multimeter on the anode high-voltage line. The meter has 'a calibrated 

10 Mn internal resister, so on the 10 V scale it reads current with a least count of 1 nA. 

A 100 nF capacitor across the meter's leads integrates current with a 1 sec time constant. 

2.5. Ion-beam paths in drift gap 

It is easy to calculate the ftrst-order (parabolic) ion-beam paths within the detector by 

assuming a constant field within the drift gap and no fringe fteld. Unlike in a gravitational 

field, where all masses follow the same trajectory as long as they have the same initial 

velocity, in an electric field all masses (of similar charge) follow the same trajectory 

provided they have the same initial energy. Thus there is no need to readjust the angle of 

the detector when sweeping from one mass to another in either the cyclotrino or a 

conventional mass spectrometer. For the same reason, electrostatic lenses are used in mass 

spectrometry to allow sweeping through different masses without refocusing. 

The curvature of the beam path causes the ion impact angle to be slightly different 

from the angle of the beam (with respect to the dynode) before it enters the drift gap. 

Positive ions curve toward the dynode and have a less grazing impact angle. For negative 

ions the opposite is true; neutral atoms travel in a straight line. For ion energies which are 

large compared to the 1 kV across the drift gap, this change in angle is small but still 

important because the secondary-electron yield is quite sensitive to angle near grazing 

incidence. 

Because ion charge does affect the path of an ion in the drift gap, position of the 

detector with respect to the beam would have to be reset to center ion beams of different 

charge on the dynode. When switching between beams of different charge, one might also 

wish to reorient the angle of the detector with respect to the beam to keep the same ion 
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impact angle. This would maintain a more similar secondary-electron yield 

(section 3.3.1). 

In addition to generating larger signals for ions with more energy, the detector has a 

limited ability to suppress any signal at all from ions of grossly different energy than the 

energy required for an ion to hit the center of the dynode. Because their paths curve 

differently in the drift field, these ions undershoot or overshoot the dynode, depending on 

whether they are positive or negative and have more or less energy than the ions to be 

counted (figure 2.5). This is particularly effective for collimated background particles with 

less energy than the beam. We calculate that for a 40 ke V collimated beam aimed at the 

center of the dynode with an impact angle of 80°, positive ions entering the detector with 

an energy below about 10 keVin the same collimated beam would not reach the dynode 

for a drift-gap voltage of 1 kV. For ions that hit further than about 1 mm from the 

dynode, none of the secondary electrons can pass through the hole in the 

electron-multiplier holder to reach the microchannel-plate stack. Also, ions that miss the 

dynode create few, if any, secondary electrons because the surrounding aluminum is not 

polished (section 2.6). 

In the cyclotrino the background has much lower energy than the beam ions but they 

are not well collimated. It is not clear to what extent the drift gap reduces the rate of small 

pulses from background ions. It should work well for background electrons. 

2.6. Grazing-incidence conversion dynode 

The function of the conversion dynode is to generate a signal, for each ion to be 

detected, that is large enough to be discriminated from the dark noise and background after 

each has been multiplied by the microchannel-plate electron multiplier. In order to get a 

large ion signal, we chose and configured the dynode to emit as many secondary electrons 
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Figure 2.5 Background ions with lower or higher energy than Et , the energy of the 

ions targeted on the center of the dynode, will miss the dynode and caus~ no pulse at all. 

This illustration (not to scale) indicates the paths of such ions. This low-energy 

background suppression is greatest for background ions that are well collimated with the 

beam. In the negative-ion case there is a small range of energies below Et , for which the 

ions enter the microchannel plate directly. These ions fire a single pore causing a small 

pulse. 
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as possible for each beam ion, given the constraint of frequent exposure to air. 

Dietz29 suggested we use an aluminum oxide (AI20 3) dynode surface because it has a 

high secondary-electron yield, needs no activation, and is unaffected by to exposure to 

air. 30,31 The dynode will detect positive, negative, and neutral atoms and molecules. 

Negative ions have a slightly higher secondary-electron yield due to the presence of the 

additional eh~ctrons.17 The yield of a molecular ion is typically comparable to the sum of 

the yields of its constituent atoms at the same velocity.32 Following Dietz's early 

method,19 we used 1100-0 aluminum (formerly designated 2S), which is specified to be 

99.0% pure. We prepared the conversion surface by sanding with 600 grit sandpaper, and 

polishing in a magnesium-oxide powder and water slurry containing 2% nitric acid and 1 % 

hydrofluoric acid. We found that aluminum-oxide powder, which Dietz used in his slurry, 

tended to scratch the surface because aluminum oxide is harder than aluminum. 

Magnesium oxide better matches the hardness of aluminum. We then allowed the surface 

to oxidize in air (for over a year, as it happened). Before assembling the detector we 

cleaned the dynode and other parts (except for the electron multiplier) in an ultrasonic 

cleaner, first with 1,1,1 trichloroethane, and then ethyl alcohol. On visual inspection the 

dynode we used is almost mirror smooth except for two barely discernible scratches and a 

very small pit. 

We use the dynode at grazing incidence to take advantage of the secant dependence of 

secondary-electron yield on ion incidence angle from normal. This dependence arises 

because the secondary electrons have an escape depth of about 10 A. The number which 

escape depends on the portion of the ion path length that remains within 10 A of the 

surface. Various authors have seen the approximate secant dependence experimentally.33 

Previous experimental data32 have shown that surfaces emit secondary electrons with 
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a solid-angle density distribution approximately proportional to the cosine of the angle 

from normal. The typical energy distribution of emitted secondary electrons has a peak at 

between 0 and 2 e V, and a median below 5 e V. 32,34 - The position of the mean and the 

length of the tail both decrease with increasing atomic number for incident alkali metal 

ions, Li, Na, K, Rb, and Cs. We were not able to find similar information for other 

columns of the periodic table. The energy distribution is insensitive both to the nature of 

the target and to ion energy up to several tens ofkeV.35 

2.7. Detection of secondary electrons at microchannel-plate face 

2.7.1. Separation between secondary electrons 

It is critical that the detector's output pulse height be proportional to the number of 

electrons incident on the front face of the microchannel plate. This allows discrimination 

between full-energy ion signals, for which tens of electrons from the dynode hit the 

microchannel plate, and dark noise or background, for which few electrons hit the 

microchannel plate. Since we operate the electron multiplier in the saturated, 

pulse-counting mode, the output of a given pore is independent of how many electrons fire 

- that pore simultaneously. Therefore the secondary electrons must land in well-separated 

pores for the electron multiplier to have the linear amplification required for a proportional 

output. This ensures that they are independently multiplied and that the output pulse 

height, which equals the sum of the outputs of the fired pores, is proportional to the 

number of incident electrons. 

An electron incident on the front face of the Z-stack fires a group of seven pores in 

the output plate. As a result, a minimum separation of three pores between adjacent 

incident electrons is required. In practice a larger (but unknown) separation is required to 

ensure that each pore saturates completely since pores conductively borrow charge from 

their neighbors. 
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For a group of secondary electrons ejected by an ion impact at the dynode, we wish 

to derive the average separation D between adjacent electrons as they hit the microchannel 

plate. Consider N secondary electrons emitted with initial energy Eo' in a cosine angular 

distribution (section 2.6). In the center-of-mass frame of the electrons (which accelerates 

through the drift gap ) they move away from one another in a small expanding hemisphere 

with a radius that remains much smaller than the drift gap. When the electrons reach the 

microchannel-plate face the hemisphere is projected into a disc. A secant factor arises from 

the projection, which cancels the cosine angular distribution, so the electrons are 

distributed uniformly over a disc on the microchannel-plate face. The product of the time 

of flight and the magnitude of the initial velocity gives the radius r of the disc. 

r ~ (2s+s) J Eo I , 
eV

d 

where s is the distance (10.0 mm) from the dynode to the field wires, s' is the distance 

(6.0 mm) from the field wires to the microchannel-plate front face, e is the magnitude of 

the electron charge, Vd is the voltage increase (1 kV) from the dynode to the field wires. 

On average each of the N electrons owns the area contained in a disc of radius 

R = r / N1I2. The average separation D between adjacent electrons is 2R . 

. ~ 
D = 2(2s+8,) \I eiv; 

As a worst case, consider 30 secondary electrons emitted from the dynode with only 

1 eV. (We found that 20 to 30 secondary electrons was a typical range, section 3.3.1.) 

The electrons hit the microchannel-plate face within a disc of radius 830 ~, and the average 

distance between adjacent electrons is 300 ~, or a separation of 20 pores, 15 ~ on center. 

This is large compared to the lower-limit separation of three pores. The separation 

increases as the square root of the initial energy of the electrons, so for the typical energy 

distribution the average separation is larger than 20pores. We expect that an average 
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separation of 20 pores should be sufficient to ensure that the pulse size will not be reduced 

due to nearby pores firing. However, one needs to consider this separation before 

increasing Vd or decreasing the size of the drift gap substantially. We did not test to see 

that the multiplication was indeed proportional, but nothing in our data indicated that it was 

not. 

Although we need the secondary electrons to separate sufficiently to be independently 

multiplied, too much separation will cause some of the secondary electrons to miss the hole 

in the electron-multiplier holder and not reach the microchannel plate. We calculate that 

less than about 25% of the secondary electrons will be lost for an ion hitting the dynode 

more than 1 mm from any edge. 

2.7.2. Collection efficiency 

The collection efficiency is defined as the probability that an electron that hits the 

microchannel plate will fire a pore and be multiplied. For the F4129 electron multiplier we 

are using, the manufacturer claims that the collection efficiency for electrons with greater 

than 200 eV is between 60% and 100% and quotes 85% as the nominal collection 

efficiency.36 Measurements on other microchannel plates yield collection efficiencies of 

about 90%, even for electron energies as low as l00eV.37 On scales of 10 ~ to 1 mm, 

the collection efficiency varies less than 1 % (consistent with statistical fluctuations in the 

measurement) over the area of the microchannel plate.38,39 There are variations of 5% to 

10% over scales larger than 5 mm.40 
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3. Performance 

3.1. Introduction to detector tests and results 

In this chapter we first discuss the characteristics of the electron multiplier, which 

determine certain overall characteristics of the detector. We describe the detector's 

response to a single secondary electron from the dynode. Next we look at the detector 

response to ions of various species and energies and to background and dark noise. Most 

important, we compare the pulse-height distribution of the ion signal to the distributions of 

the background and dark-noise, and discuss the effect of discrimination on ion-counting 

efficiency and background-count rate in order to evaluate the overall performance of the 

detector in terms of dark-noise or background rate as a function of counting efficiency. 

We end the chapter by dis9ussing the effects of exposing the detector to air and high 

currents, and of damage to the electron multiplier from high-voltage discharge. 

We tested the detector in Maynard Michel's mass separator, a single-direction 

focusing mass spectrometer with a 1.5 m radius, 90· magnetic-sector analyzer. To enter 

the detector the beam had to pass through a 0.8 x 13 mm slit in a mask 5 mm in front of 

the detector. A micrometer-driven mechanical feedthrough allowed us to move the slit in 

the 0.8 mm direction. We used an oven-type 23Na+ ion source. The unpurified sodium 

in the source also provided us with isotopes of the heavier alkali metals. In addition, 

charge-exchange collisions with stray hydrocarbon gas at the mouth of the source provided 

12C + . Unless otherwise stated, all results presented are from tests in the mass 

spectrometer. 

Following the mass-spectrometer tests we successfully tested and used the detector in 

the cyc1otrino. We obtained few quantitative results about the detector itself in the 

cyc1otrino. However, with almost no effort to optimize the detector's performance in the 

cyc1otrino, we achieved the design objective of detecting 36 ke V 14C- ions at (50 ± 10)% 

.... :.. 
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efficiency with a total background rate of 6 x 10-4 counts/sec. The ions not counted have 

pulse heights below the discriminator threshold. There is a small additional 

collection-efficiency loss because the beam extends beyond the dynode. We measured the 

typical background rate, 6 x 10-4 counts/sec, to about 10% but we saw fluctuations as 

large as 50% between runs on different days. The detector had been turned off between 

these runs. To the present it has been unnecessary to find the cause of these fluctuations 

since the background-level is low enough and stable enough within each run of several 

hours. 

Table 3.1 shows the various epochs of data discussed throughout the text and the 

exposures to air between them. We give more details in relevant sections, especially 

section 3.6.1. 

Table 3.1 

Exposure of multiplier Ion incidence 
to air or dry Nz Test apparatus angle Results 

~ultiplierattachedto 
detector and inserted into 
mass spectrometer in dry 
Nz; no exposure to air. 

mass spectrometer 80.0
0 some useful results 

Up to air for 18 minutes. 

mass spectrometer 80.0
0 no useful data 

Up to air for 10 minutes. 

mass spectrometer 82.30 controlled tests, 
quantitative results 

Up to air for = 1 month. 

cyc1otrino =75
0 few quantitative 

results on detector 
Up to air 6 to 12 times 
for> several hours each 
during use in cyc1otrino. 
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3.2. Pulse-height distribution from multiplication of a single secondary electron 

The detector generates a signal for each ion that hits the dynode. The pulse-height 

distribution of these signals we call the ion distribution. The ion distribution is the 

convolution of the distribution of secondary-electrons ejected by ions hitting the dynode, 

with the pulse-height distribution for multiplication of a single secondary electron by the 

electron multiplier. This latter pulse-height distribution we call the single-electron 

distribution. We measured the single-electron distribution to study both the signal and the 

background of the detector. Most of the background pulses result from a single secondary 

electron multiplied by the electron multiplier, so we expect the background distribution to 

be similar to the single-electron distribution. Knowing the secondary-electron distribution 

also allows us to study the microchannel-plate gain and relative collection efficiency as 

functions of incident secondary-electron energy (section 3.2.1) and the absolute gain as a 

function of the voltage across the microchannel-plate stack, V m (section 3.2.2). 

To measure the single-electron distribution, we illuminated the dynode with UV 

photons from a mercury-vapor lamp through a window in the mass spectrometer. This 

yielded a low rate (less than 103 counts/sec) of photoelectrons, which fired the 

microchannel plate one electron at a time. We varied the energy with which the electrons 

hit the microchannel plate by varying the voltage increase V d from the dynode to the 

microchannel-plate front face. It was not possible to illuminate only the dynode. Instead 

some photons hit the microchannel plate directly and generated pulses. Thus the raw 

pulse-height distributions for these data include pulses generated by photoelectrons emitted 

from both the dynode and the microchannel plate. 

The upper curve in figure3.I(a) shows the raw distribution for Vd= 1.0kV. We 

also measured the pulse-height distribution of pulses from photons hitting only the 

microchannel plate, by back-biasing the dynode (negative Vd) so no electrons from the 
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Figure 3.1 Three pulse-height distributions for single photoelectrons are shown. The 

curves are tracings through pulse-height analyzer photographs. Typical errors are a few 

percent. The three curves are for data taken with V m = 2.3 kV. Figure 3.1(a) shows the 

raw distributions of pulses from photons that hit both dynode and the microchannel-plate 

face (upper curve), and from photons that hit only the microchannel-plate face (lower 

curve). Figure 3.1(b) shows the difference of the raw distributions, which is the 

single-electron distribution for 1 ke V electrons from the dynode. The mean of the 

distribution is 5.14±0.10pC, indicating that the electron-multiplier gain is 

3.21 x 107 e-/e- ± 1.9%. 
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dynode could reach the microchannel plate. The distribution of pulses from photons 

hitting only the microchannel plate (the lower curve in figure 3. 1 (a» should be completely 

insensitive to changes in V d because the microchannel plate is shielded from the field in the 

drift gap by the field wires shown in figure 2.1. We subtracted this distribution from the 

raw distribution. The resulting single-electron distribution, figure 3.1(b), is the detector 

response to electrons emitted at the dynode and should be valid for each of the secondary 

electrons ejected by an ion hitting the dynode. 

For the single-electron distribution of 1 ke V secondary electrons shown in 

figure 3.1 (b), the FWHM is (85 ± 5)% of the mean, or (106 ± 6)% of the position of the 

peak. The manufacturer gives the nominal FWHM as "'" 100% of the position of the peak 

for the F4129 electron multiplier at V m = 2.4 kV.26 The distribution narrows as V m 

increases, pushing the pulses further into saturation. Other references for Z-stack electron . . 

multipliers give values for the FWHM as low as 26% of the mean.39 A lower FWHM 

indicates more effective saturation which might provide a steeper background-distribution 

tail, which would be better for our purposes. Below V m "'" 1.6 k V, pulses in this electron 

multiplier do not saturate and the multiplier operates in the current mode. The resulting 

pulse-height distribution is monotonically decreasing with no peak. 

3.2.1. Gain and collection efficiency as a function of incident-electron energy 

Using the UV source we also studied the effect of incident-electron energy on gain 

and collection efficiency, by varying V d' To find the gain, which equals the charge per 

pulse, we divided the net integrated anode current by the net count rate, as measured by a 

pulse-height analyzer. The net count rate and current are the values for electrons emitted 

only at the dynode, corrected as above. We could not directly measure the absolute 

collection efficiency because we had no way to measure the number of secondary electrons 

leaving the dynode toward the microchannel plate. We did find the relative collection 
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efficiency as a function of incident-electron energy by measuring count rate versus Vd • 

We relied on the assumption that the UV source provided constant illumination~ The count 

rate at Vd = 100 V was the same, to well within the statistical uncertainty, at the beginning 

and end of this series of measurements. This indicates that the illumination was constant. 

Figure 3.2 compares these data with the manufacturer's data41 for an electron 

multiplier with a similar kind of plate (a single "C-plate" containing curved pores with an 

80: 1 aspect ratio). The manufacturer's data are normalized to these data at 500 e V. The 

gain on the C-plate was probably about 107• The two sets of data are similar. This implies 

that the gain and collection efficiency depend on surface characteristics that are similar for 

the two plates. The gain and collection-efficiency curves reach apparent plateaus for Vd 

above about 500 V. We prefer that the collection efficiency be as close to 100% as 

possible so that each signal pulse will be as large as possible. The plateau is necessary but 

not sufficient to ensure collection efficiency near 100% at higher voltages. 

Figure 3.2 shows that the mean pulse height of 1 keY electron pulses is larger than 

those from electrons with nearly zero energy by (48 ±5)%. We believe the reason for 

this increase of gain with electron energy is the following. Electrons with close to zero 

energy can fIre no more than one pore in the first microchannel plate. However, when a 

1 keY electron from the dynode hits the microchannel-plate face it can eject more than one 

secondary electron, which fire more than one pore. This hypothesis is supported by the 

increase in the length of the tail of the single-electron distribution with increasing energy of 

secondary electrons. One can see this by comparing the lower curve in figure 3.1 (a), for 

photoelectrons ejected from the microchannel-plate face with less than 5 eV, and the 

1.0 keY curve in figure 3.1(b). Contrary to what one might expect there is not a second, 

two electron, peak in figure 3.1(b). This may be because the fired pores are near enough 

to one other so their avalanches overlap in the second and third plates in the stack. Thus 

.. , 

.. 
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Figure 3.2 The microchannel-plate gain and collection efficiency are shown as a 

function of incident electron energy. The manufacturer's data41 for both gain and 

collection efficiency have been normalized at 500 V to the data for this detector using 

hand-drawn curves through the detector data. 



-25 -

the total charge output varies depending on the distance between the fired pores, smearing 

out the distribution. 

3.2.2. Gain as a function of microchannel-plate voltage 

We want to know the absolute microchannel-plate gain as a function of V m for several 

reasons. In pulse-counting mode (V m> 1.6 kV) we require it to calibrate the ion 

pulse-height distribution in terms of secondary electrons emitted from the dynode. 

Similarly in current mode (V m < 1.6 kV) we use it to determine the ion current from the 

measured anode current. It also allows us to calculate the maximum allowable ion count 

rate at different gains (section 4.1). 

We measured the gain directly, using single photoelectrons as described above, at 

V m = 2.3 kV and V m = 2.5 kV. At other values of V m we derived the gain from data on 

the mean pulse height for 40 keY Cs or K ions (section 3.3). To do so we assumed that 

the ratio of the output charge per ion pulse to the output charge per single electron pulse 

remains constant at all V m for a given ion. This ratio is the mean number, per ion, of 

secondary electrons collected at the microchannel-plate face. This equals the dynode 

secondary-electron yield times the collection efficiency. The dynode yield is independent 

of V m' However, the collection efficiency may decrease with V m because it may depend 

on the attractive electric-field strength at the entrance to the pores, which is proportional to 

V m' This would change the ratio at lower V m but the effect would probably be negligible 

in determining the gain from ion data since the gain varies steeply with V m' 

We made most of the quantitative measurements presented in this work after the 

electron multiplier'S second exposure to air, with an ion incidence angle of 82.3°. Under 

these conditions, with V d = 1.0 kV, we measured the ratio of secondary electrons 

collected per Cs+ at both V m = 2.3 kV and V m = 2.5 kV. The measured ratios were 
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23.9 ± 0.4 and 23.8 ± 1.0 respectively. These results agree to within the uncertainty 

and give no indication of substantial collection-efficiency dependence on V m'. However, 

such a dependence might be stronger at lower V m since the collection efficiency must go to 

zero at V m = O. 

For both photoelectron and ion methods, we found the mean charge per pulse that 

reached the anode, by dividing the count rate (as measured by the pulse-height analyzer) 

into the current. For the photoelectron method the gain is the charge per pulse divided by 

the electronic charge. The ion method requires a further division by the number of 

secondary electrons collected per ion. After the second exposure to air, with 

V m = 2.3 kV and Vd = 1.0 kV, we measured the mean of the single-electron distribution 

to be 5.14±0.10pC, equivalent to a gain of 3.21 x 107. 

In order to explore the upper end of the detector's dynamic range for ion counting 

(section 4.1), we made measurements in the range V m < 1.6kV, where the electron 

multiplier operates in current mode. Since pUlse-counting is not feasible in this range, we 

used a variation of the ion method described above. We measured the anode current at 
I 

different V m' in overlapping regions below 1.6 kV, by alternately adjusting V m at 

constant ion beam current, and ion beam current at constant V m' We normalized these 

data to one another and to the pulse-count data at Vm = 1.6kV to find the absolute gain at 

each V m' Following these tests the gain at V m = 2.3 kV dropped temporarily by 59% 

(section 3.6). 

Figure 3.3 compares gain versus V m curves for these data with data for three other 

F4129 Z-stacks. Lo and Leskovar27 tested one of them. The manufacturer41 tested the 

other two stacks before and after processing them with an "electron scrub" in preparation 

for installing them in phototubes. This process makes the gain more uniform over the 
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Figure 3.3 These plots of gain as a function of microchannel-plate voltage show the 

effect of electron scrubbing. The manufacturer's data for tubes A and B, and the highest 

data point of the Lo and Leskovar data, are unpublished. 
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microchannel-plate surface and more stable over time and use.42,43 It also increases the 

V m at which a given gain is reached as shown by the before and after curves for those two 

stacks. Given this increase, the high gain reached by this unscrubbed stack is consistent 

with Lo and Leskovar's data. The larger error bars on our data below 1.6kV result from 

systematic uncertainties such as instability of the ion source and hysteresis of the 

microchannel-plate gain following large changes in input current. We do not understand 

the decrease of the slope to zero below 1.1 kV. Eberhardf'4,45 gives a power-law model 

for gain as a function of V m for the lower part of the curve where the pulses do not 

saturate. For V m between 1.2 k V and 1.7 k V we find an exponential gain increase to be a 

better fit. However, the difference is on the order of the uncertainty in the data. 

3.3. Ion-signal pulse-height distribution 

In this section we discuss the pulse-height distribution of the detector output (in the 

pulse-counting mode) in response to ions of various incidence angles, species, and 

energies. This ion distribution should depend to first order on only these parameters (and 

on dynode properties), which determine the dynode's secondary-electron yield 

distribution, not on the detector voltages, which determine the much narrower 

single-electron distribution. In section 3.3.1 we show that this is indeed the case and that 

the dependences on these parameters agree with those quoted in the literature. In 

subsequent sections we compare the ion-signal distributions to .those of dark noise and 

background. We took the data discussed in this section with Vm =2.3kV (except as 

noted below), V d = 1 kV, and the voltage increase from the output end of the 

microchannel plate to the anode, Va = 500 V. 

Section 3.2.2 describes how we found the pulse-height scale, in secondary electrons, 

that we use to describe the ion distributions. As is always. the case in measuring 

secondary-electron yield distributions, we actually measure the number of secondary 
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electrons that are collected by the electron multiplier, not the larger number emitted by the 

dynode. We do not correct for the unknown collection efficiency. The results 'are valid for 

the actual collection efficiency of the electron multiplier. However, if the collection 

efficiency can be improved this would improve the detector performance by increasing the 

pulse-height of the ion distributions to a region of lower background. The single-electron 

distribution is too wide to resolve the individual peaks (at integer numbers of secondary 

electrons) that make up the ion distribution. This leaves a systematic uncertainty in the 

overall pulse-height scale due to uncertainty in the absolute gain of the microchannel plate 

for 1 keY secondary electrons. This gain uncertainty is 2% or 3% for most of the ion 

distribution data, which we took after the second exposure to air with an ion incidence 

angle of 82.3°. Due to systematic errors in early measurements, the uncertainty is about 

+5_10 % for data taken at an 80.0°, before the first exposure to air (section 3.6). 

The mean pulse height of ion distributions drifted by ±1 % (5% in one case) between 

tens of identical runs taken a few hours to a few weeks apart. This is greater than the 

statistical uncertainty of 0.3% in measuring the mean. This drift does not result from error 

in measuring the gain at a given V m. That would merely cause an overall scale error for 

all of the ion pulse-height distributions measured in a period between exposures to air 

(table 3.1 and section 3.6). It would not introduce discrepancies between measurements 

taken at the same incidence angle, 80.0° or 82.3°. However, the drift could be caused by 

an actual gain change between runs, perhaps due to a change in V m. From figure 3.3 one 

can derive that at Vm =2.3kV, the gain would drift by 1% for a 1.7 V drift in Vm . In 

addition, amplifier gain drift, poor electrical contacts in transmission cables, and changes 

in beam position or gas adsorption on the dynode could also be to blame for the drift in the 

mean of the ion distributions. 

In the mass spectrometer we tested the detector with positive ion beams of 12C, 23Na, 
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39K, 41K, 85Rb, 87Rb, and 133Cs at energies between 5 and 40 keY. Figure 3.4 shows 

ion distributions representative of the range of measured distributions. These data were 

taken at different times and rates, so they include different amounts of background. They 

are consistent with nearly 100% ion-counting efficiency for a discrimination threshold near 

zero. The wide valley between the background and the signal is important for effective 

background discrimination. 

3.3.1. Effects of ion species, incidence angle, and energy on secondary-electron yield 

The distributions for the lighter ions in figures 3.4(a) and 3.4(b) are wider and more 

skewed, with longer tails toward larger pulse heights. Dietz30 also saw this effect and 

explained it in terms of electron-multiplication statistics. Quantitatively the details of the 

secondary-electron emission and angular scattering of the ions in the Al20 3 dynode 

determine the yield distribution. Qualitatively the secant dependence of secondary-electron 

yield on ion incidence angle explains the differences in the distributions for ions of 

different masses. For grazing incidence ions this dependence maps a distribution over ion 

angle into a secondary-electron yield distribution that is skewed 'toward larger pulse 

heights, as shown in figure 3.5. The angular distribution of ion paths, with respect to the 

dynode surface, is due to ion beam emittance, surface irregularity, and small angle 

scattering in the dynode. . Since beam emittance and surface irregularity should be similar 

for all ions, this implies that ions with wider, more skewed distributions have larger 

angular scatter. Figure 3.5 also indicates that this effect should be more pronounced at 

larger mean incidence angles. In the measured distributions, figures 3.4(a) and 3.4(b), 

the tail lengths are indeed in order of ion mass and the effect is much stronger at 82.3° than 

at 80.0°. 

We measured the effect of ion incidence angle, species, and velocity on mean 

secondary-electron yield. To find the mean yield we divided the integrated output current 
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Figure3.4 Pulse-height distributions are shown for (a) 40 keY ions at 80.0°, (b) 

40keV ions at 82.3°, and (c) 133Cs+ ions at a nominal incidence angle of 82.3°. For (c) 

the calculated, actual incidence angles are 73.7°, 77.8°, 80.5°, and 82.3° for 5, 10,20, and 

40 keY respectively. The smaller pulse heights at lower energies are partly due to the 

smaller actual incidence angles. Figure 3.8 shows the corrected mean yield as a function 

of energy alone. All distributions are for positive ions and all curves are tracings from 

pulse-height analyzer photographs. 
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Figure 3.5 The secant dependence of the dynode yield on ion angle leads to skewed 

secondary-electron distributions. The effect is larger for lighter ions, which scatter more in 

the dynode. The distributions are not drawn to scale. 
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by the ion count rate and the electronic charge. In cases where we had no data on. the 

output current, we measured the mean of the pulse-height distribution. We'divided the 

mean by the previously calibrated number of pulse-height analyzer channels per secondary 

electron, to find the mean secondary-electron yield. Figure 3.6 compares these ion 

incidence-angle data to those ofDietz.33 The agreement in secondary-electron yield at 80· 

is coincidental since the ion energy and species and the dynode surface preparation were 

different. However, the yield increase between 80.0· and 82.3· is consistent with the 

trend of Dietz' data up to 80.0·. We found no data in the literature for angles above 80·. 

Of the two other dynodes plotted in figure 3.6, our dynode surface is more similar in 

flatness and depth to the plasma-anodized surface. Figure 3.7 shows the 

secondary-electron yield dependence on ion species for this and previous data.30,33,46 The 

results are qualitatively consistent after correcting for incidence angle. However, in spite 

of the fact that we took these data with higher ion energy and incidence angle, both of 

which should increase the secondary-electron yield, the yield is not much higher than 

Dietz's data at 80·. This indicates that further effort to optimize dynode preparation might 

increase the secondary-electron yield, allowing the use of a higher threshold to discriminate 

background. 

Previous authors30,47 have shown that for a given ion the secondary-electron yield is 

approximately proportional to ion velocity minus a threshold velocity of about 

5 x 106 cm/sec. Figure 3.8 shows data for this detector before and after corrections to 

remove the effect of changes in actual incidence angle with ion velocity. The corrections 

are necessary because we did not adjust the orientation of the detector with respect to the 

beam to cancel the increased curvature of the lower-energy beam. We did adjust the slit 

position to center the beam on the dynode. We calculated the incidence angle for each 

velocity and made corrections to each data point for yield as a function of angle by 

interpolating the data, shown in figure 3.6, for this work and for Dietz's plasma-anodized 
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Figure 3.6 Data for mean secondary-electron yield as a function of ion incidence angle 

are compared to the secant model discussed in section 3.3.1. The 02 oxidized dynode 

surface of Dietz JJ6 is formed by depositing aluminum on a glass substrate. The flatness 

and thinness of the resulting Al20 3 layer probably reduces the effective scatter of ion 

angles with respect to the local normal to the surface and causes the yield to be close to the 

secant dependence of the model. The agreement of the data from this detector for 

41 keY 133Cs+ at 82.3°, with Dietz's data for 30keV 85Rb+ at 80° is coincidental 

(section 3.3.1). 
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Figure 3.7 The mean secondary-electron yield is shown for positive alkali metal ions 

and 12C+. For the data shown from this work, the ions approaching the detector had 

40keV but gained an additional 1 keY falling through the drift-gap field onto the dynode. 
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Figure 3.8 The mean secondary-electron yield as a function of ion velocity is shown 

for Cs+ ions. The calculated actual incidence angle, shown on the right-hand axis, 

differed from the nominal angle of 82.3 0 as explained in section 3.3.1 of the text. Each 

data point (e) was corrected for the difference between the nominal and actual angle. The 

corrected yield (+) shows effect of velocity on yield at a fixed ion incidence angle of 82.3 o. 

Given the large error bars, the fact that the corrected points fall on a straight line is 

coincidental. The actual energies and velocities at impact are shown. In all cases 1 ke V of 

that energy was gained falling through the drift-gap field onto the dynode. 
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dynode. A straight-line fit to the corrected data in figure 3.8 gives a threshold velocity of 

3.6 x 106 ± 0.7 x 106 cm/sec, slightly lower than the value quoted above. 

In summary, the detector ion distribution appears to be proportional to the 

secondary-electron yield distribution as we expect. The detector response as a function of 

various ion parameters is consistent with other results in the literature. 

3.4. Dark-noise and background pulse-height distributions and rates 

Since background rejection is the critical criterion of detector performance, we must 

understand the detector's response to dark noise and background. We tested this response 

as follows. In order to measure the intrinsic noise of the detector, we eliminated as many 

noise sources as possible. The resulting output of the detector we call the dark noise, 

which is the lower limit of the background. In order study the detector's ability to reduce 

background rates by discrimination we introduced two sources of background, one at a 

time, into the mass spectrometer to simulate the background we might encounter in the 

cyclotrino. The sources we used were the UV lamp described in section 3.2, and ions 

(and perhaps some soft x rays) from an ion pump near the detector, which we turned on 

only for this purpose. We refer to these respectively as UV background and ion-pump 

background. 

In this section we first present and discuss the dark-noise and background integral 

pulse-height distributions. These are plots of the number of counts per second above a 

given pulse height. Here we use the same pulse-height scale as described in previous 

sections for.measurements after the second exposure to air. The vertical axis represents the 

dark-noise or background rate for a given discrimination threshold, that is, the integrated 

number of counts per second above that threshold in the respective pulse-height 

distribution (not shown). We show that there is an optimum value of V m for achieving the 
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lowest dark-noise rates and that there is no advantage to using an additional, upper 

discrimination threshold. In section 3.4.1 we show the effect of discririlination on 

background rate. Finally we discuss the stability and sources of the dark noise in 

sections 3.4.2 and 3.4.3 respectively. 

An ion pump near the mass-spectrometer ion source remained on during all 

measurements, including the dark-noise tests, except for measurements of the effect of the 

pump itself. To reach the detector, background from this pump had to travel about 5 m 

past two right angles, through the magnetic field in the 900 mass-spectrometer analyzer, 

and through the slit or around the mask 5 mm in front of the detector. When this pump 

was off, the pressure rose from the 10-9 Torr range by about two orders of magnitude 

during a 3 x 103 sec measurement. To be consistent, we kept the pump on during all 

measurements because we wished to avoid additional pressure rises during measurements 

of 1()4 to lOS sec. Two tests conducted before the first exposure to air with this pump off 

showed that there was more dark noise at small pulse heights but less dark noise at pulse 

heights larger than three or four secondary electrons. This increased the total dark-noise 

rate (of all pulses larger than about 0.3 secondary electrons) by 6%. However, it 

decreased the length of the tail of the integral pulse-height distribution by about 20%. 

Tests conducted after the second exposure to air show no such effect. We do not know the 

cause of this effect or its disappearance. If it were real, one might conjecture that with the 

pump on the better vacuum somehow reduced the total dark-noise rate but that a few ions 

from the pump reached the detector and made the larger pulses that extended the 

distribution's taiL However, since we saw it only in very early measurements and not in 

later tests, we are inclined to think that it was spurious or that we made a measurement 

error. If having the pump on during dark-noise tests does actually extend the distribution 

tail, then the true dark-noise level is below the values we measured. 
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Figure 3.9 compares the integral pulse-height distributions for dark noise at various 

V m before the fIrst exposure to air. Although the statistics are not conclusive; one can see 

that in general the dark-noise rate falls as V m increases from 1.9 kV to 2.3 kV. It then 

rises again as Vm increases to 2.7kV. Regardless of discrimination-threshold setting, 

V m = 2.3 kV is optimal for the lowest dark noise. The reason that there is an optimum 

may be that at higher V m there is more field emission but at lower V m the single-electron 

distribution is less saturated, as the shape of the 1.9kV curve indicates. However, every 

microchannel-plate electron multiplier is different, and each would require individual 

optimization. In general, different V m might be optimal at different discrimination 

thresholds. This is the case after the second exposure to air for the dark-noise 

measurements shown in figure 3.10. Here, V m = 2.3 kV is still optimal for most 

discrimination thresholds. However, in a small region near one secondary electron, 

V m = 2.5 kV gives slightly lower dark-noise rates. The small difference is statistically 

significant, although a systematic error in measuring the gain at each V m might account for 

the difference by horizontally shifting the relative positions of the curves. Section 3.6 

discusses the fact that the tail of the V m = 2.3 kV dark-noise distribution is longer in 

fIgure 3.10, after the second exposure to air, than in figure 3.9. 

For use in comparing background to signal, figure 3.10 includes the integral 

pulse-height distribution for 40 ke V 133Cs ions. Raising the discrimination threshold 

much above the point where the signal decreases relatively faster than the dark noise does 

not improve signal-to-noise. One can also see from fIgure 3.10 that there is no advantage 

to excluding counts above an upper discrimination threshold. Above any reasonable lower 

threshold the dark noise initially drops more steeply than the signal. The fraction of signal 

counts remaining above an upper threshold will always be larger than the fraction of 

dark-noise counts above that upper threshold. It would therefore be counterproductive to 

exclude counts above an upper discrimination threshold since this would cut out a larger 
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Figure 3.9 The integral pulse-height distributions of dark noise are shown for various • 

values of Vm . The spline curves shown are fit through data points approximately one 

secondary electron apart. Typical error bars are shown. The actual errors may be found 

from the square root of the number of counts, which may be calculated from the rate on the 

plot and the fact that the measurement ti~es are 1.8 x 103 sec for the 2.3 kV data and 

3.0 x 103 sec for the other data. 
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Figure 3.10 The integral pulse-height distributions, after the second exposure to air, are 

shown for the dark noise at various values of V m and for the 40 ke V 133C S + ion 

distribution at 2.3 kV. Typical error bars are shown. The spline curves shown are fit 

through data points approximately one secondary electron apart. The actual errors may be 

found as described in the caption for figure 3.9. The measurement times are 5.6x 104, 

2.8 x 105, and 7.7 x 104 sec, for the 2.1, 2.3, and 2.5 kV data respectively. 
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fraction of the signal than of the background. 

3.4.1. Reduction of background by discrimination 

Figure 3.11 shows integral pulse-height distributions for UV and ion-pump 

background tests, compared to the dark-noise distribution. Each background distribution 

includes detector dark noise. Above 9 secondary electrons for the UV background, and 

15 secondary electrons for the ion-pump background, each background is within statistical 

uncertainty of dark noise alone. The three distributions were measured after the second 

exposure to air. The UV photons are from the 2537 A mercury line (5e V). The 

ion-pump background has a maximum energy of 5 keY. We define the total background 

rate as the rate of pulses larger than 0.5 secondary electrons, the lowest discrimination 

threshold plotted. The fact that the total rate is higher for the UV background is due merely 

to the relative amounts of flux of the two backgrounds. The longer tail of the ion-pump 

background distribution is significant. We believe the reason for its length is that some of 

the background ions emit more than one secondary electron at the dynode. In order to find 

the fraction of background pulses that remain above a given discrimination threshold, we 

subtract the dark-noise distribution from each of the two background distributions, and 

normalize each total background rate to unity. The fractional reduction of background as a 

function of discrimination threshold is plotted in figure 3.12. The results are impressive. 

Discrimination reduces UV and low-energy ion backgrounds by five orders of magnitude 

at thresholds of 9 and 15 secondary electrons, respectively. The exponential decrease of 

each background is nearly constant. This indicates that their steep slopes may continue 

beyond the pulse height where our data lose statistical significance. 

• 

We took the data in figure 3.12 at V m = 2.3 kV. One could repeat this test at other 

V m to optimize the background reduction as described above for dark noise alone. We 

expect that V m = 2.3 kV would be optimal in this case also, especially at higher 
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Figure 3.11 The integral pulse-height distributions are shown for the two simulated 

backgrounds and the dark noise. The spline curves shown are fit through data points 

approximately one secondary electron apart. For each curve the mean value and ± 1 (j are 

shown. 
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Figure 3.12 Background reduction is shown as a function of pulse-height threshold. 

The curves shown are the integral pulse-height distributions for each of the backgrounds in 

figure 3.11 after subtracting the dark noise and normalizing to unity at 0.5 secondary 

electrons. The mean value and ± 1 cr are shown. 



-35 -

discrimination thresholds where the distribution of the background plus the dark noise 

approaches the distribution of the dark noise alone. 

3.4.2. Dark-noise stability 

The dark noise remained stable during tests in the mass spectrometer with three 

apparently unrelated exceptions. First, occasionally after an increase in V m' the electron 

multiplier generated small, spontaneous pulses with a distribution that peaked at 

0.25 secondary electrons, at rates up to 130 counts/sec. Second, in some measurements 

the dark-noise rate doubled at pulse heights above 14 secondary electrons, while 

remaining unchanged below that threshold. And, third, the gain and dark-noise 

distribution changed slightly as a result of exposure to air. We discuss this third exception 

in section 3.6. We saw no change in dark noise after operating the electron multiplier at 

output currents up to the nominal limit of 10% of the strip current, the quiescent current 

through the microchannel-plate stack (section 4.1). 

We believe the spontaneous pulses result from microchannel-plate damage due to 

high-voltage discharge (section 3.7). We waited for the spontaneous pulses to subside (a 

few minutes to a few hours) before taking dark-noise data, so we do not know if their 

presence increased the dark-noise rate at pulse heights above a few secondary electrons. 

However, we believe that in one of the dark-noise measurements these pulses were present 

and increased the total dark-noise rate by 50%. Yet for pulse heights above one secondary 

electron the measured distribution was the same as other dark-noise distributions. 

The dark-noise rate doubling above 14 secondary electrons occurred 3 times out of 

the 11 runs that were long enough to see the effect above statistical fluctuations. These 

were twice during dark-noise measurements, once each at V m = 2.3 kV and 

Vm =2.5kV, and once during a UV background measurement at Vm =2.3kV. All are 
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shown in figure 3.13. For baseline comparisons, we plot as solid curves the sum of other 

dark-noise measurements at V m = 2.3 kV and the one dark-noise measurement at 

V m = 2.5 kV. At the pulse height of 25 secondary electrons the rate doubling of the 

2.5 kV dark-noise distribution disappears. This is significant at the 20" leveL The similar 

decline of the 2.3 kV dark-noise distribution at 28 secondary electrons is statistically 

insignificant. We believe the rate doubling is real because it is so similar in all three 

instances. We do not know the cause of the effect. It may result from intermittent 

electronics noise from elsewhere at the lab. 

3.4.3. Sources of dark noise 

The total dark-noise rate for pulses larger than 0.5 secondary electrons ranges from 

one to three hertz as V m ranges from 1.9 to 2.7 k V, both before and after exposures to 

air. Electronics noise from sources such as the amplifier do not contribute because, unlike 

other dark noise, it is not multiplied by the high-gain electron multiplier and therefore its 

pulse height remains smaller than 0.5 secondary electrons. In pulse-counting mode, the 

gain was always high enough that electronics noise did not appear above the lowest 

pulse-height analyzer channel when the analyzer and the amplifier were set so the 40keV 

ion distribution peaked around channel 100 ("" 25 secondary electrons). For the F4129 

phototube Lo and Leskovar27 tested, the dark noise from the stack, with the photocathode 

backbiased, was 5 counts/sec with V m = 2.4 kV, and a threshold of 0.13 secondary 

electrons. We believe the cause of dark noise at small pulse heights is thermal and field 

emission of electrons. One expects the mean height of such pulses to be one secondary 

electron or less depending on whether the electrons are emitted at the dynode or in a 

microchannel-plate pore. Figures 3.9 and 3.10 show that most dark noise is indeed near 

or below the pulse height of one secondary electron. 

Although most dark-noise pulses are small, figure 3.10 shows that the dark-noise 
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Figure 3.13 These integral pulse-height distributions of dark noise and UV background 

show a twofold increase in background rate at pulse heights above 14 secondary electrons. 

The solid curves are typical dark-noise distributions shown for comparison as baselines. 

The 2.5 kV data is plotted one decade down for visual clarity. The statistical significance 

of the background-rate increase is discussed in section 3.4.2. 
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distribution has a tail which extends beyond 40 secondary electrons at < 10-5 counts/sec. 

We believe the causes of these infrequent, large dark-noise pulses in this detector are 

similar to the causes of such pulses in standard photomultiplier tubes.48 ,49 The large 

pulses are of two types: those that are intrinsically large and those that are due to 

fluctuations in multiplier gain which cause a field emission event to be amplified by the 

multiplier to an unusually large size. Possible sources of intrinsically large pulses, which 

fire many pores, include cosmic rays, intrinsic radioactivity (4oK in glass), high-voltage 

discharge, ion or photon feedback,50 and bursts of molecular ions and photons from ion 

pumps'that arrive at the detector within the time constant of the discrimination electronics. 

In general, statistical fluctuations in electron-multiplier gain are due to random 

microscopic multiplication processes. The distribution of fluctuations is broadened by 

nonuniformity of multiplication surfaces and, in the case of microchannel plates, 

differences in the number of pores fired and differences in effective number of dynodes 

from pore to pore. The distribution is also affected by the extent to which the 

electron-multiplier gain is saturated and by the number of broken or malformed pores and 

the details of the random stacking of the three microchannel plates. Geometrically, on the 

basis of random stacking, no more than thirteen pores can be fired in the output plate for a 

single pore fired in the input plate,26 but if the plates were warped or damaged, this 

number might be larger. 

Dietz has written extensively on the application of Polya statistics to ion 

detectors. 17,30,31,51,52,53,54, According to Dietz, the Poisson distributions for the probable 

gain at each point on a multiplication surface combine into a Polya distribution for the 

overall gain. The Polya distribution is broader than the Poisson distribution, so on a 

statistical basis alone one expects the dark-noise distribution to drop off less quickly than 

the tail of a Poisson distribution. 
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3.5. Ion-counting efficiency versus dark-noise and background rates 

In sections 3.3 and 3.4 we discussed the pulse-height distributions of the ion 

signals, and of the dark-noise and background rates as functions of discrimination 

threshold. In this section we first discuss ion-counting efficiency as a function of 

discrimination threshold. Then we compare ion distributions to dark-noise and 

background distributions to find dark-noise and background rates, as direct functions of 

ion-counting efficiency, by eliminating discrimination threshold as the independent 

variable. In making this comparison we assume that dark-noise and background 

distributions are unaffected by detection of signal ions. We believe this is true at least up 

to ion count rates of between 102 to 103 ions/sec (depending on electron-multiplier gain) 

at which we took the ion data discussed in this section. The quantitative similarity of the 

background to the left of the valley in ion distributions, to the dark-noise distribution, is 

consistent with this hypothesis. 

In this section we analyze data taken at V m = 2.3 kV, which was found in 

section 3.4 to be optimal for low dark-noise rates at thresholds above one secondary 

electron. In theory, differences in ion-counting efficiency versus threshold for particular 

ions could cause other V m to have a lower dark-noise rate as a function of counting 

efficiency at particular values of counting efficiency. The data show that V m = 2.3 kV 

remains optimal in general. Section 3.5.1 discusses the exceptions. 

We define the counting efficiency as the ratio of the ions that make pulses larger than 

a given discrimination threshold, to the total number of ions hitting the dynode that make a 

non-zero pulse-height signal. This neglects the few ions for which no secondary electrons 

are collected. The fact that background-subtracted ion distributions (not shown in a figure) 

have low amplitudes at pulse heights near zero indicates that there is not a second 
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population of ion pulses at very low pulse heights. If the beam extended beyond the edge 

of the dynode, some of the secondary electrons that were emitted by ions hitting near the 

edge would be lost. This would broaden the ion distribution toward lower pulse heights, 

reduce the peak-to-valley ratio, and increase the amplitude of the background-subtracted 

ion distributions near zero pulse height. There is no indication that the beam extended 

beyond the dynode during tests in the mass spectrometer. However, an increase in ions 

hitting near the edge of the dynode may have caused a reduction of the peak-to-valley ratio 

observed in the cyclotrino. 

In order to be sure that our counting efficiency measurements are valid we must 

scrutinize the validity of our assumption that essentially all ions make signals with pulse 

heights greater than zero. The following shows that a negligible portion of beam ions with 

5 keY or more energy emit no secondary electrons. That is, the ion-counting efficiency is 

nearly 100% at a discrimination threshold near zero. Thus the ion pulse-height 

distributions in figure 3.4 represent essentially all the ions, as well as the background. 

The 5 ke V ions, the lowest energy tested, are most likely to emit zero secondary electrons. 

An average of 4.3 secondary electrons are collected from a 5 keY Cs ion, in a distribution 

which we expect to be no narrower than a Poisson distribution. Therefore the probability 

of collecting zero secondary electrons must be at least as large as the 1.4% probability of 

measuring zero given a Poisson distribution with a mean of 4.3. For 10 keY Cs ions the 

average number of secondary electrons collected is 8.1, so the Poisson lower limit on the 

fraction of ions for which zero secondary electrons are collected is 3 x 10-4• After 

subtracting background, the data in figure 3.4(c) is consistent with values near these lower 

limits. 

Figure 3.14 graphs dark-noise rate (plotted on a log scale) against ion-counting 

efficiency (plotted on a log-log scale) for various ions at 82.3 0 incidence angle. We took 
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Figure 3.14 This plot indicates the overall performance of the detector with respect to 

dark noise versus counting efficiency. All data shown is for ions at 82.3 0 nominal 

incidence angle but for the 5, 10, and 20 keY data the actual incidence angles are lower as 

explained in section 3.3.1. Thus the increase in the dark-noise rate for lower energies is 

due in part to the smaller angles. The curve labeled "signal" is the counting efficiency for 

40keV 133Cs+ plotted against itself, for comparison to the dark noise. 
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these data after the second exposure to air, with Vm =2.3kV. Figure 3.14 is derived 

from the ion and dark-noise data shown in figures 3.4(b), 3.4(c), and 3.10. A curve 

showing the fraction of signal pulses above the threshold is also plotted on figure 3.14 for 

use in comparing the signal to noise for different choices of counting efficiency. This is 

equivalent to plotting the counting efficiency against itself . 

Figure3.14 clearly demonstrates the tradeoff between dark-noise and counting 

efficiency. By sacrificing some counting efficiency the detector can achieve very low 

dark-noise rates. The figure also shows the improvement of both dark-noise and counting 

efficiency with increased ion energy. The dark-noise rate decreases by a factor of eight or 

nine at the same counting efficiency with each doubling of energy. The discrimination 

threshold required for counting efficiencies above 97% is lower for carbon than for cesium 

at the same 40 keY energy. This is because the ion distribution for carbon is wider than 

that for cesium (figure 3.4(b», so a larger fraction of it is at low pulse height. Thus for 

any given counting efficiency in the range above 97% the dark-noise rate is higher for 

carbon than for cesium, as figure 3.14 shows. Conversely, the dark-noise rate is lower 

for carbon at counting efficiencies below 97% because the mean pulse height of the ion 

distribution for carbon is higher than for cesium. 

The data in figure 3.14 show that in the mass spectrometer we were able to detect 

36 ke V carbon ions at 50% efficiency with a dark-noise rate of 5 x 10-5 counts/sec. The 

best we could hope to do in the cyc1otrino would be to suppress the background to the 

level of dark noise alone. In fact, to increase the effective dynode area in the cyclotrino, 

we chose to use a less-grazing ion-incidence angle, about 75 0

, compared to 82.3 0 for this 

data. This is less advantageous insofar as the median pulse height of the carbon ion 

distribution should be about 40% lower, or about 18 secondary electrons. The correction 

for detecting 14C- instead of 12C+ is small by comparison. In the cyc1otrino we operate at 
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V m:= 2.0 kV. Thus the dark-noise rate should be a little above 7 x 10-4 counts/sec 

± 16%, which is the value for V m = 2.1 kV in figure 3.10. If the background in the 

cyclotrino is similar to the ion-pump background, figure 3.12 indicates that a 

discrimination threshold of 18 secondary electrons should reduce its unknown rate 

by -106• In fact we obtained a background rate in the cyc1otrino, at 50% counting 

efficiency, of 6 x 10-4 counts/sec ± 10%, which is in agreement with the expected 

dark-noise rate to within the errors. This indicates that the detector is successful at 

reducing the cyclotrino background rate to nearly the rate of the dark-noise alone. 

Figure 3.15 plots background reduction data (from figure3.12) against counting 

efficiency, for 40keV 12C+ and 133Cs+, at 82.3° ion incidence angle, with 

V m = 2.3 kV. The detector can provide large reductions of background even at 99% 

counting efficiency. 

3.5.1. Other criteria for choosing microchannel-plate voltage 

There are three cases when one might prefer a different V m to that found to be optimal 

for reducing the dark-noise rate (2.3 kV for this particular electron multiplier, 

section 3.4). First, if one wishes to count ions at a rate exceeding that allowed by the 

maximum anode current at Vm=2.3kV (section 4.1), one must reduce Vm in order to 

decrease the electron-multiplier gain. Second, it is possible that if the electron multiplier 

were operated for additional time at V m > 2.3 kV, the dark-noise rate might decrease at 

those V m' As V m is increased to a higher value for the first time, the dark-noise rate 

distribution increases initially, then decreases asymptotically to an apparently stationary 

distribution. We did not study the time dependence of this decre.ase. We have operated the 

electron multiplier a total of about 500 hours, mostly at V m= 2.3 kV. For less than one 

tenth of this time was V m > 2.3 kV. 
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Figure 3.15 The fractional reduction of background is plotted against counting efficiency 

for 40keV 133Cs+ (a) and 40keV 12C+ (b), both at 82.3°. The detector exhibits 

excellent background discrimination. 
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Third, although the dark rate distribution is slightly higher for V m > 2.3 kV, the ion 

distribution is slightly narrower because the greater microchannel-plate saturation at higher 

V m narrows the single-electron distribution. For counting efficiencies greater than about 

. 50%, this raises the discrimination threshold, in units of secondary electrons, required to 

achieve a given counting efficiency. This is shown schematically in figure 3.16. Thus, 

for a given counting efficiency (though not for the same discrimination threshold), the 

dark-noise rate can be lower for V m > 2.3 kV. This effect is more pronounced at higher 

counting efficiencies. In these data the most extreme example is for counting 40keV Cs 

with 99% efficiency. In this case, the discrimination threshold with V m = 2.3 kV is 

7.2 ± 0.2 secondary electrons, while the threshold with V m = 2.7 kV is 

9.1 ± 0.2 secondary electrons. Although we did not measure the dark rate with 

V m = 2.7 kV after the second exposure to air, measurements at 2.3 and 2.5 kV indicate 

that the increase in discrimination threshold at 2.7 kV could decrease the dark rate at 99% 

efficiency by a factor of two for this example. 

3.6. Stability of gain, signal, and background, after exposure to high wrrents or air 

When a known gain change occurs in an electron multiplier used in an ion detector, it 

is typically not a problem. As long as the background distribution does not change relative 

to the signal distribution, this merely requires a recalibration of the appropriate 

discrimination thresholds. The distributions should remain essentially unchanged in units 

of secondary-electrons. In contrast, it is important that the dynode secondary-electron 

yield not decrease. If this occurs, or if something else reduces the pulse height of the 

signal relative to the background, the background rate would increase at a given counting 

efficiency. This would be a change comparable to what figure 3.14 shows for decreased 

ion energy, which reduces the dynode secondary-electron yield but does not affect the dark 

noise. 
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Figure 3.16 This drawing (not to scale) illustrates that a narrower ion-signal distribution 

can reduce the dark-noise rate at the discrimination threshold corresponding to a given 

counting efficiency, even when the narrower distribution is accompanied by a higher 

overall dark-noise or background distribution. Thus for counting efficiencies well above 

50% it can be advantageous to use a higher choice of Vm. In this example the thresholds 

for 99% counting efficiency are shown. 
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During detector measurements we have seen decreases in electron-multiplier gain 

correlated with exposure to air or high ion-input and anode currents,43 in addition to the 

1 % - 5% drift in the ion distribution mean, noted in section 3.3. In the mass 

spectrometer, immediately following the gain tests described in section 3.2.2, the signal 

pulse height decreased by 59%, but recovered to previous levels by the following day 

when we next tested it. During these tests ion rates reached above 1010 counts/sec, four 

or five orders of magnitude above any other tests in the mass spectrometer, and the anode 

current reached at least a factor of two above the nominal limit (section 4.1), perhaps much 

higher. In the cyc1otrino the detector has been run at ion currents high enough to cause 

anode currents an order of magnitude or more above the nominal limit. Following high 

currents the gain takes a few minutes to several hours to rise to its previous level. 

One of the reasons we chose a microchannel-plate electron multiplier for this detector 

was that we could expose it to air without its losing most of its gain and requiring 

reactivation of the multiplication surfaces. However, the microchannel-plate gain typically 

decreases over its lifetime.39,43 A process similar to the electron scrubbing described in 

section 3.2.2 continues to decrease the secondary-electron yield of the pore surface as 

charge is extracted from the multiplier. In addition, when the gain is first turned up after 

each exposure to air, desorbed gas fires pores, scrubbing the microchannel plates a large 

amount at once. The manufacturer's entire electron scrub process decreases the gain 

several orders of magnitude at a given V m ' as one can see in figure 3.3. High gains can 

still be reached, with more complete saturation than before the scrub, by using higher V m . 

However, one might prefer to use the same V m if it were found to be optimum for the 

lowest dark-noise rate. Using a lower gain following an exposure to air should, in 

general, present no problem in this detector since the gain is so high in the un scrubbed 

electron multiplier to start with. 
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In the mass spectrometer the results of exposure to air were ambiguous due to 

disagreement between early UV measurements of the gain. After early tests, two 

exposures to air appear to have permanently reduced the gain of the detector by a total of 

(21 +5_10)% as measured using the UV source. (No useful data exists from between the 

two exposures.) However, contrary to our expectations the absolute dark-noise 

distribution, in pulse height units of absolute charge, decreased by only (2 ± 2)%. Thus, 

in units of secondary electrons, the dark-noise distribution had a (23 +7_13)% longer tail 

after the exposures to air. This increased the dark-noise rate at a fixed threshold, as one 

can see by comparing the Vm =2.3kV curves in figures 3.9 and 3.10. 

We do not understand why the pulse height of the dark noise did not decrease in 

proportion to the gain decrease. If the dark-noise increase is real it represents a decline in 
l 

the performance of the detector that could prove to be a serious problem after repeated 

exposures to air. The apparent decline in detector performance in the mass spectrometer 

may be a spurious result, perhaps due to our inexperience with the equipment during early 

measurements. In any case, the results for dark-noise and background rates as a function 

of counting efficiency quoted in section 3.5 are based on data taken after the two 

exposures to air in the mass spectrometer. They are independent of any measurement 

errors before the exposures, and if the decline is real, they are post-decline results. 

In the cyclotrino all efforts have so far been directed to making tail rejection 

measurements and little time has been spent measuring the detector's performance, so the 

following are impressions only. The detector has been exposed to air between 6 and 12 

times since being installed in the cyclotrino. During this time the electron-multiplier gain, 

at V m = 2.0 kV, decreased by a factor of about two. Over the same period, the 

peak-to-valley ratio for the pulse-height distribution for the sum of the signal and the 

background decreased from about 5 to about 1.3 during tests in the cyclotrino. This 
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indicates. that again, contrary to our expectations, the pulse height of the background seems 

not to have decreased as much as that of the ion distribution. This required us to increase 

the discrimination threshold, resulting in lower ion-counting efficiency « 50%), in order 

to maintain a background rate of 6 x 10-4 counts/sec. 

If this problem is the same ongoing problem we saw in the mass spectrometer, we 

must solve it in order to continue using the detector in the cyclotrino. It may also be hoped 

that the symptoms in the mass-spectrometer tests were spurious and that we can explain 

and easily fix the problem in the cyclotrino. One possible explanation is that something 

such as hydrocarbons from the internal ion source or pump oil contaminated the dynode 

surface and reduced the secondary-electron yield. The solution would then be merely to 

change the dynode. The external ion source should provide a cleaner vacuum. 

A second explanation depends on the fact that in the cyclotrino we found electronics 

noise to be a major source of background, unlike in the mass spectrometer where 

electronics noise was negligible. This is due both to the presence of radio-frequency 

high-voltage and to the use of a lower V m setting, which reduces the electron-multiplier 

gain by a factor of at least six from the final mass-spectrometer value. It is possible that as 

the gain continues to fall with repeated exposures to air, the pulse heights of the 

background and the ion distributions decrease proportionally, as expected, except for the 

electronics noise, which is constant in pulse-height units of absolute charge. The solution 

is to shield the detector from the noise or to increase the gain by operating at a higher V m . 

The reason for operating at a lower V m is to allow ion-counting rates up to several 

thousand ions/sec. We could operate at higher Vmto obtain low background rates when 

we count ions at low rates, and raise V m whenever we need to count at ions at higher rates, 

when higher background rates are acceptable. This approach should continue to work as 

the electron multiplier ages. The only way to find out is to try it. We could also obtain an 
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electron multiplier with a higher strip current, which would permit a higher anode current 

limit for a given Vm (section 4.1). A last resort would be to operate above the limit and 

calibrate the gain as a function of ion current, taking hysteresis into account. We would 

prefer to avoid this last, inelegant solution. We need to study further the effects of 

exposure to air on background rate and counting efficiency, after turning on the cyc1otrino 

in its new external source configuration (section 1.1.1). 

3.6.1. Experience and suggestions about exposure to air 

The following is a history of our experience with the results of exposure to air. The 

manufacturer delivered the electron multiplier in the vacuum vessel shown in figure 1.2. 

We opened the vacuum vessel and attached the electron multiplier to the rest of the detector 

under flowing dry nitrogen. We transferred the detector, using a plastic bag filled with dry 

nitrogen, into the mass spectrometer's vacuum with the detector's sliding door shut and 

little exposure of the microchannel plate to air. We pumped the detector down for several 

days before turning up V m over a period of weeks to a maximum of 2.7 kV. 

After operating the detector over a period of a few months we took it out into air for 

18 minutes, then returned it to vacuum. After pumping down for 23 hours, we gradually 

increased V mover 6 hours with no apparent ill effects, except a possible reduction in gain, 

but we took no useful data before the next exposure to air. Three days later we took the 

detector out of vacuum for 10 minutes and adjusted its orientation for a new ion incidence 

angle before returning it to vacuum. We pumped down for 18 hours before turning up 

V m' After 2.5 hours at V m = 1.9 kV and 4.75 hours at 2.1 kV the detector produced 

small, spontaneous pulses. We believe that these pulses are unrelated to the exposure to 

air but were brought on by turning up V m and are a result of the damage described in 

section 3.7. 
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The detector can be pumped down and V m turned up to operating level more quickly 

than described above. In the cyclotrino we introduce one atmosphere of dry nitrogen into 

the vacuum vessel before opening it to air. We are not sure to what extent this is beneficial 

but it may reduce the amount of water adsorbed on the microchannel-plate pore walls. 

After closing the vacuum vessel we pumped the detector down for about 5 hours before 

immediately turning the voltage up to 2.0 kV. An even shorter pumping time may be 

possible. The pumping time required probably depends on the amount of water adsorbed. 

The pores in the middle microchannel plate are the part of the detector that takes the longest 

to pump out. The Al20 3 dynode should not be affected by air (section 2.6). 

We suggest three possible methods to avoid gain reduction after exposure to air. 

First, pump down longer before turning up the voltage. Second, remove the detector into 

a dry nitrogen atmosphere, instead of into air. Third, bake the electron multiplier to desorb 

water and gas before V m is turned up. This might be done by installing a resistive heater 

around the body of the electron multiplier or directly to the metal post that supports the 

anode. During processing the manufacturer bakes the plates at 300 to 350°C, so baking to 

desorb gas at 200°C, sufficient to desorb most water and other gas, should not cause any 

problems. Malina and Coburn43 have tested the second and third methods with varied 

results. Another possibility is to use an electron multiplier with microchannel plates that 

have been electron scrubbed by the manufacturer. This reduces and stabilizes the gain and 

makes it uniform over the active area. The effects of further scrubbing should be much 

smaller.43 

3.7. Damage to electron multiplier from high-voltage discharge 

During early tests in the mass spectrometer, a sudden current load caused the 

high-voltage supplies to both ends of the microchannel-plate to trip off as we tried to 

increase the voltage Vd between the dynode and the microchannel face from 2 kV to 3 kV. 



-48 -

We believe that a piece of dust, found later on the dynode, caused a high-voltage discharge 

. between the dynode and the microchannel face that tripped the supplies. After this 

discharge, spontaneous pulses appeared in the dark-noise pulse-height distribution with a 

peak at about 0.25 secondary electrons. Initially the rate of these pulses was 

300 counts/sec but by the next day it had fallen to about 10 counts/sec. After that the 

pulses stopped but reappeared occasionally at rates between 10 and 130 counts/sec for the 

duration of a few minutes to a few hours. They reappeared 20 to 30 times over a 

five-month period of almost daily use. The spontaneous pulses are probably caused by 

field emission. Other investigators refer to similar pulses as hot spots.43,55 In one 

instance spontaneous pulses appeared at about 2 x 103 counts/sec in a distribution that 

decreased approximately linearly from 200 counts/sec in the lowest channel to near zero at 

about 0.2 secondary electrons. However, these may have been unrelated electronics 

noise. 

We believe that the spontaneous pulses come from local damage in the microchannel 

plates caused when high current density melted or cracked part of the glass during the 

initial discharge that tripped the supplies. The evidence for this is that the pulses usually 

appear only after we increase the microchannel-plate voltage V m ' which should not cause 

field emission from dust on the dynode. The damage occurred before the first exposure to 

air and before we made measurements for any of the results we present in this work. 

The high-voltage discharge hit the frrst plate, but one would expect the output plate to 

bear the damage because the current is multiplied by the first and second plates. The fact 

that the pulse height of the spontaneous pulses is about 0.25 secondary electrons is 

consistent with this hypothesis. If the first or second plate were generating pulses, we 

expect the second and/or third plate would multiply the pulses to be larger than 

0.25 secondary electrons. A value of 0.25 secondary electrons would also be consistent 
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with continuing field emission from the dust, if the gain had decreased in the small affected 

region of the microchannel plates, but this would not explain the onset of the pulses when 

V m is increased. 

There is some indication that the damage, or some other effect of use, decreased the 

peak-to-valley ratio of the single-electron distribution. Nonetheless the spontaneous pulses 

do not seem to affect the detector's counting efficiency or background rates because typical 

discrimination thresholds are above the height of these pulses (sections 3.3, 3.4, 

and 3.5). However, we have not tested this under controlled circumstances (but see 

section 3.4.2). We did not find and remove the dust until we finished the controlled mass 

spectrometer tests. 

3.7.1. Precautions to prevent damage 

If V m is turned up too quickly when the electron multiplier is first used, there is a 

danger that spontaneous pulses can run away and damage the microchannel plates. One 

experienced user told us that a high pulse rate can damage a plate in I msec.56 For 

different electron multipliers of the same model the gain can vary by orders of magnitude at 

the same V m. Therefore the timing rather than the size of the pulses is the best indicator 

of whether the spontaneous-pulse activity has reduced enough to continue increasing V m . 

We used a multichannel scaler to measure the timing of the the dark-noise pulses with 

a discrimination threshold just above the level of electronics noise. We increased V m by 

lOOY increments to 1500Y and by 50Y increments to 2750Y. At each new setting 

there was an increase in the rate and intensity of bursts of pulses. After a few minutes to 

hours, the time separation of pulses approached randomness. The rule of thumb we used 

was to keep the largest instantaneous rates no more than a factor of ten above the average 

rate. 
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The experience with the probable damage from the discharge underscores the need for 

cleanliness while assembling the detector. In addition there are other precautions that 

might have prevented the damage. Because the microchannel-plate stack amplifies current 

it is the only part of the detector that is vulnerable to a moderate-size high-voltage discharge 

that deposits energy with a power density too small to melt metal parts. When the damage 

occurred, the microchannel-plate input and output voltages were at 0.4 kV and 2.7 kV 

respectively, each fed by a different power supply. The discharge. tripped the 

microchannel-plate input supply, which clamped the voltage to ground. This increased 

V m' initially at 2.3 kV, by up to 0.4 kV, raising the gain, which depends exponentially 

on V m' by a factor of as much as five, as figure 3.3 shows. The increased gain probably 

exacerbated the damage that occured before the microchannel-plate output supply tripped 

off. The stack is also vulnerable to any other short circuits that increase V m • 

To protect the stack one can float the. voltages so that one end of the stack is 

grounded. Then a discharge or a short circuit to ground will reduce both V m and the gain. 

After the initial discharge we generally kept the microchannel-plate input grounded to avoid 

similar problems. One could also use external voltage dividers or other protection circuits 

to prevent V m from increasing, or to prevent the current through the stack from rising 

above a set level, in case of a discharge. In general it might be useful to use the highest 

resistance and the lowest capacitance practical on all the detector leads to reduce the power 

released in any discharge. 
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4. Operating ranges 

4.1. Dynamic range and upper limit on anode current 

The top and bottom of the detector's dynamic range are determined by the maximum 

ion-count rate and the dark-noise rate respectively. The dark-noise rate is discussed in 

sections 3.4 and 3.5. Figure 3.10 shows that a dark rate of 10-4 counts/sec is possible 

for 40 keY ions at 50% to 70% counting efficiency. The maximum ion-count rate results 

from a limit on the electron-multiplier anode current. This is the current that flows from 

the microchannel-plate output pores to the anode. The manufacturer36 recommends that 

the integrated anode current I not exceed 10% of the strip current Is that flows through the 

microchannel-plate stack in its quiescent state when 1=0: 

Imax =0.1 Is= 0.1 Vm / Rm, 

where V m and Rm are respectively the voltage and resistance across the microchannel-plate 

stack when 1= o. 

Anode currents in excess of the nominal limit I max cause substantial gain variations27a 

and, according to the manufacturer,36 possible damage to the microchannel-plate stack. 

The manufacturer has run microchannel plates a factor of 100 or more above Imax without 

damage or obvious hysteresis.36 However, others have seen hysteresis following high 

anode currents.57 This electron multiplier showed hysteresis (a temporary gain decrease of 

59%) following gain tests (section 3.2.2) involving high ion currents at low V m and gains 

as low as unity. In these tests the anode current reached at least 1/ Imax = 2 and perhaps 

much higher. Another effect of high currents in this detector is the damage discussed in 

section 3.7, which was presumably caused by an excessive local current density. 

We measured the decrease in this electron multiplier's gain, as a function of 1/ I max ' 

compared to the gain at 1=0. At 1/ Imax = 0.5 the gain is (4± 1)% lower and at 

I / I max = 1 the gain is (16 ± 2)% lower. It is possible that if the ends of the 
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microchannel-plate stack were held directly at voltage, without the voltage-dividing 

low-pass filters, the gain would not decrease as much with / I /max' At V m = 2.3 kY, a 

decrease of 1.2%, or 27 Y, in the voltage across the stack could account for the 16% gain 

decrease (figure 3.3). 

Tests by the manufacturer36 indicate that the gain decrease as a function of / I/max is 

affected by how much of the microchannel-plate area is being used, because the gain 

actually depends on the local current density. They also indicate that the gain depends on 

the time-averaged current for current-modulation frequencies above 100 Hz, but on the 

instantaneous current for frequencies below 10 Hz. We did not test either effect. 

The effective resistance R across the microchannel-plate stack varies with / because 

the current in fired pores acts as a leakage current and the anode current from the 

microchannel-plate stack to the anode acts as a current shunt.27a When / = 0, R takes on 

the fixed value, R m' The manufacturer measured the resistance for each of these 

microchannel plates before assembly. The summed resistance of the three plates stacked in 

series is Rm = 2.8 X 109 Q. In general this resistance varies widely from plate to plate, 

but each Z-stack is assembled from plates that have matched resistance. It might have been 

useful to monitor Rm , especially before and after exposures to air, high ion currents, or 

anode currents above/max' for possible correlations with changes of gain. We did not 

monitor Rm because the high-voltage circuit made it inconvenient to do so. 

The maximum anode current /max determines the detector's maximum ion-count rate 

as follows: 

Cmax = /max I (Gm ye) , 

where Gm is the electron-multiplier gain, in electrons per secondary electron; yis the mean 

number of secondary electrons from the dynode collected by the microchannel plate, in 
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secondary electrons per ion; and e is the magnitude of the electronic charge. The dynode 

yield y varies slightly with ion species, energy, and incidence angle (section 3.3.1). The 

microchannel-plate gain G m increases approximately exponentially with V m (figure 3.3). 

One may increase emax by using a lower Vm to decrease the gain. We took advantage of 

this in the cyc1otrino, where we increased the allowed ion count rate by operating the 

detector at V m = 2.0 kV and used a preamplifier to amplify the signal. 

Table 4.1 gives values for I max ' G m' Cmax ' and the dynamic range, at three 

choices of V m' The values were calculated using y= 23.9 ± 0.4 secondary electrons per 

ion, the value for 40 ke V Cs at 82.3 0 incidence angle. The bottom of the dynamic range is 

defined to be the minimum dark-noise rate of 10-4 counts/sec. 

Table 4.1 

Dynamic 
Vm ImJl.X Gm Cmax (ion/sec) range This choice of V m achieves: 

--
2.3kV 82nA " 107.5 6.7 x 102 106.8 Lowest dark-noise rate. 

1.6kV 57nA 103.7 2.9 x 106 1010.5 Max ion rate in pulse-count mode. 

1.2kV 43nA 10°·3 5.6x 109 1013.8 Max ion rate in current mode. 

Using the electron multiplier in the low-gain current-integrating mode prevents one 

from reliably discriminating ion signals from background and dark noise. However, at the 

high count rates that require using the current mode, background rates are not high enough 

to be a problem in most ion detector applications, and the total d~rk-noise rate of a 

few counts per second, typical for even low discrimination thresholds, is negligible. We 

have not tested whether it is feasible to use the current-integrating mode to detect large ion 

currents in the cyc1otrino, where the background rate is much higher than in most other 

applications. "If feasible, this might be useful for monitoring the mass 12 and 13 beams 
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and studying the 13CH and 12CH2 backgrounds. Note that 5.6 x 109 ions/sec, the 

maximum ion count rate for V m = 2.3kV, corresponds to about 1 nA of ion current. 

Currents approaching this size are easily measured using a Faraday cup, which might be 

preferable. 

4.2. Recovery time, maximum background rate, and low-energy background suppr~ion 

After a group of pores in the microchannel-plate stack is fired, the recovery time to 

replace the stored charge in the surrounding glass is on the order of 50 to 100 msec.26,27 

If the same group of pores is fired before the charge is replaced, the gain and the resulting 

pulse height will be reduced.58,59 This gain reduction is different from, and in addition to, 

the gail} reduction discussed in section 4.1, which depends on the value of V m' 

Typically 7 adjacent pores out of a total of 1.3 x 106 are fired in the output plate of 

the stack (section 2.3), though additional nearby pores may also supply charge. Therefore 

the gain will begin to decrease as the rate of secondary electrons collected approaches 

2 x 106 per second; 

(1.3 x 106 pores) x (7 pores/e- tl x (100 msect1 = 1.9 x 106 e-/sec. 

This assumes the secondary electrons are distributed uniformly on average over the 

1.3 x 106 pores of the input plate. If this were not true the allowed rate would be lower, 

depending on the particular distribution. Since the electron multiplier collects a few tens 

of secondary electrons for each ion, the gain will decrease as the ion rate approaches 

lQ4 ion/sec, again, depending on the particular distribution over the microchannel-plate 

face. This might require adjustment of discrimination thresholds for high count rates when 

the electron multiplier is in pulse-counting mode at low gain (section 4.1). 

It is important that the rate of background events, which usually fire a single pore, 

remain well below 2 x 106 input-pores fired per second. Otherwise the background rate 
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could cause the gain to be reduced for ion-signal pulses. In an environment like that of the 

cyc1otrino, with a high background flux of low-energy electrons or ions, the detector's 

ability to suppress low-energy background (figure 2.5) is useful for reducing the rate of 

pore firings due to background. For low enough energies, the electric field in the drift gap 

prevents even uncollimated background electrons and ions from reaching the dynode or 

microchannel plate and firing pores. (This effect is not to be confused with pulse-height 

discrimination of background after pores have been fired.) We did not test the background 

suppression experimentally. One could increase the background suppression by enlarging 

the electrodes that hold the dynode and the electron multiplier. This would increase the 

distance that the background must travel through the drift gap to reach the dynode and the 

microchannel plate. 

4.3. Ion-beam size and incidence angle 

The detector geometry defines a tradeoff between secondary-electron yield "( and 

beam width w because they both depend on the ion-incidence angle from normal, 9. For a 

given dynode size, the product "(W is constant to first order because w (9) .... cos 9 and 

,,((9)"" sec e (sections 2.6 and 3.3.1). At 9 = 82.3° the 13 mm wide dynode requires 

focusing the beam to 1.8 mm in one direction. A smaller incidence angle will allow a 

wider beam acceptance, at the expense of a lower secondary-electron yield. For this 

reason we use 9 = 75° in the cyc1otrino. We also take advantage of the 19 mm dimension 

of the dynode by sending the beam in through the side of the detector, which is into the 

page in figure 2.1. This arrangement accepts the portion of the beam that is focused to 

5 mm x 13 mm, which is most of the beam . 

The spot size is the area in the plane of the dynode that is intersected by the beam. 

One prefers to keep the spot size smaller than the dynode because secondary electrons from 

the edges of the dynode may not reach the microchannel plate. A spot size that does not 
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approach the edge of the dynode also makes the detector output less sensitive to beam 

position. But one also prefers to keep the secondary-electron yield as large as possible. 

Due to scattering, the yield cannot continue to increase indefinitely with 8, but angles 

above 82.30 might well be advantageous. The solution is to increase the dynode size. 

While retaining the parallel geometry of the dynode and microchannel plate, the 

detector could be redesigned to slightly enlarge the dynode to equal the size of the 9 mm 

radius active area of the microchannel-plate stack. However, the parallel geometry limits 

the useful dynode size to that of the microchannel-plate active area. In alternative designs 

this limit could be overcome by focusing the secondary electrons from the dynode onto the 

microchannel plate. This might be achieved by using focusing elements or merely by 

placing the dynode at an angle to the microchannel-plate stack as shown in figure4.I(a). 

If the dynode and microchannel plate were mounted at right angles to one another, a. 

magnetic field could be used to focus the secondary electrons from a larger dynode onto 

the microchannel-plate active area. This would require a grid to accelerate the secondary 

electrons in order to reduce their relative momentum scatter, as shown in figure 4.1(b). 

The field could be supplied by two small permanent magnets, or perhaps by the cyclotron 

fringe field. One might also use an electron multiplier with a larger active area. 

Microchannel plates with dimensions above 10 mm are now available. 

4.4. Operating pressures 

Siegmund et al55 have operated Z-stack electron multipliers at pressures from 

7x 10-7 Torr to 1.5 x 10-5 Torr and found no change in the background rate over that 

range. The manufacturer expects that there may be problems with microchannel-plate gain 

stability or aging at or above pressures in the 10-6 or 10-5 Torr range.36 Aging refers to 

changes in electron-multiplier behavior, especially gain, which depend on the total· 

integrated charge extracted during the electron multiplier's lifetime.43 The manufacturer 

,. 
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(a) 

Dynode 

Secondary-electron paths 1 
Microchannel-plate stack 

Dynode 
(b) 

Ion beam 

> 
Secondary-electron paths 

Microchannel
plate stack 

XBL 8612-4973 

Figure 4.1 These two illustrations of arrangements for increasing the dynode size 

relative to the microchannel-plate active area are discussed in section 4.3. 
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does not expect microchannel plates to work at 10-3 Torr. We have tested the detector in 

the cyclotrino at pressures up to about 2 x 10-7 Torr with no apparent change i~ behavior. 

Most of the data presented in this work were taken at the mass-spectrometer base pressure 

of 1 to 3 X 10-9 Torr . 

4.5. Sensitivity to magnetic fields 

The microchanne1-plate stack is insensitive to magnetic fields of up to about 

2 kilogauss along the pores, and at least 1 kllogauss in the perpendicular direction. This 

is due to the small pore size and the strong electric field within the pores. 50 However, the 

detector as a whole is sensitive to magnetic fields that are strong enough to deflect 

secondary electrons in the drift gap. We analyze separately the effects of magnetic fields 

that are perpendicular and parallel to the electric field in the drift gap. 

A perpendicular magnetic field in the drift gap displaces the collection point for each 

secondary electron in a direction parallel to the microchannel-plate face. This is true as 

long as the magnetic fieldB is not too much stronger than the electric field E, in Gaussian 

units. We operate with E = 1 kV/cm, or 3.3 statvolts/cm, an equivalent field strength to 

3.3 gauss. If the magnetic field is too strong the electrons will return to the dynode 

without reaching the microchannel plate. The standard method for analyzing perpendicular 

E and B fields is to transform to the frame in which the smaller field vanishes. We take the 

case B > E because the displacement is greater than for B < E. In the transformed frame 

the electron path is a circle, which transforms back to a cycloid in the lab frame. To first 

order, the displacement d depends on B and on the distance s and the voltage Vd across the 

drift gap, as d - B s2 (V dtl12. For B = 10 gauss the displacement is 0.6 mm at the 

plane of the field wires. Beyond the field wires E = 0 so the path is circular with an 

II.cm radius. The displacement at the microchannel-plate face is about 1 mm. A much 

larger displacement would substantially reduce the effective size of the dynode. 
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A parallel magnetic field will cause the secondary-electron paths to be helical around 

an axis nonnal to the dynode. The helix radius depends on the initial energy and direction 

of each secondary electron emitted from the dynode. Thus if B is too strong the radii of 

the secondary electrons ejected by an ion will be too small for the electrons to separate 

sufficiently from one another to be independently multiplied in the microchannel-plate stack 

(section 2.7.1). The result would be a lower effective gain for ion-signal pulses. We do 

not know what separation is required for independent multiplication, but the present 

separation appears to be sufficient. In order to calculate an upper limit on B for which the 

gain reduction is negligible, we impose the condition that the electrons must complete less 

than one-half orbit before they hit the microchannel plate. This will maintain nearly the 

present separation. The time of flight is 1.4 nsec. The B field has a larger effect on 

electrons with lower initial transverse energies. We take 1 eV as the initial transverse 

energy in order to find an upper limit on B since most of the electrons have higher 

energies35 and are effected less strongly by the B field. Setting the time of flight equal to 

one half of the orbital period for ale V electron yields an upper limit on B of 110 gauss. 

This limit ensures that the separation of the secondary electrons at the microchannel-plate 

face would not be reduced, so any gain reduction would be negligible. 

For a B field of unknown direction the possibility that the fields are perpendicular 

limits B to the order of 10 gauss. In the mass spectrometer the field at the detector was 3 

or 4 gauss in an unknown direction. The detector showed no adverse effects. In the r" 

cydotrino, 0.25 inch thick steel shielding (figure 1.1) reduces the measured magnetic field 

at the detector, immediately outside the magnet poles, to about 5 gauss. The field is 

approximately parallel to the electric field in the drift gap. This field also causes the 

detector no problems as far as we can tell. In applications where magnetic shielding could 

not be used to reduce the magnetic field to acceptable levels, other possible solutions are to 
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increase V d or decrease the distance from the dynode to the microchannel plate. For a 

transverse magnetic field the dynode can be offset with respect to the microchannel plate to 

correct for the magnetic deflection. The detector's dovetailed dynode slot makes this a 

straightforward adaptation. 

4.6. Uniformity of response over microchannel-plate and dynode surfaces 

In the cyclotrino we are trying to achieve high sensitivity but we expect the accuracy 

of abundance-ratio measurements to be limited by statistics and systematics that are not 

attributable to the detector. However, in other applications to mass spectrometry, high 

accuracy requires detectors that among other things are insensitive to incident ion-beam 

position. This prevents small errors in the magnetic field from causing errors in measured 

isotope ratios when sweeping through the mass spectrum or switching between beams of 

different masses. In such applications it is important that both the dynode and the 

microchannel-plate stack have uniform response over their surfaces. Otherwise the 

counting efficiency at a given discrimination threshold will vary depending on where ions 

hit. This would introduce errors in the measured abundance. Dietz30 concludes that the 

Al20 3 dynodes he has made and tested have no differences in observed secondary-electron 

emission over their area. 

Manufacturer tests of image intensifiers show that there are no Moire patterns in the 

output of stacked microchannel plates stimulated by uniform input from 

photocathodes.36,38,39 This indicates that neither pore alignment between plates in the 

stack (section 2.3), nor differences in collection efficiency between the webbing and the 

pores, cause observable gain variations over the active area. The absence of other 

observed variations in gain across the active area in these tests indicates the absence of 

other possible causes of gain variation, such as uneven gaps between plates, which would 

allow pores in some portions. of one plate to fire larger numbers of pores in the next plate. 
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Section 2.7.2 quotes limits on collection-efficiency variations over the active area .. In the 

detector, we expect gain variations on a scale smaller than 1 mm to average out because the 

secondary electrons from a single ion fire pores over a larger distance than 1 mm 

(section 2.7.1). If the gain uniformity over the microchannel-plate area were found to be 

insufficient for some application, one might try using an electron multiplier with a 

microchannel-plate stack that had been electron scrubbed (section 3.2.2). 

In practice, insensitivity to position can be achieved only if the beam is substantially 

smaller than the dynode. In the tests in both the mass spectrometer and the cyc1otrino, the 

beam emittance and the grazing-incidence angle caused some of the ions to hit near or 

beyond the edge of the dynode. This prevented us from testing whether the detector would 

be sensitive to beam position within the dynode. We expect that for a spot size smaller 

than the dynode a uniform response could be achieved. 

,. 
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5. Conclusion 

The detector has successfully proved it can discriminate the signal of a full-energy ion 

from the actual background in the operating cyc1otrino. There the detector has enabled us 

to reach the low background rate of 6 x 10-4 counts/sec with 50% counting efficiency for 

36keV ions. The detector has in tum been used to test the cyc1otrino tail rejection.8 The 

small mass difference of 111800 between 14C and 13CH requires that the background 

transmission fall from its maximum value by ~ to 11 orders of magnitude when we change 

the tuning frequency by 111880. Experiments show that the combination of the detector 

and the cyclotrino reduce the background transmission by a factor of 2 x 1011 in less than 

the required frequency change. This will enable us to date 30,000 year old milligram 

samples of carbon with less than 10% statistical uncertainty in the 14C/12C ratio. 

We expect that the detector's insensitivity to beam position will also be advantageous 

for standard mass spectrometry, in which accurate isotope-ratio measurements require 

insensitivity to beam-position errors. The detector's performance in reducing background 

should also be useful in general ion detection and mass spectrometry. The dark noise is 

10-4 counts/sec for counting 40 ke V ions with 50% to 70% efficiency, or 10-2 counts/sec 

for counting 5 ke V ions with about 50% efficiency. This makes it possible to detect trace 

elements or isotopes at at similar low rates. This can facilitate standard mass spectrometry 

on small, perhaps hand-picked, samples. We have shown that the detector can reduce 

low-energy background by factors of 102 to lQ4 at discrimination thresholds that allow a 

counting efficiency of 99% for 40 keY ions or about 50% for 5 keY ions. This should 

allow low-rate in situ detection of trace ions in environments with high background rates. 

We will soon install the higher-current external ion source on the cyclotrino. This 

will allow us to date real samples. The data we have obtained with the detector in the 

cyclotrino indicate that with four orders of magnitude more beam current the background 
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