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odulated quantitative spectroscopy
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Abstract. We present a novel, noncontact method for the determina-
tion of quantitative optical properties of turbid media from
430 to 1050 nm. Through measuring the broadband reflectance from
an unknown sample as a function of the spatial frequency of the pro-
jected illumination patterns, the absolute absorption and reduced
scattering coefficients can be calculated without a priori assumptions
of the chromophores present. This technique, which is called spatially
modulated quantitative spectroscopy �SMoQS�, was validated through
the quantification of optical properties of homogenous liquid phan-
toms with known concentrations of absorbers and scatterers. The
properties of the phantoms were recovered across the range of values
prepared with R2 values of 0.985 and 0.996 for absorption and re-
duced scattering, respectively. A measurement was also performed on
skin tissue as a demonstration of the method’s performance in vivo.
The resultant absorption spectrum was well described by a multichro-
mophore fit, and the quantitative values for oxy- and deoxyhemoglo-
bin, water, and melanin were within published ranges for skin. © 2010
Society of Photo-Optical Instrumentation Engineers. �DOI: 10.1117/1.3299322�

Keywords: spectroscopy; tissues; turbid media; absorption; scattering.
Paper 09310LR received Jul. 27, 2009; revised manuscript received Nov. 19, 2009;
accepted for publication Dec. 4, 2009; published online Feb. 9, 2010.
Optical spectroscopy can be a useful tool for characteriz-
ng turbid media such as biological tissue. Specifically, intrin-
ic absorption and scattering as deduced using spectroscopic
echniques can be used to report distinct physiological, chemi-
al, and structural properties of the biological sample. Absorp-
ion can be used to quantify concentrations of oxy- and de-
xyhemoglobin, water, and melanin in tissue. Scattering is
ensitive to cellular components as well as cellular and extra-
ellular structures.

Numerous optical approaches exist for extracting spectro-
copic information from tissue. Generally speaking, current
uantitative methods for optical property determination in-
lude integrating sphere techniques, which rely on reflectance
nd transmission measurements of thin sections of excised
issue,1 and reflectance techniques based on point sources and
etectors,2–4 which aim to characterize the spatial, temporal,
nd/or spectral dependence of the reflectance. Each approach
ypically relies on some means to derive information from

easured signals. Such approaches include empirical lookup
able–based calibration using a representative set of reference
hantoms with known properties,3 and model-based analysis
ased on either analytic approximations �such as diffusion
heory�,4 or transport-based Monte Carlo simulations �typi-
ally from tabulated simulations that have been
recomputed�.2 Recent hybrid methods combine broadband
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reflectance and frequency �time� domain measurements to
achieve high-resolution absorption and scattering spectra from
a single source–detector configuration.4 Emerging spectral
imaging approaches aim to extend these quantitative capabili-
ties toward resolving spatially the in vivo tissue composition.5

Last, a recent method based on noncontact wide-field imaging
utilizes spatial frequency domain �SFD� modulated reflec-
tance data to extract spatially resolved maps of optical prop-
erties and chromophores from in vivo data.6 Generally speak-
ing, most of these techniques have been applied over
relatively small sections of the visible/near-infrared �Vis/NIR�
spectrum.1–4

In this paper, we present an initial investigation of a new
SFD configuration with the goal of extracting absolute optical
properties from both tissue-simulating phantoms and in vivo
tissue that spans both the visible and near-infrared wavelength
regimes. While previously reported SFD techniques have fo-
cused on wide-field quantitative imaging at several, discrete
wavelengths, we execute an SFD method using a relatively
small spatial region �2-mm spot size� with full spectral detail.

The principles underlying the extraction of absorption and
reduced scattering coefficient values using an SFD approach
have recently been detailed elsewhere.6 In general, this ap-
proach quantifies the effective modulation transfer function
�MTF� of a diffuse optical system, which in this case is the
turbid sample under test, and relates this function in terms of
contributions of absorption and scattering.
1083-3668/2010/15�1�/017012/4/$25.00 © 2010 SPIE
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Figure 1 shows a schematic of the Spatially modulated
uantitative spectroscopy �SMoQS� instrument used for this
articular investigation. A 250-W tungsten-halogen lamp
Newport Optics� served as the broadband projection illumi-
ation source. This light was delivered to a digital micromir-
or device �DMD� �DLP Developers Kit, Texas Instruments�
ia an integrating rod-based “light engine” that was taken
rom a commercial DLP projector. The DMD is then imaged
nto the surface of the target medium, resulting in a projection
eld of view of 50�68 mm2.

Collection optics capture light remitted from a 2-mm-diam
enter subsection of the illuminated region. These optics
ouple light collected from this region to the distal tip of a
00-�m detector fiber. We chose to work with a 2-mm sub-
ection since it was achievable and significantly smaller than
he period of the highest spatial frequency of illumination
sed. A detailed exposition of collection spot versus spatial
requency will be part of future work. The diffusely reflected
ight collected from the sample is then delivered to a tunable
riel spectrograph �Model No. 77480�, tuned to a wavelength

ange of 430 to 1050 nm, with a resolution of �1 nm. A
6-bit, TEC-cooled CCD �Instaspec IV, Oriel� was used as the
etector. Crossed 2-in-diam wire-grid polarizing filters were
sed to reject specular reflection from the surface of the
ample. The polarizer was inserted between the DMD and
rojection optics, and the analyzer was placed between the
ber and collection optics.

For all samples measured in this initial investigation, 15
llumination patterns based on two-dimensional �2-D� sinuso-
ds similar to that illustrated in Fig. 1 were used to character-
ze the samples. The spatial frequency of patterns spanned
rom 0 to 0.2 mm−1 in steps of 0.05 mm−1. Using a
odulation/demodulation scheme as has been described by
uccia et al.,6 each specific spatial frequency was projected

hree times, each with a phase shift of 0, 120, and 240 deg.
he integration time for the spectrometer CCD was deter-
ined for each specific sample to optimize signal to noise

nd, although not optimized for light throughput, varied
to 7 s, depending on sample optical properties. While a

Fig. 1 System diagram for SMoQS.
omplete data acquisition cycle under these conditions ini-

ournal of Biomedical Optics 017012-
tially required several minutes, light throughput has subse-
quently been substantially improved, suggesting that a com-
plete measurement sequence can be acquired in a few
seconds. Data were acquired three times for each projected
phase in order to further reduce noise. The raw spectral data
were stored for each projection pattern and each phase. A
reference calibration measurement was acquired from a liquid
reference sample having known optical properties. This step is
necessary in order to characterize the inherent MTF of the
instrument.

Whereas previously published experiments utilizing this
technique measured sequences of reflectance from a single
wavelength across multiple pixels, in the SMoQS configura-
tion, the entire broadband reflectance is measured for a single
“pixel.” This particular approach allows for a far greater
wavelength range to be measured; however, it is at the ex-
pense of imaging capabilities. In this case, a full broadband
spectrum is collected for every spatial frequency and phase.
The broadband reflectance is then demodulated to extract the
AC component of the detected light:

MAC��, fx� =
�2

3
��I1��, fx� − I2��, fx��2 + �I2��, fx� − I3��, fx��2

+ �I3��, fx� − I1��, fx��2�1/2, �1�

resulting in the broadband AC reflectance for a given sample
as a function of spatial frequency �Fig. 2�a��. Here, Ii�� , fx�
denotes the measured reflectance spectrum at the three pro-
jected phases, i= �1,2 ,3�. Through the use of a reference
phantom having known optical properties, the data can be
calibrated and given units of absolute reflectance �Fig. 2�b��.
Here, the highest trace corresponds to data acquired at a spa-
tial frequency of 0 /mm �i.e., planar illumination� and the
lowest corresponds to data acquired at a spatial frequency of
0.2 /mm. Notice that as the spatial frequency increases, the
absorption band, which appears as a dip in the reflectance

Fig. 2 �a� An example of raw demodulated spectra, MAC�� , fx�, col-
lected from a tissue-simulating liquid phantom containing nigrosin,
Intralipid, and water; �b� reflectance calibrated by the reference phan-
tom measurement; �c� the diffuse MTF, shown at 680 nm in this ex-
ample; and �d� the resultant absorption and reduced scattering
spectra.
spectrum at 980 nm, becomes less apparent. This is in agree-
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ent with observations of decreasing absorption contrast with
ncreasing spatial frequency as reported by Cuccia et al.6 At
ach wavelength, the reduction in AC reflectance amplitude as
function of spatial frequency �i.e., the effective MTF� can

hen be modeled and analyzed via Monte Carlo–based simu-
ations �Fig. 2�c�� via discrete Hankel transformation of point-
ource reflectance predictions.6 From this model, the contri-
utions of absorption and scattering can be identified at each
avelength independently, resulting in broadband spectra
ithout the use of spectral constraints or assumed power-law
ependence for reduced scattering �Fig. 2�d��. Unlike
iffusion-based models, this approach is not inherently lim-
ted by albedo or frequency range. For modeling purposes, we
ssumed an anisotropy �g� value of 0.7 �and n=1.33� for the
ntralipid phantoms and 0.9 �and n=1.4� for skin.

To demonstrate the ability of SMoQS to accurately recover
ptical properties, a series of homogeneous liquid phantoms
as prepared. Since it has been well characterized in terms of
ptical properties, Intralipid �20%, Fresenius Kabi� was used
s the scattering agent within the phantom.7 For our studies,
ultidistance frequency domain photon migration �FDPM�
easurements8 were also performed to validate these values
ithin 650 to 850 nm, independently confirming that the pre-
ared phantoms match the expected scattering values that
ere determined analytically using the method proposed by
an Staveren et al.7

For simplicity and experimental control, a single dye was
sed as the primary absorbing agent in the liquid phantom. In
his initial investigation, water-soluble nigrosin �Sigma Ald-
ich� was chosen as the absorber due to its broad spectral
rofile over the wavelength range of interest, allowing for a
arge dynamic range of absorption values to be measured in a
ingle phantom. Moreover, the distribution of these values
rossly mimics distributions that might be encountered in
issue—namely, a broad absorption peak in the visible and
ow absorption in the near infrared. The spectral line shape
nd quantitative absorption values of each nigrosin solution
as measured, in the specific concentrations used in the liquid
hantoms without any scatterer present, and confirmed using

spectrophotometer �Shimadzu UV-3600� over the entire
avelength range of interest.

Three phantoms were made, each designed with unique
ets of optical properties. Two of these were treated as inves-
igational samples. The first of these was a high-albedo phan-
om, designed to have absorption and reduced scattering val-
es ranges of �0.01–0.1� and �1.0–2.0� mm−1, respectively,
hereas the second phantom had a low albedo with absorp-

ion between �0.1–0.3� mm−1 and reduced scattering in the
ange �0.5–1.2� mm−1. These ranges extend well beyond ex-
ected values in the NIR, although they remain conservative
elative to values expected in the visible regime. The optical
roperties of the third phantom were chosen to fall between
hose of the two test phantoms, �a= �0.1–0.3� and �s�
�0.1–2.0�. This was used as a reference calibration to char-

cterize the system MTF and spectral throughput.
Figure 3 shows the extracted optical properties for the two

iquid phantoms. In Fig. 3�a�, the recovered absorption spectra
or the low- and high-albedo phantoms are plotted along with
he known concentrations of nigrosin and water used in the

reparation of the phantoms. These absorption values were

ournal of Biomedical Optics 017012-
determined by the SMoQS method at each wavelength inde-
pendently, yet faithfully produce the expected spectra, even in
spectral regions where the source illumination and system
throughput were weak, �i.e. 430 to 500 nm and
1000 to 1050 nm�. Similar results were produced for the
quantitative determination of reduced scattering coefficient
�Figs. 3�c��. The recovery of optical properties was also suc-
cessful as a function of the magnitudes of the expected values
�Figs. 3�b� and 3�d��. This technique demonstrates a highly
linear response across the range expected optical properties
tested, resulting in R2 values of 0.985 and 0.996 for absorp-
tion and scattering, respectively.

For demonstration of basic feasibility, a measurement on in
vivo human tissue was also collected. In this particular case, a
subject’s volar forearm was placed under the projection illu-
mination and light was specifically collected from a region of
tissue that contained a large vein �IRB study protocol no.
1996-200�. Using the same reference phantom that was em-
ployed in the liquid phantom experiment, absorption and re-
duced scattering spectra were extracted, as shown in Fig. 4.
The absorption spectrum was then fit in a linear least-squares
sense to a basis set of spectra that included oxy- and deoxy-
hemoglobin, water, and melanin.9 Since the signal-to-noise
ratio �SNR� of the system was particularly weak ��1� at the
spectral limits of this measurement, this fit was performed
only over a range of 500 to 1000 nm. The measured spec-
trum of skin was qualitatively well described by these physi-
ologically relevant chromophores. The resulting quantitative
contribution of each specific chromophore is in agreement
with typical values for this type of tissue. These fits produced
concentration values for oxy- and deoxyhemoglobin of 22.4
and 28.4 �M, which are within ranges of values cited else-
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Fig. 3 Optical properties of high and low albedo phantoms. �a� Mea-
sured and expected absorption spectra, �b� accuracy between ex-
pected and measured absorption values, �c� measured and expected
reduced scattering spectra, and �d� accuracy between expected and
measured reduced scattering.
where for skin. Additionally, it was determined that 70.2%
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f the volume probed comprised water and 0.51% was
elanin.11 Whereas it is acknowledged that skin is not a ho-
ogeneous medium and that the distribution of chromophores

re depth selective, to first approximation, these results re-
ain encouraging and opportunities remain for further layer-

ased modeling of SMoQS.12

We have provided a first demonstration of a new embodi-
ent of SFD sampling in turbid media that is capable of char-

cterizing optical properties over the range 430 to 1050 nm,
ith 1.5-nm resolution. Utilizing an SFD platform for quan-

itative spectroscopy is attractive not only for its ability to
haracterize turbid media across a very broad range of wave-
engths, but also because the requisite instrumentation is rela-
ively low in cost, noncontact, and simple to implement. The
nherent flexibility of this approach allows for the tuning of
he system for targeting specific wavelength regimes, permit-
ing it to be used in a wide range of initial investigations. With
he addition of scanning optics at the detection fiber, mapping
f optical properties can be performed over the entire region
f tissue illuminated by the projected patterns. Spectral pre-
onditioning of the source illumination would also help bal-
nce the dynamic range of detected, wavelength-dependent
eflectance, allowing for improved SNR in both spectral re-
ions where absorption is characteristically strong as well as
ompensating for limitations in the spectral dependence in the
ystemic instrument function. Through a more careful consid-
ration of the optical design of the system, substantial im-
rovements to light throughput and acquisition time may be
chieved. Subsequent to the experiments discussed here, a
10-fold improvement in acquisition time has been achieved

hrough the use of more efficient light collecting optics at the
etector fiber.

The in vivo demonstration of the technique provides com-
elling evidence that the extracted absorption spectrum is well
escribed by typical chromophores present in skin tissue. This
nalysis, however, was performed using a model that assumes
hat chromophores are homogeneously distributed in tissue. In
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ig. 4 Measured absorption spectrum from the volar forearm. The
otted lines indicate spectral regions of low SNR in the measured
pectra. The dashed line represents the combined chromophore fit to
he measured spectra, and the scaled chromophore components are
lotted underneath. The subplot displays the corresponding reduced
cattering spectrum for this particular measurement.
eality, skin is heterogeneous on the scale of the interrogation

ournal of Biomedical Optics 017012-
volume of the device used here. Tissue interrogation over a
broad wavelength range will provide depth-dependent con-
trast to tissue chromophore species and structures, ranging
from submillimeter probing depths in the visible to depth sen-
sitivity of many millimeters in the near infrared. Further in-
vestigation and modeling of this differential volume effect
will be necessary prior to claims of robust quantitation of
optical properties in layered media.12

While this proof-of-principle study has demonstrated the
feasibility of this approach as a platform for broad spectral
range optical characterization, more work needs to be per-
formed to test the limits of this technique. These initial mea-
surements, however, illustrate basic capabilities of SMoQS as
a technique for quantifying optical properties in both visible
and near infrared. It is able to characterize these optical prop-
erties without any a priori assumption and perform these
measurements in a noncontact paradigm conducive to in vivo
characterization of tissue.
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