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Purpose: To investigate the feasibility of detecting breast microcalcification (µCa) with a dedicated
breast computed tomography (CT) system based on energy-resolved photon-counting silicon (Si)
strip detectors.
Methods: The proposed photon-counting breast CT system and a bench-top prototype photon-
counting breast CT system were simulated using a simulation package written in  to determine
the smallest detectable µCa. A 14 cm diameter cylindrical phantom made of breast tissue with 20%
glandularity was used to simulate an average-sized breast. Five different size groups of calcium
carbonate grains, from 100 to 180 µm in diameter, were simulated inside of the cylindrical phantom.
The images were acquired with a mean glandular dose (MGD) in the range of 0.7–8 mGy. A total
of 400 images was used to perform a reader study. Another simulation study was performed using a
1.6 cm diameter cylindrical phantom to validate the experimental results from a bench-top prototype
breast CT system. In the experimental study, a bench-top prototype CT system was constructed using
a tungsten anode x-ray source and a single line 256-pixels Si strip photon-counting detector with
a pixel pitch of 100 µm. Calcium carbonate grains, with diameter in the range of 105–215 µm,
were embedded in a cylindrical plastic resin phantom to simulate µCas. The physical phantoms were
imaged at 65 kVp with an entrance exposure in the range of 0.6–8 mGy. A total of 500 images was
used to perform another reader study. The images were displayed in random order to three blinded
observers, who were asked to give a 4-point confidence rating on each image regarding the presence
of µCa. The µCa detectability for each image was evaluated by using the average area under the
receiver operating characteristic curve (AUC) across the readers.
Results: The simulation results using a 14 cm diameter breast phantom showed that the proposed
photon-counting breast CT system can achieve high detection accuracy with an average AUC greater
than 0.89±0.07 for µCas larger than 120 µm in diameter at a MGD of 3 mGy. The experimental
results using a 1.6 cm diameter breast phantom showed that the prototype system can achieve an
average AUC greater than 0.98±0.01 for µCas larger than 140 µm in diameter using an entrance
exposure of 1.2 mGy.
Conclusions: The proposed photon-counting breast CT system based on a Si strip detec-
tor can potentially offer superior image quality to detect µCa with a lower dose level than
a standard two-view mammography. C 2015 American Association of Physicists in Medicine.

[http://dx.doi.org/10.1118/1.4922680]
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1. INTRODUCTION

Breast cancer is the most common cancer and the second
major cause of cancer mortality in women.1 Early and reliable
detection of breast cancer can potentially reduce the mortality
rate.2 So far, various x-ray imaging techniques have been
investigated for the early detection of breast cancer includ-
ing two-dimensional (2D) mammography,3–6 which is the
most common imaging technique for screening, and three-
dimensional (3D) methods, such as digital breast tomosynthe-
sis7,8 and dedicated breast cone beam computed tomography

(CBCT).9–11 Digital breast tomosynthesis and CBCT have
been developed to solve the problem caused by overlapping
anatomical structures in 2D mammography. However, there
are still some challenges with digital breast tomosynthesis and
CBCT when considering them for the complete replacement
of screening mammography. For digital breast tomosynthe-
sis, the broad slice sensitivity profile limits the resolvability
of overlapped breast anatomy.12 CBCT has shown signifi-
cant improvement in visualization of soft tissue lesions as
compared to mammography.2,10 However, existing CBCT
systems based on flat-panel charge-integrating detectors are
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limited in their ability to detect microcalcification (µCa) at
a clinically relevant radiation dose. A recent report shows
that µCa of 150 µm was detectable at a mean glandular dose
(MGD) of 10.8 mGy with a high pitch, thick CsI scintillator
based CMOS detector.11

It is important that breast imaging includes full 3D imaging
with high contrast and spatial resolution to detect both soft
tissue lesions and µCa. The desired image quality should be
achievable with a MGD equal to or less than the dose for
the American college of radiology (ACR) phantom using the
automatic exposure control (AEC) settings, which is limited
by mammography quality standards act (MQSA) to the equiv-
alent of an AGD of 3 mGy per view.13,14 Photon-counting
detectors, which can discriminate the incident photon energy
based on pulse height with fast readout electronics, have
recently made photon-counting breast computed tomography
(CT) feasible.14–16 Energy-resolved photon-counting detector
based breast CT has a number of advantages over CBCT us-
ing energy-integrating detectors,16,17 which includes effective
elimination of the potential misregistration artifacts between
low- and high-energy image acquisitions, elimination of elec-
tronic noise by setting the lowest energy threshold above the
electronic noise and below the lowest detectable energy x-ray
in the beam, and radiation dose reduction based on improved
contrast-to-noise ratio (CNR) through application of optimal
energy weighting.

A small pixel pitch silicon (Si) strip photon-counting detec-
tor with fast application-specific integrated circuits (ASICs)
for breast CT has been developed, and we have shown excel-
lent characteristics in regards to spatial resolution, energy
resolution, noise properties, and count rate.18 Si was chosen
as the detector material for photon-counting breast CT due
to several advantages over high-Z material such as cadmium
telluride (CdTe) and cadmium zinc telluride (CdZnTe). The
characteristic x-ray from Si has a very low energy; therefore,
it can be used to achieve a high count rate by minimizing the
charge-sharing effect with small pixel pitch. In addition, Si
has higher material quality and charge collection uniformity
than high-Z materials. It is important to consider the Si strip
detector for detection of µCa since the smallest detectable µCa
at the lowest dose is the most important task remaining for the
implementation of breast CT to advance the early detection of
breast cancer through screening.19 We propose using a multi-
slit, multislice geometry, which uses fore and aft collimators
to minimize the detected scatter radiation, producing fan beam
geometry in a helical scanning mode that reduces the patient
dose by approximately 40%.20–22

An analytical computer simulation has been widely used
for not only µCa detectability studies2,23 but also photon-
counting breast CT feasibility studies.16,24 The simulation can
explore the feasibility of new ideas or geometrical parame-
ters for optimization while developing imaging systems. Fur-
thermore, simulated lesion studies can have an advantage in
observer studies; for instance, the verification procedure of
positive findings can be avoided by simulating the lesions also
found in normal cases.23 However, experimental validation is
an essential step before drawing conclusions based on simu-
lation results. In this study, a simulation study was performed

to investigate µCa detectability in an average-sized breast
phantom with the proposed photon-counting breast CT system
geometry. In addition, simulation and experimental studies
with a bench-top prototype system were done to validate the
simulations with experimental results.

The objectives of this study were to investigate µCa detect-
ability using Si strip photon-counting detector based breast CT
by using receiver operating characteristic (ROC) analysis as a
subjective evaluation of the system. Simulation and physical
phantom studies were performed using different sizes of µCa
and radiation dose in the observer study.

2. MATERIALS AND METHODS

2.A. Bench-top prototype photon-counting breast CT
system based on a Si strip detector

The experimental images were acquired on a bench-top
prototype photon-counting breast CT system shown in Fig. 1.
A small field of view (FOV) Si strip photon-counting detector
prototype (DxRay, Inc., Northridge, CA) designed for breast
imaging was used. It demonstrated high output count rates
(100×106 cps/mm2), excellent energy resolution (1.7 keV at
22 keV), and a low electronic noise level (<4 keV). The detec-
tor consisted of a single line of 256 pixels with a pixel pitch
of 100 µm. An edge illumination design with a 5◦ tilt angle
was applied to the 0.5 mm thick and 1.0 cm long Si sensor,
which created an effective interaction length of 6 mm and the
dimensions of the detector elements were 0.1×0.5 mm2. The
threshold levels of four discriminators per pixel were individ-
ually adjustable. Details of the detector characteristics have
previously been reported.18 A tungsten anode x-ray tube with
a focal spot size of 0.8 mm (XRB101, Spellman, Hauppauge,
NY) was used as the x-ray source. A high precision direct drive
rotary motor (Kollmorgen Goldline DDR D062M, Danaher
Motion, Wood Dale, IL) generated the rotational mechanism,
and the phantoms were placed on top of a platform, which was
positioned over the motor. Fore and aft collimators were used
to provide fan beam geometry. The slice thickness (0.46 mm)
was determined by the 0.5 mm width of the aft collimator and
magnification. A magnification of approximately 1.1 was used
to minimize focal spot blurring.

2.B. Simulation

Simulation was performed using a software package written
in  to investigate the µCa detectability with a Si strip
detector based photon-counting breast CT system. Simulation

F. 1. Schematic diagram of the bench-top prototype photon-counting
breast CT system.
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T I. Parameters for image acquisition in the simulation studies.

Parameters

Proposed system
(for simulation

phantom 1)

Prototype system
(for simulation

phantom 2)

Magnification 1.1 1.1
Tube voltage 65 kVp 65 kVp
Focal spot size 0.3 mm 0.8 mm
Slice thickness 0.1 mm 0.46 mm
Detector thickness 15 mm 6 mm
Number of projections 1229 per rotation 1229 per rotation
Scanning time 25 s per rotation 25 s per rotation
Exposure per rotation 0.7, 1.5, 3, 6, 8

mGy in MGD
1.2, 3, 8 mGy in

air kerma

studies were performed using the proposed system specifica-
tions shown in Table I for an average-sized breast phantom25

withadiameterof14cm.Thespecificationsof theproposedsys-
tem such as 0.3 mm focal spot size, 0.1 mm slice thickness, and
15 mm interaction length were determined to optimize the pro-
posed system and maximize its detectability of theµCa and soft
tissue lesions. The simulated parameters for the proposed and
the bench-top prototype systems are listed in Table I. Electronic
noise was not included due to the nature of photon-counting
detectors, but Poisson noise was included. Focal spot blurring
and beam hardening effects were included, but x-ray scatter
effects were not included because good fan beam geometry and
scatter rejection by fore and aft collimators were assumed.

2.B.1. Simulation studies for the proposed
clinical system

A 14 cm diameter cylindrical phantom (simulation phantom
1) made of breast tissue with 20% glandularity was used
to simulate an average-sized female breast [Fig. 2(a)]. Five
µCas with diameters of 100, 120, 140, 160, and 180 µm
were simulated with calcium carbonate. The simulation was
designed to generate randomly patterned clusters of µCas in
random locations within 16 regions-of-interest (ROIs). The 16
ROIs were positioned about 27 mm away from the isocenter.
Multiple ROIs within one image helped to minimize the
simulation time with the assumption that the image quality
difference between the ROIs is expected to be negligible due
to the uniform background and similar distance from the
isocenter. It was also assumed that the image quality would
be equivalent whether one or 16 clusters of µCa per phantom

are simulated. The images were reconstructed using a filtered
back projection (FBP) algorithm with a ramp filter and a voxel
size of 23 × 23 × 23 µm3. To simulate clinical conditions,
each image area was magnified, and the extracted ROI was
investigated by the observers. Figure 3 shows representative
samples of the extracted ROIs from reconstructed images,
including five different µCa size groups. A total of 80 extracted
ROIs was considered as possible areas of µCa with only half
of them including clusters of µCas. Five different dose levels
corresponding to a MGD of 0.7, 1.5, 3, 6, and 8 mGy were
used. The x-ray exposure was computed in milliroentgens
(mR) and converted to air kerma (mGy) by the conversion
coefficients (1 R= 8.7 mGy). The MGD was estimated using

DMG=DgNCT×AK, (1)

where DMG is the mean glandular tissue dose (mGy), AK is
the air kerma at the isocenter (mGy), and DgNCT is the normal-
ized glandular dose conversion coefficient (mGy/mGy).25 Two
hundred µCa images (5 sizes of µCas×5 doses×8 images for
each setting) were combined with 200 control images without
µCa to ultimately form 400 images for the observer study.

2.B.2. Simulation studies for the bench-top
prototype system

A simulation study (simulation phantom 2) was performed
using the exact dimensions of the small physical phantom to
validate the simulation software (see Table I). The simula-
tion phantom was generated using polymethyl methacrylate
(PMMA) as the base material and µCas with diameter in the
range of 100–180 µm [Fig. 2(b)]. The simulation phantom im-
ages were generated using entrance skin air kermas (ESAKs) of
1.2, 3, and 8 mGy. The exposure levels for the 1.6 cm phantom
(simulation phantom 2) were determined by matching their re-
constructed image noise to the noise level in the 14 cm phantom
(simulation phantom 1) with MGD in the range of 0.7–8
mGy. The normalized standard deviations for the simulation
phantom 2 images were 0.77–1.2 for the ESAK range consid-
ered. The normalized standard deviations for the simulation
phantom 1 images were 0.8–1.2 for the MGD range considered.
Therefore, the noise levels for the small phantom images can
represent that in a large phantom. This is due to the fact that
the contrast-to-noise ratio of the images is an important factor
determining the detectability of µCa. Furthermore, the partial
volume effect on the µCa detectability was investigated by
varying the slice thickness from 0.1 to 0.46 mm.

F. 2. Schematic diagrams of (a) the simulation phantom 1 with 16 ROIs and extracted ROI for observer study, (b) the simulation phantom 2, and (c) the
physical phantom.
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F. 3. The reconstructed images of simulation phantom 1 with MGD of 6 mGy. Extracted ROIs from reconstructed images including randomly distributed five
different µCa size groups. All ROI images have the same window and level.

2.C. Experimental studies for the bench-top
prototype system

A physical phantom was constructed using plastic resin
and calcium carbonate (Thermo Fisher Scientific, New Jersey)
grains to mimic µCas in a uniform background [Fig. 2(c)].
Various sizes of mesh were used to filter calcium carbonate
grains in different size ranges. Calcium carbonate grains of
five different diameter ranges of 105–125, 125–140, 140–160,
160–185, and 185–215 µm were embedded in plastic resin.
Ten µCa physical phantoms were constructed for each size
group. Each physical phantom included one to three calcium
carbonate grains. Figure 4 shows representative samples of re-
constructed physical phantom images, including five different
sizes of µCas.

The x-ray tube voltage was set to 65 kVp and a 2.7 mm
aluminum (Al) filter was used yielding a half value layer

(HVL) of 2.18 mm Al, which is of reasonable beam quality
for dedicated breast CT.14,26 The electronic noise was elim-
inated without any loss of signal by setting the noise floor
to 4 keV. The rotation speed of the motor was approximately
0.976 rpm, resulting in 1229 frames per scan at 20 frames per
second. The images were acquired at five different entrance
exposures corresponding to ESAKs of 0.6, 1.2, 3, 6, and 8
mGy per CT scan. The exposure levels were determined by
matching the reconstructed image noise levels with respect
to the noise levels in simulated 14 cm phantom images with
different MGD levels. Different exposure levels were achieved
by changing the x-ray tube current. A calibrated ionization
chamber (20×6-0.6, Radcal, Monrovia, CA) was used to mea-
sure the entrance exposure to the phantom in air kerma (mGy).
The middle of the ion chamber was positioned at the same
level as the center of fore collimator aperture. The radiation
field size was calculated to be larger than the active volume

F. 4. The reconstructed images of five different size µCas in physical phantoms. The images were acquired as reference images with ESAK of 8 mGy. The
lower left corner of each image shows the extracted area with µCa. All images have the same window and level.
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of the ion chamber at the isocenter. The sensitivity variation
across the pixels was compensated by implementing a flat-
field correction technique, which used open flood field images.
The images were reconstructed by using a FBP algorithm with
a ramp filter and a voxel size of 23×23×23 µm3. Two hundred
fifty µCa images (5 sizes of µCas × 5 doses×10 images for
each setting) were combined with 250 control images without
µCa to ultimately form 500 images for the observer study.

2.D. Observer study

An observer study was conducted to evaluate the µCa
detectability for various combinations of µCa sizes and dose
levels. The images were displayed to three observers in random
order. In order to familiarize the observers with the setup and
images, 50 simulations and 75 experimental reconstructed
images were used for a training session, which was admin-
istered prior to the study. Observers were allowed to adjust
the window width, level, and magnification of the images
for optimal visualization. Observers were asked to rate the
presence of a µCa using a 4-point confidence-rating defined
as 1—definitely absent, 2—probably absent, 3—probably
present, and 4—definitely present.

A multireader, multicase (MRMC) ROC program version
2.4 (University of Iowa) was used to analyze the data.27 The
area under the ROC curve (AUC) was calculated using the
“trapezoidal/Wilcoxon” curve fitting option in the program,
which is an empirical AUC estimation method. The empirical
true and false positive fractions were calculated using

TPF(r)=
1

nT

nT

i=1

I [Xi ≥ r], (2)

FPF(r)=
1

nF

nF

j=1

I
�

Yj ≥ r
�

, (3)

where r is each distinct rating, Xi, i = 1, . . ., nT are the µCa
included image ratings, and Yj, j = 1, . . ., nF are the normal
image ratings. The indicator function, I[·], assigned 1 or 0
if the result was true or false, respectively. The AUC was
calculated by sum of the trapezoid areas under the linearly
connected points.28 Statistical analysis was performed by
using a fixed readers and random cases analysis within the
Obuchowski–Rockette (OR) analysis29,30 with a jackknife
covariance estimation framework. The averaged AUC across
readers was used to compare µCa detection accuracy for
various sizes and radiation doses.

3. RESULTS

3.A. Simulation

3.A.1. Simulation results for the proposed
clinical system

Figure 5 shows the magnified regions containing five dif-
ferent sizes of µCas in the reconstructed images at different
radiation doses for a 14 cm phantom. Nearly, all sizes of
µCas in each cluster were detectable with a MGD of 3 mGy,

except for 100 µm. It was possible to detect 140, 160, and
180 µm µCas with a MGD of 1.5 mGy; however, some µCas
became increasingly difficult to detect as size decreases. With
the exception of µCas larger than 160 µm, it was difficult to
detect µCas with a MGD of 0.7 mGy. The averaged AUC
for various µCa sizes as a function of the MGD is shown
in Fig. 6. Additionally, the limits of the smallest detectable
µCa for different MGD levels are shown. Higher AUC repre-
sents higher accuracy of the µCa detectability. The AUC grad-
ually decreased with decreasing µCa size and MGD. The
average AUC for almost all µCa sizes, with the exception of
100 µm µCa, was higher than 0.89 ± 0.07 at a MGD of 3
mGy. The average AUC for 160–180 µm µCas was greater
than 0.78± 0.04 for all dose ranges tested. Table II lists the
mean AUC differences, z-test statistic, p-values, and 95%
confidence intervals only if AUC differences between different
sizes of µCa were significant. The difference of AUC was
considered significant when p-value was less than 0.05. The
detectability of 120 µm µCas showed no significant difference
as compared with larger size µCas at a MGD of 3 mGy. In
addition, µCas in size ranges of 140–180 and 160–180 µm
have significantly higher detection accuracy than smaller µCa
sizes at MGD of 1.5 and 0.7 mGy, respectively.

3.A.2. Simulation results for the bench-top
prototype system

Figure 7(a) shows the reconstructed simulation phantom
images with slice thickness of 0.46 mm, which was the same as
the bench-top prototype system. The µCas below 140 µm were
difficult to detect with 3 mGy of ESAK. Figure 7(b) shows the
reconstructed images with slice thickness of 0.1 mm. The µCas
below 140 µm could be detected even with 1.2 mGy of ESAK.
The results show that the visibility of µCas below 140 µm at a
low dose could be improved by using a 0.1 mm slice thickness.

3.B. Experimental results using the bench-top
prototype system

Figure 8 shows magnified areas of five different sizes of
µCas at various ESAKs. The three size groups of µCas larger
than 140 µm were clearly detectable with well-preserved
shape at ESAK of 3 mGy; however, with ESAK of 1.2 mGy,
these three size groups were still detectable, but the shape was
deformed. µCas smaller than 140 µm were only clearly detect-
able with an ESAK of at least 6 mGy. Additionally, they were
difficult to differentiate from quantum noise for ESAK of 3
mGy, which is in agreement with the simulation results shown
in Fig. 7(a). Only µCas in the range of 185–215 µm were
clearly detectable for the entire ESAK range of 0.6–8 mGy.
The average AUC for various µCa sizes as a function of the
ESAK are shown in Fig. 9. The prototype system showed
an average AUC greater than 0.83±0.05 and 0.98±0.01 for
the µCas larger than 140 µm at ESAKs of 0.6 and 1.2 mGy,
respectively. However, for µCas smaller than 140 µm with an
ESAK below 3 mGy, the average AUC decreased to less than
0.83, which is in agreement with simulation results in Fig. 7(a).
Table III lists the mean AUC differences, z-test statistic,
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F. 5. Magnified areas with µCas are shown in the reconstructed images of simulation phantom 1 including five different sizes of µCas. Each column shows
the same µCa cluster with different MGDs. All images have the same window and level.

p-values, and 95% confidence intervals only if AUC differ-
ences between different sizes of µCa were significant. The
AUC differences in the ranges of 105–140 and 140–215 µm
were not significant for the ESAK range of 0.6–8 mGy.

F. 6. The average AUC for various µCa sizes as a function of MGD with
error bars indicating the standard deviation among three observers.

Conversely, the AUCs of µCas in the range of 105–140 µm
were significantly different from larger µCas at an ESAK
lower than 3 mGy.

4. DISCUSSION

Several volumetric breast imaging techniques have been
developed to address the limitation of screening mammog-
raphy in lesion detection due to anatomical noise, especially
in dense breasts.8,9,31 However, the detection of µCas, which
is an important marker for breast cancer,32,33 is still limited
by spatial resolution and radiation dose in previously re-
ported volumetric imaging systems.2,11 The recent develop-
ment of energy-resolved photon-counting detectors that count
and separate individual photons according to their energies
demonstrate that low noise and high contrast images can be
acquired with low dose.16,34 A previously reported bench-
top prototype of photon-counting breast CT system18 was
evaluated for detectability of µCa using different radiation
doses.

The detectability of µCas in an average-sized breast phan-
tom was simulated based on the proposed photon-counting
breast CT system. Irregular patterns and random distribution
of µCas were simulated as clusters in the phantoms to create

Medical Physics, Vol. 42, No. 7, July 2015
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T II. Confidence intervals of 95% for treatment AUC differences in the simulation results where treatments
1–5 correspond to 100, 120, 140, 160, and 180 µm, respectively. Z : z-test statistic, CI: confidence interval.

MGD
Treatment

comparison
Treatment AUC

difference
Standard

error Z Pr > |z | 95% CI

3 mGy 1–2 −0.270 83 0.067 22 −4.03 0.0001 (−0.402 59, −0.139 08)
1–3 −0.359 38 0.067 22 −5.35 0.0000 (−0.491 13, −0.227 62)
1–4 −0.341 15 0.067 22 −5.07 0.0000 (−0.472 90, −0.209 39)
1–5 −0.354 17 0.067 22 −5.27 0.0000 (−0.485 92, −0.222 41)

1.5 mGy 1–3 −0.388 02 0.094 77 −4.09 0.0000 (−0.573 77, −0.202 28)
1–4 −0.544 27 0.094 77 −5.74 0.0000 (−0.730 02, −0.358 53)
1–5 −0.588 54 0.094 77 −6.21 0.0000 (−0.774 29, −0.358 53)
2–3 −0.317 71 0.094 77 −3.35 0.0008 (−0.503 45, −0.131 96)
2–4 −0.473 96 0.094 77 −5 0.0000 (−0.659 70, −0.288 21)
2–5 −0.518 23 0.094 77 −5.47 0.0000 (−0.703 97, −0.332 48)

0.7 mGy 1–4 −0.304 69 0.102 18 −2.98 0.0029 (−0.504 95, −0.104 43)
1–5 −0.468 75 0.102 18 −4.59 0.0000 (−0.669 01, −0.268 49)
2–4 −0.351 56 0.102 18 −3.44 0.0006 (−0.551 82, −0.151 30)
2–5 −0.515 62 0.102 18 −5.05 0.0000 (−0.715 89, −0.315 36)
3–4 −0.294 27 0.102 18 −2.88 0.0040 (−0.494 53, −0.094 01)
3–5 −0.458 33 0.102 18 −4.49 0.0000 (−0.658 59, −0.258 07)

more realistic lesions.35 In this study, various sizes of spherical
µCas were simulated to determine the smallest detectable
µCa at different radiation doses, even though morphological
shapes of µCa include irregular forms or linear structures.36 A
previous report using cone beam breast CT with a high pitch,
thick CsI scintillator based CMOS detector has shown that
150 µm µCas could be detected at a MGD of 10.8 mGy.11

Another simulation study using spiral breast CT with a CdTe
based photon-counting detector predicted that 150 µm µCas
could be detected at a MGD of 3 mGy.14 Our results indicate
that the proposed photon-counting breast CT system has an
AUC greater than 0.89± 0.07 for µCas larger than 120 µm
at a MGD of 3 mGy. Our results also indicate that µCas in

the range of 140–160 µm were detectable with a MGD of
1.5 mGy.

We designed simulation and experimental studies with the
bench-top prototype photon-counting breast CT system to
validate the simulation results for the proposed clinical breast
CT system. The agreement between simulation and experi-
ment for the small phantoms imaged with the bench-top proto-
type breast CT system indicates that the proposed clinical
breast CT system will have similar results because the main
scanning geometry and the image noise level will be compa-
rable. The smallest detectable µCa size from simulation was
compared with the experimental results using the bench-top
prototype breast CT system. Both simulation and experimental

F. 7. The reconstructed images of simulation phantom 2 with (a) slice thickness of 0.46 mm with (b) slice thickness of 0.1 mm. All images have the same
window and level.

Medical Physics, Vol. 42, No. 7, July 2015
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F. 8. Magnified areas with µCa are shown in the reconstructed images of the physical phantom including five different sizes µCa. Each column shows the
same µCa with different ESAK. All images have the same window and level.

results show that µCas smaller than 140 µm were gradually
more difficult to differentiate from the background noise with
lower ESAK than 3 mGy. The size and contrast of µCas in
a range of 125–140 µm at an ESAK of 3 mGy were similar

F. 9. The average AUC for different µCa sizes as a function of the ESAK,
where error bars indicate the standard deviation among the three observers.

to the background noise. Also, experimental observer study
results showed a notable drop in AUC for µCas smaller than
140 µm using an ESAK of 3 mGy. This µCa detectability was
lower than the simulation results with the proposed photon-
counting breast CT system, which showed good detectability
for 140 µm µCas with low dose. Simulation studies with the
prototype breast CT system were also performed using 0.1 mm
slice thickness assuming that the difference in slice thickness
was the major cause for the reduction in µCa detectability.
A simulation study on various slice thicknesses demonstrated
that the detectability of µCas smaller than 140 µm can be
improved with reducing the slice thickness. The theoretical
potential of the detector based on 10% of modulation transfer
function, 5.4 mm−1,18 can be realized in lesion detection by
reducing the slice thickness to minimize the partial volume
effect.

The eventual clinical implementation will be a multislit,
multislice geometry design, which has previously been imple-
mented in projection x-ray imaging.20,37,38 The detectors will
be mounted with a gap of 4 mm between adjacent detector
slices. A total of 49 detector slices will be enough to cover
a FOV of 16 cm at the isocenter with the given magnification.
The gap between each detector slice will be covered using
a helical scanning mode with a pitch of 2 for a linear travel
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T III. Confidence intervals of 95% for treatment AUC differences in the experimental results where treat-
ments 1–5 correspond to 105–125, 125–140, 140–160, 160–185, 185–215 µm, respectively. Z : z-test statistic,
CI: confidence interval.

MGD
Treatment

comparison
Treatment AUC

difference
Standard

error Z Pr > |z | 95% CI

3 mGy 1–3 −0.235 0.064 47 −3.65 0.0003 (−0.361 35, −0.108 65)
1–4 −0.255 0.064 47 −3.96 0.0001 (−0.381 35, −0.128 65)
1–5 −0.255 0.064 47 −3.96 0.0001 (−0.381 35, −0.128 65)
2–3 −0.155 0.064 47 −2.40 0.0162 (−0.281 35, −0.028 65)
2–4 −0.175 0.064 47 −2.71 0.0066 (−0.301 35, −0.048 65)
2–5 −0.175 0.064 47 −2.71 0.0066 (−0.301 35, −0.048 65)

1.2 mGy 1–3 −0.245 0.065 29 −3.75 0.0002 (−0.372 97, −0.117 03)
1–4 −0.258 0.065 29 −3.96 0.0001 (−0.386 30, −0.130 37)
1–5 −0.263 0.065 29 −4.03 0.0001 (−0.391 30, −0.135 37)
2–3 −0.150 0.065 29 −2.30 0.0216 (−0.277 97, −0.022 03)
2–4 −0.163 0.065 29 −2.50 0.0124 (−0.291 30, −0.035 37)
2–5 −0.168 0.065 29 −2.58 0.0099 (−0.296 30, −0.040 37)

0.6 mGy 1–3 −0.268 0.081 81 −3.28 0.0010 (−0.428 67, −0.108 00)
1–4 −0.248 0.081 81 −3.04 0.0024 (−0.408 67, −0.088 00)
1–5 −0.373 0.081 81 −4.56 0.0000 (−0.533 67, −0.213 00)
2–3 −0.282 0.081 81 −3.44 0.0006 (−0.442 00, −0.121 33)
2–4 −0.262 0.081 81 −3.20 0.0014 (−0.422 00, −0.101 33)
2–5 −0.387 0.081 81 −4.73 0.0000 (−0.547 00, −0.226 33)

equivalent to the detector slice gap. Therefore, the actual num-
ber of scans per detector slice will be 20.

While the study investigated potential improvement of µCa
detectability with Si strip photon-counting breast CT, there
were several limitations. First, the uniform background mate-
rial can improve detectability of µCa as compared to the
anatomical background structure; however, the most initial
feasibility studies of µCa detectability in new imaging systems
were performed with uniform background phantoms.2,11,14,39

A uniform background material should be acceptable because
this study investigated the smallest detectable µCa and finding
an optimal geometrical strategy to improve the results.

Second, the size of the calcium carbonate grains used
for the physical phantom could not be uniformly distributed
within a size range. The experimental results of the ROC curve
show a sudden reduction in AUC for 125–140 µm µCas at an
ESAK of 3 mGy, which is different from simulation results
that showed a gradual reduction in AUC. The actual grain sizes
in the ranges of 125–140 and 140–160 µm may have been
closer to 125 and 160 µm, respectively.

Third, the spectral information was not utilized to improve
object contrast, such as an optimal energy weighting tech-
nique.40 The optimal energy weighting technique can improve
the CNR of the target by giving higher weight to lower energy
photons.16,24,41 Previous studies have shown maximum CNR
improvement of about 5.2% and 9% by applying optimal
energy weighting for µCas in size range of 50–500 µm with
mammography using Si strip and ideal photon-counting detec-
tors, respectively.41–43 A recent simulation study with a CZT
based photon-counting detector for breast CT has reported a
19% higher AUC for the detection of 240 µm µCa, which was
achieved by using an energy weighting technique as compared

to a charge-integrating detector.23 The detectability of µCa
could potentially be improved if spectral information is opti-
mally utilized in future studies, although the CNR improve-
ment from energy weighting will depend on the detector effi-
ciency and input spectra.3,23

5. CONCLUSIONS

The results indicate that a photon-counting breast CT
system based on a Si strip detector with multislit geometry
can offer superior image quality to detect µCas with a lower
dose level than a charge-integrating flat-panel detector based
CBCT. Furthermore, the proposed photon-counting breast CT
system is expected to offer superior image quality to detect
µCa with a radiation dose lower than a standard two-view
mammography.
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