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An endstation designed to operate at different beamlines at synchrotron and Free Electron Laser (FEL)
facilities is presented. This enstation (qRIXS), currently located at the Advanced Light Source (ALS),
has five emission ports on the experimental chamber for mounting the high-throughput modular soft X-ray
spectrometers (MXS). Coupled to the rotation from the supporting hexapod, the scattered X-rays from 27.5o

(forward scattering) to 152.5o (backward scattering) relative to the incident photon beam can be recorded,
enabling the momentum-resolved RIXS spectroscopy. The components of this endstation are described in
details, and the preliminary RIXS measurements on highly oriented pyrolytic graphite (HOPG) reveal the
low energy vibronic excitations from strong electron-phonon coupling at C K edge around σ∗ band. The
grating upgrade option to enhance the performance at low photon energies is presented, and the potential of
this spectroscopy is discussed in summary.

I. INTRODUCTION:

With advanced grating fabrication technology and the
ability to tightly focus the intense soft X-ray beam from
3rd generation synchrotron storage ring down to few
µm in size, grating-based soft X-ray spectrometers (re-
ferred to as spectrometers hereafter) can be designed to
achieve unprecedented resolving power and/or through-
put to meet different scientific demands. For example,
spectrometers can be designed to have high or ultra-high
resolving power with pre-mirror(s) to increase the col-
lection angle,1–5 or achieve high throughput with com-
pact form factor,6–10 or utilize multiple diffraction or-
ders of grating simultaneously to record spectra over
a wide energy window,11 or take advantage of the off-
axis radiation usually blocked out by beamline exit slit
with energy compensation12 and cross-dispersion13 op-
tical schemes. Using these spectrometers, the potential

a)Correspondence should be addressed to ychuang@lbl.gov

of resonant inelastic soft X-ray scattering spectroscopy
(RIXS) has been demonstrated in studying the electronic
structures of correlated, functional, and energy materials
under UHV and in-situ/operando conditions.14–18

In RIXS process, the incident photons with energy
~ω tuned to elemental absorption edge resonantly ex-
cite core electrons to unoccupied states followed by the
re-emission of photons with energy ~ω′ when core holes
are filled. The difference between energy (∆E=~ω-~ω′)
and momentum (∆~q=~k-~k′) of incident and emitted pho-
tons is then transferred to elementary excitations such
as phonons, magnons, orbital excitations, charge trans-
fer excitations, . . . etc., that are unique to the mate-
rials under study. The ability to directly obtain the
dispersion of these excitations makes RIXS a powerful
technique that complements other single-particle spec-
troscopies such as angle-resolved photoemission spec-
troscopy (ARPES).18–23

In order to exploit this potential, the RIXS instrument
needs to record X-rays emitted from sample at different
angles relative to the incident X-ray beam, i.e. varying
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~k′ relative to ~k, and judiciously project the momentum
transfer ∆~q along certain momentum space trajectory
[typically along the crystalline high symmetry cuts]. In
fact, the RIXS spectral intensity contains far richer in-
formation about the underlying quantum wave functions,
as this can be perceived from its differential cross-section
in Kramers-Heisenberg formalism:

d2σ

dΩk′d(~ω′)

∣∣∣∣
g→f

∝

ω′

ω

∣∣∣∣∑
n

〈f |T †o |n〉〈n|Ti|g〉
Eg − En + ~ω + iΓ/2

∣∣∣∣2 × δ(Eg − Ef + ∆E)

Here |g〉, |n〉, and |f〉 denote the ground, intermediate,
and final states. En is the energy of intermediate state
and Γ is the lifetime. Ti(o) is the transition operator that
depends on incident (emitted) photon polarization ε̂i(o)
and electron momentum ~p:

Ti(o) = [~p · ε̂i(o)]ei
~k(′)·~x

From this dependence, one sees that RIXS spectral in-
tensity will be influenced by the projection of photon

momentum ~k and ~k′, not just only ∆~q, with respect to
ground and final state wave functions.

This notion, well-received by RIXS community, drives
the design of RIXS instruments to have maximum flex-
ibility: six degrees of freedom for sample manipulation
and the ability to rotate spectrometer(s) relative to the
incident X-ray beam in the scattering plane. For soft X-
ray applications, the challenge lies in maintaining high
vacuum for both experimental chamber and spectrom-
eter(s) while being able to rotate the spectrometer(s).
Novel solutions for vacuum interface, such as using the
sliding face seal4 or multiple rotary stages5, often lead
to endstation designs that are unique to the respective
beamline designs. To develop an endstation that can
be used at different beamlines and facilities as required
by this project, we have taken a different approach: the
spectrometer is designed to be modular and can be moved
to different emission ports on the experimental chamber.
By rotating the entire endstation, the emission angles of
X-rays from 27.5o (forward scattering) to 152.5o (back-
ward scattering) relative to the incident beam (defined as
0o) can be continuously covered. The CAD model of this
momentum-resolved RIXS endstation (qRIXS) in shown
Figure 1.

This paper describes the design of qRIXS at BL8.0.1
of the Advanced Light Source (ALS), Lawrence Berke-
ley National Laboratory. The modular soft X-ray spec-
trometer (MXS) was described in previous publication
and will not be discussed in details except its proposed
upgrade.24 The paper is structured as follows: in Section
II, we present the mechanical design of endstation com-
ponents. In Section III, we show the preliminary results
of the electronic structures of highly oriented pyrolytic

photon-in

spectrometers

FIG. 1. CAD model of qRIXS with five modular soft X-ray
spectrometers (MXS) mounted on top of the experimental
platform.

graphite (HOPG) using MXS with Timepix detector to
reveal phonon overtones.25 In Section IV, we present the
optical design of a new blazed grating that will be in-
stalled in MXS to enhance its performance at low photon
energies. In Section V, we give the summary and out-
look of applications for momentum-resolved RIXS spec-
troscopy.

II. MECHANICAL DESIGN OF MOMENTUM
RESOLVED RIXS ENDSTATION (QRIXS):

The endstation consists of the following major com-
ponents: sample manipulation, detectors, experimental
chamber and support, loadlock chamber, vacuum and
motion control. Each component will be described in
the following subsections.

A. Sample Manipulation

The sample manipulation is nearly identical to that of
RSXS endstation reported earlier.26 The open cycle cryo-
stat and sample goniometer are fabricated at the ALS
(see Figure 2(a) for the picture of sample goniometer).
There are two rotational degrees of freedom on sample
goniometer: about the sample surface normal (φ) and
virtual-axis vertical flip downward (χ). They have 360o

(±180o) and 75o (+10o ∼ -65o) range of rotation, re-
spectively. These motions are driven by motorized rotary
feedthroughs (IMS MDI3CRL23B7-EE motors) with 0.1o

step resolution. The goniometer is isolated from cryostat
cold finger via a sapphire disk to allow the total elec-
tron yield measurement (TEY, measuring the sample-to-
ground drain current). A radiation shield partially wraps
around the goniometer to reduce the radiative heating.
A cartridge heater attached to the cold finger is used to
control sample temperature from ∼ 13 K up to 450 K,
where the high temperature limit is set by the Lakeshore
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FIG. 2. (a) Picture of cryostat showing the rotational degrees
of freedom φ and χ. The YAG and knife edge are mounted be-
low the goniometer. (b) CAD model showing the rectangular
flange, photodiode assembly, and two rotary seals. (c) CAD
model showing the five emission ports on the half-circular
side of experimental chamber. The angular separation be-
tween ports is 25o. The red arrow marks the 1/2-20 screw on
the kinematic mounting assembly for adjusting the spectrom-
eter pitch angle. (d) Picture of sample garage, BeCu sample
grabber, and sample holders inside loadlock chamber.

DT-670 diodes. A 10 mm×10 mm YAG crystal and a
knife-edge are mounted below the goniometer for view-
ing X-ray beam and measuring its vertical size. A 2” OD
support tube clamped on the cold finger and attached
to the vacuum side of top 6” flange provides additional
rigidity for the cryostat, and a hydraulic formed bellow
connecting the top of cryostat assembly to the air side of
6” flange helps reduce sample movement during temper-
ature cycles.

The cryostat assembly is mounted on a motorized VG
Omniax manipulator (IMS MDI3CRL23B7-EE motors
for in-plane x and y motions, and MDI3CRL34B7-EE
motor for vertical z motion), providing the three trans-
lational degrees of freedom. This manipulator has ±25

mm and 200 mm travel range for horizontal and verti-
cal motions, respectively. These motions are encoded by
optical encoders with 0.1 µm step resolution (Renishaw
RGH24Y-50F-33A). The manipulator is placed on top of
an 8” differentially pumped rotary seal (Nor-Cal RS-600,
driven by MDI3CRL34B7-EE motor), which rotates the
sample 360o in the horizontal plane (θ). The motor step-
ping provides the step resolution better than 0.01o.

B. Detectors

Besides spectrometers, there are two GaAsP photo-
diodes (Hamamatsu G1127-04) mounted inside their re-
spective housing for detecting photons. One of the photo-
diodes has a 150 nm thick Al window (supported by a 70
lines/inch Ni mesh with 84% transmission) attached to
the front face of its housing to block out ambient visible
light and photoelectrons emitted from sample. The back-
side of housing is packed with graphite-coated Cu wool to
form a black box, minimizing the leakage light through
the venting hole while allowing the gas inside the housing
to be pumped out. The photodiode signal is transmitted
through Kapton-coated 50 Ω impedance matching coax-
ial cables (MDC CAP-5) to SMA feedthroughs on the
chamber. The current signal is then converted by the
low noise current amplifier (Femto DDPCA-300) to DC
voltage.

The photodiodes are mounted on a rotary platform
driven by a motorized 10” rotary seal (MDI3CRL23B7-
EE motor with Parker PX23-030-S2 30:1 gearbox) below
the experimental chamber. In addition, there is a bread-
board with an array of 1/4-20 tapped holes for mount-
ing auxiliary equipments, such as refocusing mirrors for
pump beams, electromagnets, pinholes, . . . etc., to ex-
pand the experimental capability. The breadboard sits
slightly above the photodiode mounting brackets and is
driven by another motorized 8” rotary seal using the
same model of motor and gearbox. The rotary seals
are concentric to each other, see Figure 2(b) for CAD
model. The arrangement of three differential rotary seals
allows the sample, photodiodes, and breadboard to be ro-
tated independently. Since the angular acceptance angle
of photodiode is large (∼ 2.5o), the high degree of con-
centricity for these three rotary stages is not required.

C. Experimental Chamber and Support

The aspect view of experimental chamber is shown in
Figure 2(c). The chamber has half-circular shape [di-
ameter is 17.75”] with symmetric port arrangement to
allow the photon beam to come from either direction.
There are five 2-3/4” emission ports on the circular side
of chamber at 40o (forward direction), 65o, 90o, 115o,
and 140o (backward direction) angle relative to the 10”
beam entry bellows. Coupled to the 25o chamber rotation
from the supporting hexapod (see later discussion), the
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emission angle of X-rays from 27.5o to 152.5o relative to
the incident beam can be covered. The emission ports
have manual gate valves on them (VAT 01032-UE01-
0002), and MXS has a 4-1/2” manual gate valve with a
1.33” pump out port in front of optics chamber (VAT
10836-UE01-AEN1). By closing these two valves and
venting/pumping through the pump out port, both ex-
perimental chamber and MXS can stay in vacuum when
removing and connecting the bellow in between them.
Below these emission ports, there are ribs welded to the
chamber wall for attaching the spectrometer kinematic
support assembly. The assembly consists of multiple Al
blocks and six kinematic pads for reproducibly position-
ing the spectrometer (repeatability better than 25 µm;
with spherical and flat carbide contact faces on MXS and
kinematic assembly). The most critical one, pitching the
spectrometer vertically to change the incidence angle, can
be adjusted by the 1/2-20 screw on the top plate (see red
arrow in Figure 2(c)).

The chamber has a rectangular door on the opposing
side for accessing the interior (see Figure 2(b)). The door
is currently sealed with double O-rings and the space in
between O-rings is kept at rough vacuum through dif-
ferential pumping. The rectangular flange and the door
have ground surfaces for using Al wire seal for UHV ap-
plications, if needed. A large turbo pump (Agilent V551)
mounted on the door and backed by molecular drag pump
(Adixen Alcatel Drytel 1025) pumps the chamber down
to a base pressure better than 2×10−8 torr. Two bel-
lows are used to connect the experimental chamber to
upstream refocus mirror chamber and downstream beam
pipe to balance the vacuum forces. To allow the 25o

chamber rotation, the bellows are sized to go with 10”
flanges and with sufficient length to reach such extreme
angle (±12.5o) for more than 10,000 duty cycles. The
chamber is placed on top of a 1” thick Al plates with more
than 150 lb counter weight on it. This top plate is secured
to another 3” thick Al bottom plate with 24 spacer blocks
in between them. A large slewing ring bearing (Kaydon
KH-166P) is placed in between these two plates in case
if the rotational range needs to be increased for future
applications.

The endstation assembly is placed on top of a mo-
torized hexapod (Symetrie Joran series). With 8300 lb
payload and 1860 N shearing forces applied on the op-
posing sides of platform to simulate the bellow forces at
12.5o extreme angle, the hexapod was tested to achieve
the translational and rotational step size of 1 µm and 5
µrad with repeatability of 2.8 µm and 2 µrad, respec-
tively. The actuators in hexapod have absolute encoders
to keep track of their positions in case of power failure. A
virtual rotational axis is defined through hexapod soft-
ware so that during the hexapod rotation, the sample
runout relative to the photon beam is ∼ 100 µm, which
is smaller than the depth of focus of MXS.

D. Loadlock Chamber

A dedicated loadlock chamber is used to introduce
samples from air into experimental chamber without
venting it (see Figure 2(b)). It has a garage for hold-
ing up to 12 sample holders, see picture in Figure 2(d).
A dual action magnetic transfer arm is used to actuate
the Beryllium Copper collet against the phosphor bronze
block to grab and release the sample holder. A viewport
door (MDC P/N 665206) is used to allow the easy access
for loading and retrieving sample holders from loadlock
chamber. The chamber is pumped by a small turbo pump
(Agilent V81) backed a scroll pump (Agilent SH-110) to
reach ∼ 2×10−8 torr base pressure.

E. Vacuum Monitoring and Motion Control

To avoid visible light from vacuum gauges that can in-
fluence the photon detectors like CCD and GaAsP pho-
todiode, we have used cold cathode gauges in both ex-
perimental and loadlock chambers (MKS Imag 423 with
MKS 937 gauge controller) to monitor the vacuum level.
The vacuum gauge readings are routed to the process
logic control (PLC) computer in the beamline for equip-
ment protection in case of vacuum breach.

Since the IMS motors have onboard controllers, the
control protocol is sent through ethernet based port
servers (Digi TS16 MEI) from computer to motors. A
dedicated electronic board, designed and fabricated by
SLAC National Accelerator Laboratory to distribute the
75 V DC to power the motor, optical encoder (12 V),
and limit switches (5 V), is used for protecting the mo-
tors from back EMF and allowing the hot-swapping.

III. PRELIMINARY RIXS MEASUREMENTS ON HOPG

Here we show the results of RIXS measurements on
HOPG in Figure 3. More details will be reported else-
where. Commercial HOPG sample (SPI supplies) was
mounted on the sample holder using carbon tape and was
cleaved in air before introducing into the loadlock cham-
ber. The sample was oriented with Γ-M roughly in the
horizontal scattering plane with incident photon polariza-
tion (π scattering geometry; sample mosaicity of ∼ ±5o

was found in Laue pattern). In Figure 3(a), we show the
room temperature RIXS spectrum recorded using iRIXS
endstation with MXS at 90o relative to incident photon
beam.27,28 The excitation photon energy was 291.8 eV,
at the peak of σ∗ band in the X-ray absorption spec-
trum (XAS, see arrow in the inset of Figure 3(a)). The
sample was placed at ∼ 45o incidence angle. At such ge-
ometry, the elastic peak becomes the dominant feature
in the spectrum, stronger than the interband transition
features in the [10 eV, 25 eV] energy loss window.

However, zooming in the region around the elastic peak
(zero energy loss, see top panel in Figure 3(b)) reveals
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FIG. 3. (a) RIXS spectrum of HOPG taken at 291.8 eV
incident photon energy around σ∗ band using a commercial
CCD detector (Andor iKon CCD). This energy is marked by
an arrow in the XAS spectrum in the inset. (b) Zoomed in
view of RIXS spectrum around the elastic peak (top panel;
[-0.5 eV, 2 eV] energy loss window) and the comparison of
RIXS spectra taken with Andor CCD (thin black line) and
Timepix detector (red open circles and line) showing the im-
proved energy resolution to resolve phonon overtones (bottom
panel).

weak features as reported previously using MXS with
SpectroCCD detector.28 These features are phonon over-
tones induced by the configuration change during RIXS
process. However, the poor pixel resolution of Andor
CCD detector leads to much broader humps around en-
ergy loss of 0.3, 0.6, and 0.9 eV as shown in the bot-
tom panel of Figure 3(b). Although the 5 µm pixel res-
olution from SpectroCCD detector helps resolve these
phonon overtones, the strong elastic peak still plagues
these modes such that they all sit on top of a sloping
background from the tail of elastic peak.28

We repeat the same measurement using MXS with
Timepix detector at qRIXS endstation. The Timepix de-
tector with 6 µm MCP pores has been shown to achieve
an effective pixel resolution of 7.5 µm after using cen-
troiding algorithm. We vary the sample and MXS an-
gles to suppress the elastic peak while keeping it strong

enough to register the zero energy loss. By placing MXS
at 102.5o and sample normal at 36.5o relative to the inci-
dent photon beam (slightly off spectular geometry), the
resulting RIXS spectrum with significantly reduced elas-
tic peak is shown in the bottom panel of Figure 3(b)
(red open circles). To achieve high energy resolution,
the beamline slits were set to 20 µm × 20 µm, and the
combined energy resolution determined from the FWHM
of elastic peak is ∼ 70 meV. With such energy resolution
and the much weaker elastic peak, the phonon overtones
can be clearly resolved.

IV. DESIGN OF NEW BLAZED GRATING

A. Optical Design

From previous section, we see that even with a com-
bined energy resolution of ∼ 70 meV around C K-edge,
it is still sufficient to resolve phonon overtones in HOPG.
Therefore, we expect that qRIXS and iRIXS endstations
equipped with several MXS can be used to study elec-
tronic structures of carbon-based materials. However,
the overall throughput is rather low: the high resolution
spectrum in Figure 3(b) takes about 4 hours to record.
This is largely due to the small beamline entrance and
exit slit setting needed to improve energy resolution, as
well as lower grating and detector efficiencies at this en-
ergy range. The Timepix detector used in the measure-
ment has a chevron angle not optimized for current appli-
cation and did not have photocathode coating (like CsI or
KBr) at that time. In addition, the grating has relatively
low efficiency due to laminar profile (see Figure 4(f)).

With the availability of blazed grating, we now look
into the design of a new grating that will be blazed for
high 1st and 2nd order diffraction efficiencies to replace
the exist one. To minimize the engineering effort, the
upgrade only requires swapping out the current grating
inside optics chamber without any modification on me-
chanical components. Furthermore, the new grating shall
have comparable or even higher 2nd order efficiency than
the current one such that there is minimal loss on high
energy performance. With these considerations, we vary
the central line density and grating incidence angle α,
and design it to work with 20 µm source size (the beam
size is slightly smaller than 20 µm) and 7 µm detector
pixel resolution.

The following parameters are used in optical design:
rSM=0.9 m, rMG=0.1 m, and rGD ∼ 1.1 m (this distance
will depend on photon energy), R=29.472 m, θ=88o, and
α=88.2o (changed from 88.5o). Here, rSM, rMG, rGD are
the sample-to-mirror, mirror-to-grating, and grating-to-
detector distances. R is the radius of spherical mirror and
θ is its incidence angle. The grating will be operated in
inside order at nearly constant incidence angle. α can be
slightly changed to minimize the vector sum of coma F30

and spherical aberration F40 terms, see later discussion.
The maximum vertical acceptance angle of spectrometer
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FIG. 4. (a)-(e) SHADOW simulations showing the histograms at the detector plane at selected photon energies: (a) 100 eV,
(b) 200 eV, (c) 285 eV, (d) 400 eV, and (e) 500 eV. The red and black curves are the results with and without optimizing α
and rGD to minimize the vector sum of F30 and F40. (f) Efficiency curves of the gratings. The thick and thin red lines are the
calculated 1st and 2nd order efficiencies with blaze profile, and the filled and open diamonds are the measured 1st and 2nd order
efficiencies from test sample. The thin blue line is the 1st order efficiency with laminar profile. The markers are the measured
efficiency for current grating.24

is increased from 2.6 mrad to 3.0 mrad due to the smaller
α angle, and the horizontal acceptance angle remains at
60 mrad. We follow the approach by Amemiya et al.29,30

to determine the VLS terms at 285 eV. The calculated
VLS terms g0 (constant), g1 (linear), g2 (quadratic), and
g3 (cubic) are (in SHADOW convention31,32): g0=15,000
lines/cm, g1=272.139 lines/cm2, g2=3.577 lines/cm3,
and g3=0.0444 lines/cm4. The local groove density g(ω)
can be calculated as follows: g(ω) = g0 + g1 × ω + g2 ×
ω2+g3×ω3, where ω is the signed tangential distance on
the grating surface from grating pole. Positive ω points
to the downstream direction.

B. SHADOW Ray-Tracing Results and Grating Efficiency

Figures 4(a) - 4(e) show the SHADOW ray-tracing re-
sults with aforementioned parameters at selected photon
energies from 100 eV to 500 eV when grating is operated
in 1st order [we expected to see similar performance at
doubled photon energy when grating is operated in 2nd

order]. In the simulations, the source is a 20 µm (v) ×
100 µm (h) rectangle. The beam divergence is set to 3.0
mrad (v) × 100 µrad (h) to simplify the simulations and
production of histograms from binning the detector im-
ages across the non-dispersive (horizontal) direction. The
slope error contributions to energy resolution are negligi-
ble and are not included in simulations (RMS slope error

of 0.3 µrad and 0.16µrad for spherical mirror and plane
grating substrate, respectively). In each figure, there are
three features representing X-rays with three different en-
ergies (one central and two detuned energies, which are
listed on top of each panel) that are propagated through
the optical system. The black and red curves are the re-
sults without and with the slight tuning of α (87.65o ∼
88.48o) and rGD (1092.5 mm ∼ 1102 mm).

From these figures, it is clear that the optimization pro-
cedure can significantly improve the image quality when
photon energies are away from the 285 eV target energy,
as expected. With improved image quality, the resolv-
ing power at 100 eV can exceed 10,000 if using the small
pixel detectors (see Figure 4(a)). However, one should
note that this claim does not take the Nyquist limit into
consideration. The resolving power decreases with in-
creasing photon energy. Due to increased central line
density (effectively 30,000 lines/cm in 2nd order), the re-
solving power at 500 eV is slightly above 4,000 (see Fig-
ure 4(e)). If operated in 2nd order, this resolving power
can be expected at 1,000 eV, which is higher than the
designed value for the current grating in MXS.

The grating efficiency is calculated using GSolver R©

with Au coating. The thin blue line is the calculated
1st order efficiency for current grating with a laminar
profile.24 The blue filled and open circles are the mea-
sured efficiency for two rulings currently in MXS. The
thick and thin red lines are the calculated blazed 1st and



7

2nd order diffraction efficiency with the blaze and apex
angles set to 2.2o and 165o, respectively. The red filled
and open diamonds are the measured 1st and 2nd order
efficiency of test sample from Inprentus Inc. Compared
with current laminar grating, one can see that above ∼
400 eV, the new grating will have comparable 2nd order
efficiency and much higher 1st order efficiency up to 1,500
eV. What is intriguing is that at 285 eV, the blazed effi-
ciency is almost 8%, 4 times higher than the current one.
We notice that is discrepancy between the calculated and
measured blazed efficiency curves and this is due to the
larger apex angle than calculated, as well as the devia-
tion from ideal blazed profile. Nevertheless, the overall
performance of MXS in terms of energy resolution and
efficiency will still be improved with this new grating in
particular at low energies.

V. CONCLUSIONS AND OUTLOOK:

We have presented the design of a momentum-resolved
RIXS endstation (qRIXS) at the ALS that currently has
3 modular soft X-ray spectrometers (MXS) on it. Us-
ing multiple emission ports on the experimental chamber
and the 25o chamber rotation provided by the support-
ing hexapod, the emission angles of X-rays from 27.5o

to 152.5o relative to the incident photon beam can be
continuously covered. With ∼ 70 meV combined energy
resolution from beamline and spectrometer and the small
pixel Timepix detector (the effective pixel resolution is
7.5 µm after centroiding), we have clearly resolved the
Frank-Condon like phonon overtones from σ∗ bands in
HOPG for the first time.28 This measurement demon-
strates the potential of using MXS and qRIXS for C-
based research that is limited in most high-resolution
RIXS facilities, and echoes the demand for high reso-
lution RIXS spectroscopy even at low photon energies.
With this consideration, we show the optical design of a
new blazed VLS grating for the upgrade of MXS. With
2.2o blazed angle and 15,000 lines/cm central line den-
sity, the resolving power at 285 eV can be increased to
7,000 with ∼ 10% efficiency.

The potential of qRIXS will not be limited to mea-
suring the low energy excitations in correlated materials.
In fact, the very high detection efficiency of MXS that
can record a good statistics spectrum in just one minute
and the flexibility in manipulating sample and experi-
mental geometry make qRIXS an ideal system for study-
ing the incipient, fluctuating electronic orders ubiqui-
tous to correlated materials with competing/cooperating
ground states. One such example is the charge den-
sity wave (CDW) in cuprates.33,34 Due to strong sig-
nal from inelastic excitations like magnons, orbital, and
charge excitations, the pure elastic signal from fluctuat-
ing CDW will be severely masked when the X-ray signal
is not energy-resolved. However, using the spectrome-
ter to discriminate the elastic component from inelastic
contributions, the CDW in cuprates can be unambigu-

ously identified. We expect that similar approach can be
used in other correlated materials besides cuprates that
have intriguing ordering phenomena and phase transi-
tions. For example, the colossal magnetoresistive man-
ganites (Pr,Ca)MnO3 with coupled charge, spin, and
orbital orders around phase boundary,35 the impurity-
induced ordering in ruthenates,36 or even the engineered
heterostructure (RE)NiO3, . . . etc.37,38 will be inter-
esting topics to explore with qRIXS to elucidate the
emergence of these electronic orderings from competing
ground states. The qRIXS technique can also be ex-
tended to incorporate the standing wave concept, much
like that used in standing wave photoemission, to explore
interfacial dynamics.39
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