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1. Introduction

Optical coherence tomography is a powerful volu-
metric imaging modality that has proven to be suc-

cessful for in-vivo imaging of the retina. It is com-
monly used by clinicians and researchers both to
diagnose and monitor eye diseases and for improv-
ing our understanding of the structure of healthy
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Imaging the structure and correlating it with the bio-
chemical content of the retina holds promise for funda-
mental research and for clinical applications. Optical co-
herence tomography (OCT) is commonly used to image
the 3D structure of the retina and while the added func-
tionality of biochemical analysis afforded by Raman
scattering could provide critical molecular signatures for
clinicians and researchers, there are many technical chal-
lenges to combine these imaging modalities. We describe
an OCT microscope for ex-vivo imaging combined with
Raman spectroscopy capable of collecting morphological
and molecular information about a sample simulta-
neously. We present our first results and discuss the
challenges to further development of this dual-mode in-
strument and limitations for future in-vivo retinal ima-
ging.

Layout of the combined OCT microscope and Raman
spectrometer
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eyes. Often functional tests (e.g., visual fields) can be
correlated with changing structures in the eye, which
are imaged with OCT, for a more complete under-
standing of eye function and disease. Raman spec-
troscopy is a spectroscopic method based on inelastic
scattering of photons that allows the intrinsic bio-
chemical composition of a sample to be identified.
The combination of OCT and Raman spectroscopy
could provide new insights into the retina. Here we
describe a combined instrument for ex-vivo measure-
ment of the retina.

OCT is an imaging modality that allows high
volumetric resolution (few mm) mapping of the scatter-
ing intensity from the sample. OCT is similar to ultra-
sound techniques, but the intensity of backscattered
light rather than sound waves is measured as a func-
tion of depth (in the tissue). The speed of light makes
direct measurements of the time-of-flight, as in ultra-
sound, prohibitively difficult and expensive. Instead, a
low-coherence light source (or swept laser) and an in-
terferometer with a sample arm and a mirror in the
reference arm have to be implemented to reconstruct
the depth position of each backscattered photon.
OCT in the time domain has become an essential tool
in the diagnosis and treatment monitoring of human
retinal disease [1]. In this method the position of the
reference mirror varies allowing the axial shift of the
coherence gate (zero path-length difference position
in the sample). Because of the coherent detection
scheme only photons from within the coherence gate
can be detected. Thus, by moving the reference mirror
at a constant speed, a backscattering intensity profile
from the sample can be recorded as a function of time.
Fourier-domain OCT (FD-OCT) [2–4] is an alter-
native to time-domain OCT where no scanning re-
ference mirror is necessary and the whole depth
scattering profile can be reconstructed by Fourier
transformation of spectral fringes recorded by a spec-
trometer for a single reference mirror position. This
parallel detection (whole depth profile is measured
from one spectral fringe) offers a significant advan-
tage in sensitivity and acquisition speed over the stand-
ard time-domain OCT technique [5]. The high speed
of Fourier-domain OCT permits the 3D imaging of in-
vivo retinal structures. More recent attempts to ac-
quire functional data (beyond scalar scattering pro-
files) have also been demonstrated with Doppler FD-
OCT (flow measurements) [6], polarization-sensitive
FD-OCT (birefringence measurements) [7] as well as
multifunctional systems [8]. Development of OCT
systems for ophthalmic applications including adap-
tive optics OCT are a major thrust of the research in
the Vision Science and Advanced Retinal Imaging
Laboratory at UC Davis [9].

The Raman-scattering process, which was first dis-
covered by C.V. Raman in 1928, involves the inelastic
scattering of photons by interaction with molecular
bonds [10]. When a material is illuminated by mono-

chromatic light at an arbitrary wavelength, a small
fraction of the photons will be scattered with a fre-
quency shift that is directly related to the vibrational
or rotational states of the molecular bonds in the ma-
terial. Therefore, Raman spectroscopy is a powerful
optical method for molecular detection and charac-
terization that is applicable to a wide variety of disci-
plines (e.g., physics, biology, chemistry, and material
science). In biology and biomedicine, Raman spectro-
scopy is particularly attractive because it provides
molecular-level information without the need to use
exogenous fluorescent labels or to perturb the sample
using stains or chemical fixatives, and offers potential
for in-vivo interrogation. The unique molecular signa-
tures provided by a Raman spectrum allow biologists
and clinicians to gain insight into disease progression
at both the tissue and cellular levels [11]. The applica-
tion of Raman spectroscopy in ophthalmology offers
the potential for acquiring real-time, in-vivo chemical
and functional information not easily obtained by
other methods [12]. However, implementing Raman
spectroscopy for in-vivo detection is challenging, be-
cause of the high laser-excitation intensities required
to obtain a sufficient signal-to-noise ratio spectrum,
which can easily damage delicate eye tissues. Reso-
nance Raman spectroscopy could be used to circum-
vent this issue by allowing for the use of low-expo-
sure conditions [13], however, it is molecule specific
and requires prior knowledge about the sample. For a
broader characterization of the entire molecular com-
position of the tissue (e.g., proteins, fatty-acid-based
lipids, DNA, saccharides, cytochromes/hemes), spon-
taneous Raman spectroscopy is a more suitable meth-
od, but encounters the potential damage issues men-
tioned above. The advances in sophisticated optical
design in conjunction with sensors with high quantum
detection efficiency make ex-vivo or even in-vivo ap-
plications of Raman spectroscopy worth exploring.
Previously, Beattie et al. [14] have systematically stud-
ied the retina ex vivo with confocal Raman micro-
scopy under different excitation wavelengths and ob-
tained significantly different Raman spectra from
different layers of retina, which shows the potential
of Raman spectroscopy as a clinical diagnostic tool
for retinal and related neurological diseases.

In this paper, we report on the development and
characterization of a Raman spectroscopy system in
combination with OCT to obtain simultaneous che-
mical and structural information. This system will be
used to characterize, ex vivo, the Raman spectra of
retinal tissue and to determine the feasibility of in vi-
vo retinal Raman/OCT imaging. A similar instru-
ment for OCT-guided Raman was built by Patil et al.
[15]. In that instrument, an individual Raman spec-
trum is collected based on a previously completed
OCT B-scan. Their instrument was designed for skin
tissues and has correspondingly higher power levels.
In comparison, our instrument will focus on retinal
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tissue and allows for the simultaneous acquisition of
Raman and OCT signals. Collecting a Raman spec-
trum at each OCT location introduces challenges for
the instrument, but also allows a mapping of the Ra-
man signature of different molecules to be corre-
lated to the structure of the sample as measured by
OCT. We present data collected from a nonbiologi-
cal sample and ex-vivo human and porcine retinal
samples to demonstrate that the instrument is func-
tional. We also report on the challenges of combin-
ing these imaging modalities for retinal imaging and
implications for in-vivo imaging.

2. Instrument description

As with many standard OCT systems we used a Mi-
chelson interferometer configuration with a refer-
ence and a sample arm. Both are shown in Figure 1.
The sample arm is effectively a confocal microscope
with OCT detection allowing reconstruction of back-
scattering intensity depth profiles within the depth
of field of the confocal beam.

The initial focus position is adjusted by axially
shifting the whole sample arm using an attached
adjustable translation stage. Lateral scanning is
achieved by an automated x-y translation stage (two
VP-25XA Series Linear Stages, 25 mm travel, DC Ser-
vo w/Tach, 0.1 mm resolution; Newport) on which the
sample is placed. OCTaxial resolution depends on the
light source used for imaging and in our case was of
the order of 4.5 mm (l0 ¼ 855 nm; Dl ¼ 75 nm). More
details about our OCT system can be found in our pre-

vious publication [9]. Lateral resolution (similar to
standard confocal microscopy) is set by the imaging
optics and mode field diameter (MFD) for the single-
mode fiber. Thus, since two lenses (collimating
f ¼ 9 mm, and focusing f ¼ 30 mm) offer magnifica-
tion of 3.3 times, and MFD is about 5.4 mm, the lateral
resolution is of the order of 18 mm. OCT single-line ex-
posure time is usually set to 50 ms. Typically, 8 line
scans are averaged for each position in the sample to
improve system sensitivity. During scanning the Ra-
man subsystem requires a significantly longer expo-
sure time and the exposure times noted in the rest of
the paper refer to the Raman exposure, while the
OCTexposure time remains the same.

To the original OCT sample arm, a separate excita-
tion and collection channel has been added for a Ra-
man spectrometer. The combined system (including
both OCT and Raman-detection spectrometers) is on
a 3 foot by 2 foot optical table that can be wheeled
through doorways for some portability. The CCD in
the sample arm is used as a viewfinder for the system.
Figure 2 is a photograph of the combined system.

The Raman spectrometer subsystem has a fiber op-
tic confocal configuration to reduce stray out-of-focus
background light. The excitation light source of the
system is a single-mode fiber coupled to a 632.8 nm
He––Ne laser. This is collimated by an objective and
the laser line of the collimated beam is spectrally
shaped by a narrow bandpass filter to remove the plas-
ma lines from the He––Ne laser. The laser beam is then
reflected by a longpass dichroic filter (LPDF) and fo-
cused on the sample through an achromat. The focal
shift between Raman and OCT wavelength intro-
duced by the achromat (Thorlabs: AC254–030-B) is

Figure 1 (online color at:
www.biophotonics-journal.org)
Layout of the combined OCT mi-
croscope and Raman spectrometer.
AL: achromatic lens, BP: bandpass
filter, BS: beamsplitter, DC: disper-
sion compensation, DG: diffraction
grating, FC: fiber coupler, FI: fiber
isolator, LPDF: longpass dichroic
filter, M: mirror, NDF: neutral-den-
sity filter, NF: notch filter, PC: po-
larization control, SLD: superlumi-
nescent diode. The CCD in the
sample arm is used as a viewfinder.
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of the order of 100–150 mm. To correct for that, the
axial position of the Raman light-delivery fiber was
adjusted to achieve maximum intensity from uni-
formly scattering thin film placed at the focal point of
the OCT beam. In the current set up approximately
4 mW of He––Ne laser light and 450 mW of OCT light
is delivered to the sample. This is in contrast to the sys-
tem of Patil et al. [15], which delivered 40 mW to the
sample. The lower light level of our system corre-
sponds more closely to the conditions needed for in-
vivo retinal imaging, where light levels are likely to be
of the order of 1 mW or less, depending on exposure
time, wavelength and beam size at the retina [16]. The
emitted Raman signal is collected by the same achro-
mat and transmitted through the first (lower) LPDF1
and is reflected by a second (higher) LPDF2. LPDF1
is a dichroic longpass filter (Omega Optical) with a
cut-on wavelength at �640 nm and LPDF2 is a CVI
Melles Griot: long-wave pass dichroic beamsplitter
(LWP-45-RU670-TU800-PW-1025-C). The first LPDF
reflects the input Raman signal and transmits every-
thing above that wavelength while the second trans-
mits the OCT signal and reflects the Raman signal.

The reflected Raman signal passes through a notch
filter (633 nm Holographic Notch Filter, Kaiser Opti-
cal Systems) to remove the Rayleigh scattering from
the sample and is focused into a multimode fiber
coupled spectrometer. The multimode fiber has a
50 mm core and helps to reject the out-of-focus back-
ground light. We estimate the spot size and depth of
focus of the Raman excitation light at 15 mm and
2 mm, respectively. For Raman signal detection we
estimate NA and spot size at 0.2 and 25 mm, respec-
tively. The spectral resolution of our confocal micro-
Raman setup is estimated to be �6 cm�1, based on
the spectrometer and camera specifications provided
by the manufacturer.

3. Results and discussion

The combined OCT-Raman instrument collects an
OCTand Raman signal from each point on a grid over
the sample. Each OCT sample is a depth scan (A-
scan) and each Raman signal is one spectrum. The size
and sampling of the scan are limited by the data-acqui-
sition time. Obtaining Raman spectra requires signifi-
cantly longer integration time than required to acquire
an OCT A-scan. Obtaining an OCT volume and the
corresponding Raman map can therefore take many
hours, causing degradation of the sample (primarily
drying). The OCT data are processed and rendered
into a volume in the same way that in-vivo data are
processed. This method is described in previous works
including Zawadzki et al. [17]. The data can be viewed
as a volume (see Figure 6) or in cross section (see Fig-
ure 5). A Raman spectrum is collected for each A-scan
but because of poor signal-to-noise ratio the spectra
are generally averaged over neighboring samples.
This, of course, reduces lateral resolution of the
Raman maps depending on the number of averaged
spectra. The spectra have a background polynomial fit
subtracted to remove fluorescence, following the tech-
nique of Vickers et al. [18].

3.1 Nonbiological phantom

For testing the combined Raman-OCT system a non-
biological phantom was constructed of two samples
(polystyrene and another polymer that generates
much weaker Raman signals) imbedded into a stable
gel matrix for several hours (in air). The gel matrix
does degrade over time as it dries, putting an outer
limit on total measurement times.

The goal of this test was to demonstrate that two
structures that could not be distinguished by OCT
alone could be distinguished by the combined instru-
ment. The Raman spectrum of each sample (outside

Figure 2 (online color at: www.biophotonics-journal.org)
Picture of combined Raman-OCT system.

J. Biophoton. 2, No. 6–7 (2009) 401

FULLFULL
ARTICLEARTICLE

# 2009 by WILEY-VCH Verlag GmbH & Co. KGaA, Weinheimwww.biophotonics-journal.org



the gel matrix) was measured with a 5 s exposure
and the two spectra are compared in Figure 3.

The signal from the second polymer sample is
dominated by fluorescence (not shown on Fig 3),
which has been removed by the polynomial fit, and
the remaining spectrum is weaker than the polysty-
rene signal. As a metric of system performance the
intensity is normalized as signal-to-noise ratio (the

signal is divided by the standard deviation of a re-
gion of the spectrum with no peaks).

A shorter integration time is necessary in the scan-
ning mode of the instrument to avoid an overly long

Figure 3 (online color at: www.biophotonics-journal.org)
Comparison of Raman spectra from the polystyrene and
second polymer sample when not imbedded in the gel
sample. The integration time for these samples was 5 s,
much longer than the integration time during combined
OCT-Raman acquisition. The two polymers have different
Raman signals. Signals are divided by the standard devia-
tion of a region in the spectrum with no peak and a back-
ground polynomial fit is removed.

Figure 4 (online color at: www.biophotonics-journal.org)
Comparison of Raman spectra from the polystyrene alone
collected with the long integration time and from an aver-
age over 10 � 10 samples collected during combined Ra-
man and OCT acquisitions from polystyrene sample. Sig-
nals are divided by the standard deviation of a region in
the spectrum with no peak. While the signal-to-noise ratio
is clearly smaller (and the background comprises more of
the signal), characteristic peaks identified in the longer in-
tegration time are still visible.

Figure 5 (a) OCT reconstructed C-scan compared to (b)
Raman map at polystyrene peak. This data were acquired
over 4 � 4 mm area with 400 � 80 lateral sampling loca-
tions. In the OCT image both samples are visible, but in
the Raman map the polystyrene is clearly distinguished
from the other polymer sample. The Raman map is aver-
aged over 10 points from the Raman spectrum centered at
the brightest peak of the polystyrene (1000 cm�1).
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total imaging time during which the sample can dry
out. An OCT volume and corresponding Raman map
were acquired for the sample with a 0.2 s integration
time. We chose this integration time arbitrarily as a
compromise between Raman signal intensity and total
acquisition time. Shorter than 0.2 s exposure times
would reduce Raman signal below the noise level. An
average spectrum (of 100 Raman spectra) from the
polystyrene sample (polystyrene embedded in gel)
collected during combined OCT and Raman acquisi-
tion is compared to the signal obtained with the 5 s in-
tegration time from the sample alone in Figure 4.

The Raman signal of the second polymer sample
is not visible with the short (200 ms) integration
time. Capturing an individual Raman spectrum from
the sample with a longer integration time does yield
higher signal-to-noise ratio than the average of
shorter exposure times (with total integration time
longer). However the advantage of acquiring a Ra-
man spectrum at each A-scan of the OCT data is the
ability to generate Raman maps that correspond to
OCT volumes. This result also suggests that for short
exposure times our Raman measurements are detec-
tor-noise limited.

Figure 5 shows a comparison of an OCT cross sec-
tion (virtual C-scan) (a) and the corresponding Ra-
man map (b). This sample was not ideal for OCT as it
is relatively transparent, but the basic structure of the
phantom and the placement of the two crystals are
quite visible (there are also some air bubbles in the
sample and a few artifacts from multiple reflections).

A Raman map can be generated showing the sig-
nal for a particular Raman shift for each lateral loca-
tion in the sample. These spectra are processed in
the same way as the individual spectra shown above
(i.e. the polynomial fit is removed before the map is
generated). The Raman map in Figure 5 was gener-
ated by drawing the intensity of the polystyrene
peak at about 1000 cm�1 at the corresponding lateral
position on the sample. To enhance the contrast and
to account for variations caused by the imaging op-
tics the map was normalized over the field of view
(divided by the average map from a region in the
spectrum with no peaks). The other sample is not
visible in any of the frames.

3.2 Retina sample

We wish to investigate the potential of Raman spec-
troscopy for characterizing the molecular content of
retinal tissue. To this end, several ex-vivo retinal
samples were measured with the instrument. A hu-
man sample and several fresh porcine samples,
which were prepared in house, were used. The hu-
man sample had been preserved in glutaraldehyde
for several months. Fresh porcine eyes were kept

for several hours to a couple of days in a refrigera-
tor. At the time of experiment the eyes were trans-
ected at the equator of the globe and placed on a
dish. The porcine eye samples were disposed after
imaging. We encountered great difficulty in prepar-
ing the fresh samples for imaging in the system. In
particular for OCT imaging the structure of the reti-
na should not be damaged, and removing the vit-
reous humor without damaging the retina proved
challenging. This was further complicated by the
young age of the donor animal. Porcine retinas have
been already extensively characterized with great
care taken in sample preparation and preservation
to highlight individual cell types of the retina [14].
While histological samples are often prepared with
these measures it is not representative of the condi-
tions of in-vivo retinal imaging. We attempted to im-
age bulk samples of tissue that were both larger and
thicker than the samples described in previous litera-
ture [14]. The Raman signal from the fresh sample
was substantially weaker than from the preserved
sample and required longer integration times. The
human sample used 0.2 s Raman integration times
and the porcine sample was measured with 10 s inte-
gration times. Because of the long Raman integra-
tion time the combined measurement of Raman and
OCT requires many hours, during which there is
some degradation of the fresh sample due to dehy-
dration.

Figure 6 is the OCT volume and a corresponding
Raman map obtained for the human retina sample ac-
quired over a 4 � 4 mm area with 400 � 80 sampling
points. The layers of the retina are still visible
although slightly degraded by age in the OCT volume.
The foveal pit is labeled. There is some variation in
the Raman intensity map across the sample. In gener-
al, the spectra are brighter in the foveal region, as
seen in the Raman map of Figure 6. This is purely an
intensity change, the structure of the Raman spectrum
remains the same across the sample and an average
over the foveal region is plotted in Figure 7.

The corresponding Raman map of Figure 6 is
over the wave number range of 1500 to 1630 cm�1, a
band identified as corresponding to Cytochrome c
(associated with mitochondria and playing a role in
apoptosis) when 633-nm excitation is used [14] (note
the three peaks in this region in Figure 7). This band
was chosen to illustrate the similarity to the spectra
obtained by others [14] and to show the variation in
intensity observed with the Raman map. Differences
between our spectra and those previously published
are likely caused by the difference in sample pre-
paration and Raman sampling volume. The bulk
samples that we have imaged here and the increased
size of the sampling volume (3 orders of magnitude)
of our system make the spectra a summation of Ra-
man and scattering signals from many different tis-
sue types. While these spectra are more representa-
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tive of the types of spectra likely to be obtained for
in-vivo retinal imaging they are more difficult to in-
terpret for retinal characterization purposes.

To confirm the reproducibility of the instrument
and ensure that sample preservation did not alter

the Raman spectra obtained for the retinal sample
we also attempted to image fresh porcine retinal
samples. In general, the intensity of the Raman sig-
nal from the fresh samples was weaker, requiring
longer integration times of the order of 1 min per
spectrum. To obtain a volume sample similar to the
human retina shown above would require >15 h.

As already pointed out, due to sample drying the
retina may be no longer at the focus of the instru-
ment and both OCT signal and Raman signals are
lost. This makes it difficult to acquire Raman data
over more than a couple of B-scans. The lack of
OCT and Raman signal as the focus shifts indicates
that the measured signals are from the sample and
the OCT and Raman beams are relatively well
aligned axially. Raman spectra obtained correspond-
ing to a single B-scan of the sample (red line) are
averaged and compared to the human retina spec-
trum (black line) in Figure 7. The similarity in struc-
ture indicates the reproducibility of the Raman data
and help confirms the performance of the instru-
ment.

The differences between the human and porcine
Raman spectra are probably caused by differences
in the sample preparation, including the preservative
added to the human sample.

4. Conclusions and future work

We have demonstrated a combined OCT-Raman mi-
croscope capable of collecting OCT volumetric data
and biochemical Raman spectral maps simulta-
neously. As has been observed by other groups [15]
the addition of Raman spectroscopy to OCT allows
similar physical structures in the sample to be distin-
guished based on their chemical composition. We

Figure 6 OCT image and Raman spectral map of human
retina sample acquired over a 4 � 4 mm area with 400� 80
sampling points. The Raman map is the average intensity
of the Raman spectra over the range 1500 to 1630 cm�1.
Each spectrum had an integration time of 0.2 s and the to-
tal time to image the sample was about 2 h.

Figure 7 (online color at: www.biophotonics-journal.org)
Normalized Raman spectra from the foveal region of the hu-
man sample (similar peaks are observed to the work of Beat-
tie et al. [14]) compared with an average Raman spectrum
obtained from a single B-scan of porcine retinal sample.
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have collected several data sets using an ex-vivo hu-
man and porcine retinal samples to demonstrate the
functionality of the instrument. The major challenges
to future development are the weakness of the Ra-
man signal and difficulty of obtaining good samples
for testing. Longer integration times would improve
signal-to-noise ratio, but would require a method of
sustaining the sample over the long acquisition pro-
cess. Placing a fresh sample inside a closed container
may keep the retinas from drying allowing longer
integration times and will be tested in the future.
Wavelength selection for the Raman and OCT sys-
tems, such as using longer-wavelength Raman excita-
tion light (e.g. 785 nm), or more advanced time-gat-
ing methods to separate the Raman signal from the
autofluorescence can also be investigated to improve
the signal from the retina samples.

The results obtained from the human and por-
cine sample are difficult to interpret and have low
signal-to-noise ratio, however, they are likely repre-
sentative of the challenges with in-vivo Raman
spectroscopy. The light levels used here, while low
for Raman spectroscopy are still too high for in-
vivo retinal imaging. Thus, performing in-vivo Ra-
man spectroscopy with high signal-to-noise ratio, in
a clinically relevant time frame and with appropri-
ately low laser exposure levels would require a dif-
ferent Raman detection scheme. For example, in-
vivo Raman spectroscopy may be possible if specific
peaks are identified in higher-power ex vivo ima-
ging, but this type of characterization is better sui-
ted to resonant Raman spectroscopy, as done by
Sharifzaden et al. [13]. The current instrument can
be useful for ex-vivo studies, but optimization of the
opto-mechanical system and a higher powered laser
or more sensitive Raman spectrometers are prob-
ably required to make imaging more efficient.
Changing the laser light source based on the chemi-
cal characterization of Beattie et al. could test the
feasibility of stimulated Raman spectroscopy for in-
vivo retinal imaging. The combined sample arm
may also be useful for testing other spectroscopic
techniques, such as autofluorescence, combined with
OCT imaging.
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