
UC Irvine
UC Irvine Previously Published Works

Title
In vivo, high-resolution, three-dimensional imaging of port wine stain microvasculature in 
human skin.

Permalink
https://escholarship.org/uc/item/8j95c3g0

Journal
Lasers in surgery and medicine, 45(10)

ISSN
0196-8092

Authors
Liu, Gangjun
Jia, Wangcun
Nelson, J Stuart
et al.

Publication Date
2013-12-01

DOI
10.1002/lsm.22194
 
Peer reviewed

eScholarship.org Powered by the California Digital Library
University of California

https://escholarship.org/uc/item/8j95c3g0
https://escholarship.org/uc/item/8j95c3g0#author
https://escholarship.org
http://www.cdlib.org/
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In Vivo, High-Resolution, Three-Dimensional Imaging of
Port Wine Stain Microvasculature in Human Skin

Gangjun Liu, PhD,1,2 Wangcun Jia, PhD,1 J. Stuart Nelson, MD, PhD,1,2,3 and Zhongping Chen, PhD
1,2�

1Beckman Laser Institute and Medical Clinic, University of California, Irvine, California 92617
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Background andObjectives:Port-wine stain (PWS) is a
congenital, progressive vascular malformation of the
dermis. The use of optical coherence tomography (OCT)
for the characterization of blood vessels in PWS skin has
been demonstrated by several groups. In the past few
years, advances in OCT technology have greatly increased
imaging speed. Sophisticated numerical algorithms have
improved the sensitivity of Doppler OCT dramatically.
These improvements have enabled the noninvasive, high-
resolution, three-dimensional functional imaging of PWS
skin. Here, we demonstrate high-resolution, three-dimen-
sional, microvasculature imaging of PWS and normal skin
using Doppler OCT technique.
Study Design/Materials and Methods: The OCT
system uses a swept source laser which has a central
wavelength of 1,310 nm, an A-line rate of 50 kHz and a
total average power of 16mW. The systemuses a handheld
imaging probe and has an axial resolution of 9.3mm in air
and a lateral resolution of approximately 15mm. Images
were acquired from PWS subjects at the Beckman Laser
Institute and Medical Clinic. Microvasculature of the
PWS skin and normal skin were obtained from the PWS
subject.
Results: High-resolution, three-dimensional microvascu-
lature of PWS and normal skin were obtained. Many
enlarged PWS vessels are detected in the dermis down to
1.0mm below the PWS skin surface. In one subject, the
blood vessel diameters range from 40 to 90mm at the
epidermal–dermal junction and increase up to 300–500mm
at deeper regions 700–1,000mm below skin surface. The
blood vessels close to the epidermal–dermal junction are
more uniform, in terms of diameter. Themore tortuous and
dilated PWS blood vessels are located at deeper regions
600–1,000mm below the skin surface. In another subject
example, the PWS skin blood vessels are dilated at very
superficial layers at a depth less than 500mm below the
skin surface. ThePWS skin vessel diameters range from60
to 650mm, with most vessels having a diameter of around
200mm.
Conclusions:OCT can be used to quantitatively image in
vivo skin micro-vasculature. Analysis of the PWS and
normal skin blood vessels were performed and the results
can provide quantitative information to optimize laser
treatment on an individual patient basis. Lasers Surg.
Med. � 2013 Wiley Periodicals, Inc.
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INTRODUCTION

Optical coherence tomography (OCT) is a noninvasive,
noncontact technique, which provides a resolution of
approximately 10mm and a penetration depth of 2mm.
Port-wine stain (PWS) is a congenital, progressive vascular
malformation of the dermis. The use of OCT for the
characterization of blood vessels in PWS skin has been
demonstrated by several groups, including our institu-
tion [1–4]. A time-domain OCT system has been used
clinically for PWS imaging to determine epidermal
thickness and the configuration of dilated capillary vessels
from the analysis of two-dimensional OCT images [2]. As a
functional extension of OCT, Doppler OCT has been
demonstrated for noninvasive, two-dimensional imaging
of blood vessels in PWS skin in situ and in real time [1]. In
the past few years, advances in OCT technology have
greatly increased imaging speed. Sophisticated numerical
algorithms have improved the sensitivity of Doppler OCT
dramatically [5]. These improvements have enabled
noninvasive, high-resolution, three-dimensional function-
al imaging of PWS skin.

In this paper, we demonstrate high-resolution, three-
dimensional microvasculature imaging of PWS and nor-
mal skin using a Doppler OCT technique. For in vivo,
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awake patient imaging, involuntary movement by the
subject will decrease image quality and introduce artifacts
into the images. A frequency domain bandpass filter
method is proposed to remove the sample movement
induced artifacts in the en-face or maximum intensity
projection (MIP) images. The microvasculatures of PWS
and normal skin are compared.

MATERIALS AND METHODS

OCT System

AnOCT systemwith a tunablemicro-electro-mechanical
systems (MEMS) optical filter based compact swept source
laser was used in this study [6]. The laser has a central
wavelength of 1,310nm, an A-line rate of 50kHz and a
total average power of 16mW (SSOCT-1310, Axsun
Technologies, Inc., Billerica, MA). The FWHM bandwidth
of the laser source was approximately 80nm, resulting in a
depth resolution of 9.3mm in air. The OCTmodule adopted
aMach–Zehnder type interferometer with 90% and 10% of
the laser light power in the sample and reference arms,
respectively. The system utilized a K-trigger mode so that
no linear wavenumber re-calibration was required. To
facilitate subject imaging, a handheld probe was used
which provided a lateral resolution of approximately

15mm. The system was controlled by custom data
acquisition software written in Cþþ, running on a 64 bit
Windows 7 operating system. The software is able to
process and display the OCT images in real time and also
has the capability to stream the acquired data onto a hard
disk. The three-dimensional rendering and en-face images
were performed offline using another custom software
package written in Cþþ. For PWS and normal skin
vasculature imaging, several methods based on phase,
intensity or both have been demonstrated [7]. In this
manuscript, we will use the inter-frame intensity-based
Doppler variance (IF-IBDV) method for the extraction of
PWS and normal skin vasculature because of its simplicity
and fast speed [6–8]. The measurement protocol has been
approved by the Institutional Review Board at University
of California, Irvine (Protocol #2010-7376). A total of 4096
B-scan frameswith 1024 A-lines per framewill be acquired
for the three-dimensional reconstruction. The three-
dimensional data covers an area of 5mm (length)� 5mm
(width)� 2.5mm (height).

Involuntary Subject Movement Reduction

Involuntary subject movement during imaging is inevi-
table. Involuntarymovement induced artifacts can greatly

Fig. 1. Frequency domain bandpass filter method to reduce the sample movement induced
artifacts. A: Color-coded, MIP en-face vasculature image of the dorsal finger region from a human
volunteer. Yellow arrows point to vertical lines caused by the motion artifact.B: Fourier transform
of (A). C: Bandpass filtering of (B). D: Inverse Fourier transform of (C).
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degrade the image quality of the PWS and normal
skin vasculature, particularly when the images are
processed with phase-resolved methods [7]. Sophisticated
numerical algorithms that statistically analyze the phase
difference distribution may improve image quality and
have been demonstrated by several groups [9,10]. Com-
pared to phase-resolvedmethods, intensity-basedmethods
are less sensitive to involuntary movement induced
artifact [7,8]. However, such artifacts can still manifest
themselves in the final vasculature images, particularly
when inter-frame algorithms are used. In the final en-face
or maximum intensity projection (MIP) en-face vascula-
ture images, the artifact shows up as vertical or horizontal
lines [11]. Structural image realignment using subpixel
image registration has been used to eliminate these
lines [11]. Although effective, this method greatly in-
creases the computation time and complexity. Inasmuch
as the artifact shows up as vertical or horizontal lines in
the final en-face images, the artifact can be suppressed
by processing the final en-face images. Here, a simple
frequency domain filteringmethod is proposed to eliminate
the artifact as shown in Figure 1. Figure 1A shows
the color-coded, MIP en-face vasculature image of the
dorsal finger region from a human volunteer. The motion
artifact manifests itself as vertical lines as illustrated

by the yellow arrows in the image. Figure 1B shows
the two-dimensional Fourier transform of Figure 1A. In
Figure 1C, a bandpass filter (black regions) is used in
the Fourier domain image. The bandpass filter has a
stopband between 0.1 and 1.0 (normalized frequency,
where 1.0 corresponds to half the sampling frequency)
in the horizontal direction and a stopband between 0
and 0.01 in the vertical direction. Figure 1D shows the
inverse Fourier transform of Figure 1C. The effectiveness
of this method can be seen by comparing Figure 1A and C.
A vertical line in an image will show many horizontal
lines in the Fourier domain with most of the energy
concentrated around the zero frequency. By removing
the energy from the zero frequency horizontal line in the
Fourier domain, the vertical line in the original image
will be eliminated. This simple method is suitable for
removing vertical (or horizontal) lines artifacts in any
image, which may be an OCT tomography image or an
en-face image. Herein, the filter is applied to the final
MIP en-face image and used only once. The method
proposed here is fast and simple and the same filter may
be used for different images. However, because this
method filters the vertical (or horizontal) lines in the
image, fine structure around the lines may be lost after
filtering process.

Fig. 2. A: Photograph shows the imaging location (area enclosed bywhite circle) on a subject’s PWS.
B: The MIP images of the PWS skin microvasculature. C: 3D rendering of the PWS skin
microvasculature (movie).D: PWS skin microvasculature at a layer close to the epidermal–dermal
junction. E: PWS skin microvasculature at a depth approximately 800mm below the skin surface.
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RESULTS

The three-dimensional vasculature of PWS skin was
imaged using OCT. The subject is a 40-year-old male and
the PWS area imaged with OCT has not been previously
treated by laser. The PWS has a dark-red to purple color
and there is no hypertrophy or nodularity. In Figure 2, the
photograph shows the location imaged by OCT (area
enclosed by white circle) on the subject’s PWS. Figure 2B is
the MIP image of the PWS skin microvasculature.
Figure 2C shows a three-dimensional rendering of the
PWS skin microvasculature. Figure 2D shows PWS skin
microvasculature at a layer close to the epidermal–dermal
junction. Figure 2E shows PWS skinmicrovasculature at a
depth approximately 800mm below the skin surface.

Figure 3 shows the photograph and OCT imaging of
another PWS lesion. In this subject example, the PWS is
located on the upper arm of a female subject. The PWS
region is purple in color, as shown in Figure 3A. The entire
PWS has not been previously treated by laser and small
black nodules can be seen on the skin surface of the lesion.
Figure 3B and C shows the PWS and normal skin
microvasculature images, respectively.

DISCUSSION

Three-dimensional imaging of the subsurface vessel
network can provide information for accurate PWS
classification and guidance for effective treatment. Inva-
sive methods such as histology following biopsy and
confocal microscopy have been used to determine PWS
blood vessel geometry in human skin [12,13]. However, in
situ diagnostic knowledge of PWS blood vessel character-
istics, such as mean depth and diameter, are always
preferred to help provide guidance on the selection of the
optimal laser treatment parameters on an individual
patient basis for effective PWS treatment.

In the case shown in Figure 2, many enlarged PWS
vessels are detected in the dermis down to 1.0mm below

the skin surface. The Figure 2B and C provide a realistic
three-dimensional representation of the PWS vessel
geometry. The blood vessel diameters range from 40 to
90mmat the epidermal–dermal junction and increase up to
300–500mm at deeper regions 700–1,000mm below skin
surface. In this PWS subject, the blood vessels close to the
epidermal–dermal junction are more uniform, in terms of
diameter, as shown in Figure 2D. The more tortuous and
dilated PWS blood vessels are located at deeper regions
600–1,000mm below the skin surface, as shown in
Figure 2E.
In the case shown inFigure 3, thePWSskin blood vessels

are dilated at very superficial layers at a depth less than
500mm below the skin surface. The PWS skin vessel
diameters range from 60 to 650mm, with most vessels
having a diameter of around 200mm. A few very large
dilated tortuous blood vessels shown in Figure 3(B) may be
clusters of small vessels, whose diameters are beyond the
resolution of our currentOCT system [13]. The normal skin
blood vessel diameters are less than 90mm.

CONCLUSIONS

In conclusion, herein we have demonstrated noninva-
sive, high-resolution, three-dimensional, microvascula-
ture imaging of PWS and normal skin using a Doppler
OCT technique. Analysis of the PWSandnormal skin blood
vessel were performed and the results can provide
quantitative information to optimize laser treatment on
an individual patient basis. A frequency domain bandpass
filtermethodwas proposed to reduce the samplemovement
induced artifacts during in vivo awake patient imaging.
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