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Abstract 

The results of an ROC study comparing Maximum Likelihood Estimator reconstructions of 
human FDG PET brain scaD. data to Filtered Backprojection reconstructions of the same data are 
reported. The purpose of the study was to determine whether Maximum Likelihood Estimator 
reconstructions would result in higher detectabU,ity of small focal lesions introduced artificially into 
otherwise normal scan data. One physician assisted in defining the location and intensity of the 
lesions and five physicians were the readers of the ['mal images. Data from 90 data sets were used 
for the study. Of those, 42 were left in their original "normal" condition and 48 were modified by 
added lesions. All data sets were reconstructed by the two methods and submitted to the five 
physicians for evaluation. The results show an increase in the area under the ROC curve from 
approximately 0.65 for Filtered Backprojection to approximately 0.71 for the Maximum Likelihood 
reconstructions for four of the five observers, with good statistical significance. 

I. INTRODUCTION 

The Maximum Likelihood Estimator (MLE) method of image reconstruction for Emission' 
Tomography has been under study by research groups for several years because it promises 
lower noise and its consequent higher effective sensitivity when compared-with standard Filtered 
Backprojection (FBP) methods (l - TI). After questions related to behavior of MLE algorithms at 
high iteration numbers have been resolved and the effects controlled, studies indicate that MLE 
reconstructions of PET data exhibit lower noise in regions of low radioisotope uptake than FBP 
reconstructions. The noise in regions of high isotope, concentrations are comparable in both 
methods.<H -lID, for similar resolution. By using standard statistical techniques, our group has 
been able to quantify that improvement in phantoms and in real Positron Emission Tomography -
(PET) data from 18F-2-fluoro-2-deoxyglucose (FDG) human brain . studies, for the case of 
standard (non Time-of-Flight) PET. The analysis shows that the expected error in the estimation 
of uptake in regions of low uptake drops by approximately 1/3 in MLE reconstructions, by 
comparison with FBP reconstructions of the same data Cl2l. 

The reduced noise in low uptake regions raises the expectation that detectability of small focal 
lesions in those regions would be better with MLE than with FBP reconstructions. A number of 
figures of merit or confidence factors have been devised for the purpose of predicting the 
performance of human observers in carrying out well specified tasks under controlled conditions. 
For the PET case, with correlated noise resulting from a non-linear reconstruction method (MLE), 
and in the very complex task of detection in real PET FDG images, the state-of-the-art is still far 
from being able to predict human performance . We are then left with the time consuming but 
proven ROC methodology to verify the "correctness of our expectation. We focused on lesions in 
both grey and white matter of a nature and contrast level that make them borderline in detectability. 
Lesions that are easy to detect by FBP would also be easily detectable by MLE, and those that are 
impossible to detect by FBP may also be undetectable by MLE. It is in borderline cases where the 
MLE method can be expected to yield better results.' 

2 



. , 

II. METHODS 

ROC methodology is now well established as a reliable way of statistically determining the 
differences in perlormance of medical procedures that combine human observers and technology in 
medical diagnostic tasks @ - ~. A well-defined protocol that bears in mind a number of possible 
pitfalls in those studies is essential if the final results are to have statistical validity (2.4, zj). We 
present here the procedures that we have followed in a very strict manner in order to ensure such 
statistical validity. 

A. Data selection and organization 

FDG PET scan data from 15 individuals were utilized for this study. AllIS were either normal 
volunteers or patients who yielded PET studies that were considered normal. Data for each 
individual consisted of 15 planes through the brain in a number of time frames adding up to totals 
of from 30 minutes to more than one hour, obtained with a CTI-831 tomograph. Data collection 
started approximately 45 minutes after FDGinjection. A preliminary study showed that, in the 
absence of additional anatomical information provided, for example, by planes adjacent to the one 
under study, physicians were not able to detect focal lesions that would have been considered to be 
quite obvious (based on local contrast ratios and on non-blinded comparison with the original 
image) to the physicists who placed them into the data sets (25). In order to provide that 
anatomical information, all images were prepared as sets of three consecutive planes, with the 
center plane being the one to be evaluated for presence or absence of a lesion. These sets of three 
images are referred to as "image sets". Ninety image sets were formed from the 225 available 
planes, with most of the peripheral planes being reused in different image sets (bottom plane of one 
set becoming top plane of another set). The central planes for all the sets were different and were 
never used as peripheral planes. Planes 1 and 15 of most of the patients were removed from 
consideration for the data sets because they often show little grey or white matter that was suitable 
for our study. 

Statistical power in ROC studies is maximized when approximately half of the images are 
normal. From the 90 image sets we selected 42 sets at random to be left as "normals", i.e., no 
lesion was added to them. The remaining 48 image sets received lesions, as described below. The 
cumulative tiIne frame for each of the 90 image sets to be used in the ROC evalua.tion contained 
approximately 1.4 million (M) counts in the center plane. This number was selected qualitatively 
as yielding images that are noisy, but not excessively so. It corresponds to a typiCa15-minute time 
frame for many of the patient studies that we have seen. The selection of noisy images is 
consistent with our aim of comparing MLE reconstructions with FBP reconstructions through 
detectability experiments in borderline cases, although it may not be a standard clinical FDG 
procedure. The experiment corresponds to a general situation in many other PET studies, with 
count limited images . 

B. Introduction of lesions 

In addition to preparing the 1.4 M count image sets, all the available time frames for each image 
set were added up to provide "high-count" image sets. These were used for the introduction of 
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artificial lesions, in order to decouple the problem of generating medically plausible lesions from 
that of detecting lesions in low count data sets. 

From a physicist's point of view, three kinds of lesions were introduced: a) additive lesions in 
grey matter, b) subtractive lesions in grey matter and c) additive lesions in white matter. 
Subtractive lesions in white matter were riot considered for several reasons. First. small subtractive 
white matter lesions would almost certainly be considered as an effect due to noise in our images. 
For example, PET images of noise and resolution characteristics similar to ours would commonly 
be unable to delineate boundaries between white matter, where little uptake is expected, from 
ventricles, where no, uptake is expected. Second, the applicability of PET for such lesions 
(especially by comparison with that of structural imaging such as computed tomography or 
magnetic resonance imaging) would be expected to be quite limited" in routine clinical use. The 
choice of which data set gets what type of lesion was done at random. From a medical point of 
view, the lesions corresponded to plausible cases of small focal lesions found in clinical practice. 
The intensity, size and local contrast were chosen so that, in the high count data sets used for that 
purpose, the lesions were reasonably easy to detect by'experienced physicians, although it could be 
expected that a range of difficulty would come naturally from the process. In approximately 30% 
of the cases, lesions were allowed to extend to the peripheral plane above or below the center plane 
to be evaluated, as would occur in practice. 

Once a proposed lesion was found to be acceptable from the medical point of view. it was 
transferred to the 1.4 M count image set, preserving location and relative contrast or intensity, in 
the following manner: A "perfect" lesion was fIrst projected into the data space by multiplication 
with the response matrix of the tomograph. Then, for additive lesions, the new counts were added 
to the original data set in a Poisson fashion. For subtractive lesions the projected counts were 
removed from the scan data by the thinning process, which preserves their Poisson characteristics. 
The modified data sets were fInally reconstructed by MLE and FBP for presentation to the 
observers. Figs. 1, 2 and 3 show examples of high-count image sets, both before and after the 
introduction of lesions, and theFBP and MLE reconstructions of the corresponding low,.count 
image sets (labelled ROC) with lesions, for the cases of an additive lesion in grey matter, a 
subtractive lesion in grey matter and an additive lesion in white matter, respectively. 

C. Reconstruction methods 

The nonnal and modified image sets were reconstructed by FBP using a Butterworth filter with 
characteristics shown in Fig. 4. This filter represents an improvement over the Shepp-Logan fIlter 
used routinely for FDG images with approximately 1.4 M counts, also shown in the same fIgure. 
The Butterworth filter enhances the middle frequencies and cuts off the high frequencies more 
strongly, where there is a predominant contribution from noise. The choice of parameters for the 
Butterworth filter was verifled by the 5 observers as yielding images with the optimal infonnation 
for that number of counts. 

All the data sets were also reconstructed by the MLE-CV (Maximum Likelihood Estimator with 
Cross-Validation) method, with a small amount of Gaussian post-fIltering, yielding images with a 
resolution equivalent to the FBP images. The reconstruction procedure and resolution evaluation 
have been described in detail (12). All the images were reconstructed on a 128 x 128 grid of pixels 
with a side dimension of 0.18 cm. 
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D. Presentation of image sets 

Images were submitted to the five observers in groups of 15 image sets, containing a balanced 
set of nonnals and lesions, as follows: 

1) There were 7 nonnal and 8 lesion image sets in each group. 

2) Of the 8 lesions, 4 were in grey matter and 4 in white matter. 

3) The grey matter lesions were two additive and two subtractive. 

4) The white matter lesions were all additive. 

5) In what we call "direct" sets, 3 nonnal image sets were reconstructed by FBP and 4 by . 
:MLE. The image sets with lesions were reconstructed 4 by FBP, 4 by MLE, in random 
assignments. 

6) In the corresponding "reverse" sets, the methods of reconstruction of exactly the same 
data sets Were reversed from the above. 

7) The 15 image sets in a group were presented in random order to the observers. 

There were 12 groups of 15 image sets, for a total of 180 image sets. The "direct" sets were' 
presented fIrst, the "reverse" sets followed. The observers knew only that approximately 50% of 
the images in a 15-image set group were normal and that there were no subtractive white matter 
lesions. Which images Were reconstructed by MLE and which by FBP was immediately obvious to 
the observers, but that poses no problem for the ROC procedure. 

A training session preceded the study. The nature of the study was explained to the individual 
physiCians, sample images with and without lesions were shown to them and they were instructed 

. to respond to the question: 'Does the image show an abnonnality?" for the center plane, with a 5-
point rating scale corresponding to: 

1 - definitely or almost definitely no 

2 - probably not 

3 - possibly yes 

4 - probably yes 

5 - definitely or almost definitely yes. 

The physicians had the freedom to choose any method for viewing the images that they 
preferred, although it was emphasized that it was important to be able to manipulate the color or 
intensity scale in order to extract the maximum of infonnation from the images. They all chose to 
use good quality black and white or color image display workstations for the study, working 
interactively, with no time limit. There was the possibility that physicians would give an 
afflrIDative answer in response to either an added lesion or to a nonnal anatomical feature that they 
perceived to be a lesion, leading to an error. By designing the study as a correlated one, i.e., with 
each image being evaluated for both methods of reconstruction, errors of the type described would 
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be made with nearly equal probability in both modalities, with results that cancel out in the fmal 
ROC analysis. ' 

ID. RESULTS OF THE STUDY 

A. ROC curves 

The ROC methodology used for this work is based on fitting the data to bi-normal disiributions, 
plotting the data in a ROC curve and evaluating the significance of the results, bearing in mind the 
correlated nature of the study (Le., each image set was evaluated by each observer in the two 
modalities being compared). The underlying assumption for the bi-normal distribution is that an 
observer, when faced with evaluating an image for the presence or absence of some characteristic, 
will give numerical results that are normally distributed about some mean for positive cases and 
normally distributed about a different mean for negative cases. A detailed discussion of the basic 

. process of ROC analysis is given in @. The significance of the results was evaluated by using 
the CORROC2 program developed at the University of Chicago for correlated data, based on the 
work of Metz, Wang and Kronman @,~. The five pairs of ROC curves resulting are shown in 

. Figs. Sa - e (one pair for each of the observers in the study). The solid or broken lines correspond 
to the bi-normal fitting, while the dots correspond to the actual data points obtained from the data. 
A,S indica~ in Fig. Sa, the solid line represents the MLE results. 

Table 1 shows the area Az under the ROC curve for each of the observers for the two methods 
of reconstruction, and the difference between the two. In the frrst four cases, the values of Az for 
the MLE are larger than those for the FBP by approximately 10% or larger. For physician p5, no 
significant difference is observed between the two methods, but it must the noted that the actual Az 
values are barely above 0.5, which indicates a performance not too different from chance for both 
methods of reconstruction. It is realized that the exercise that was carried out is very different from 
a diagnostic procedure in Nuclear MediCine. Therefore, the above result for p5 must be taken in· 
the proper context 

B. Statistical significance 

The ROC curves for the cases of pI through p4 are not sufficiently separated to establish 
statistical significance individually. We estimate that approximately 300 independent data sets (600 
different image sets) would have been needed for that purpose, instead of the 90 data sets used in 
the study. Taken collectively, however,theprobability that 4 observers would fmd those similar 
results by chance is very small, as will be shown below. A collective statistical analysis was 
performed by using Student's t test for paired data for th~ purpose of testing the hypothesis that the 
two methods of reconstruction yield images with equal detectability. The test was carried out in two 
ways: 1) assuming that physicians pI through p4 are representative of the Nuclear Medicine 
physician population with PET experience and 2) including p5 and assuming that the 5 physicians 
are representative of that popUlation. This assumption for the second case is, however, not strictly " 
correct: The t test assumes that the data being analyzed are normally (Gaussian) distributed about a 
mean which we are interested in estimating. It implies that the individual participants in the test 
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have some characterictic in common that justifies the assumption of normality of the data with a 
unique ~ean. The areas Az under the ROC curves for p5 were very near 0.5, indicating a 
performance for the ROC task which was very near random for both methods of reconstruction. 
The requirement that physicians pI through p5 have similar characteristics for the performance of 
the ROC task was not met and, therefore, the assumption of normality of the data cannot be . 
supported. Nevertheless, we have evaluated the data with and without the inclusion of p5 to show 
that, in the worst case, the hypothesis being tested can be rejected. 

- Case 1) Taking only the data from observers pI through p4. 

The t test establishes that AAz, the true difference in the areas Az observed by 4 physicians. 
taken from a group of physicians with characteristics similar to the pI - p4 group, replicating the 
experiment .that we have carried out with the same image sets, is bound by the 95% confidence 
interval 

0.0685 - 0.0017 < AAz < 0.0685 + 0.0017, 
in favor of the MLE method 

Then, we define the p-Ievel as the probability of finding an absolute difference in 
area as large or larger than the one observed by a group of 4 physicians of characteristics 
similar to the pI - p4 group, replicating the same experiment if, indeed, the two methods of 
reconstruction were equally effective in demonstrating lesions. The p-Ievel found is < 
0.00001, i.e., the hypothesis that the two methods are equally effective can be rejected 

- Case 2) Taking all 5 observers, pI though p5. 

If we assume that the 5 observers pI - p5 are truly representative of the population of PET 
experienced Nuclear Medicine physicians, then the true difference in the areas Az for any 5 
physicians replicating the same experiment is bound between 

0.055 - 0.038 < Mz < 0.055 + 0.038, 
in favor of the MLE method The p-Ievel obtained is < 0.20, i.e., the hypothesis that the 
two methods of reconstruction are equally effective can be rejected with at least 80% 
probability of being correct. \ 

IV. DISCUSSION 

The above results establish the· fact that the MLE method of image reconstruction is better than 
the FBP for the task of detecting small focal lesions at the threshold of detectability. We note that 
our intended goal of evaluating !pe difference between the methods of reconstruction in borderline 
cases has been fulfilled. Except for observer p5, the area Az for the FBP ranges between 0.576 
and 0.699, while for MLE, it ranges between 0.657 and 0.773. It is generally accepted that values 
for Az in the vicinity of 0.65 to 0.75 result in useful sensitivity to demonstrate differences between 
procedures. In our case, lower values would indicate lesions that are very difficult for that group of 
physicians to detect, while substantially larger numbers would probably indicate that the lesions are 
too easily detected The lesions placed on the high-count images were all judged to be detectable 
by an experienced observer, though some were relatively subtle. When transferred to the low-count 
images, these lesions became considerably more difficult to detect because of statistical noise. By a 
simple analysis of the responses of different observers to different lesions, we have established 
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qualitatively that the difference in the ROC curves is due to higher ratings (in the 1 to' 5 scale) in 
:MLE images for additive lesions in white matter and for subtractive lesions in grey matter, while 
the results for additive lesions in grey matter and in normal images were nearly identical for both 
methods of reconstruction. 

A practical question arises as a result of the above analysis: How often are physicians faced 
with having to detect lesions in borderline cases? Unfortunately, we cannot answer that question. 
Every time that a study is diagnosed as normal, the physician may have been facing a borderline 
case. We submit that MLE reconstructions should decrease the number of false negative readings 
of PET studies. 

It might also be argued that the situation devised for this study differs substantially from the 
clinical interpretation of most PET brain imaging studies, in which the PET images are compared 
directly with corresponding images from structural imaging techniques, such as computed 
tomography or magnetic resonance imaging. To a large extent, this assertion is true and the 
influence of potentially improved reconstruction methods may be difficult or impossible to quantify 
in such cases. However, in the clinical interpretation of PET brain images, the interpreter 
frequently is still left with the question of the presence, absence, or level of activity within a 
discrete focus. For example, a common clinical application of FDG-PET brain imaging is the 
distinction between radiation necrosis and recurrent brain tumor, based on the level of and/or 
spatial distribution of FDG accumulation. This dilemma frequently entails the assessment of 
activity levels within a sma1llesion or a small portion of a structurally heterogeneous lesion. The 
current results suggest that the MLE reconstruction technique may offer clinically significant 
advantages in such situations. 

One of the objections that has often been raised to the use of :MLE reconstructions in a clinical 
setting is the requirement for high computational times. The MLE images shown in Figs. 1, 2 and 
3 have been obtained in approximately 10 minutes per plane using a readily available HP-730 
workstation and our software, which is not particularly optimized for speed. The advent of 
powerful, reasonably priced multiprocessors will increase the speed of computation significantly. 
The performance of a Hyper-Cube structure of 8 iPSC/860 processors was evaluated recently by 
our group and found to permit reconstruction of one plane in approximately 30 seconds, bringing 
the :MLE method in the range of clinical utility. With rapidly decreasing prices for such processors, 
clinical trials of the MLE algorithm are now indicated. 
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ROC~ 
PBP 

Figure 1 - High-count (reference) images reconstructed by FBP before adding a lesion (top row), after placing an 
additive lesion in grey matter indicated by an arrow (second row), FBP reconstructions of a 1.4 M data set 
corresponding to the second row images (third row) and, MLE reconstruction of the same 1.4 M data set. The images 
on the left and right columns are submitted together with the center image to provide anatomical information to the 
physician who has to rate the center image. The added lesion was extended to the plane above the center. . 
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Figure 2 - An example similar to Figure 2, with the lesion being subtractive. in .grey matter, indicated by an 
arrow. 
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Middle 

Figure 3 - An example similar to Figure 2, with the lesion being additive in white matter, indicated by an 
arrow. This lesion extends to the plane above center. 
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Figure 4 - Butterworth filter used in the FBP reconstructions, shown together with the Shepp
Logan filter used routinely for the reconstruction of 1.4 M count data sets in the UCLA Dept .. of 
Nuclear Medicine. 

Figure 4 
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Figure Se) 

Figures S a) through e) - ROC curves for the five individual physicians. Solid and dashed lines 
correspond to a bi-normal fitting of the measured data, which are represented by circles. The MLE 
results are those shown by the solid lines. The abcissa corresponds to the False Positive Fraction 
(FPF, as shown in Sa) , i.e. the fraction of negative cases that have been diagnosed as positive. 
The ordinate corresponds to the True Positive Fraction (TPF in Sa), i.e., the fraction of positive 
cases that are correctly diagnosed as positive. An excellent diagnosis would correspond to curves 
that have high values of TPF at very low values of FPF. Such curves would have an area Az near 
1.0. 
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Table 1. 

Comparison of ROC curve results ~ 

Area under ROC curve, Az 
't, 

Physician 1v1LE FBP Difference 

pI 0.657 0.576 0.081 

p2 0.773 0.699 0.074 

p3 0.722 0.663 0.059 

p4 0.706 0.646 0.060 

p5 0.527 0.526 0.001 
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