Title
Development of a real-time PCR for the detection of pathogenic Leptospira spp. in California sea lions.

Permalink
https://escholarship.org/uc/item/9qr77392

Journal
Diseases of aquatic organisms, 110(3)

ISSN
0177-5103

Authors
Wu, Qingzhong
Prager, Katherine C
Goldstein, Tracey
et al.

Publication Date
2014-08-01

DOI
10.3354/dao02752

Peer reviewed
Development of a real-time PCR for the detection of pathogenic Leptospira spp. in California sea lions

Qingzhong Wu1,*, Katherine C. Prager2,3,4, Tracey Goldstein5, David P. Alt6, Renee L. Galloway7, Richard L. Zuerner6,**, James O. Lloyd-Smith2,3, Lori Schwacke1

1Hollings Marine Laboratory, National Centers for Coastal Ocean Science, National Ocean Service, National Oceanic Atmospheric Administration, Charleston, South Carolina 29412, USA
2Department of Ecology and Evolutionary Biology, University of California, Los Angeles, California 90095, USA
3Fogarty International Center, National Institutes of Health, Bethesda, Maryland 20892, USA
4The Marine Mammal Center, Sausalito, California 94965, USA
5One Health Institute, School of Veterinary Medicine, University of California, Davis, California 95616, USA
6Infectious Bacterial Diseases Research Unit, National Animal Disease Center, Ames, Iowa 50010, USA
7Centers for Disease Control and Prevention, Atlanta, Georgia 30333, USA

ABSTRACT: Several real-time PCR assays are currently used for detection of pathogenic Leptospira spp.; however, few methods have been described for the successful evaluation of clinical urine samples. This study reports a rapid assay for the detection of pathogenic Leptospira spp. in California sea lions Zalophus californianus using real-time PCR with primers and a probe targeting the lipL32 gene. The PCR assay had high analytic sensitivity — the limit of detection was 3 genome copies per PCR volume using L. interrogans serovar Pomona DNA and 100% analytic specificity; it detected all pathogenic leptospiral serovars tested and none of the non-pathogenic Leptospira species (L. biflexa and L. meyeri serovar Semaranga), the intermediate species L. inadai, or the non-Leptospira pathogens tested. Our assay had an amplification efficiency of 1.00. Comparisons between the real-time PCR assay and culture isolation for detection of pathogenic Leptospira spp. in urine and kidney tissue samples from California sea lions showed that samples were more often positive by real-time PCR than by culture methods. Inclusion of an internal amplification control in the real-time PCR assay showed no inhibitory effects in PCR negative samples. These studies indicated that our real-time PCR assay has high analytic sensitivity and specificity for the rapid detection of pathogenic Leptospira species in urine and kidney tissue samples.

KEY WORDS: Sea lions · Pathogenic Leptospira spp. · lipL32 gene · Real-time PCR · Urine · Kidney

INTRODUCTION

Evidence of past infection with Leptospira spp. has been detected in mammals worldwide (Levett 2001) including marine mammals. Prior work on marine mammal exposure and infection suggest that Leptospira infection in California sea lions Zalophus californianus, Steller sea lions Eumetopias jubatus and northern elephant seals Mirounga angustirostris is caused by L. interrogans (Vedros et al. 1971, Coleman et al. 2005, Cameron et al. 2008, Prager et al. 2013). L. kirschneri has been detected in an elephant seal (Cameron et al. 2008).

*Corresponding author: qingzhongwu@yahoo.com
**Retired from the US Department of Agriculture Agricultural Research Service (ARS)
Current methods for detection of pathogenic \textit{Leptospira} spp. are limited by one or more of the following issues: methods are often labor intensive, results are not available quickly, sample collection is invasive, and/or tests lack sensitivity and specificity. Microbiological culture and isolation of \textit{Leptospira} spp. can take 3 to 6 mo because of a long doubling time, ranging from 10 h to up to a few days for pathogenic strains (Schreier et al. 2013). Immunohistochemical (IHC) staining of kidney tissue is time consuming, expensive and requires invasive sampling. Fluorescent antibody testing (FAT) and dark field microscopy lack sensitivity (Miller et al. 1989) and specificity; and the microscopic agglutination test (MAT) detects anti-\textit{Leptospira} antibodies in the serum, indicative of prior exposure, but is not a confirmatory diagnosis for current infection. In addition, MAT does not provide species- or strain-specific information, while PCR can provide information on the infecting \textit{Leptospira} species. Real-time PCR assays for the detection of pathogenic \textit{Leptospira} spp. have been reported; however, few of the methods described have evaluated performance of the assay using clinical urine samples (Levett et al. 2005, Ahmed et al. 2009, Stoddard et al. 2009). We developed a real-time PCR assay targeting the \textit{lipL32} gene for the detection of pathogenic \textit{Leptospira} spp. and compared results from this real-time PCR assay with those from culture to assess the relative sensitivity of our assay. To identify false-negative results due to the presence of inhibitors in DNA extracts, we included an artificially created DNA molecule as an internal amplification control.

\section*{Materials and Methods}

\subsection*{Reference strains}

\textit{Leptospira} strains (pathogenic, non-pathogenic and intermediate \textit{Leptospira} spp.) and other microorganisms were included this study (see Table 1). \textit{Leptospira} and \textit{Brucella} strains were obtained from the National Veterinary Services Laboratories (NVSL, Ames, Iowa, USA) and the Centers for Disease Control (CDC, Atlanta, Georgia, USA), respectively.

\subsection*{Sample collection}

Urine was collected by sterile urethral catheterization or cystocentesis from 56 wild-caught, free-ranging California sea lions. In addition, 79 urine samples were collected by sterile urethral catheterization, cystocentesis or at necropsy from 64 individual California sea lions that stranded and were brought to The Marine Mammal Center (TMMC), Sausalito, California, USA for rehabilitation. Kidney samples were collected at necropsy within 36 h of death from 40 stranded California sea lions at TMMC that did not survive rehabilitation. All samples were collected under Marine Mammal Protection Act Permit No. 932-1905-00/MA-009526 issued by the National Marine Fisheries Service (NMFS). Urine was processed as described previously (Prager et al. 2013). A section of kidney including renal cortex, medulla and pelvis was collected aseptically during necropsy and stored in a sterile whirl-pack (Nasco). All samples were stored at −80°C for 7 to 11 mo until shipment to the Hollings Marine Laboratory, Charleston, South Carolina, USA, for analysis by PCR.

\subsection*{Culture and isolation of \textit{Leptospira}}

Culture and isolation of \textit{Leptospira} from urine specimens were performed as described previously (Prager et al. 2013). Culture and isolation of \textit{Leptospira} from kidney specimens was as follows: 1 g of kidney was collected aseptically from the renal cortex and was homogenized in Ellinghausen, McCullough, Johnson and Harris (EMJH) medium (Ellinghausen & McCullough 1965, Johnson & Harris 1967) at a 1:10 dilution and 100 µl samples of this dilution were inoculated into either T80/40/LH, a modified semi-solid EMJH medium (Zuerner 2006) supplemented with 0.4 % heat-inactivated rabbit sera, or EMJH supplemented with 5-fluorouracil. These cultures were held in a 30°C incubator at TMMC for 1 to 14 d prior to overnight shipment to CDC or the National Animal Disease Center (NADC) for isolation. Once at CDC or NADC, cultures were incubated at 29°C for up to 6 mo and received periodic examination using dark field microscopy before being considered negative for \textit{Leptospira}.

\subsection*{DNA extraction}

Genomic DNA was extracted from reference \textit{Leptospira} cultures from NVSL using the DNeasy tissue kit (Qiagen). DNA from non-\textit{Leptospira} spp. and DNA from kidney samples were extracted with the QIAamp DNA mini kit (Qiagen). Isolation of genomic DNA from urine was accomplished using the QIAamp viral RNA mini kit (Qiagen). Each urine
sample was concentrated by centrifugation (20,000 × g, 10 min). The resulting pellet was washed with 10 mM phosphate-buffered saline and then centrifuged again. Each sample was processed further according to the manufacturer’s instructions and 50 µl of DNA in nuclease-free water was eluted per sample. DNA was stored at −20°C until use.

**Design of PCR primers and TaqMan® probe**

Sequences of the *lipL32* gene from *L. interrogans* strain Jez Bratislava (GenBank accession number AY461901), *L. interrogans* serovar Canicola (AY609321), *L. interrogans* serovar Copenhageni (AE016823), *L. interrogans* serovar Lai (AE010300), *L. interrogans* serovar Grippotyphosa (AY609327), *L. interrogans* serovar Hardjo (AY442332), *L. interrogans* serovar Icterohaemorrhagiae (AB094433) and *L. interrogans* serovar Pomona (AY776293) were aligned and a consensus sequence was selected using ClustalW2 (Larkin et al. 2007, Goujon et al. 2010). The primers and probe were designed using PrimerQuest (Integrated DNA Technologies [IDT], www.idtdna.com/primerquest/home/index). The designed primers *LipL32F* (5′-GGA TCC GTG TAG AAA GAA TGT CGG-3′) and *LipL32R* (5′-GTC ACC ATC ATC ATC ATC GTC C-3′) were used to amplify a 101 bp fragment of the *lipL32* gene, which was detected by the probe *LipL32P* (6-carboxyfluorescein [FAM]-5′-ATG CCT GAC CAA ATC GCC AAA GCT GCG AAA-3′-Black Hole Quencher 1 [BHQ1]). The primers and probe were synthesized by Integrated DNA Technologies. Primer and probe specificities of the *lipL32* gene in *L. interrogans* were verified by BLASTN analysis against all GenBank entries. Primer specificity was evaluated using extracted template DNA from all of the reference strains listed above.

**Construction of internal control DNA**

To assess whether inhibitors from urine and kidney samples were present in the extracted DNA and causing false-negative PCR results, we constructed an internal control DNA (147 bp) consisting of a fragment of the *phyB* gene-coding region of potato root (Nolan et al. 2006) flanked by the primers *LipL32F* and *LipL32R*. An amplicon was constructed from an oligonucleotide of the *phyB* gene (synthesized by Integrated DNA Technologies) in a conventional PCR using overhanging primers (*LipL32IACF* 5′-GGA TCC GTG TAG AAA GAA TGT CGG AAC TTG GCT TTA ATG GAC CTC CA-3′ and *LipL32IACR* 5′-GTC ACC ATC ATC ATC ATC GTC CAC ATT CAT CCT TAC ATG GCA CCA-3′). The overhanging primers were synthesized by IDT with the binding site for the *lipL32* primers added to the 5′ end of SPUD primer sites (Nolan et al. 2006). PCR was performed in total reaction volumes of 20 µl with 10 µl of 2× AmpliTaq Gold® 360 Master Mix (Applied Biosystems), 100 nM of each primer and 2 µl of 1 µM SPUD-A (Nolan et al. 2006). The conditions used were 5 min at 95°C, followed by 35 cycles of denaturation for 15 s at 95°C, annealing for 15 s at 69°C, and elongation for 30 s at 72°C, and a final extension step of 72°C for 7 min. The amplicon from the first PCR was purified using a QIAquick PCR purification kit (Qiagen) and diluted at 1:1000 with nuclease-free water. The diluted amplicon was reamplified with primers *LipL32F* and *LipL32R* using the process described above with 1 modification: the annealing temperature was 59°C instead of 69°C. The final amplicon was purified using the QIAquick PCR purification kit and analyzed on an Agilent 2100 Bioanalyzer (Agilent Technologies) to confirm the presence of a single amplicon. The artificially created DNA was used as an internal amplification control (IAC) in every reaction mixture. The IAC was detected by the real-time PCR assay using the probe *SPUD-T* (hexachlorofluorescein [Hex]-5′-TGC ACA AGC TAT GGA ACA CCA CGT-3′-BHQ1) (Nolan et al. 2006).

**Real-time PCR analyses**

Different primer and probe concentrations were tested to determine the optimal conditions for our real-time PCR assay. Real-time PCR was performed in a total volume of 15 µl with primer and probe concentrations of 300 nM and 150 nM, respectively, 7.5 µl of TaqMan® Universal PCR master mix (Applied Biosystems), 1.5 µl IAC (200 copies per reaction) and 1.5 µl DNA template in an Eco™ real-time PCR system (Illumina). The PCR conditions were as follows: 10 min at 95°C, followed by 40 cycles of 10 s at 95°C and 30 s at 60°C. DNA from *L. interrogans* serovar Pomona was used as the positive template control. Nuclease-free water instead of DNA extract was used as the no template or negative control. All samples and both negative and positive controls were run in triplicate for reproducibility. Amplification efficiency (E) was estimated by the formula $E = 10^{-1/slope} − 1$ (Bustin et al. 2009).
Analytical sensitivity and specificity

Genomic DNA isolated from L. interrogans serovar Pomona strain Pomona was used to determine the analytic sensitivity of the assay. The quantity of Leptospira genomic DNA was estimated by measuring the absorbance of DNA using the Spectrophotometer ND-1000 (Nanodrop Technologies). Assuming a genome size of 4.627 Mb, we considered 5.07 fg of Leptospira DNA to be equivalent to 1 genomic DNA copy. A standard curve was developed using a 10-fold serial dilution of DNA from L. interrogans serovar Pomona, ranging from 15.2 to 1.52 × 10^6 fg DNA (3 to 3 × 10^5 genome copies) per PCR volume. To determine the analytic specificity of our real-time PCR assay, we tested pathogenic Leptospira spp. strains, the non-pathogenic strains L. biflexa serovar Andaman strain CH 11 and L. meyeri serovar Semaranga strain Veldrot Semarang 173, the intermediate strain L. inadai serovar Kaup strain LT 64-68 from NVSL, and non-leptospiral pathogens (see Table 1).

Diagnostic sensitivity and specificity

We used culture as the gold standard for the estimation of the diagnostic sensitivity and specificity of our real-time PCR assay.

Sequencing amplicons from PCR-positive urine samples

The amplicons from PCR-positive urine samples were purified using the QIAquick PCR purification kit (Qiagen) and then run by the Agilent 2100 Bioanalyzer to confirm the presence of a single amplicon prior to sequencing by SeqWright with primers LipL32F and LipL32R. The amplicon sequences were analyzed using BLASTN to assess homologies with sequences in the NCBI database.

Statistical analysis

Cohen’s kappa value was used to estimate agreement between real-time PCR and culture results with a 95% confidence interval (CI). The ranges considered for interpretation of the kappa value (Landis & Koch 1977) were poor agreement: <0.00; slight agreement: 0.00 to 0.20; fair agreement: 0.21 to 0.40; moderate agreement: 0.41 to 0.60; substantial agreement: 0.61 to 0.80; almost perfect: 0.81 to 1.00. A 2 sample t-test was used to compare the effect of urine and kidney samples on the threshold cycle (Ct) value of the IAC. All p-values < 0.05 were considered to be significant.

RESULTS

Analytical sensitivity and specificity of the real-time PCR assay

We developed a real-time PCR assay for rapid detection of Leptospira interrogans and identified the primers and probe concentrations that optimize the amplification of the lipL32 gene fragment. The amplification efficiency of the assay was 1.00 with a correlation coefficient of 0.99 (Fig. 1). The limit of detection of the PCR assay was determined by testing serial dilutions of genomic DNA from L. interrogans serovar Pomona, and was determined to be 3 genome copies per PCR volume (Fig. 1), indicating high analytic sensitivity. All pathogenic leptospiral serovar controls included in this study were positive using our assay (Table 1), indicating 100% analytic specificity. Real-time PCR of genomic DNA from the non-pathogenic species L. biflexa serovar Andaman strain CH 11 and L. meyeri serovar Semaranga strain Veldrot Semarang 173, the intermediate species L. inadai serovar Kaup strain LT 64-68 and the non-leptospiral pathogens, using the described primers and probe, did not result in any amplification products (Table 1).
A total of 135 urine and 40 kidney samples from California sea lions were analyzed using real-time PCR and direct culture, and results from the 2 methods were compared. We detected leptospiral DNA in 41.5% (56/135) of the urine samples using our real-time PCR assay versus 8.9% (12/135) by culture (Table 2). Real-time PCR and culture of urine showed fair agreement, with a kappa value of 0.21 (95% CI, 0.02 to 0.39). When using culture as the gold standard for comparison, our real-time PCR had a diagnostic sensitivity of 92% and diagnostic specificity of 63% for urine samples. One urine sample was culture-positive but real-time PCR-negative. This urine sample was not centrifuged before being stored at −80°C for 8 mo and the sample volume was small (<0.5 ml) relative to other urine samples tested (1 to 10 ml). We detected leptospiral DNA in 57.5% (23/40) of the kidney samples by real-time PCR, versus 27.5% (11/40) by culture (Table 3). Moderate agreement was observed between real-time PCR and culture of kidney tissues, with a kappa value of 0.44 (95% CI, 0.17 to 0.70). When using culture as the gold standard for comparison, our real-time PCR had a diagnostic sensitivity of 100% and diagnostic specificity of 59% for kidney samples.
Performance of the IAC

The optimal IAC concentration (200 copies per reaction) was established based on the criterion that an IAC amplicon was always detected in samples containing 0 to 200 copies of the lipL32 gene per reaction. The Ct value (34.82 ± 0.4, mean ± SD) for the IAC was recorded for all 288 real-time PCR runs on the 96 urine and kidney samples where no amplification of leptospiral DNA was detected. These results did not differ from the Ct value (34.74 ± 0.3) recorded for the 42 real-time PCR runs of the 14 no template controls (p = 0.214). The IAC was amplified successfully in all negative samples, demonstrating that the real-time PCR was not inhibited in these samples. As mentioned in the above section, 1 urine sample was culture-positive but real-time PCR-negative. The Ct value of the IAC for this real-time PCR-negative sample was 34.76 ± 0.3, which did not differ from the no-template control (34.73 ± 0.3, p = 0.908), indicating that there was no PCR inhibition in this sample.

Confirmation of amplicon identity by DNA sequence analysis

PCR products from 2 positive urine samples by real-time PCR were analyzed with an Agilent 2100 Bioanalyzer and showed a single band. The purified PCR products were sequenced and the outputs were compared with the GenBank database using BLASTN. These comparisons indicated that they aligned with 100% identity with L. interrogans serovar Pomona (access number AY776293), L. borgpetersenii serovars Hardjo-bovis (DQ343231) and Mini (AY609333), L. noguchii serovar Pomona (AY609326) and uncultured Leptospira sp. clone (HQ231747).

DISCUSSION

We developed a real-time PCR assay using primers and a TaqMan probe for a lipL32 gene fragment to detect pathogenic Leptospira spp. To test the analytic specificity of our PCR method, we used known laboratory strains representing several pathogenic, intermediate and non-pathogenic Leptospira spp., and non-leptospiral pathogens. All pathogenic Leptospira serovar controls were PCR-positive and the intermediate and non-pathogenic Leptospira spp. as well as all non-leptospiral pathogens were PCR-negative, indicating that our assay had high analytic specificity. The amplicon sequences from 2 positive urine samples identified by real-time PCR aligned with 100% identity to L. interrogans serovar Pomona, L. borgpetersenii serovars Hardjo-bovis and Mini and L. noguchii serovar Pomona, further indicating the assay specificity for pathogenic Leptospira spp. The lipL32 gene has been used with real-time PCR assays for detection of pathogenic Leptospira spp., and these assays detected all pathogenic Leptospira spp. but not the intermediate pathogenic and non-pathogenic strains tested (Levett et al. 2005, Stoddard et al. 2009). Levett et al. (2005) developed a real-time PCR assay using SYBR technology which is commonly used in real-time PCR due to its low cost. A drawback of this assay is that specificity may be lower than assays that use fluorescent probes such as the TaqMan because all double-stranded DNAs formed during the PCR reaction (i.e. nonspecific PCR products and primer-dimers) are detected with the SYBR green dye, whereas only sequence-specific amplification is measured with a TaqMan probe (Valasek & Repa 2005). Stoddard et al. (2009) developed a TaqMan PCR assay that detected leptospiral DNA which had high analytic specificity, but the estimated PCR amplification efficiencies were low (0.73 to 0.76) in comparison to that of our assay (1.00). The highest attainable efficiency of 1.00 indicates that the amount of PCR product doubles with each cycle (Bustin et al. 2009), but the actual amplification efficiency of a PCR assay may be reduced below this theoretical maximum by the presence of inhibitors in DNA samples or by PCR primers and probes that do not have 100% identity with the target DNA.

Our assay showed an analytic sensitivity of 3 homologous genome copies of L. interrogans serovar Pomona per reaction, a level of sensitivity that is comparable to that reported for other assays (1 to 5 copies of Leptospira spp. per reaction) developed for detection of Leptospira spp. in clinical samples (Levett et al. 2005, Ahmed et al. 2009, Bourhy et al. 2011) and higher than that (20 genomic equivalents per reaction) developed by Stoddard et al. (2009). Our PCR assay had a diagnostic sensitivity of 92% (urine) and 100% (kidney), and a specificity of 63% (urine) and 59% (kidney) when using culture as the gold standard. Culture-negative but PCR-positive samples (which cause the low specificity scores) may be due to either a higher sensitivity of the PCR assay or contamination; however, results from other studies also indicate that PCR has a higher diagnostic sensitivity than culture (Stoddard et al. 2009). PCR is a more rapid and sensitive method for detecting Leptospira DNA in samples, but bacterial culture and isolation, which can take several months, is still an important tool in
evaluating leptospiral infections because it provides information that PCR cannot. In particular, bacterial isolation is necessary to obtain sufficient genetic material for identification of strain type, and while PCR detects both viable and nonviable organisms, only viable organisms can be cultured (Levett 2001).

Although our PCR was apparently more sensitive than culture, 1 urine sample was culture-positive but PCR-negative. This may have been due to inhibitory compounds that are present in biological samples such as urine, a phenomenon that is considered a major limitation to real-time PCR (Valasek & Repa 2005). However, we included an IAC in our PCR to assess the potential for PCR inhibition in false-negative samples and found no evidence of inhibition in any samples run. Low sensitivity of PCR for detecting *Leptospira* spp. in urine samples due to the use of uncentrifuged urine samples or storage of urine samples at −80°C for extended periods before use has been reported (Cameron et al. 2008, Stoddard et al. 2009). Therefore, the negative real-time PCR result may be due to the fact that the urine sample was not centrifuged and was stored at −80°C for 8 mo.

The main route of *Leptospira* transmission is through contact with infectious leptospiroses shed in the urine of infected individuals (Levett 2001), and for some host/strain combinations, an infected animal can remain symptom-free and shed infectious organisms in the urine for its entire lifetime (Bharti et al. 2003). Therefore, urine is an important specimen for detection of *Leptospira* spp. Using the real-time PCR assay we developed, we detected *Leptospira* DNA in 41.5% (56/135) of urine samples collected from both stranded and wild-caught, free-ranging California sea lions and demonstrated that our assay was apparently more sensitive than culture, which was only positive for 8.9% (12/135) of the urine samples. These results confirm and extend the findings of Prager et al. (2013) of leptospire carriage in both stranded and free-ranging California sea lions.

In conclusion, we developed a real-time PCR assay using primers and a probe specific for pathogenic *Leptospira* spp. and evaluated the assay using urine and kidney samples from California sea lions. The results in this study demonstrate that the assay is specific and more sensitive than culture for rapid detection of pathogenic *Leptospira* spp. in California sea lions. The inclusion of an internal amplification control showed that negative results due to PCR inhibition were not occurring. We conclude that our real-time PCR assay is a useful and reliable tool for the detection of pathogenic *Leptospira* spp. in urine and kidney tissue samples.

**Acknowledgements.** We thank Brian Thompson, for providing non-*Leptospira* bacteria. We also thank the staff of The Marine Mammal Center in Sausalito, California for providing the samples from the stranded sea lions; Dr. Robert DeLong and his group at the National Marine Mammal Laboratory for their collaboration and assistance in collecting samples from wild-caught, free-ranging sea lions. This work was performed in part at the University of California Natural Reserve System Ano Nuevo Island Reserve. We thank Ano Nuevo State Park rangers for their logistical support and Rick Hornsby at the National Animal Disease Center for his excellent technical support. Funding for this research was provided by NOAA’s Oceans and Human Health Initiative, the John H. Prescott Marine Mammal Rescue Assistance Grant Program, and the National Science Foundation (OCE-1335657). K.C.P. and J.L.S. acknowledge financial support from the RAPIDD program of the Science and Technology Directorate, Department of Homeland Security and the Fogarty International Center, National Institutes of Health. This publication does not constitute an endorsement of any commercial product or intend to be an opinion beyond scientific or other results obtained by the NOAA or the ARS.

**LITERATURE CITED**


Prager KC, Greig DJ, Alt DP, Galloway RL and others (2013) Asymptomatic and chronic carriage of Leptospira inter-
rogans serovar Pomona in California sea lions (Zalophus californianus). Vet Microbiol 164:177−183


Editorial responsibility: Catherine Collins, Aberdeen, UK

Submitted: December 9, 2013; Accepted: April 11, 2014
Proofs received from author(s): June 27, 2014