
UC Irvine
UC Irvine Previously Published Works

Title
Spectrally resolved neurophotonics: a case report of hemodynamics and vascular 
components in the mammalian brain

Permalink
https://escholarship.org/uc/item/9sj739q5

Journal
Journal of Biomedical Optics, 10(6)

ISSN
1083-3668

Authors
Tanner, Kandice
D’Amico, Enrico
Kaczmarowski, Amy
et al.

Publication Date
2005

DOI
10.1117/1.2137291

Copyright Information
This work is made available under the terms of a Creative Commons Attribution License, 
availalbe at https://creativecommons.org/licenses/by/4.0/
 
Peer reviewed

eScholarship.org Powered by the California Digital Library
University of California

https://escholarship.org/uc/item/9sj739q5
https://escholarship.org/uc/item/9sj739q5#author
https://creativecommons.org/licenses/by/4.0/
https://escholarship.org
http://www.cdlib.org/


Journal of Biomedical Optics 10�6�, 064009 �November/December 2005�

Downloaded 
Spectrally resolved neurophotonics: a case report of
hemodynamics and vascular components in the
mammalian brain

Kandice Tanner
Enrico D’Amico
University of Illinois at Urbana-Champaign
Department of Physics
Laboratory for Fluorescence Dynamics
Urbana, Illinois 61801

Amy Kaczmarowski
University of Illinois at Urbana-Champaign
Department of Psychology
Champaign, Illinois 61820

Shwayta Kukreti
University of Illinois at Urbana-Champaign
Department of Physics
Laboratory for Fluorescence Dynamics
Urbana, Illinois 61801

Joe Malpeli
University of Illinois at Urbana-Champaign
Department of Psychology
and Neuroscience Program
Champaign, Illinois 61820

William W. Mantulin
Enrico Gratton
University of Illinois at Urbana-Champaign
Department of Physics
Laboratory for Fluorescence Dynamics
Urbana, Illinois 61801

Abstract. We developed a spectral technique that is independent of
the light transport modality �diffusive or nondiffusive� to separate op-
tical changes in scattering and absorption in the cat’s brain due to the
hemodynamic signal following visual stimulation. We observe
changes in oxyhemoglobin and deoxyhemoglobin concentration sig-
nals during visual stimulation reminiscent of the functional magnetic
resonance imaging �fMRI� blood oxygenation level dependence
�BOLD� effect. Repeated measurements at different locations show
that the observed changes are local rather than global. We also deter-
mine that there is an apparent large decrease in the water concentra-
tion and scattering coefficient during stimulation. We model the ap-
parent change in water concentration on the separation of the optical
signal from two tissue compartments. One opaque compartment is
featureless �black�, due to relatively large blood vessels. The other
compartment is the rest of the tissue. When blood flow increases due
to stimulation, the opaque compartment increases in volume, result-
ing in an overall decrease of tissue transmission. This increase in base-
line absorption changes the apparent relative proportion of all tissue
components. However, due to physiological effects, the deoxyhemo-
globin is exchanged with oxyhemoglobin resulting in an overall in-
crease in the oxyhemoglobin signal, which is the only component that
shows an apparent increase during stimulation. © 2005 Society of Photo-
Optical Instrumentation Engineers. �DOI: 10.1117/1.2137291�
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1 Introduction

Optical techniques have been utilized to explore the hemody-
namics of the visual cortex of the human brain1 and that of
animals.2–4 Grinvald et al.,5 Swindale et al.,6 and Jancke et al.7

have published several articles on the optical reflectance
changes observed in the exposed brain surface of cats during
visual stimulation. Here, we examine the visual cortex, spe-
cifically areas 17/18 of the cat using a spectral technique that
enables noninvasive measurements through the skull. Specifi-
cally, we determine spectral changes due to changes in con-
centrations of tissue chromophores and scattering during vi-
sual stimulation. We show that the spectral technique is
sensitive to changes due to neuronal activation by comparing
the visual cortex with an area that lies outside the visual cor-
tex; namely, the frontal lobes, where we expect little or no
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signal change. This is the first study to employ a spectral
technique to separate contributions from different tissue com-
ponents with high temporal and spatial resolution. Several
issues must be considered to interpret our results. Specifically,
we consider the modality of light propagation in the tissue,
the region of the brain explored by light, the physiological
origin of the observed effects, and the potential and limita-
tions of this spectral technique. We discuss our technical ap-
proach in the context of light transport in tissue to set the
stage for the interpretation of the changes observed in the
measured optical parameters. We show that different spectral
components associated with known tissue chromophores can
be identified and that the time course of the changes in spec-
tral components can also be obtained. Several control mea-
surements were done to validate that the observed effects re-
sult from the external visual stimulation.

In particular, we performed control trials without visual
stimulation, with other conditions remaining the same. Brain
1083-3668/2005/10�6�/064009/9/$22.00 © 2005 SPIE
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regions outside the cat’s visual cortex were examined, during
visual stimulation, to determine if the changes observed were
localized to a specific region of the brain or were due to
systemic changes in blood flow. The framework for the inter-
pretation of the hemodynamic changes observed is based on
the well-established BOLD effect �blood oxygenation level
dependence response� from the functional magnetic resonance
imaging �fMRI� literature. The BOLD effect is primarily due
to neurovascular coupling between the part of the brain that is
activated by a given task and the corresponding local increase
in blood flow, following stimulation. This increase in flow
causes a local decrease in the deoxyhemoglobin �HHb� con-
tent which is visible both in the MRI experiments and in the
optical counterpart. In addition to changes in concentration of
the HHb, the spectral method provides concomitant changes
in concentration of other tissue chromophores such as oxyhe-
moglobin �O2Hb� and water. Furthermore, the spectral ap-
proach that we developed provides changes in the scattering
spectrum during brain activation. As a result of our studies,
we have a comprehensive and novel description of changes
occurring in specific brain regions due to neuronal activation.
Our results confirm the general model of neurovascular cou-
pling, and provide new information with regard to changes in
the scattering spectrum and apparent changes in the local wa-
ter concentration that require a new interpretation model. The
time course of the optically detected BOLD effect shows un-
expected features such as lack of sustainable blood flow in-
crease and decrease of the amplitude of the effect as the task
is repeated many times. These observations about fatigue in
the cat brain will be discussed in a separate manuscript.

2 Light Transport in Tissues
Light transport in tissue is primarily governed by two pro-
cesses; absorption and scattering. In the near-IR �NIR� region
�650 to 1150 nm�, in the so-called “therapeutic window,”
scattering is the dominant process for most tissues. For ex-
ample, the reduced scattering coefficient �s� of the gray mat-
ter in the human brain ranges from 20 to 30 cm−1, while the
absorption coefficient �a is8 about 0.25 cm−1. In fleshy tissue,
HHb, O2Hb, and water are the main absorbing species9 in the
NIR. The large value of the reduced scattering coefficient of
the brain enables the use of the diffusion approximation to the
Boltzmann transport equation to describe the propagation of
light and to quantify the absorption and scattering properties
of the tissue when the distance traveled by the light between
the source and the detector is10–12 larger than 1 to 2 cm. How-
ever, for smaller distances �in the nondiffusive regime� a dif-
ferent approach must be employed to recover the optical pa-
rameters of tissues. Current diffuse optical techniques such as
NIR spectroscopy �NIRS� use light at a few wavelengths cho-
sen such that one can determine the concentrations of the
HHb and O2Hb. By using amplitude modulated light at mod-
erately high frequencies �100 to 400 MHz�, Gratton et al.
showed that multidistance frequency-domain NIRS can be
used as a noninvasive technique to study the hemodynamics
of the muscle and brain.13 It has been well documented14 that
the frequency-domain approach of light propagation in tissues
provides high temporal resolution and a high SNR. In this
paper, we explore a new spectral technique that employs a

tungsten lamp source to study the hemodynamics of the tis-
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sue, specifically the capillaries where the oxygen exchange
takes place. We applied the spectral technique to detect
changes in scattering and absorption in the visual cortex of a
cat’s brain due to the hemodynamic signal arising from neu-
ronal activation evoked by visual stimulation. Note that we
cannot apply the light transport formulation in the diffusion
approximation for this experiment, because the anatomical
structure of the cat’s brain �namely, its small size� is such that
there are insufficient scattering events when the light travels
from the source fiber to the detector fiber. Hence, the photons
are not fully randomized in direction before arriving at the
detector. The spectral approach has been extensively used to
study tissue spectral properties.15–17 However, it has not been
applied to study rapid changes in optical properties of brain
tissue during visual stimulation. We are using a fast time ac-
quisition �up to 200 spectra/s� to detect changes in cerebral
hemodynamics.

3 Spectral Approach
In the NIR region, of the electromagnetic spectrum, the major
chromophores found in tissue such as HHb, O2Hb, fat, water,
and cytochrome have well-defined absorption spectra �Fig. 1�.
To have all of the individual spectra on the same graph, they
are not plotted on the same scale. HHb and O2Hb are in units
of mm−1 mM−1, while water and fat are in units of inverse
millimeters. The scattering spectrum in Fig. 1 follows the �n

wavelength dependence with n=4. In the fit of the spectral
changes the parameter n was variable.

In the spectral approach, we use a large number of wave-
length points; hence, we can determine the absorbance of tis-
sue components such as HHb, O2Hb, fat, and water and their
spectral shifts with high precision. Assuming that we know
the spectrum of the individual tissue components, we can con-
struct a linear combination of basis spectra to fit the overall
tissue absorbance spectrum:

I = scattering��� + water��� + fat��� + O2Hb��� + HHb���

+ cytochrome��� . �1�

The coefficients of each term as well as the scattering power n
are determined using a nonlinear least squares method. By
knowing the coefficients used to fit the absolute spectrum, we

Fig. 1 Comparison of experimental and theoretical fit and the tissue
chromophores used in the calculation.
estimate the fractional contribution of the individual compo-
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nents in the measured tissue �Fig. 1�. We apply the spectral
approach to the differential spectrum obtained by subtracting
the baseline period from the stimulation period. The differen-
tial changes are small, and we assume that the changes ob-
served can be described by a linear combination of the basis
components. However, for the application of the spectral ap-
proach in the differential measurements for tissue, the wave-
length dependence of the scattering is allowed to vary and is
not strictly fixed to a �-4, which is invalid for tissue. It was
found using this technique that the actual dependence was
�-0.4, as reported in the literature. Our system enables us to
acquire spectra at a frequency of 200 Hz; hence, the relative
tissue component contributions can be determined with high
temporal resolution. Consequently, we can see the optical
changes due to water, HHb, O2Hb, and scattering as a func-
tion of time. These measurements can be used to potentially
detect the BOLD response due to the neuronal activation. The
spectral method separates scattering from absorption, as scat-
tering has a characteristic spectral behavior different from any
other spectral component. The spectral approach is different
from the “frequency domain” method that exploits the time of
flight in the diffusive regime to extract the scattering coeffi-
cient. One advantage of the spectral technique is that the spec-
tral shape �including the scattering contribution� is indepen-
dent of the light transport regime, i.e., it is applicable in both
the diffusive and nondiffusive regime.

4 Methods—Cat Protocol
4.1 Preparation of the Cat
These experiments were performed on one adult female cat.
All procedures were in accordance with U.S. Public Health
Service Policy and protocols approved by the University of
Illinois Institutional Animal Care and Use Committee. All sur-
gery was performed aseptically and under general anesthesia.
A goldplated ring was implanted under the conjunctiva of one
eye to enable eye movements to be monitored using the
double magnetic induction method.18 The scalp and muscle
overlying the calvarium were removed, and an aluminum fix-
ture surrounding this area, bonded to the skull to provide sup-
port for a protective cap that was also used to immobilize the
cat’s head during the experiment. A mixture of clear acrylic
cement and antibiotics �1 mm thick was then placed in lieu
of the removed tissue to provide a permanent protective
barrier.19 Metal tubes �15 gauge, thin-wall hypodermic tubing,
with an inner diameter of 1.52 mm and an outer diameter of
1.83 mm�, 7 mm in height, were then embedded in this mix-
ture above the region corresponding to the visual cortex, area
17/18, and the frontal lobes, area 4. Figure 2 shows schemati-
cally the location of the metal tubes.20 The tubes were in
direct contact with the acrylic mixture above the bone. For
simplicity, a grid system was implemented to indicate the po-
sition of each tube; this is used to identify the source and
detector locations. The “a” row was located above the frontal
lobes and each tube was numbered in sequence from 1 to 5.
The “b” row was located in the parasagittally, roughly over
the border between areas 17 and 18 of the visual cortex in the
right hemisphere. The “c” row was located in a coronal plane
that cut across the region of area 17 near the surface of the
brain, as well as across the entire coronal extent of areas 18

and 19 of the visual cortex �Fig. 2�. The intersection of the
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“b” and “c” rows is roughly at the center of the representation
of the area centralis. The distance between adjacent tubes was
2 mm, with the exception of c4 and c5, where the “c” row
intersects the “b” row. The tubes served as holders for the
source and detector optical fibers during our measurements.

4.2 Visual Stimulation and Behavioral Paradigm
The cat was positioned facing a rear projection screen sub-
tending 60 deg horizontally and 50 deg vertically at a dis-
tance of 70 cm from the animal’s eyes. The screen was illu-
minated uniformly at 0.021 cdm−2 with white light from an
LCD projector. A computer controlled laser spot approxi-
mately 0.1 deg in diameter served as a fixation point on the
center of the screen. Visual stimuli consisted of periodic
flashes generated by white LED clusters that were superim-
posed on the screen raising the luminance to 2.020 cdm−2

during the flash.
The cat sat immobile in a bag with its head fixed to a rigid

plate, tilted forward 5 deg with respect to the Horsley-Clark
horizontal plane. During a trial, the cat was trained to focus
on the fixation point regardless of the flashes, which had no
behavioral significance. Generally, if the cat maintained this
fixation �within ±7 deg� for 10 s, it was rewarded with food.
The intertrial interval was 10 s. However, during data collec-
tion sessions, the cat was rewarded at the end of each trial
regardless of its performance. For the purposes of this experi-
ment there were two types of tasks, one in which the cat was
visually stimulated �VS trial�, and one where there was no
visual stimulation �NVS�.

1. VS trials consisted of 10 s of a repetitive sequence of
20 flashes where the flash was on for 250 ms and off for
250 ms, terminated by the reward followed by a 10-s inter-

Fig. 2 Bird’s eye view of placement of tubes on the calvarium of the
cat with cortices labeled superimposed on a view of the dorsal surface
of the cat brain.
trial interval.
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2. NVS trials consisted of 10 s of no flashes, with delivery
of the reward followed by a 10-s intertrial interval.

The trials were done with the NVS trials performed first
�in blocks of 100� followed immediately by the VS trials
�with minimum perturbation�. This was achieved by toggling
an external switch to activate the flash. Neither the cat nor the
optical setup was disturbed in any way. The cat was moni-
tored at all times with an IR-sensitive camera and light
sources. The detector tubes were largely shielded from these
light sources.

5 Experimental Procedure
5.1 Technical Aspects
Spectral measurements were performed using an Ocean Op-
tics �830 Douglas Avenue, Dunedin, Florida� detector system
consisting of a S2000 spectrometer, an ADC2000 PCI card
and a tungsten lamp. The tungsten lamp gives a continuum
spectrum following Planck’s blackbody spectrum at a tem-
perature of 3100 K. The PCI ADC2000 hardware interface
between the spectrometer and the computer performed an ana-
log to digital conversion at a sampling frequency of 2 MHZ
at a 12-bit resolution, which enables spectral acquisition ev-
ery 5 ms. Additionally, free-running operations and external
trigger modes were available for synchronizing external
events. The S2000 Ocean Optics is a miniature spectrometer
with large spectral response �350 to 1100 nm� and good
spectral resolution �0.3 to 10 nm�. The spectral response is
optimized for the NIR range. This was achieved by a combi-
nation of different accessories: a diffraction grating with a
spectral response in the 550 to 1100-nm range �#4 in Ocean
Optics catalog� and a long-pass filter to transmit wavelengths
greater than 550 nm. These combined with the response of
the CCD linear array detector, premounted on the spectrom-
eter, gave us the required spectral range of analysis in the NIR
region, 650 to 990 nm. The optical resolution and spectral
response depend on the slit entrance on the spectrometer,
groove density of the gratings, fiber optics diameter, and num-
ber of elements �pixels� of the detector.

Optimization of light detection through highly scattering
tissues was achieved by using an entrance slit of 200 �m and
a fiber optic core of 1000 �m. The grating had a groove
density of 600 mm−1 and the CCD array has 2048 pixels.
The combinations of these parameters gave us an optical reso-
lution of 4 nm.

5.2 Data Acquisition
The cat was immobilized in a bag facing the screen with its
head fixed to ensure minimal movement. The optical fibers
were then positioned in the tubes on the cat’s head. Any par-
ticular pair is indicated according to the labeling system used
in Fig. 2. For example, a configuration of b4b6 refers to the
placement of the source fiber in tube b4 and the detector fiber
in tube b6.

The tip of each fiber was placed in direct contact with the
acrylic which was roughly 1 to 2 mm above the cat’s skull,
and approximately 4 mm above the surface of the cat’s brain.
The cat’s head was held rigidly fixed during the experiment,
once the tubes were placed in the tubes; consequently their

positions were stable and could be reproduced from session to
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session. The spectrometer was armed at the beginning of each
trial by an external pulse coincident with a short auditory
signal to indicate the start of the trial. Data acquisition and
analysis were performed by the Elantest software �this pro-
gram is available at ftp://www.lfd.uiuc.edu/lfd/egratton/
elantest/�, which communicated through the PCI ADC2000
card with the S2000 spectrometer. Synchronization of the data
acquisition with the visual stimulation was achieved by an
external Stanford Research �1290-D Reamwood Avenue,
Sunnyvale, California� pulse generator �model DS345�. The
trigger and synchronization system provided the correct time
signals to the Elantest software and the external trigger input
port of the spectrometer. Communication with the software
via the parallel port of the PC enabled the system for the start
of data acquisition.

The spectrometer acquired spectra every 5 ms. First, a ref-
erence spectrum was taken under the condition of no trial,
meaning that the cat observed the screen at its normal back-
ground level, as described in the previous section, but other-
wise not performing the task. All differential measurements
were calculated with respect to this initial spectrum. Equal
blocks of data consisting of 100 trials were collected under
different conditions. Data acquisition began with the begin-
ning of each trial. The collection of spectra was synchronized
with externally supplied pulses that were coincident with the
onset of each flash in the VS condition �i.e., every 500 ms�.
The same timing was also provided for the NVS conditions.
The spectrometer was armed at the start of each trial by an
initial pulse and acquired a spectrum every 5 ms, giving a
total of 95 spectra corresponding to 475 ms. The spectrometer
then waited for the next trigger, which occurred 500 ms after
the start of the trial. This cycle was repeated 16 times for a
total of �16�95 spectra corresponding to about 8 s of the
trial. No spectra were acquired during the final 2 s of the trial,
the reward and the intertrial interval. Each spectrum had 2048
wavelength points. The data matrix was then saved and the
sequence repeated 100 times. The procedure was repeated for
different source-detector configurations. It was identical for
NVS trials except that the pulses provided to synchronize the
collection of spectra every 500 ms were not accompanied by
flashes. The experiment was performed with minimum pertur-
bation as the only change during the data acquisition was the
activation of the flashes during the VS trials via an external
computer.

5.3 Data Analysis
In this paper, we present the analysis of the hemodynamic
signal. The analysis of the fast neuronal signal will be dis-
cussed in a separate manuscript. Data were collected for the
first 8 s of each trial. However, every 475 ms, one spectrum
was deleted due to the external synchronization of the system,
as this spectrum had a different integration time �30 ms in-
stead of 5 ms�. This spectrum was disregarded, but the overall
time axis was maintained correctly, i.e., the matrix had a gap
of 30 ms every 500 ms. Since we were using this sequence
only for slow signals, and the time axis was correct, this de-
letion had no influence on the final result. The remaining
spectra were then folded across the 16 flash cycles and aver-
aged over the desired number of trials. Folding was also done

as a function of number of trials to see if there were any
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differences in the signals observed due to physiological
changes occurring across trials. A definitive spectral pattern
and intensity pattern changes were observed in the raw data
matrix. We performed spectral deconvolution and principal
component analysis �PCA� on the raw, but folded data. From
the PCA, it was determined that the minimum number of
basis components required to correctly fit the differential
spectrum was four: scattering, water, HHb, and O2Hb. The
spectrum was then separated into the weighted contributions
of these individual species and their changes observed as a
function of time. No assumptions were made with respect to
the baseline hemoglobin concentrations as we only consider a
differential spectrum. In representing the changes of the com-
ponents as a function of time, only O2Hb and HHb were
plotted using the same scale. The scale of the changes in
water component and that of the scattering component are
arbitrary.

6 Results
For all of the different source-detector �S-D� configurations,
data were processed as described in the previous section to
detect both the changes due to the hemodynamic signal and to
the fast �millisecond� neuronal signal. However, due to the
volume of information that was obtained, only certain aspects
of the hemodynamic signal are presented in this paper. First,
we present maps of the raw data matrix after folding followed
by the separation of this matrix into the weighted contribu-
tions of scattering, water, O2Hb, and HHb as functions of
time. The maps show the average change for all of the wave-
lengths as a function of time for the folded data. Finally a
comparison of the optical BOLD effect seen as a function of
S-D configuration is shown. Although we show results for
only a few experiments, the results are highly reproducible for
any given S-D combinations. For locations in the visual cor-
tex, the optical BOLD effect is observed during visual stimu-
lation and not seen in the absence of the stimulation. Similarly
for S-D configurations located outside of the visual cortex
�frontal lobes�, the Optical BOLD effect was not observed for
NVS or VS trials.

6.1 Raw Data
Maps displaying the raw data matrix of each S-D pair over the
visual cortex, areas 17 and 18 show a significant change in the
shorter wavelengths for the first 3 s of the visual stimulation
�Fig. 3�a� and 3�c��. The data matrix for the control configu-
ration that was positioned over the frontal lobes, where we did
not anticipate any changes, remains relatively constant during
the same activation period �Fig. 3�e��. For all of the configu-
rations during NVS trials, the changes in wavelengths as a
function of time were also minimal �Fig. 3�b�, 3�d�, and 3�f��.

6.2 Spectral Deconvolution
The raw data matrix was decomposed for each time bin
�linked to trial length� using four spectral components: O2Hb,
HHb, water, and scattering. Figures 4�a�–4�f� show three dif-
ferent S-D locations for VS and NVS trials, one from the
parasagittal row of tubes over the area 17/18 border �b4b6;
Figs. 4�a� and 4�b��, one roughly in a coronal plane over areas
17 and 18 �b4c6; Figs. 4�c� and 4�d��, and one over the frontal

lobes �a2a4; Figs. 4�e� and 4�f��. There is an optically detected
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BOLD effect due to the activation of the visual cortex in
which the O2Hb starts to increase after 1 to 2.5 s after visual
stimulation. This delay is dependent on the area investigated.
Differences in the values and time courses of the signals due
to changes in O2Hb and HHb are detected between regions in
the visual cortex which differ by about 2 mm. Additionally,
significant changes are seen due to scattering and water. The
change due to scattering also has a different time course with
respect to the other components. For S-D configurations that
correspond to areas in the visual cortex, a maximum decrease
�trough� in scattering is seen at roughly the same time as the
O2Hb reaches a maximum in the optical BOLD effect during
VS trials. The water component is seen to decrease at the
onset of stimulation and tracks the HHb changes with some
time delay �Figs. 4�a� and 4�b��. Control experiments �Figs.
4�e� and 4�f�� show that there are no major changes in the
O2Hb and HHb �BOLD effect� that track with the visual
stimuli for the S-D pair located over the frontal lobes, and the
contributions from these components are one order of magni-
tude smaller than the signal obtained from the VS trials �Figs.
4�a� and 4�c��. The signals due to the changes in water and
scattering are of the same order of magnitude, but they do not
appear to be correlated to visual stimulation. In addition, con-
trol experiments show minimal signal changes in the absence
of visual stimulation �Figs. 4�b�, 4�d�, and 4�f��.

6.3 Optical BOLD Effect as a Function of S-D
Locations

Figures 5�a� and 5�b� show the optically detected BOLD ef-
fect for several S-D locations, two parallel to the 17/18 bor-
der �b4b6, b3b5�, and one S-D pair located over the frontal
lobes �a2a4�, and three that roughly straddled this border or-
thogonally �b4c6, b4c5, and c5b5�, respectively. The signals
for the two S-D configurations parallel to the 17/18 border
show similar temporal behavior. However, for the configura-
tion b4b6 the amplitude of the signal is much larger �about a
factor of 4� than for any other configuration. For the orthogo-
nal S-D pairs, it was observed that the amplitude of the signal
due to the optical BOLD effect was approximately the same.
However, there were different delays among the different
pairs. In one configuration, b4c6, an initial dip is seen lasting
for �2 s. The initial dip was not observed at all locations,
indicating that its magnitude is not constant everywhere.

7 Discussion
This work is the first to determine changes of the spectral
components in the mammalian �cat� brain due to external vi-
sual stimuli. Previous work focused on the determination of
the reflectance signal in the near-IR with the purpose of im-
aging columnar neuronal organization,21 and the optically de-
tected BOLD effect was not determined in those studies. Fur-
thermore, the fast dynamics were obtained using long-
integration, high-sensitivity cameras in which the acquisition
was triggered at different times after visual stimulation rather
than utilizing rapid spectral acquisition, which was synchro-
nous with the visual stimulation as in the present approach.
The spatial resolution that is obtained with our instrument is
of the order of millimeters, which when compared to that
obtained using multidistance NIRS in human subjects �centi-

meters� still gives us a relatively high spatial resolution. One
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concern is that the radiation emitted by the tungsten lamp will
be unstable as it is temperature dependent. However, before
any analysis was done, the data was block averaged and
folded across trials as is standard in similar studies. Hence,
any random fluctuations that are present would be removed
before the spectral deconvolution is performed. We have ob-
served changes in the O2Hb and HHb signals during visual
stimulation reminiscent of the fMRI BOLD effect. The origin
of the BOLD effect is attributed to an increase in blood flow
following neuronal activity in one part of the brain. This
causes a decrease of the HHb level because HHb is washed
out. In the fMRI signal, only the decrease of the HHb con-

Fig. 3 Raw data matrix indicating source and detector location and tria
and �f� a2a4 NVS.
centration is measured, whereas with the optical technique,
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we have access to both O2Hb and HHb. Upon visual stimu-
lation, we can clearly see the decrease in the HHb and the
quasisimultaneous increase in the O2Hb. Careful examination
of the data in Figs. 5�a� and 5�b� shows that there is a delay
between the two signals. A similar delay between the increase
of the O2Hb and decrease of HHB was also observed in op-
tical experiments in humans and was attributed to oxygen
consumption.22,23 A striking feature of our experiments is that
the optical BOLD effect starts to decrease after a few seconds
�Fig. 5�a��, although the stimulation continued throughout the
trial.

�a� b4b6 VS, �b� b4b6 NVS, �c� b4c6 VS, �d� b4c6 NVS, �e� a2a4 VS,
l type:
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Another novel outcome of these experiments is that the
water signal, as well as the scattering signal, changes during
stimulation. The changes in the water component are quite
surprising, since we expect no net change of the tissue water
content during the short time of visual stimulation. For the
water content in the tissue to change rapidly �in seconds�, the
water should be replaced by something else, which is not
plausible. To explain the decrease of the water content during
the optical BOLD effect we must consider the origin of the
optical signal in the tissue. The tissue is highly heterogeneous
from both the physiological and the optical points of view.
There are tissue regions that are optically opaque, such as
relatively large blood vessels. If, as we expect, these vessels

Fig. 4 Spectral deconvolution, O2Hb, and HHb: �a� b4b6 VS �b�,
change diameter to accommodate an increase of blood flow
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following neuronal stimulation, then this opaque optical com-
partment will increase. The net effect of the increase in the
opaque compartment results in an effective decrease of all the
spectral components, including the O2Hb and HHb. However,
these tissue chromophores undergo additional physiological
changes due to the exchange of O2 and CO2 in the tissue,
which results in a net increase of the O2Hb signal �washout
effect�. We propose that this optical effect caused by the pres-
ence of the opaque blood vessels is at the origin of the appar-
ent decrease of the water component. Following this reason-
ing, the water component could be used to assess the extent of
vasodilation due to stimulation. With regard to the scattering

VS, �c� b4b6 VS, �d� b4b6 NVS, �e� a2a4 VS, and �f� a2a4 NVS.
signal, it should also decrease due to this optical effect. How-
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ever, there are also changes in the size of the microcapillaries,
larger blood vessels, and possible changes at the cellular and
subcellular levels. Therefore, the scattering signal will not
necessarily track the water signal.

All data presented in Figs. 5�a� and 5�b� refer to only the
first 10 trials of a series of 100 trials. As the trials continued,
there was a gradual change of the shape of the optical BOLD
effect. This fatigue effect will be discussed in a separate
manuscript.

We observed that the optical BOLD effect is strongly de-
pendent on the location in the visual cortex. Locations 2 mm
apart gave significant differences both in the amplitude and in
the time course of the signals.

We observed several differences between the optical
BOLD effect for the cat, when compared with similar experi-
ments in humans. It is premature to discuss the differences,
when only one animal has been studied. Furthermore, we can-
not state unequivocally that these results are “cat invariant.”
However, additional cats are being trained to repeat the ex-
periments, and to assess if there are differences among indi-
vidual animals. Certainly the size of the cat’s brain could
generate hemodynamic responses that differ from those in hu-
mans.

One consideration for this discussion is whether or not the
spectral approach could be extended to studies of the human
brain. First, the size of the skull will bring the regime of light
propagation into the diffusive regime. However, the spectral

Fig. 5 Optically detected BOLD effect at different locations in the
visual cortex. For each curve, positive line indicates O2Hb and nega-
tive line indicates HHb �a� for parasagittal S-D pairs, which were
roughly parallel to the 17/18 border, and �b� for S-D pairs roughly
orthogonal to the 17/18 border.
approach is independent of the modality of light propagation.
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Two factors must be considered for the application of this
spectral approach in humans. First, with the present experi-
mental apparatus, the SNR is insufficient to observe the dy-
namic changes of the tissue chromophores at the distance of
centimeters. For the slow hemodynamic signal, using more
sensitive detectors and more efficient monochromators, we
should have enough light for an accurate determination of
spectral components. Second, for the fast signal due to neu-
ronal activation, where a very short integration time is re-
quired, the amount of light necessary could be critical. Hence,
additional work is required for the improvement of the tech-
nical aspects of this work.

In summary, we developed a technique that is independent
of the light modality �diffusive or nondiffusive�, where a
broadband spectral approach is used to determine the indi-
vidual NIR spectrum of tissue components. For the applica-
tion in a mammalian brain, we have examined the behavior of
the scattering, O2Hb and HHb �BOLD effect� simultaneously
with other tissue components such as water content. The tech-
nique has proven to have a high temporal and spatial resolu-
tion to adequately determine the localized hemodynamics.
The behavior of water during stimulation has not been dis-
cussed in previous literature. Our proposed model satisfacto-
rily accounts for the apparent change in the water content,
which can be used to better qualify the role of water in vas-
cular dynamics.
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